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Abstract

:

In this work, a fast mycotoxin extraction (FaMEx) technique was developed for the rapid identification and quantification of carcinogenic ochratoxin-A (OTA) in food (coffee and tea) and agricultural soil samples using ultra-high-performance liquid chromatography-tandem mass spectrometry (UHPLC-MS/MS) detection. The FaMEx technique advancement is based on two plastic syringes integrated setup for rapid extraction and its subsequent controlled clean-up process. In the extraction process, a 0.25-g sample and extraction solvent were added to the first syringe barrel for the vortex-based extraction. Then, the extraction syringe was connected to a clean-up syringe (pre-packed with C18, activated carbon, and MgSO4) with a syringe filter. Afterward, the whole set-up was placed in an automated programmable mechanical set-up for controlled elution. To enhance FaMEx technology performance, the various influencing sample pretreatment parameters were optimized. Furthermore, the developed FaMEx method indicated excellent linearity (0.9998 and 0.9996 for coffee/tea and soil) with highly sensitive detection (0.30 and 0.29 ng/mL for coffee/tea and soil) and quantification limits (1.0 and 0.96 for coffee/tea and soil), which is lower than the toxicity limit compliant with the European Union regulation for OTA (5 ng/g). The method showed acceptable relative recovery (84.48 to 100.59%) with <7.34% of relative standard deviation for evaluated real samples, and the matrix effects were calculated as <−13.77% for coffee/tea and −9.7 for soil samples. The obtained results revealed that the developed semi-automated FaMEx/UHPLC-MS/MS technique is easy, fast, low-cost, sensitive, and precise for mycotoxin detection in food and environmental samples.
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1. Introduction


Coffee and tea are common non-alcoholic beverages that are extensively consumable drinks globally. Coffee and tea comprise several families of chemical compounds to promote well-being [1]. However, mycotoxins can also be found in coffee and tea samples. Mycotoxins are produced by various fungal species, such as Aspergillus, Penicillium, and Fusarium species. Pre- and post-harvest contamination with these fungal species, particularly Aspergillus and Penicillium, can grow under low water activity storage conditions [2]. Mycotoxins can cause acute and chronic toxicity to human and animal health by contaminating various food, mainly coffee and tea. Different coffee and tea samples have been detected with aflatoxins, fumonisins, and ochratoxin A (OTA). Among them, OTA is a potentially threatening toxicant produced by various fungal species. The chemical structure of the OTA is illustrated in Figure 1, representing the most common mycotoxin found in coffee and tea. The fungus Aspergillus ochraceus and Penicillium verrucosum are the primary producers of OTA, and it shows relevant toxicity due to their nephrotoxicity and hepatotoxicity nature to humans and animals [3,4,5]. Moreover, fungal growth in the decayed plant or disposal of unused or expired tea and coffee products in landfills often contaminates the nearby landfill soils [6]. The IARC (International Agency for cancer research) classifies OTA as possibly carcinogenic to humans; European Union sets the toxicity limit as 5 ng/g in coffee products [7].



Due to the severe toxicity of OTA in coffee, tea, and soil samples, it is essential to develop a rapid and sensitive analytical method to quantify OTA for routine food safety testing. Remarkably, the coffee and tea matrix is highly complex due to the presence of Maillard reaction products, polysaccharides, proteins, fats, caffeine, and polyphenols, including flavonoids and phenolic acids [8,9,10,11,12]. These chemicals present in the coffee and tea matrix are readily soluble in the extraction solvent and interfere with target analytes during the instrumental analysis, thereby affecting the analysis and results accuracy. Many research studies developed various extraction steps, such as solid-phase extraction (SPE) cartridges, immuno-affinity SPE columns, floating organic solvents, and dispersive and non-dispersive solvent-based liquid-liquid extraction, to perform in coffee and tea products. However, these methods are time-consuming, laborious, require lots of toxic solvents for extraction, expensive clean-up sorbents, and need highly skilled analysts [13].



Recently, the sample pretreatment method, Quick, Easy, Cheap, Effective, Rugged, and Safe (QuEChERS), has more advantages for the determination of residual toxins in food, environmental and biological samples [14]. It is significantly advantageous to analyze various toxins with different polarities by their unique clean-up sorbents. The clean-up process was designed for QuEChERS extraction based on the adsorption of sample matrixes instead of target analytes. A primary-secondary amine and C18 were mainly used as the SPE clean-up sorbent to remove sterols, pigments, non-polar, and acidic compounds. In addition, anhydrous magnesium sulfate was used to remove residual moisture content in the sample [15]. Furthermore, the technique continues to gain popularity through various modifications by developing appropriate methodological kits for either QuEChERS extraction or dispersive-SPE clean-up. However, these methods consist of several drawbacks, such as large solvent volume, long extraction time by vigorous shaking, long centrifugation, transferring solvents to dSPE cleanup, expensive sorbents, and less sensitivity.



In this study, we report a facile, fast mycotoxin extraction (FaMEx) procedure using two integrated syringes setup for extraction and clean-up to analyze mycotoxin (OTA) in coffee, tea, and agricultural soil samples using LC-MS/MS. The factors enriching the extraction efficiency of OTA in these samples (higher complexation with the co-matrixes) by the proposed method were completely examined and optimized. The fully validated analytical methodology was applied for the real-time coffee, tea, and soil sample analysis.




2. Results and Discussion


The fast mycotoxin extraction and clean-up performances for OTA analysis were examined and optimized, particularly various influencing parameters, including extraction solvent, extraction solvent volume, extraction time, SPE clean-up sorbent type, sorbent amount, and clean-up flow rate. All the parameters were optimized by the one variable at a time approach under triplicate analysis, and the results were discussed as follows.



2.1. Optimization of the Extraction Process


2.1.1. Effect of Extraction Solvent


The extraction solvent is a significant factor that affects the extraction performance in FaMEx. Therefore, selecting a suitable extraction solvent is essential to avoid a negative influence on the extraction process. A proper solvent must possess high extraction capacity and good chromatographic behavior for OTA separation and detection [16]. Five organic solvents were screened, including acetonitrile (MeCN), ethyl acetate (EA), acetone (ACTN), methanol (MeOH), and isopropyl alcohol (IPA), and were tested for OTA extraction and analysis under the developed method.



2.0 mL of extraction solvent was taken and vortexed for 2.5 min at 3000 rpm, and the extraction solvent was passed through the FaMEx-SPE cartridge containing 50 mg C18, 75 mg AC, and 1000 mg anhydrous MgSO4 for the clean-up process. Acetonitrile (MeCN) shows maximum extraction recovery due to the least polar nature compared to the other selected solvents and which shows >90% with no matrix peaks interferences, as illustrated in Figure 2a. EA solvent extraction results indicated poor chromatographic behavior and improper peak shape (non-symmetrical) for OTA. MeOH, IPA, and ACTN extractions resulted in intense brown color after extraction (As shown in Figure S1) due to the higher affinity towards the tannin, Millard products, chlorophylls, and flavonoids. This is because of the polar nature of MeOH and IPA, and these solvents result in the lowest extraction recovery for OTA due to high matrix influences. Thus, MeCN was eventually chosen as an extractant for subsequent analysis.




2.1.2. pH of the Extraction Medium


Ochratoxin-A (a weak acid) compound with two pKa values of 4.4 and 7.3 due to the presence of phenylalanine, and isocoumarin functional group [17,18,19]. Because of the typical nature of OTA, the pH condition of the extraction medium needs to be optimized to achieve the maximum extraction from the sample matrix. Hence, the addition of 0.5 mL of various concentrations of acid-base solution into the sample matrix; such as 1% formic acid (pH ≤ 1), 0.5% formic acid (pH = 1), 0.1% formic acid (pH = 2.9), 1% ammonia (pH ≥ 14), and 0.1% ammonia (pH = 9) solution were tested. Experimental results show that the addition of different concentrations of ammonia solutions to the sample matrix leads to poor extraction efficiency. As expected, based on the pKa values of OTA, adding 0.5 mL of 0.1% formic acid indicates maximum extraction efficiency over 1% formic acid due to the maximum conversion of analyte to neutral forms at acidic pH. As a result, the addition of 0.5 mL of 0.1% formic acid into the sample matrix has been selected for subsequent analysis as shown in Figure S2.




2.1.3. Effect of Extraction Solvent Volume


Various extraction solvent (MeCN) volumes (0.5 to 3 mL) were tested to obtain the highest extraction capacity for OTA under the proposed method. The MeCN volumes from 0.5 mL to 1 mL indicated inadequate solvent for complete dispersion of 0.25 mg of the coffee/tea/soil sample matrices and showed low extraction capacities of OTA. 2 mL of MeCN showed maximum extraction capacity for OTA under the developed method. Volumes greater than 2 mL of MeCN show a decreased peak intensity due to the dilution of the target analyte (OTA) in the extraction solvent medium. Hence, 2 mL of extraction solvent (MeCN) volume has been fixed for the further optimization process.




2.1.4. Effect of Extraction (Vortex) Time


The extraction time is an essential factor in achieving the highest extraction of OTA from the sample matrix. Inversely, coffee, tea, and soil products are more affluent in Millard products, chlorophylls, lipids, proteins, flavonoids, caffeine, phenolic acids, and numerous degradation products; hence increase in the extraction time leads to co-extract the matrix components in the sample matrix tends to poor performances. Various extraction times (from 0.5 to 3 min) under a vortex agitation mixer were examined to achieve higher OTA extraction with low matrix interferences. Figure 2b indicates that extraction recovery of OTA was increased from 1 to 3 min and remained constant at 2.5 min. Therefore, 2.5 min of extraction (vortex agitation) time is ideal for extracting maximum OTA from the sample matrix, and it can able to avoid the less acetonitrile soluble matrices such as lipids and unsaturated fatty acids [20]. Hence, 2.5 min of extraction time was selected for the FaMEx-SPE clean-up optimization process.





2.2. Optimization of the Clean-Up Process


2.2.1. Effect of Sorbent and Sorbent Amount


The SPE clean-up process is crucial to remove co-extracted interferences from extraction solvent because of highly colored Millard products, lipids, proteins, flavonoids, and phenolic acids in the coffee and tea samples. Similarly, soil products contain numerously non-degradable and degradable chemicals from various environmental and anthropogenic sources. Four absorbents (AC, AG, GCB, and C18) were selected for SPE clean-up to remove the co-extracted interferences from the selected extraction solvent. Results showed that AC shows maximum elimination of co-extracted interferences/co-matrix clean-up from the extractant and indicated the highest extraction recovery for the target OTA. In addition, AC offers good adsorption/affinity toward the co-eluents from the coffee, tea, and soil sample matrices. Other sorbents (AG, GCB, and C18) failed to remove the colored extracts from the coffee, tea, and soil samples. However, adding C18 shows the efficient removal of the sample matrix as reported [21,22,23]. Therefore, AC and C18 were selected as clean-up sorbents to improve the proposed extraction performances of the FaMEx technique. Different amounts (10–100 mg) of AC and C18 were tested by one variant at a time. 75 mg of AC shows the highest extraction recovery for OTA because of the maximum elimination of inferences such as high molecular weight Millard products and colored components in the extraction solvent. On the other hand, 50 mg of C18 showed maximum elimination of fats and indicated a maximum extraction recovery for OTA, as shown in Figure 3a,b. Therefore, 75 mg of AC and 50 mg of C 18 were chosen as the optimum sorbents for the SPE clean-up process.




2.2.2. Effect of Water Content


In the clean-up process, the elimination of water content from the extraction solvent plays a crucial role in increasing the extraction recovery of OTA. Various amounts (200 to 1200 mg) of anhydrous MgSO4 along with SPE clean-up sorbents (50 mg C18 and 75 mg AC) were assessed to achieve the maximum extraction recovery for OTA in the proposed method. Figure 3c shows that maximum extraction recoveries were obtained for OTA using ≥1000 mg of anhydrous MgSO4. Therefore, 1000 mg of anhydrous MgSO4 was chosen as the optimum amount for the FaMEx procedure.




2.2.3. Optimization of Plunger Speed


In the FaMEx-SPE clean-up procedure, the time of interaction between the sorbent and analyte is a critical factor in achieving maximum clean-up and getting higher extraction recovery for OTA [16,17,24]. Therefore, to achieve maximum clean-up efficiency, the optimized quantity of sorbents was homogeneously mixed and packed between the two frits in a 6 mL syringe (75 mg AC, 50 mg C18, and 1000 mg anhydrous MgSO4), and the flow rates were examined under various plunger speed from 0.5 to 3.0 mL/min to study the maximum clean-up performance under the developed automated SPE clean-up process. Increasing the plunger speed above 1.0 mL/min showed a decreasing trend in the extraction efficiency of OTA. Therefore, both 0.5 and 1.0 mL/min offers the maximum extraction efficiency for OTA under the proposed method. However, a 0.5 mL/min flow rate was selected (Figure 3d) because of better color removal and maximum extraction efficiency compared to 1.0 mL/min.





2.3. Method Performances


2.3.1. Analytical Performances of the Developed Method


Optimal conditions for extraction and clean-up were well studied and optimized one variant at a time. The method was validated to quantitate OTA using LC-MS/MS (optimized conditions: 2 mL solvent, 2.5 min vortex time, SPE Package: 1000 mg MgSO4, 75 mg AC, and 50 mg C18 and 0.5 mL/min plunger speed). The calibration was performed using different spiking levels in the sample matrices (coffee/tea/soil). The matrix-matched calibration equation plots resulted in excellent linearity for the target OTA between the 1–100 ng/g calibration range with correlation coefficients of 0.9998 and 0.9996 for coffee/tea and soil samples, respectively. In addition, the LOD and LOQ were calculated for the method calibration by applying the signal-to-noise ratio of the method calibration range and observed LOD for coffee/tea and soil were 0.30 and 0.29 ng/g and LOQ for coffee/tea and soil were 1.0 and 0.96 ng/g, respectively.




2.3.2. Matrix Effect


Matrix effects (MEs) occur due to the residual of the sample matrix or interference components present in the extractant after the clean-up process. The co-elution of the sample matrix components in the same retention with the target analyte makes the signal suppression or enhancement (SSE) in the ESI source. Therefore, the evaluation of the ME, signal area of the three levels of calibration point obtained from MeCN, and the same three levels of the matrix-matched solvent signal area were compared and calculated using Equation (1).


   SSE     ( % )  = 100 ×    (    S i g n a l   a r e a   o f   m a t r i x   m a t c h e d   s o l v e n t   S i g n a l   a r e a   o f   b l a n k   M e C N      )   



(1)







Experimental results show that the matrix-matched solvent signal areas were less than the blank solvent for the coffee and soil matrix. Therefore, it indicates that signal suppression is due to the co-elution of the sample matrix, and the average calculated matrix effect percent was found to be −13.77 ± 7.31 for coffee and −9.7 ± 6.23 for soil samples.




2.3.3. Real Sample Analysis


The fully validated method was applied to quantitate OTA in three coffee, tea, and soil samples. Coffee and tea samples were purchased from a convenience store, and soil samples were collected in the agricultural area of Kaohsiung, Taiwan. Test results were presented in Table 1, indicating that OTA was not present or below the detection limit of coffee, tea, and soil samples. These results confirm the zero exposure of the OTA-producing fungi in coffee/tea/soil samples collected from Kaohsiung, Taiwan. Moreover, an analysis of three spiking levels in sample matrices was carried out to examine the accuracy of the developed method. The obtained results are listed in Table 1 in terms of recovery (calculated using Equation (2), and the recoveries ranged from 84.48% to 100.59% for both coffee, tea, and soil samples, with an RSD of less than 7.34% for triplicate analysis. These results exhibit that the excellent extraction recoveries over all samples are acceptable. The total ion chromatograms of blank, 10 ng/g OTA extracted from coffee, tea, and soil samples are shown in Figure 4. These results indicate that the developed extraction cum SPE clean-up method coupled with LC/MS/MS method is fast, more reliable, highly sensitive, and semi-automated than previously reported methods for quantitation of OTA coffee samples.


  Recovery    ( % )  =   C o n c .   i n   e x t r a c t i o n   s o l v e n t × V o l u m e   o f   e x t r a c t i o n   s o l v e n t     S a m p l e   a m o u n t × C o n c .   s p i k e d   i n   s a m p l e     × 100  



(2)









2.4. Comparison with Previously Reported Methods


To further demonstrate the advantages of the established method coupled with the UHPLC-MS/MS method to quantitate OTA from coffee/tea/soil samples, the critical parameters of the extraction procedures, such as solvent volume, extraction time, and LODs, utilized in the established method were compared with other previously reported methods for quantitating OTA. All the results are compared in Table 2. The developed method requires a low-organic solvent (2.0 mL), short extraction time, minimal steps, and good recovery when compared to previously reported results (Table 2). Thus, the developed method is simple, rapid, efficient, and more cost-effective than the previously reported methods.





3. Materials and Methods


3.1. Chemicals and Reagents


HPLC-grade solvents such as acetonitrile (MeCN), isopropyl alcohol (IPA), and methanol (MeOH) were purchased from Aencore Chemicals Pvt. Ltd. (Surrey Hills, Australia). Ethyl acetate (EA) and acetone (ACTN) were purchased from Echo Chemicals (Maioli City, Taiwan). Formic acid was obtained from Fisher Chemical (Leicestershire, UK). Ammonium sulfate ((NH4)2SO4), sodium sulfate (Na2SO4), sodium chloride (NaCl), sodium hydroxide (NaOH), and magnesium sulfate (MgSO4) were purchased from Xilong Scientific Co., Ltd. (Shanghai, China). Graphitized carbon black (GCB) and octadecylsilane (C18) were purchased from Phenomenex (Torrance, CA, USA). Activated carbon (AC) and amorphous graphite (A.G.) were purchased from Fischer. Luer lock syringes were purchased from Terumo Taiwan Medical Co., Ltd., Taipei City, Taiwan.




3.2. Instrument Conditions


3.2.1. UHPLC Conditions


Analysis of OTA was performed using a UHPLC Nexera-i 2040C 3D system (Shimadzu, Tokyo, Japan). The C18 column (250 × 4.6 mm, 3 μm; ACE column) stationary phase was used to separate OTA. 0.1% Formic acid in water (mobile phase A) and acetonitrile (mobile phase B) were used as mobile phases. The isocratic condition was used to achieve a better separation with mobile phase A & B composition (20:80, v/v) with a flow rate of 0.6 mL. The sample injection volume was 5 μL, and the column oven was kept constant at 40 °C.




3.2.2. Mass Spectrometer Conditions


A Shimadzu LCMS-8045 triple quadrupole mass spectrometer (Shimadzu, Tokyo, Japan) equipped with an ESI source under positive ion mode was applied to analyze OTA using MRM mode. The heat block temperature at the ion source was set at 300 °C, the DL temperature at 350 °C, the interface temperature at 300 °C, the nebulizing gas flow rate at 3 L min−1, and the heating gas flow rate at 10 L min−1 for the MS/MS analysis. The Collision cell energy was optimized under MRM auto-optimization mode using OTA standard solution to identify maximum MS/MS signals at voltage −22.0 and −38.0 for m/z 404.2 to m/z 239.0 and m/z 404.2 to m/z 221.0.




3.2.3. Automated Plunger Device Set-Up for the Clean-Up Process


The modified commercial high-pressure plunger pump machine was adapted for SPE clean-up application using a programming module to alter the plunger speed from 0.5–5 mL/min for analytical performance, as illustrated in Figure 5. The two high-pressure plungers at positions (7 and 9) were mounted as defined in the instrumental configuration in Figure 3. Both plungers were connected to the panels’ positions at 6 and 8 and were linked to the top-down mobile frame at positions (1, 2, and 3) for extraction tubes and solvent collection tubes, respectively. Moreover, the set-up is placed in a vertical stand position at 5. The entire device was operated and controlled through the digital LCD display position at 4. The other parts of the experimental set-up were the syringe column (11), plastic plungers (10), SPE disk-shaped frits (12), stopper (13), sorbent packed syringe with filter connecter (14), 0.22 µm PFTE filter (15), and the connection of two syringes, as graphically illustrated in Figure 5.





3.3. Semi-Automated FaMEx Procedure


The overall extraction procedure of OTA is graphically illustrated in Figure 6. In detail, 250 mg homogenized sample (coffee/tea or soil) and 0.5 mL of water, and 2 mL of MeCN were added into a 10 mL syringe with a bottom stopper. Then, the syringe setup was vortexed for 2.5 min at 3000 rpm speed. Then, the syringe set-up was connected to the FaMEx-SPE cartridge packed with a homogeneous mixture of MgSO4, AC, and C18, in between the two ceramic frits. Then, the integrated dual-syringe step was placed on the automated plunger device, and the piston was programmed to press the extracted solution through the sorbents at the piston’s speed (10 Hz, i.e., 0.5 mL/min). Finally, the obtained clean extract was taken for UHPLC-MS/MS analysis.





4. Conclusions


The newly developed FaMEx method was applied to analyze mycotoxin (OTA) in coffee, tea, and soil samples. The presented extraction method is simple, features low-solvent consumption, and a few-step procedure makes this protocol more efficient for real-time applications. In addition, the controlled, semi-automated SPE clean-up process using the newly modified auto-plunger increases the accuracy of the method. Moreover, the proposed FaMEx method shows less matrix effect and acceptable extraction recovery with good precision values for complex food and environmental samples. Therefore, the present method can be applied as a potential alternative methodology in standard laboratories for the analysis of mycotoxins in food and environmental samples.








Supplementary Materials


The following supporting information can be downloaded at: https://www.mdpi.com/article/10.3390/molecules28031442/s1, Figure S1, (a1–e1) TIC Chromatogram of OTA extracted from coffee using acetonitrile, acetone, ethyl acetate, methanol, and isopropyl alcohol. (a2–e2) Color of coffee extracts from acetonitrile, acetone, ethyl acetate, methanol, and isopropyl alcohol. Figure S2: Effect of various pH mediums for the extraction of Ochratoxin A from coffee, tea, and soil samples. Extraction conditions: 250 mg coffee, 2.0 mL solvent (under different pH conditions), 2.5 min of vortex extraction, and clean-up under the flow rate of 0. 5 mL/min using 1000 mg MgSO4, 75 mg AC and 50 mg C18 with three replicative analysis.





Author Contributions


Conceptualization, J.-T.S., M.-T.W., C.-F.W., H.-T.H., Y.-J.L., P.-C.H., G.A. and V.K.P.; formal analysis, K.P., S.G. and Y.-J.K.; funding acquisition, M.-T.W. and V.K.P.; investigation, K.P. and S.G.; methodology, K.P., S.G. and M.-T.W.; project administration, V.K.P.; resources, J.-T.S., M.-T.W., C.-F.W., T.-Y.T., H.-T.H., Y.-J.L., P.-C.H. and V.K.P.; supervision, Y.-J.L., P.-C.H., G.A. and V.K.P.; validation, K.P. and S.G.; visualization, Y.-J.K., T.-Y.T., H.-T.H. and V.K.P.; writing—original draft, K.P. and S.G.; writing—review & editing, V.K.P. All authors have read and agreed to the published version of the manuscript.




Funding


This research was funded by Ministry of Science and Technology, Taiwan, grant number-“MOST110-2113-M-037-009” and also funded by the Research Center for Precision Environmental Medicine, Kaohsiung Medical University, Kaohsiung, Taiwan from “The Featured Areas Research Center Program within the framework of the Higher Education Sprout Project” by the Ministry of Education (MOE) in Taiwan.




Institutional Review Board Statement


Not applicable.




Informed Consent Statement


Not applicable.




Data Availability Statement


Data are unavailable due to privacy or ethical restrictions.




Acknowledgments


This research work was supported financially by the grant from the Ministry of Science and Technology, Taiwan, and also funded by the Research Center for Environmental Medicine, Kaohsiung Medical University, Kaohsiung, Taiwan.




Conflicts of Interest


The authors declare no conflict of interest.




References


	



El-Aty, A.M.A.; Choi, J.H.; Rahman, M.M.; Kim, S.W.; Tosun, A.; Shim, J.H. Residues and contaminants in tea and tea infusions: A review. Food Addit. Contam. Part A 2014, 31, 1794–1804. [Google Scholar] [CrossRef] [PubMed]

	



Mogensen, J.M.; Varga, J.; Thrane, U.; Frisvad, J.C. Aspergillus acidus from Puerh tea and black tea does not produce ochratoxin A and fumonisin B2. Int. J. Food Microbiol. 2009, 132, 141–144. [Google Scholar] [CrossRef] [PubMed]

	



Monbaliu, S.; Wu, A.; Zhang, D.; van Peteghem, C.; de Saeger, S. Multimycotoxin UPLC- MS/MS for tea, herbal infusions and the derived drinkable products. J. Agric. Food Chem. 2010, 58, 12664–12671. [Google Scholar] [CrossRef] [PubMed]

	



Bokhari, F.M.; Aly, M.M. Unexpected hazard due to Fumonisins contaminating herbal teas used traditionally by Saudi people. Afr. J. Microbiol. Res. 2013, 7, 35–40. [Google Scholar]

	



Haas, D.; Pfeifer, B.; Reiterich, C.; Partenheimer, R.; Reck, B.; Buzina, W. Identification and quantification of fungi and mycotoxins from Pu-erh tea. Int. J. Food Microbiol. 2013, 166, 316–322. [Google Scholar] [CrossRef]

	



Taniwaki, M.H.; Pitt, J.I.; Teixeira, A.A.; Iamanaka, B.T. The source of ochratoxin A in Brazilian coffee and its formation in relation to processing methods. Int. J. Food Microbiol. 2003, 82, 173–179. [Google Scholar] [CrossRef] [PubMed]

	



The Commission of the European Communities. Commission regulation (EC) No. 1881/2006 of 19 December 2006. Setting maximum levels for certain contaminants in foodstuffs (Text with EEA relevance). Off. J. Eur. Comm. 2006, 364, 1881. [Google Scholar]

	



Batista, L.R.; Chalfoun, S.M.; Silva, C.F.; Cirillo, M.; Varga, E.A.; Schwan, R.F. Ochratoxin A in coffee beans (Coffea arabica L.) processed by dry and wet methods. Food Control. 2009, 20, 784–790. [Google Scholar] [CrossRef]

	



Vargas, E.A.; Santos, E.A.; Pittet, A.; da Rocha, A.P.P.; Diaz, G.J.; Gorni, R.; Koch, P.; Lombaert, G.A.; MacDonald, S.; Mallmann, C.A.; et al. Determination of ochratoxin A in green coffee by immunoaffinity column cleanup and liquid chromatography: Collaborative study. J. AOAC Int. 2005, 88, 773–779. [Google Scholar] [CrossRef]

	



Vaclavik, L.; Vaclavikova, M.; Begley, T.H.; Krynitsky, A.J.; Rader, J.I. Determination of multiple mycotoxins in dietary supplements containing green coffee bean extracts using ultrahigh-performance liquid chromatography-tandem mass spectrometry (UHPLC-MS/MS). J. Agric. Food Chem. 2013, 61, 4822–4830. [Google Scholar] [CrossRef]

	



Garcia-Moraleja, A.; Font, G.; Mañes, J.; Ferrer, E. Simultaneous determination of mycotoxin in commercial coffee. Food Control 2015, 57, 282–292. [Google Scholar] [CrossRef]

	



Chisvert, S.; Cárdenas, S.; Lucena, R. Dispersive micro-solid phase extraction. TrAC Trends Anal. Chem. 2019, 112, 226–233. [Google Scholar] [CrossRef]

	



Cina, M.; del Valle Ponce, M.; Martinez, L.D.; Cerutti, S. Development of a novel UHPLC-MS/MS method for the determination of ochratoxin A in tea. Heliyon 2021, 7, e06663. [Google Scholar] [CrossRef] [PubMed]

	



Anastassiades, M.; Lehotay, S.J.; Štajnbaher, D.; Schenck, F.J. Fast and easy multiresidue method employing acetonitrile extraction/partitioning and “dispersive solid-phase extraction” for the determination of pesticide residues in produce. J. AOAC Int. 2003, 86, 412–431. [Google Scholar] [CrossRef] [PubMed]

	



Lawal, A.; Wong, R.C.S.; Tan, G.H.; Abdulra’uf, L.B.; Alsharif, A.M.A. Recent modifications and validation of QuEChERS-dSPE coupled to LC-MS and GC-MS instruments for determination of pesticide agrochemical residues in fruits and vegetables. J. Chromatogr. Sci. 2018, 56, 656–669. [Google Scholar] [CrossRef]

	



Tighrine, A.; Amir, Y.; Alfaro, P.; Mamou, M.; Nerin, C. Simultaneous extraction and analysis of preservatives and artificial sweeteners in juices by salting out liquid-liquid extraction method prior to ultra-high performance liquid chromatography. Food Chem. 2019, 277, 586–594. [Google Scholar] [CrossRef]

	



Wei, Q.; Huang, C.; Lu, P.; Zhang, X.; Chen, Y. Combining magnetic MOFs as a highly adsorbent with homogeneous chemiluminescent immunosensor for rapid and ultrasensitive determination of Ochratoxin A. J. Hazard. Mater. 2023, 441, 129960. [Google Scholar] [CrossRef]

	



Anli, E.; Alkis, I.M. Ochratoxin A and Brewing Technology: A Review. J. Inst. Brew. 2010, 116, 23–32. [Google Scholar] [CrossRef]

	



Ponnusamy, V.K.; Mani, V.; Chen, S.-M.; Huang, W.-T.; Jen, J.-F. Rapid microwave assisted synthesis of graphene nanosheets polyethyleneimine gold nanoparticle composite and its application to the selective electrochemical determination of dopamine. Talanta 2014, 120, 148–157. [Google Scholar] [CrossRef]

	



Hayward, D.G.; Wong, J.W.; Shi, F.; Zhang, K.; Lee, N.S.; Dibenedetto, A.L.; Hengel, M.J. Multiresidue Pesticide Analysis of Botanical Dietary Supplements Using Salt-out Acetonitrile Extraction, Solid-Phase Extraction Cleanup Column, and Gas Chromatography-Triple Quadrupole Mass Spectrometry. Anal. Chem. 2013, 85, 4686–4693. [Google Scholar] [CrossRef]

	



Ye, Z.; Wang, X.; Fu, R.; Yan, H.; Han, S.; Gerelt, K.; Cui, P.; Chen, J.; Qi, K.; Zhou, Y. Determination of six groups of mycotoxins in Chinese dark tea and the associated risk assessment. Environ. Pollut. 2020, 261, 114180. [Google Scholar] [CrossRef] [PubMed]

	



Yang, L.; Jin, F.; Zhang, P.; Zhang, Y.; Wang, J.; Shao, H.; Jin, M.; Wang, S.; Zheng, L.; Wang, J. Simultaneous determination of perfluorinated compounds in edible oil by gel-permeation chromatography combined with dispersive solid-phase extraction and liquid chromatography-tandem mass spectrometry. J. Agric. Food Chem. 2015, 63, 8364–8371. [Google Scholar] [CrossRef] [PubMed]

	



Moraleja, A.; Font, G.; JordiManes; Ferrer, E. Development of a new method for the simultaneous determination of 21 mycotoxins in coffee beverages by liquid chromatography-tandem mass spectrometry. Food Res. Int. 2015, 72, 247–255. [Google Scholar] [CrossRef]

	



Chen, M.-J.; Liu, Y.-T.; Lin, C.-W.; Ponnusamy, V.K.; Jen, J.-F. Rapid determination of triclosan in personal care products using new in-tube based ultrasound-assisted salt-induced liquid–liquid microextraction coupled with high-performance liquid chromatography-ultraviolet detection. Anal. Chim. Acta 2013, 767, 81–87. [Google Scholar] [CrossRef]

	



Tozlovanu, M.; Pfohl-Leszkowicz, A. Ochratoxin A in roasted coffee purchased in french super market. Transfer in coffee beverage: Comparison of several methods. Toxins 2010, 2, 1928–1949. [Google Scholar] [CrossRef]

	



Graziani, G.; Santini, A.; Ferracane, R.; Ritieni, A. Microwave-assisted Extraction of Ochratoxin A from Roasted Coffee Beans: An Alternative Analytical Approach. J. Food Res. 2012, 1, 121. [Google Scholar] [CrossRef]

	



TBessaire; Mujahid, C.; Mottier, P.; Desmarchelier, A. Multiple Mycotoxins Determination in Food by LC-MS/MS: An International Collaborative Study. Toxins 2019, 11, 658. [Google Scholar] [CrossRef]

	



Nielsen, K.F.; Ngemela, A.F.; Jensen, L.B.; de Medeiros, L.S.; Rasmussen, P.H. UHPLC-MS/MS Determination of Ochratoxin A and Fumonisins in Coffee Using QuEChERS Extraction Combined with Mixed-Mode SPE Purification. J. Agric. Food Chem. 2015, 63, 1029–1034. [Google Scholar] [CrossRef]

	



Pallares, N.; Font, G.; Manes, J.; Ferrer, E. Multimycotoxin LC-MS/MS analysis in tea beverages after dispersive liquid-liquid microextraction (DLLME). J. Agric. Food Chem. 2017, 65, 10282–10289. [Google Scholar] [CrossRef]

	



Benites, A.J.; Fernandes, M.; Boleto, A.R.; Azevedo, S.; Silva, S.; Leitao, A.L. Occurrence of ochratoxin A in roasted coffee samples commercialized in Portugal. Food Control 2017, 73, 1223–1228. [Google Scholar] [CrossRef]

	



Vanesa, D.; Ana, P. Occurrence of Ochratoxin A in coffee beans, ground roasted coffee, and soluble coffee and method validation. Food Control 2013, 30, 675–678. [Google Scholar] [CrossRef]








[image: Molecules 28 01442 g001 550] 





Figure 1. Chemical structure of target analyte (Ochratoxin-A, OTA) of this study. 
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Figure 2. (a) Selection of extraction solvent, and (b) Selection of extraction time for the extraction of OTA from coffee samples. Extraction conditions: 250 mg sample, 2.0 mL solvent, 2.5 min of vortex extraction, and clean-up under the flow rate of 0.5 mL/min using the 1000 mg MgSO4, 75 mg AC and 50 mg C18 with three replicate analyses. 
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Figure 3. (a) Selection of C 18 amount, (b) Selection of AC amount and (c) Selection of MgSO4 amount, and (d) Selection of plunger speed for the extraction of OTA from coffee samples. Extraction conditions: 250 mg coffee, 0.5 mL water, 2.0 mL solvent, 2.5 min of vortex extraction, and clean-up under the flow rate of 0.5 mL/min using the 1000 mg MgSO4, 75 mg AC and 50 mg C18 with three replicate analyses. 
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Figure 4. Total ion chromatogram of blank solvent, and 1 ng/g OTA extracted from coffee, tea, and soil matrix. 
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Figure 5. Illustration of the design of the developed semi-automated instrument for the FaMEx clean-up process. Parts numbers in this figure: 1. Plunger rods, 2. Extraction syringe holder, 3. Clean-up syringe holder, 4. Monitor, 5. Syringe stand, 6 and 8. Plunger controller, 7 and 9. Motor, 10. Plunger, 11. Extraction syringe barrel, 12. Hydrophobic frits, 13. Stopper for extraction syringe, 14. Clean-up syringe, and 15. Filter. 
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Figure 6. Graphical representation of FaMEx extraction procedure. 
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Table 1. Real sample analysis (coffee, tea, and soil) by the proposed method (n = 3).
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Sample Type

	
Spiked Conc (ng/g)

	
Intraday Recovery (%)

	
RSD %

	
Interday Recovery (%)

	
RSD %






	
Coffee sample-1

	
0

	
BQL

	
-

	
BQL

	
-




	
1

	
82.48

	
3.06

	
88.05

	
6.31




	
10

	
85.55

	
1.15

	
85.84

	
2.75




	
25

	
90.37

	
7.34

	
94.95

	
6.81




	
Coffee sample-2

	
0

	
BQL

	
-

	
BQL

	
-




	
1

	
92.14

	
5.06

	
90.29

	
4.46




	
10

	
87.48

	
2.74

	
84.14

	
1.86




	
25

	
82.82

	
3.34

	
91.56

	
5.26




	
Coffee sample-3

	
0

	
BQL

	
-

	
BQL

	
-




	
1

	
83.84

	
1.67

	
85.87

	
6.82




	
10

	
82.50

	
1.11

	
98.85

	
2.89




	
25

	
95.32

	
4.77

	
91.45

	
2.35




	
Tea

sample-1

	
0

	
BQL

	
-

	
BQL

	
-




	
1

	
86.02

	
5.75

	
88.64

	
2.06




	
10

	
100.59

	
4.18

	
85.24

	
4.91




	
25

	
90.24

	
2.48

	
86

	
2.52




	
Tea

sample-2

	
0

	
BQL

	
-

	
BQL

	
-




	
1

	
85.86

	
3.60

	
89.22

	
3.39




	
10

	
87.58

	
1.07

	
92.88

	
5.46




	
25

	
86.29

	
1.59

	
90.60

	
6.96




	
Tea

sample-3

	
0

	
BQL

	
-

	
BQL

	
-




	
1

	
84.73

	
3.58

	
98.57

	
2.81




	
10

	
91.54

	
1.32

	
86.59

	
6.63




	
25

	
88.27

	
1.22

	
86.54

	
2.71




	
Soil

sample-1

	
0

	
BQL

	
-

	
BQL

	
-




	
1

	
86.92

	
3.41

	
90.42

	
5.36




	
10

	
90.76

	
5.26

	
85.06

	
3.67




	
25

	
92.42

	
4.78

	
97.81

	
6.42




	
Soil

sample-2

	
0

	
BQL

	
-

	
BQL

	
-




	
1

	
89.53

	
3.80

	
95.89

	
3.45




	
10

	
93.68

	
4.96

	
87.66

	
6.41




	
25

	
87.27

	
5.88

	
88.44

	
2.90




	
Soil

sample-3

	
0

	
BQL

	
-

	
BQL

	
-




	
1

	
89.46

	
2.74

	
92.48

	
3.69




	
10

	
87.67

	
6.45

	
97.52

	
5.63




	
25

	
97.51

	
5.29

	
104.61

	
6.05
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Table 2. Comparison of the developed method with previously reported methods.
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	Analyte Studied
	Extraction Method
	Analytical Technique
	Solvent Volume (mL)
	Extraction Time (min)
	Sample Amount
	LOD (ng/g)
	Ref.





	OTA
	SPE
	LC-FD
	100
	>60
	20 #
	0.4
	[25]



	OTA
	MWE
	LC-FD
	50
	20
	2.5 #
	5
	[26]



	OTA, AFs, DON, ZEL, FB1, FB2, T-2 & HT-2
	QuEChERS
	LC-MSMS
	10
	20
	5 #
	-
	[27]



	AFs & OTA
	QuEChERS-SPE
	LC-MSMS
	40
	35
	5 #
	0.5
	[28]



	OTA
	DLLME–SFO
	LC-MSMS
	-
	20
	5 *
	0.5
	[5]



	AFs, DONs, NIV, T-2, HT-2, ZEA, OTA & ENNs
	DLLME
	LC-MSMS
	4.14
	25
	5 #
	<0.1
	[29]



	OTA
	SPE
	LC-FD
	150
	40
	15 #
	0.266
	[30]



	OTA
	SPE
	LC-FD
	100
	-
	5 #
	0.02
	[31]



	OTA
	SPE
	LC-FD
	40
	>60
	10 #
	<0.01
	[9]



	OTA
	SPE
	LC-MSMS
	2.5
	6
	0.25 #
	0.3
	*







Note: SPE—Solid Phase Extraction; QuEChERS—Quick Easy, Cheap, Effective, Rugged, and Safe; MWE—Microwave Extraction; DLLME—Dispersive Liquid-Liquid Micro Extraction; DLLME-SFO—Dispersive Liquid-Liquid Micro Extraction Solidified Organic Droplet; LC-MSMS—Liquid Chromatography-Tandem mass spectroscopy; LC-FD—Liquid Chromatography Fluorescent detector; # Sample amount in grams; * Sample amount in mL.
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