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Abstract

:

Comprehensive and repetitive assessments are needed to detect physical changes in an older population to prevent functional decline at the earliest possible stage and to initiate preventive interventions. Established instruments like the Timed “Up & Go” (TUG) Test and the Sit-to-Stand Test (SST) require a trained person (e.g., physiotherapist) to assess physical performance. More often, these tests are only applied to a selected group of persons already functionally impaired and not to those who are at potential risk of functional decline. The article introduces the Unsupervised Screening System (USS) for unsupervised self-assessments by older adults and evaluates its validity for the TUG and SST. The USS included ambient and wearable movement sensors to measure the user’s test performance. Sensor datasets of the USS’s light barriers and Inertial Measurement Units (IMU) were analyzed for 91 users aged 73 to 89 years compared to conventional stopwatch measurement. A significant correlation coefficient of 0.89 for the TUG test and of 0.73 for the SST were confirmed among USS’s light barriers. Correspondingly, for the inertial data-based measures, a high and significant correlation of 0.78 for the TUG test and of 0.87 for SST were also found. The USS was a validated and reliable tool to assess TUG and SST.
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1. Introduction


Muscle weakness and inactivity are strong predictors for developing functional disabilities [1,2], which might lead to restrictions in the Activities of Daily Living (ADL) [3]. Limitations in the ability to handle ADLs also lead to higher mortality [4]. Preserving or even initiating physical activity and exercises in older adults can stop, reduce, or reverse the loss of muscle mass [5] and increase physical capacity. Additionally, being physically active also has a positive impact on the quality of life [6], cognitive status [7,8], and frailty [9,10]. Although there is an increasing number of interventions designed to promote physical activity in older persons, the adherence to participating in exercise programs regularly is a common challenge [11]. To initiate appropriate interventions to avoid further physical declination, loss of mobility, and mortality, comprehensive measurements are required to detect functional decline at the earliest possible stage [12,13]. This requirement is especially true for the assessment of mobility, muscle power, and balance, as these functional parameters are closely linked to the ability to live independently [14,15].



Established comprehensive geriatric assessments of these functional parameters like the Timed “Up & Go” (TUG) Test [16] and the Five Times Sit To Stand Test (5SST) (also described as the Five Times Chair Rise Test) [17] are sensitive predictors for the development of disability [18] and recurrent falling [19], and therefore, these tests are well suited for this purpose. Consequently, the combination of TUG and 5SST could be a sensitive screening assessment to detect all three parameters associated with functional decline, even in a not yet acute stage in older adults.



To assure the early detection of functional decline, continuous measurements (e.g., monthly) may be preferred, but can become challenging from an organizational viewpoint due to time- and cost-related reasons. Regular screenings by medical practitioners (e.g., yearly screenings for fall risks as suggested by the American Geriatrics Society [20]) are often challenging to conduct during a time-framed examination. Completing the TUG and the 5SST only takes a few minutes, but according to test protocols, a trained supervisor is still required. Integrating frequent, supervised functional assessments to detect functional changes into routine care seems inapplicable. Therefore, an ongoing individual self-assessment might be an innovative and more effective approach to detect early changes in functional performance.



Unsupervised assessments via technical screening systems may provide a more suitable path with great potential. In theory, the optimal screening method would be a continuous data collection, e.g., by wearable devices. While various systems were proposed for the extraction of stair climb power [21] and mobility in general [22,23], the monitored biomechanical parameters are most meaningful within a defined context. However, monitoring systems for home-use are susceptible to unrecognized contextual variations [22]. Therefore, a frequently conducted assessment in a standardized setting (e.g., within a medical screening) is more suitable and assures higher intra-test reliability.



Applying automated assessments via technical screening systems such as the ambient TUG (aTUG) chair has been confirmed to be sensitive to detect functional decline [24], and it is also assumed to increase the intra-test reliability among consecutive measures. While still requiring the presence of a supervisor for advising on the procedure and supervision of correct execution, the aTUG includes already automated measuring functionality. The aTUG measures the TUG via an infrared Light Barrier (LB), four Force Sensors (FS), and a Laser Range-Scanner (LRS). Via these sensors, the aTUG can automatically measure the total time of the TUG and of all sub-tasks of the instrumented TUG (iTUG), as proposed by Botolfson et al., (2008) [25]. Similarly, the recently proposed Short Physical Performance Battery (SPPB) kiosk [26] is intended for supervised assessments of the SPPB with its three components (namely gait speed, the 5SST, and standing balance) and intends to enhance inter-tester reliability in executing the SPPB protocol. With semi-automatic post-processing, SPPB kiosk’s validity to estimate these SPPB-components was shown. Similarly, the applicability of Inertial Measurement Unit (IMU)-based wearable sensors to measure TUG and the 5SST performance automatically by measuring the acceleration and gyroscopic turning rate was confirmed [17,27].



Thus, a system for repeated and fully unsupervised reliable TUG and 5SST measurements by older individuals in community settings or as part of therapeutic rehabilitation is still needed. While most of these corresponding technical screening tools are well suited for guided assessments (e.g., in community settings), they still require the (tele-)presence of physicians or therapists, since correctly performing the movements cannot be assured, but is mandatory to ensure the comparability of the results.



Consequently, the validity of monitoring systems for the unsupervised frequent self-screening of the functional status (e.g., via TUG and 5SST) by older adults that do not require the presence of an expert has yet to be confirmed.



The proposed Unsupervised Screening System (USS) aims to support frequent (e.g., monthly) self-assessments in community-dwelling older adults via the time-based metrics of the TUG and 5SST in an unsupervised and standardized manner. The system is envisioned to empower older adults to screen their current functional status frequently and identify increased risk for functional decline at an early stage. As a consequence, using the USS might strengthen the users’ awareness to start interventions at an earlier stage following the chance of full recovery, which can improve self-determined living and potentially lower overall healthcare costs. The USS is intended for installation in public spaces such as community centers, fitness centers, and medical environments, where users have free access. The current system represents the initial prototype, and its form factor can be significantly reduced in later versions.



Correspondingly, the article at hand introduces the screening system for unsupervised functional assessments (USS) and evaluates the systems’ technical validity with the usually timed measurement done in the TUG and 5SST assessments by a cohort study of 91 older adults compared to manual stopwatch measures as a point of reference. With this article focusing on the technical validity, the user-experience of USS’s user-interfaces will be analyzed in another article. The USS integrates various existing components such as IMU-based activity recognition and the aTUG, which have been initially designed to support supervised assessments, and combines them with further sensors, new user-interfaces, and additional processing steps to ensure a clinically meaningful sensitivity in unsupervised assessments.




2. Materials and Methods


To evaluate the validity of the Unsupervised Screening System (USS) (introduced in Section 2.1), the corresponding machine-learning models for movement classification (described in Section 2.2), the study design (Section 2.3), and the post-processing methods (Section 2.4) are applied.



2.1. The Unsupervised Sensor System


The Unsupervised Sensor System (USS) (shown in Figure 1) guided users through the unsupervised performance of the TUG and 5SST and meanwhile screened their performance (The usage of the USS is shown in video supplement 1). Within the USS, the user initially registered/logged in at the USS via the RFID scanner (a). Thereby, users could authenticate themselves by holding a small RFID dongle, e.g., attached to their key-ring, on the reader and did not need to remember a username and password. Afterward, they took a seat in the USS and followed the instructions shown on the touchscreen monitor (b). For intuitive user interaction, the USS used RFID-based user authentication with a touch-based display. An explanatory audio stream and a static visualization combined to present instructions on how to prepare for screenings and how to conduct the tests (as shown in Figure 2). Users could also choose to watch detailed video-based instructions. These video tutorials were also displayed in cases where a user did not complete the test correctly. Upon successful completion of the tests, the users were reminded to return the sensor belt and were automatically logged out by the system.



The USS (shown in Figure 1) monitored user movements via the following sensors: the aTUG chair [24] (c), a hip-worn inertial sensor (d), light barriers (e, c), and the Intel® RealSense™ D435 depth image cameras (f).



The hip-worn inertial sensor was integrated into a sensor-belt and included a triaxial accelerometer, gyroscope, magnetometer, and a one-dimensional barometer (see Table 1) and should be aligned between the L3 and L5 lumbar vertebral body. The inertial sensor’s orientation is illustrated in Figure 3. The correct placement and orientation of the sensor belt was indicated by a yellow stripe on the belt and addressed within USS’s instructional videos. The inertial sensor was calibrated, and the data were correspondingly pre-processed. No orientation correction was conducted.



As reliable ambient sensors, light barriers (LBs) were applied in the aTUG chair and at a 3 m walking distance (turning distance) to measure the TUG, iTUG, and 5SST repetitions.



PCs, running Ubuntu 16.04 and Intel® RealSense™ SDK 2.0 as librealsense (Build 2.11.1), were used as the computing backbone. The main application was built via QT 5.10.1, and a MySQL 5.7.24 instance was used as a local database. These datasets included the data of the sensor belt, depth images (with a resolution of 640 × 480 px, 30 Hz, and a depth of Z16) stored as bag files, the LRS scans, and the recordings of the LBs, pressure sensors, and the device interactions (such as log-in times and reaction/interaction delays).



The following termination criteria were used to detect incomplete or incorrect performances of the assessments (following the test procedures in the second paragraph of Section 1). Besides the detection of the re-connection of the sensor belt during the assessments, the considered termination criteria were detected based on the primary LB (a 61mcu.com E18-D80NK-N, connected via the Arduino) and the LB at a 3 m distance. For the assessments, the termination criteria leading to the detection of incorrect test performance were:




	
(TUG) Delayed beginning of assessment (standing up) over at least 3 s, as detected by the opening time of the primary LB.



	
(TUG) Not crossing the 3 m distance line completely, as indicated by twice consecutive activation of the LB at a 3 m distance.



	
(TUG) Extended assessment duration of the TUG over 30 s, which might result from not leaning backward on the TUG chair, recognized by the primary LB not being triggered again after crossing the LB at a 3 m distance.



	
(5SST) Less than five times repetition of the sit-to-stand sequence as measured via the primary LB.



	
(5SST) Surpassing a maximal assessment duration of 40 s.








In these cases, the participants had to repeat either the TUG and/or 5SST after having watched an extended introduction video explaining how to conduct the assessment. This extended version covered potential errors in greater detail for the correct test performance.




2.2. Machine Learning Model for Movement Classification


With the LB-based evaluation being straight forward, Figure 4 shows the resulting classification and measurement workflow for the inertial raw data measures.



The Machine-Learning (ML) Model was trained on an annotated dataset of a previous study covering movements of older adults over 70 years while conducting functional assessments in a supervised setting [28]. The data of the training set were recorded with the same IMU. The training set covered recorded activities of 184 subjects (145 older and 39 younger adults). Among the considered older adults, some of the subjects of the given study most likely were included. Within an evolutionary optimization process, models for various ML approaches were optimized, resulting in the most suitable model per activity group (static, dynamic, transition, and general state) being identified. The following input features (each per axis of the accelerometer, the gyroscope, and magnetometer) were considered:




	
Root Mean Square (RMS)



	
Mean



	
Signal Energy (SE)



	
Autocorrelation (AC)



	
Correlation (C)



	
Signal Magnitude Area (SMA)



	
Standard Deviation (SD)



	
Pitch








A detailed description of each feature and its calculation can be found in [29].



Additionally, a low-pass filter (cut-off frequency:   f c   = 4.5 Hz) was used for noise reduction. While the general state classification used boosted decision trees, static, dynamic, and transition states were best classified via multilayer perceptrons (as shown in Table 2). Further details were discussed in [27].



The ML models were trained in advance (as reported in [27]) on a separate dataset with clinically supervised movements that covered a similar age-related group characteristics and thus were applied to classify the movements in this unsupervised setting. The trained ML models were used in the activity classifier to classify the IMU raw data and generate activity labels (see Figure 4).



To detect sequences of the considered assessments automatically, the classified motion labels (as the output of the trained classifiers) were processed regarding valid sequential activities via the following rule-based approach.



Following [17,27], the sequence of activities and transitions, as summarized in Table 3, were valid and covered variations of performing the TUG and 5SST. For the TUG, additional sequence permutations were included to cover common classification errors unrelated to subjects’ performance errors. All other combinations of motion labels during test sequences represented erroneous performances. For the valid test sequences, the performance analyzer algorithm determined and reported the assessment duration as the summed durations of the considered motion labels for the test sequence.




2.3. Study Design


To evaluate the validity of the time-based LB and IMU measures within the USS, the TUMALstudy was conducted. Within the TUMAL study, participants of the previous VERSAstudy [28] were considered based on their expressed interest to continue participation. Potentially interested participants were called to confirm in a phone interview that they fulfilled the inclusion criteria. The following inclusion criteria were applied:




	
age ≥ 70 years;



	
ability to walk a flight of stairs (10 steps);



	
ability to visit the study room independently.








The following exclusion criteria were applied:




	
Subjects with acute medical contraindications (e.g., recent joint replacement surgery, dizziness) or symptoms that may cause regular attendance by another person for safety reasons (e.g., high risk of falls, palsies);



	
Strong visual limitations that did not allow the test to be performed or the required interaction with the monitor without assistance;



	
Inability to understand the study content and process it accordingly (e.g., due to cognitive or linguistic limitations).








All subjects fulfilling the inclusion criteria and expressing continuous interest in participating were invited to the study room where every person was informed about the study and its procedure and gave written informed consent to participate in the study. Afterward, an initial clinical assessment was done by a study nurse within the University of Oldenburg, covering the following herein relevant parameters, among others:




	
Health status: body height, weight, BMI, medication review (assessed via the ATC scheme), and diseases such as stroke, diabetes, artificial joint replacements on the lower extremities, hypertension, and falls;



	
Physical performance was conventionally assessed via stopwatch measures and scores:




	-

	
Stair Climb Power Test (SCPT) [30];




	-

	
Timed “Up & Go” (TUG) [16];




	-

	
Short Physical Performance Battery (SPPB) (includes 5SST) [31];




	-

	
6 Minute Walk Test (6MWT) [32].














All participants were assessed by the same study nurse, measuring the performance of the TUG and 5SST via stopwatch measures. Since the study nurse previously conducted all considered assessments within the VERSA study (with around 250 participants), she was very routinized with the assessments of TUG and SST and was initially trained to handle and introduce the USS to participants. After the initial medical assessment, participants were introduced to handling the USS by the study nurse. They were informed to use the USS to conduct the TUG and 5SST on their own in an unsupervised manner.



To characterize the study sample, the DemTectindex, as assessed around six months in advance of this study, was considered. For the DemTect, the stages of age-corresponding cognitive performance (13–18), the stage of mild cognitive impairment (9–12 points), and indications for light dementia (<9 points) were differentiated.



The study was registered at the German Register for Clinical Trials (ID DRKS00015525) and was approved by the medical ethics committee of the University of Oldenburg (ethical vote: CvOUniversity Oldenburg medical ethics committee No. 2018-046) per the Declaration of Helsinki.




2.4. Postprocessing


Correlations between the manual supervised reference time measures and the unsupervised USS assessments (namely the LB- and IMU-based measures) were investigated based on the overall time of performance. To cover the medical relevance of the USS measures, both measures, the reference stopwatch measurements and the USS-based measurements, were collected in two independent test performances.



Initially, USS measures that fulfilled the termination criteria, discussed in Section 2.1, were excluded from further processing.



Results were evaluated via linear regression and Bland–Altman plots. For the linear regression analysis, the significance was assessed by the p-value, whereby a p-value   < 0.05   indicated a significant relation. The Pearson correlation coefficients were interpreted regarding this rule of thumb [33]: 1–0.9 meant a very high correlation, 0.7–0.9 a high correlation, 0.5–0.7 a moderate correlation, 0.3–0.5 a low correlation, and 0–0.3 a negligible correlation. Bland–Altman plots were also used to analyze the conformity between the overall test duration of both considered sensor systems.



For evaluations of the clinical validity, the results of the TUG and 5SST were categorized regarding the cut-off values of each test. Correspondingly, the categories for the TUG tests were <10 s (freely mobile), 10–19 s (mostly independent), 20–29 s (variable mobility), and >30 s (impaired mobility), per [16]. For the 5SST, a test duration of at least 10 s was confirmed as a sensitive two year predictor for developing disability in n = 4335 community-dwelling adults with a mean age of 72 years [18]. A cut-off time of 15 s (sensitivity 55%, specificity 65%) was confirmed as the optimal cut-off time for predicting recurrent fallers for 2735 subjects aged 65 and older in a good state of health [19]. We applied these cut-off values to both measures, the manual stopwatch measures, and the test-duration as identified by USS in post-processing and computed corresponding confusion matrices. For the cases with miscategorization, a manual visual inspection of the depth-image videos was conducted for reasoning about potential errors.



For data post-processing, MATLAB R2015a was used.





3. Results


3.1. Study Sample


Ninety-three participants were included in the study. According to the existing literature, sample sizes for the test-re-test reliability of IMUs provided a minimum of 24 persons to detect the TUG duration [34] and 41 persons for the 5SST duration [35]. Therefore, the reliability of the cohort size of 93 subjects was confirmed.



From the 93 initially included participants, one was excluded from initial screening due to a critical high Riva-Rocci blood-pressure measure [36]. One additional participant did not participate in the initial USS trial and had to be excluded, resulting in 91 subjects to be considered. The remaining 91 included participants’ age ranged from 73 to 89 years (average: 77.87, SD: 3.59). With 47 participants (52%) being female, the cohort held an age-representative gender distribution. With a DemTect index [37] (as assessed around six months before the given assessment) ranging from 6–18 with an average of 14.10 (SD: 2.9), the cohort generally resided still in a stage of age-corresponding cognitive performance (13–18 points). However, among the considered participants, 59 already had entered a stage of mild cognitive impairment (9–12 points), and three participants showed indications of light dementia (<9 points).




3.2. The Validity of Light Barrier-Based TUG Measurement


Evaluating the validity of the TUG, the overall TUG duration as measured by the USS light barriers (LBs) was compared with the corresponding stopwatch measures per participant (see Table 4 for a general overview of the results). As we showed in [28], the conducted stopwatch measures had low inter-rater variability and thus represented a suitable reference measure. However, since these two measures were conducted in different assessments (participants were expected to use the USS assessment without supervision), variations among the measures could be expected.



The results of a linear regression among the USS LBs and the stopwatch measurements are shown in Figure 5 and indicate a substantial association, resulting in the following equation:


  T U  G  S t o p w a t c h   = T U  G  L B   ∗ 0.82 + 2.98  











In addition, a significant correlation of r = 0.89 (p < 0.001) was identified via Pearson’s correlation coefficient. Furthermore, the Bland–Altman plot was used to analyze the conformity between both systems (see Figure 6). The mean difference of 1.49 ± 1.96 standard deviation of the difference (representing the 95% confidence interval) is also marked in the Bland–Altman plot at 3.09 and −0.10.



To evaluate the medical validity, we furthermore analyzed the classification regarding the cut-off values (<10 s, 10–19 s, 20–29 s, and >20 s) for the TUG. Therefore, we adjusted for the intercept and the correlation coefficient of the USS LB data as identified by the equation of the linear regression. Table 5 shows the categorization of the TUG results regarding the cut-off values for the TUG test [16]. Among the 12 participants deemed classified in the wrong category, four started the test too early, and eight delayed the start (as confirmed by visual inspection of the corresponding depth sensor video recordings).




3.3. The Validity of Inertial Measurement Unit-Based TUG Measurement


Among the IMU-based TUG measures, four measures had to be excluded due to technical or usage errors: next to two missing recordings, one participant paused the walking within the assessment, and one participant wore the belt upside down with the IMU in the opposite direction.



The results of a linear regression among the USS sensor belt and the stopwatch measurements are shown in Figure 7 and indicated a strong association, resulting in the following equation:


  T U  G  R e f   = T U  G  I M U   ∗ 0.71 + 2.36  











In addition, a significant correlation with r = 0.78 (p < 0.001) was identified via the Pearson correlation coefficient. The Bland–Altman plot was used to analyze the conformity between both systems (see Figure 8). The mean difference of −0.65 ± 1.96 standard deviation of the difference is also marked in the Bland–Altman plot at 1.40 and −2.70.



To evaluate the medical validity of the IMU measures for TUG categorization, corresponding evaluations of the cut-off values (<10 s, 10–19 s, 20–29 s, and >20 s) were conducted. Therefore, we adjusted for the intercept and the correlation coefficient of the USS sensor belt data as identified by the equation of the linear regression.



Table 2 shows the categorization of the TUG results regarding the cut-off values for the TUG test [16]. Among the 16 participants incorrectly categorized, eight were categorized into a faster group and eight into a slower group.




3.4. The Validity of Light Barrier-Based SST Measurement


Evaluating the validity of the USS LB for the SST performance, the results of a linear regression among the USS LB and the stopwatch measurement are shown in Figure 9 and also confirmed a strong association, resulting in the following equation:


  S S  T  R e f   = S S  T  L B   ∗ 0.72 + 3.83  











In addition, a significant correlation with r = 0.73 (p < 0.001) was identified via the Pearson correlation coefficient.



The corresponding Bland–Altman plot was used to analyze the conformity between both systems (see Figure 10). A mean difference of 0.29 was given. The mean difference ±1.96 standard deviation is also marked in the Bland–Altman plot at 5.28 s and −4.71 s. The confusion matrix regarding the applicability of the cut-off values in Table 6 and the corresponding medical validity indicated a low sensitivity degree for the LBs with 16 misclassifications (18%) for the 10s threshold and 14 misclassifications (15%) for the 15 s threshold.




3.5. The Validity of Inertial Measurement Unit-Based SST Measurement


Among the IMU-based 5SST measures, two assessment performances had to be excluded due to missing recordings. Six additional assessments were misclassified. Five participants conducted the assessment incorrectly (either by pausing in between or by conducting fewer 5SST cycles (three or four instead of the required five times). A total of 13 measurements were not considered.



The results of a linear regression among the USS sensor belt and the stopwatch measurement are shown in Figure 11 and confirmed as well a strong association, resulting in the following equation:


  S S  T  R e f   = S S  T  I M U   ∗ 0.97 + 0.35  











In addition, a significant correlation with r = 0.87 (p < 0.001) was identified via the Pearson correlation coefficient.



The corresponding Bland–Altman plot was used to analyze the conformity between both systems (see Figure 12). A mean difference of −0.06 was given. The mean difference ± 1.96 standard deviation is also marked in the Bland–Altman plot at 3.32 and −3.43.



The confusion matrix of the cut-off values for the IMU-based measures in Table 6 indicated eight (5 + 3) miscategorizations (10%) for the 15 s threshold and seven (6 + 1) miscategorizations (9%) for the 10s threshold.





4. Discussion


The evaluation aimed to identify the validity of the USS’s time-based TUG and 5SST measures concerning stopwatch measures as a reference. The total test duration to perform the tests was validated separately for the USS LBs and the belt integrated IMU sensor in a supervised and unsupervised setting. Therefore, two timely distinct measurements were conducted: the first assessment via a conventional stopwatch measurement under the supervision of a study nurse and the second assessment via an unsupervised self-assessment by using the USS on a subsequent day (typically within one week after the supervised assessment).



Under all considered conditions, the USS measures showed a positive offset compared to the stopwatch measures (ranging from 0.35 s for the IMU-based SST to 3.83 s for the LB-based SST). This offset resulted partially from the higher sensitivity of the USS measures to detect the movement initiation earlier than the study nurse. Similarly, the end of the test might be measured longer. The minimal offset in the case of the IMU-based SST measure could be explained mainly by this effect because of holding a regression coefficient of 0.97. However, the offsets of the other three measures as well partially counterbalanced the regression coefficients (ranging from 0.71 to 0.82).



Considering the results of the correlation analysis via the Pearson correlation coefficient, this rule of thumb [33] was applied: 1–0.9 meant a very high correlation, 0.7–0.9 a high correlation, 0.5–0.7 a moderate correlation, 0.3–0.5 a low correlation, and 0–0.3 a negligible correlation.



For the TUG test, a high and significant correlation was shown by the regression analysis. With a correlation coefficient of 0.89 for the LB and 0.78 for the IMU measures, the validity of the LB was slightly stronger. Since recording the USS-based measures and the reference stopwatch measure took place in distinct trials, these results were especially promising and confirmed a low degree of inter-test variability.



Additionally, the conformity among the reference stopwatch measures and both sensors was evaluated via Bland–Altman plots (see Figure 6 and Figure 8). Since the mean difference was 1.49 for the LB and −0.65 for the IMU, both sensors held a fixed bias. The LB bias resulted from the LB not measuring initial reaction times. The findings agreed with a corresponding previous study [24]. The negative mean difference of the IMU might result from the sensor’s higher sensitivity to initial movements of the upper body and the delayed reaction times of the study nurse handling the stopwatch. Due to a reported Minimal Detectable Change (MDC) of the TUG test varying between 1.14 s [39] and 3.4 s [40], the given differences within the mean ± 1.96 SD might not be clinically relevant, and the USS sensor-based measures may be used in favor of stopwatch measures.



Comparing the number of detected TUG measures in Table 5, the IMU-based TUG detected four fewer test performances than the LB (one dropout compared to five). The additional missing performances resulted from these cases, as identified via manual visual inspection of the depth-image videos: besides two technical errors and one case of incorrect wearing of the sensor belt, one participant paused while walking during TUG testing. The last case indicated an invalid performance of the assessment, which could not be detected with the LBs. To detect cases of incorrect belt wearing and incorrect test execution, we will integrate a Bluetooth-connected IMU sensor to enable online processing of the movement patterns. Thereby, the USS will be able to identify such errors instantaneously and overcome such errors by presenting corresponding adjustment instructions.



Considering the miscategorization towards the cut-off values (as summarized in Table 5), the LB had 12 (13%) and the IMU had 16 (18%) miscategorization among the considered 91 participants compared to the stopwatch measures. The variation of measured test durations among the USS sensors and the reference stopwatch might partially result from the separate conduction of the tests for both measures and the associated intra-test fluctuations of the performance. Considering that another study’s LB measures and stopwatch measures were conducted in parallel for the TUG, no corresponding variations in test duration were found [24]. Considering this effect and the general low differences in total test durations among these miscategorized cases, we saw an indication of the sensors’ medical validity to detect the functional decline in the TUG test correctly.



For the 5SST, the correlation analysis also showed a significant and high correlation of 0.73 for the USS LB measurements and of 0.87 for the IMU measurements with the stopwatch measures.



The corresponding Bland–Altman plots indicated a strong conformity between both sensors and the stopwatch measure (see Figure 10 and Figure 12). With a low mean difference (LB of 0.29 and IMU of −0.06), both sensors had a slight intercept. The MDC of the SST differed in the literature depending on the observed study sample. For example, Goldberg et al. [41] found an MDC of 2.5 s in older females and Blackwood [42] an MDC of 3.54 s in older adults with early cognitive loss. Therefore, the recognized differences within the mean difference of ± 1.96 SD might not be clinically significant.



Table 6 lists the 5SST-based categorization for both sensors and indicates that for the IMU, 13 (14%) measurements had to be excluded. These 13 excluded measures contained six unintended misclassifications, two data losses, and five incorrect test performances that could not be detected by the LB. (In the beginning of the study, participants with a critical high body mass index were able to move the light barriers that were mounted at the seat unintentionally with their legs. These unintended movements of the LBs resulted in additional unintended LB activation and an earlier finishing of the 5SST. Within the study, this bug was handled by stabilizing the LB.). Since being only detectable via the IMU, those faulty performances were considered as valid measures for the LB.



The categorization based on the 5SST total duration failed for seven to 16 participants (as shown in Table 6), depending on the considered cut-off values and the sensor type. As for the TUG, the variations that caused these miscategorizations might relate to the separate performance of the USS and reference stopwatch measures and the potentially associated variations in performance, which was stated in the example of the five recognized faulty performances during the USS measure, which did not occur in the reference measure. Thereby, these variations might be at least partially a consequence of the natural fluctuation of the test performance. The differences in total test duration, causing such faulty transitions of SST categorization groups, were small. The validity of the USS sensors to measure the total performance duration of the SST was confirmed.



Thereby, the validity of both sensors to measure the time-based performance of the TUG and SST was confirmed.



Comparing the ICCof the USS to the related gait-speed and 5SST components of the SPPB kiosk [26] indicated that the USS achieved a comparable validity. The unsupervised TUG of the USS with an ICC of 0.89 (<0.001) and 0.78 (<0.001) achieved comparable validity to the supervised gait speed assessment of the SPPB kiosk with an ICC 0.84 (<0.001). For the SST, the SPPB kiosk achieved a better ICC of 0.99 (p < 0.001) compared to an ICC of 0.87 and 0.73 (p < 0.001) for the USS. The lower ICC in the case of the USS might result from the comparison of two separate test executions, while for the SPPB kiosk evaluation, the same test execution was considered for both conditions. This overall similar validity between supervised and unsupervised technology-supported assessments indicated the applicability of the proposed USS for unsupervised assessments.



With the reported results being evaluated with relatively healthy older adults, the current USS might not be applicable for users with significant motor or cognitive limitations. To apply the USS for community-dwelling older adults, some adjustments should be considered. A useful approach would be an initial examination by general practitioners to exclude persons in case of safety concerns (e.g., a high risk of falls, orthostatic issues). Additionally, adjustable/pop-up railings might be a suitable added safety feature for some users. For users with cognitive limitations, navigating the USS interface might be more challenging and may require personal assistance. However, this loss of control would be taken into account as a relevant indicator for cognitive decline to be investigated aside from corresponding motor abnormalities [43].



Along with the design phase and the validity study of the USS, a user experience study was conducted to identify user expectations, challenges, and experiences. Corresponding findings regarding the user experience and identified necessary improvements will be addressed in an upcoming article.




5. Conclusions


The article introduced the Unsupervised Screening System (USS), a screening system for unsupervised assessment of older adults by the TUG and SST for the early detection of functional decline. Its initial evaluation of the validity for measuring the total test-duration of the TUG and SST assessment, as measured via (1) the Light Barriers (LBs) and (2) an inertial sensor integrated into a sensor belt (IMU), was conducted in a trial with 91 older adults and via reference stopwatch measures. The results indicated both considered sensors and assessments as having high and significant correlations. By applying established cut-off values for the detection of functional decline (in mobility impairment for the TUG and degree of muscle power for the SST), the USS’s medical sensitivity could be confirmed.



Comparing the measures of the LB and the IMU sensor, we found that the additional context awareness of the IMU sensor enabled the detection of faulty test performances. Thereby, the results indicated that while the timing information of the LBs was slightly stronger, additional sensors such as the IMU were required to detect performance errors. Consequently, we foresee increased reliability resulting from data fusion of multiple sensor types to monitor correct performance by users and to extract additional quality performance indicators. We are looking forward to evaluating the system’s validity for detecting functional decline based on the progression of frequently (e.g., monthly) conducted measures.
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The following are available at https://www.mdpi.com/1424-8220/20/10/2824/s1, Video S1: This video shows the described system in action.
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These abbreviations are used in this manuscript:



	SST
	Five Times Sit-to-Stand Test



	ADL
	Activities of Daily Living



	aTUG
	ambient TUG



	FS
	Force Sensors



	IQR
	Interquartile Range



	iTUG
	instrumented TUG



	LB
	Light Barrier



	LRS
	Laser Range Scanner



	MDD
	Medical Devices Directive



	MNA
	Mini-Nutritional Assessment



	NAS
	Network Attached Storage



	QR
	Quick Response



	RFID
	Radio-Frequency Identification



	SD
	Standard Deviation



	SUS
	System Usability Scale



	TUG
	Timed “Up & Go”



	UI
	User Interaction



	USS
	Unsupervised Screening System









References


	



Marsh, A.P.; Rejeski, W.J.; Espeland, M.A.; Miller, M.E.; Church, T.S.; Fielding, R.A.; Gill, T.M.; Guralnik, J.M.; Newman, A.B.; Pahor, M.; et al. Muscle Strength and BMI as Predictors of Major Mobility Disability in the Lifestyle Interventions and Independence for Elders Pilot (LIFE-P). J. Gerontol. Ser. A Biol. Sci. Med. Sci. 2011, 66A, 1376–1383. [Google Scholar] [CrossRef] [PubMed]

	



Hicks, G.E.; Shardell, M.; Alley, D.E.; Miller, R.R.; Bandinelli, S.; Guralnik, J.; Lauretani, F.; Simonsick, E.M.; Ferrucci, L. Absolute Strength and Loss of Strength as Predictors of Mobility Decline in Older Adults: The InCHIANTI Study. J. Gerontol. Ser. A Biol. Sci. Med. Sci. 2011, 67A, 66–73. [Google Scholar] [CrossRef] [PubMed]

	



Vermeulen, J.; Neyens, J.C.; van Rossum, E.; Spreeuwenberg, M.D.; de Witte, L.P. Predicting ADL disability in community-dwelling elderly people using physical frailty indicators: A systematic review. BMC Geriatr. 2011, 11, 33. [Google Scholar] [CrossRef] [PubMed]

	



Stineman, M.G.; Xie, D.; Pan, Q.; Kurichi, J.E.; Zhang, Z.; Saliba, D.; Henry-Sánchez, J.T.; Streim, J. All-Cause 1-, 5-, and 10-Year Mortality in Elderly People According to Activities of Daily Living Stage. J. Am. Geriatr. Soc. 2012, 60, 485–492. [Google Scholar] [CrossRef]

	



Tikkanen, P.; Nykanen, I.; Lonnroos, E.; Sipila, S.; Sulkava, R.; Hartikainen, S. Physical Activity at Age of 20–64 Years and Mobility and Muscle Strength in Old Age: A Community-Based Study. J. Gerontol. Ser. A Biol. Sci. Med. Sci. 2012, 67, 905–910. [Google Scholar] [CrossRef]

	



Conn, V.S.; Hafdahl, A.R.; Brown, L.M. Meta-analysis of Quality-of-Life Outcomes From Physical Activity Interventions. Nurs. Res. 2009, 58, 175–183. [Google Scholar] [CrossRef]

	



Angevaren, M.; Aufdemkampe, G.; Verhaar, H.; Aleman, A.; Vanhees, L. Physical activity and enhanced fitness to improve cognitive function in older people without known cognitive impairment. Cochrane Database Syst. Rev. 2008. [Google Scholar] [CrossRef]

	



Chodzko-Zajko, W.J.; Proctor, D.N.; Fiatarone Singh, M.A.; Minson, C.T.; Nigg, C.R.; Salem, G.J.; Skinner, J.S. Exercise and Physical Activity for Older Adults. Med. Sci. Sports Exerc. 2009, 41, 1510–1530. [Google Scholar] [CrossRef]

	



Matsuda, P.N.; Shumway-Cook, A.; Ciol, M.A. The Effects of a Home-Based Exercise Program on Physical Function in Frail Older Adults. J. Geriatr. Phys. Ther. 2010, 33, 78–84. [Google Scholar]

	



Monteserin, R.; Brotons, C.; Moral, I.; Altimir, S.; San Jose, A.; Santaeugenia, S.; Sellares, J.; Padros, J. Effectiveness of a geriatric intervention in primary care: A randomized clinical trial. Fam. Pract. 2010, 27, 239–245. [Google Scholar] [CrossRef]

	



Picorelli, A.; Sirineu, D.; Felicio, D.; Anjos, D.; Gomes, D.; Dias, R.; Pereira, L.; Guimaraes Assis, M. Adherence of older women with strength training and aerobic exercise. Clin. Interv. Aging 2014, 9, 323. [Google Scholar] [CrossRef] [PubMed]

	



Stuck, A.; Siu, A.; Wieland, G.; Rubenstein, L.; Adams, J. Comprehensive geriatric assessment: A meta-analysis of controlled trials. Lancet 1993, 342, 1032–1036. [Google Scholar] [CrossRef]

	



Stuck, A.E.; Egger, M.; Hammer, A.; Minder, C.E.; Beck, J.C. Home Visits to Prevent Nursing Home Admission and Functional Decline in Elderly People. JAMA 2002, 287, 1022–1028. [Google Scholar] [CrossRef] [PubMed]

	



Fagerström, C.; Borglin, G. Mobility, functional ability and health-related quality of life among people of 60 years or older. Aging Clin. Exp. Res. 2010, 22, 387–394. [Google Scholar] [CrossRef] [PubMed]

	



Keeler, E.; Guralnik, J.M.; Tian, H.; Wallace, R.B.; Reuben, D.B. The Impact of Functional Status on Life Expectancy in Older Persons. J. Gerontol. Ser. A Biol. Sci. Med. Sci. 2010, 65A, 727–733. [Google Scholar] [CrossRef] [PubMed]

	



Podsiadlo, D.; Richardson, S. The Timed “Up & Go”: A Test of Basic Functional Mobility for Frail Elderly Persons. J. Am. Geriatr. Soc. 1991, 39, 142–148. [Google Scholar] [CrossRef]

	



Hellmers, S.; Fudickar, S.; Lau, S.; Elgert, L.; Diekmann, R.; Bauer, J.M.; Hein, A. Measurement of the Chair Rise Performance of Older People Based on Force Plates and IMUs. Sensors 2019, 19, 1370. [Google Scholar] [CrossRef]

	



Makizako, H.; Shimada, H.; Doi, T.; Tsutsumimoto, K.; Nakakubo, S.; Hotta, R.; Suzuki, T. Predictive Cutoff Values of the Five-Times Sit-to-Stand Test and the Timed “Up & Go” Test for Disability Incidence in Older People Dwelling in the Community. Phys. Ther. 2017, 97, 417–424. [Google Scholar] [CrossRef]

	



Buatois, S.; Miljkovic, D.; Manckoundia, P.; Gueguen, R.; Miget, P.; Vançon, G.; Perrin, P.; Benetos, A. Five Times Sit To Stand Test is a Predictor of Recurrent Falls in Healthy community-living Subjects Aged 65 and Older. J. Am. Geriatr. Soc. 2008, 56, 1575–1577. [Google Scholar] [CrossRef]

	



Society, A.G.; Society, G.; Of, A.A.; On Falls Prevention, O.S.P. Guideline for the Prevention of Falls in Older Persons. J. Am. Geriatr. Soc. 2001, 49, 664–672. [Google Scholar] [CrossRef]

	



Hellmers, S.; Kromke, T.; Dasenbrock, L.; Heinks, A.; Bauer, J.M.; Hein, A.; Fudickar, S. Stair Climb Power Measurements via Inertial Measurement Units—Towards an Unsupervised Assessment of Strength in Domestic Environments. In Proceedings of the 11th International Joint Conference on Biomedical Engineering Systems and Technologies, Funchal, Madeira, Portugal, 19–21 January 2018; SCITEPRESS—Science and Technology Publications: Funchal, Portugal, 2018; pp. 39–47. [Google Scholar] [CrossRef]

	



Hellmers, S.; Steen, E.E.; Dasenbrock, L.; Heinks, A.; Bauer, J.M.; Fudickar, S.; Hein, A. Towards a minimized unsupervised technical assessment of physical performance in domestic environments. In Proceedings of the 11th EAI International Conference on Pervasive Computing Technologies for Healthcare—PervasiveHealth ’17, Barcelona, Spain, 23–26 May 2017; ACM Press: New York, NY, USA, 2017; pp. 207–216. [Google Scholar] [CrossRef]

	



Fudickar, S.; Stolle, C.; Volkening, N.; Hein, A. Scanning Laser Rangefinders for the Unobtrusive Monitoring of Gait Parameters in Unsupervised Settings. Sensors 2018, 18, 3424. [Google Scholar] [CrossRef] [PubMed]

	



Fudickar, S.; Kiselev, J.; Frenken, T.; Wegel, S.; Dimitrowska, S.; Steinhagen-Thiessen, E.; Hein, A. Validation of the ambient TUG chair with light barriers and force sensors in a clinical trial. Assist. Technol. 2017, 32, 1–8. [Google Scholar] [CrossRef] [PubMed]

	



Botolfsen, P.; Helbostad, J.L.; Moe-nilssen, R.; Wall, J.C. Reliability and concurrent validity of the Expanded Timed Up-and-Go test in older people with impaired mobility. Physiother. Res. Int. 2008, 13, 94–106. [Google Scholar] [CrossRef] [PubMed]

	



Jung, H.W.; Roh, H.; Cho, Y.; Jeong, J.; Shin, Y.S.; Lim, J.Y.; Guralnik, J.M.; Park, J. Validation of a Multi—Sensor-Based Kiosk for Short Physical Performance Battery. J. Am. Geriatr. Soc. 2019, 67, 2605–2609. [Google Scholar] [CrossRef] [PubMed]

	



Hellmers, S.; Izadpanah, B.; Dasenbrock, L.; Diekmann, R.; Bauer, J.M.; Hein, A.; Fudickar, S. Towards an Automated Unsupervised Mobility Assessment for Older People Based on Inertial TUG Measurements. Sensors 2018, 18, 3310. [Google Scholar] [CrossRef]

	



Hellmers, S.; Fudickar, S.; Büse, C.; Dasenbrock, L.; Heinks, A.; Bauer, J.M.; Hein, A. Technology Supported Geriatric Assessment. In Ambient Assisted Living: 9. AAL-Kongress, Frankfurt/M, Germany, 20–21 April 2016; Wichert, R., Mand, B., Eds.; Springer International Publishing: Berlin/Heidelberg, Germany, 2017; pp. 85–100. [Google Scholar] [CrossRef]

	



Figo, D.; Diniz, P.C.; Ferreira, D.R.; Cardoso, J.M. Preprocessing techniques for context recognition from accelerometer data. Pers. Ubiquitous Comput. 2010, 14, 645–662. [Google Scholar] [CrossRef]

	



Ni, M.; Brown, L.G.; Lawler, D.; Bean, J.F. Reliability, Validity, and Minimal Detectable Change of Four-Step Stair Climb Power Test in Community-Dwelling Older Adults. Phys. Ther. 2017, 97, 767–773. [Google Scholar] [CrossRef]

	



Guralnik, J.M.; Ferrucci, L.; Simonsick, E.M.; Salive, M.E.; Wallace, R.B. Lower-Extremity Function in Persons over the Age of 70 Years as a Predictor of Subsequent Disability. N. Engl. J. Med. 1995, 332, 556–562. [Google Scholar] [CrossRef]

	



Rikli, R.E.; Jones, C.J. The Reliability and Validity of a 6-Minute Walk Test as a Measure of Physical Endurance in Older Adults. J. Aging Phys. Act. 1998, 6, 363–375. [Google Scholar] [CrossRef]

	



Mukaka, M.M. A guide to appropriate use of correlation coefficient in medical research. Malawi Med. J. 2012, 24, 69–71. [Google Scholar]

	



Wueest, S.; Masse, F.; Aminian, K.; Gonzenbach, R.; de Bruin, E. Reliability and validity of the inertial sensor-based Timed “Up and Go” test in individuals affected by stroke. J. Rehabil. Res. Dev. 2016, 53, 599–610. [Google Scholar] [CrossRef] [PubMed]

	



Zhang, W.; Regterschot, G.R.H.; Schaabova, H.; Baldus, H.; Zijlstra, W. Test-Retest Reliability of a Pendant-Worn Sensor Device in Measuring Chair Rise Performance in Older Persons. Sensors 2014, 14, 8705–8717. [Google Scholar] [CrossRef] [PubMed]

	



Janeway, T.C. The Clinical Study of Blood Pressure—A Guide to the Use of the Sphygmomanometer; Appleton: New York, NY, USA, 1904. [Google Scholar]

	



Kalbe, E.; Kessler, J. DemTect. In Cognitive Screening Instruments: A Practical Approach; Springer International Publishing: Cham, Switzerland, 2017; pp. 197–208. [Google Scholar] [CrossRef]

	



Guralnik, J.M.; Ferrucci, L.; Pieper, C.F.; Leveille, S.G.; Markides, K.S.; Ostir, G.V.; Studenski, S.; Berkman, L.F.; Wallace, R.B. Lower extremity function and subsequent disability: Consistency across studies, predictive models, and value of gait speed alone compared with the short physical performance battery. J. Gerontol. Ser. A Biol. Sci. Med. Sci. 2000, 55, M221–M231. [Google Scholar] [CrossRef] [PubMed]

	



Alghadir, A.; Anwer, S.; Brismée, J.M. The reliability and minimal detectable change of Timed Up and Go test in individuals with grade 1–3 knee osteoarthritis. BMC Musculoskelet. Disord. 2015, 16, 174. [Google Scholar] [CrossRef] [PubMed]

	



Gautschi, O.P.; Stienen, M.N.; Corniola, M.V.; Joswig, H.; Schaller, K.; Hildebrandt, G.; Smoll, N.R. Assessment of the minimum clinically important difference in the timed up and go test after surgery for lumbar degenerative disc disease. Neurosurgery 2017, 80, 380–385. [Google Scholar] [CrossRef] [PubMed]

	



Goldberg, A.; Chavis, M.; Watkins, J.; Wilson, T. The five-times-sit-to-stand test: Validity, reliability and detectable change in older females. Aging Clin. Exp. Res. 2012, 24, 339–344. [Google Scholar] [CrossRef]

	



Blackwood, J. Reliability, Validity and Minimal Detectable Change in the Timed Up and Go and Five Times Sit-to-Stand Tests in Older Adults with Early Cognitive Loss. J. Physiother. Rehabil. 2017, 5, 58–65. [Google Scholar]

	



Montero-Odasso, M.; Verghese, J.; Beauchet, O.; Hausdorff, J.M. Gait and Cognition: A Complementary Approach to Understanding Brain Function and the Risk of Falling. J. Am. Geriatr. Soc. 2012, 60, 2127–2136. [Google Scholar] [CrossRef]








[image: Sensors 20 02824 g001 550] 





Figure 1. The USS consisting of: (a) the introductory display and an RFID authentication device, (b) the main display for user-interaction, (c) the integrated aTUG chair with additional LBs, (d) a sensor-belt including an inertial sensor, (e) light barriers at a 3 m walking distance, and (f) the Intel RealSense™ D435 Depth image camera placed approximately 4 m from the chair and from the upper level facing it. 
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Figure 2. Examples for the instructional screens for the TUG and 5SST. Since the prototype was only evaluated and implemented with German native speakers, the screens were translated into English for this article. 
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Figure 3. The applied sensor belt (a) in its original design with the integrated triaxial inertial sensor system and its orientation and (b) in its adapted form. Abbreviations: ML = mediolateral and AP = anterior-posterior. 
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Figure 4. System workflow for processing raw IMU data and reporting via machine-learning-based activity classifiers, a rule-based model for test detection, and performance analyses. 
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Figure 5. Linear regression among the manual stopwatch and the USS’s LB measurements for the TUG test. 
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Figure 6. Corresponding Bland–Altman plot. Included levels indicate mean Diff ± 1.96 SD (−0.10 to 3.09 s). 
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Figure 7. Linear regression among the manual stopwatch and the USS’s sensor belt measurements for the TUG test. 
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Figure 8. Corresponding Bland–Altman plot. Included levels indicate mean Diff ± 1.96 SD (−2.70 to 1.40 s). 
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Figure 9. Linear regression among manual stopwatch measurements and the USS LB measurements for the SST. 
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Figure 10. Corresponding Bland–Altman plot. Included levels indicate mean Diff ± 1.96 SD (−4.71 to 5.28 s). 
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Figure 11. Linear regression among manual stopwatch measurements and the USS sensor belt (IMU) measurements for the SST. 
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Figure 12. Corresponding Bland–Altman plot. Included levels indicate mean Diff ± 1.96 SD (−3.43 to 3.32 s). 
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Table 1. The specifications of the sensors included in the belt.
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	Sensor
	Frequency
	Resolution
	Measuring Range





	Accelerometer (Bosch BMA180)
	100 Hz
	12 bit
	±16 g



	Gyroscope (Bosch)
	100 Hz
	14 bit
	±2000   deg ·  s  − 1    



	Magnetometer (MEMSIC MMC314xMR)
	100 Hz
	12 bit
	±500  μ T



	Barometer (Bosch BMP085)
	100 Hz
	14 bit
	-
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Table 2. F1-scores of the classification methods for the different classifiers: Boosted Decision Trees (BDT) and Multilayer Perceptrons (MLP). Based on [27].
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	Classifier
	F1-Score (%)
	Method





	State
	96.6
	BDT



	Static
	97.3
	MLP



	Dynamic
	97.5
	MLP



	Transition
	94.8
	MLP
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Table 3. Included test classification models for the following listed activities: sit-to-stand (↑), Walk (W), Turn (T), Stand (S), sit (P), stand-to-sit (↓); [] indicates optional activities, which might change per performance.
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	Test
	Model





	TUG
	   ↑  W  T  W  T  ↓   



	
	   ↑  ↓  W  T  W  T  ↓   



	
	   ↑  ↓  T  W  T  ↓   



	
	   ↑  ↓  T  ↓   



	
	   ↑  ↓  W  T  ↓   



	
	   ↑  T  W  T  ↓   



	
	   ↑  ↓  W  T  W  T  W  ↓   



	
	   ↑  W  T  W  T  W  ↓   



	
	   ↑  W  T  ↓   



	SST
	   5  x : ↑  [ S ]  ↓  [ P ]   
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Table 4. Characteristics of the measures in seconds. Overall, 91 participants were considered. LB: Light Barriers, IQR: Interquartile Range, Min: Minimum, Max: Maximum, TUG: Timed “Up & Go” Test, 5xSST: Five Times Sit-to-Stand Test.
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Sensor

	
Parameter

	
Min

	
1 IQR

	
Median

	
3 IQR

	
Max






	
TUG stopwatch

	
7

	
9

	
10

	
11

	
16




	
LB

	
TUG USS

	
6

	
7

	
8

	
9

	
15




	

	
TUG difference

	
−0.28

	
0.945

	
1.47

	
1.95

	
3.56




	
Sensor belt

	
TUG USS

	
7.73

	
9.27

	
10.24

	
11.265

	
17.7




	

	
TUG difference

	
−4.79

	
−1.14

	
−0.68

	
−0.075

	
2.2




	
SST stopwatch

	
6

	
11

	
12

	
15

	
25




	
LB

	
SST USS

	
7

	
10.5

	
12

	
14

	
26




	

	
SST difference

	
−3.78

	
−1.01

	
−0.03

	
1.135

	
12.49




	
Sensor belt

	
SST USS

	
7.73

	
11.045

	
12.245

	
13.5

	
25.16




	

	
SST difference

	
−3.75

	
−1.07

	
−0.15

	
0.67

	
8.89
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Table 5. Comparison of the categorization of the cut-off values for the TUG test [16]. All measurement values were adjusted via the corresponding linear regressions and rounded. Since no TUG performance took over 19 s, the additional classes were excluded.
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Stopwatch




	

	
Points

	
≤10 s

	
10–19 s






	
LB

	
≤10 s

	
45

	
4




	
10 –19 s

	
8

	
34




	
IMU

	
≤10 s

	
45

	
8




	
10–19 s

	
8

	
26
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Table 6. Comparison of the categorization of muscle power in the SST regarding the cut-off values of [38].
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Stopwatch




	

	
Points

	
<15

	
≥15

	
<10

	
≥10






	
LB

	
<15

	
65

	
4

	
0

	
0




	
≥15

	
10

	
12

	
0

	
0




	
<10

	
0

	
0

	
4

	
4




	
≥10

	
0

	
0

	
12

	
71




	
IMU

	
<15

	
60

	
3

	
0

	
0




	
≥15

	
5

	
10

	
0

	
0




	
<10

	
0

	
0

	
9

	
1




	
≥10

	
0

	
0

	
6

	
62
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Detailed instruction-video ‘ ’ Detailed instruction-video
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