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Abstract:



The aim of the current review was to investigate the implications of the surface and bulk properties of abutment implants and their degradation in relation to periodontal health. The success of dental implants is no longer a challenge for dentistry. The scientific literature presents several types of implants that are specific for each case. However, in cases of prosthetics components, such as abutments, further research is needed to improve the materials used to avoid bacterial adhesion and enhance contact with epithelial cells. The implanted surfaces of the abutments are composed of chemical elements that may degrade under different temperatures or be damaged by the forces applied onto them. This study showed that the resulting release of such chemical elements could cause inflammation in the periodontal tissue. At the same time, the surface characteristics can be altered, thus favoring biofilm development and further increasing the inflammation. Finally, if not treated, this inflammation can cause the loss of the implant.
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1. Introduction


Dental implants have achieved great clinical success in the last 20 years. However, late failure due to a disruption between the implant and the mineralized tissues after osseointegration has been established can still occur due to overloading or microbial infection [1,2,3]. While the role of implant surfaces in achieving and maintaining osseointegration has been researched extensively, the second reason for the failure of implants, i.e., the presence of bacterial biofilms on the implant surfaces, has received less attention. Specifically, the main problem of osseointegration has been solved through the use of high-quality implants with appropriate surface treatments and adequate surgical techniques to avoid peri-implant tissue inflammation. However, the biofilm on these surfaces may cause inflammation of the peri-implant mucosa, leading to subsequent destruction of the alveolar bone that is in contact with the implant threads. In addition to sustained osseointegration, good integrity of the peri-implant mucosa at the transmucosal implant surface is another vital factor in long-term implant success.



Experimental results from in vitro and in vivo studies strongly suggest that some types of surface modifications promote more rapid bacterial and epithelial cell adhesion than machined surfaces. This difference may depend on an altered surface chemistry and/or increased texture at the micrometer scale [4,5]. Studies have also shown that surface characteristics play a special role in the biological performance of abutment implants. The surface properties of interest for abutment implants can broadly be divided into structural properties and chemical properties. Thus, the aim of the current review was to investigate the implications of the surface and bulk properties of abutment implants and their degradation in relation to periodontal health.




2. Attention to Prosthetic Components—Abutments


For dental implants to be successful, direct bone-to-implant contact without interposition of any other tissue is needed [6]. At the same time, to preserve osseointegration around dental implants, biocompatible surfaces that are adherent to epithelial cells but non-adherent to bacteria are likewise needed. Patients who have lost teeth due to periodontal disease have periodontal bacteria in their mouths. These bacteria can adhere to other surfaces present in the oral cavity, including restorations, prosthesis and abutment implants. Biofilms that develop on abutment surfaces may cause peri-implantitis. Peri-implantitis is defined as a bacterial infection characterized by inflamed, swollen, and bleeding soft tissues resulting in suppuration and crater-like destruction of the alveolar bone adjacent to a functional implant [7,8]. Because bacterial adhesion and colonization has been implicated as the main causative factor in the initiation and progression of peri-implant disease, the implant and periodontal structures need to be protected from bacterial invasion and subsequent infection [9]. To this end, surfaces that can inhibit bacterial adhesion but are also nontoxic to the periodontal tissue are needed [10]. The response of cells and tissues to foreign bodies depends on the latter’s properties and behavior upon contact with body fluids. The chemical composition of the bulk material is often significantly different from the surface interfacing with organic tissues. Some materials, such as titanium, undergo surface oxidation, and the mode of preparation or sterilization may result in chemical contamination of the surface [11].




3. Structural and Chemical Properties of Surfaces


Numerous in vitro experiments and animal studies have shown the importance of the implant surface’s characteristics in the host response [12]. It is known that abutment implant surfaces must present smooth surfaces to favor cell adhesion whereas implant surfaces must be rough to promote osteoblast proliferation [13]. However, the optimal surface topography for implant abutments has yet to be determined [14].



The manufactured surface can be considered one of the factors that will determine the formation of new tissue around the implant. The surface properties of any material will be different from the bulk of the material. The creation of a surface inevitably involves breaking of the chemical bonds that keep the material together. A freshly created surface represents an energetically unstable situation, often referred to as having a high surface energy. When the new surface is exposed to novel environment, the surface energy will rapidly be lowered by binding to and reacting with surrounding molecules. For metals such as titanium, these reactions involve oxygen in the air to form a thin surface layer of oxide. At the same time, the surface characteristics are also strongly influenced by the method of surface preparation, handling and storage. During the preparation of abutment implants, the material surface is subjected to various chemical processes that leave residues on the surface. If the preparation involves elevated temperatures, the surface oxide will grow as a result. Sterilization and storage in sterile packaging are also likely to influence the surface, for example, via the transfer of molecules from the packaging material to the implant surface. The close connection between surface preparation and the resulting surface characteristics means that all aspects of the manufacturing process and ensuing logistics need to be carefully controlled to produce consistent abutment implant surfaces.



A particularly important structural property of dental abutment implants is the surface topography or surface roughness. Figure 1 and Figure 2 show the different topographies of two kinds of surfaces, titanium and zirconia, by means scanning electronic microscopy (SEM).


Figure 1. Scanning electron microscopy (magnification 20,000×) of the titanium microstructure.
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Figure 2. Scanning electron microscopy (magnification 20,000×) of the zirconia microstructure.
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Depending on the scale being considered, the roughness will be determined by the surface oxide layer or by the bulk material. The surface structure may be completely dominated by the surface oxide layer if it is thick. In other cases, it is determined by a combination of a micrometer-scale rough metal surface covered by a thin oxide layer with nanometer-scale roughness. Whereas it is well established that surface roughness on the micrometer scale plays an important role in cellular reactions, tissue healing and implant fixation [4], the role of surface topography on the nanometer scale has not yet been explored in a systematic manner. The variety of surface characteristics that are possible for abutment implants opens up opportunities for modifying implant surfaces to enhance their biological performance. The clinical abutment implants currently in use display a wide variety of micro-structural and chemical properties. Different mechanical, chemical and optical methods are used to produce abutment implant surfaces with various surface topographies and oxide layers of different thicknesses, crystallinities and compositions.







There are two main kinds of dental abutment implants on the market: titanium and zirconia (or zirconium dioxide, ZrO2). Pure titanium or titanium alloys, and to a lesser extent, zirconium, are metals that are often used in direct contact with host tissues. These metallic biomaterials are highly reactive, and on exposure to fluid media or air, quickly develop a layer of titanium dioxide or zirconium dioxide. This layer of dioxide forms a barrier at the interface between the biological medium and the metal structure, determining the degree of biocompatibility and the biological response to the implant. For titanium, the chemical composition of the material is usually the dioxide, TiO2, which is a chemically inert, semiconducting material that also exhibits photocatalytic activity in the presence of light of energies equal to or higher than its band-gap energy. These characteristics offer an extensive range of applications in dental implants as prosthetic components. For these reasons, titanium implants have gained widespread attention over recent decades. The surface oxide may also include varying amounts of other substances as impurities. Organic molecules originating from adsorbed molecules from the air, process residues or packaging materials also cover these surfaces. The residues formed on the surfaces may influence their wetting properties and, hence, important interactions such as protein adsorption. The thickness of the surface oxide layer on titanium can vary from a few nanometers to several micrometers depending on the method of preparation and the temperatures involved.



Abutment implants made of ceramic materials can eliminate the problems associated with metal being visible in the peri-implant area, offering important esthetic advantages. The yttria-doped tetragonal zirconia polycrystal (Y-TZP) has become an alternative to alumina as a structural bioceramic because of its significantly higher fracture toughness and strength [15,16]. Y-TZP was first used in orthopedics, allowing new implant designs that were not possible with the more brittle alumina. Biomedical grade Y-TZP exhibits the best mechanical properties of single-phase oxide ceramics, which are the results of phase-transformation toughening to increase its crack-propagation resistance. Zirconia exists in three phases (monoclinic, tetragonal and cubic) according to the temperature [17]. In zirconia, the high strain energy at a crack tip creates T-M (tetragonal-monoclinic) transitions. This crystalline modification is followed by a 4% volumetric expansion that closes the crack [18,19,20]. Y-TZP ceramics can exhibit toughnesses higher than 6 MPa∙pm and strengths higher than 1000 MPa. On the other hand, due to its metastability, Y-TZP is prone to low-temperature degradation (LTD), also referred as aging, in the presence of water. Aging is a progressive transformation from a tetragonal phase to monoclinic, which results in surface modification and microcracking. This process occurs due to the high modulus of elasticity of zirconia, which inevitably influences the performance and reliability of zirconia devices and reduces their lifetime [18]. In orthopedics, clinical reports show that Y-TZP can exhibit progressive degradation even under well-controlled process conditions, which limits its long-term stability. Interestingly, Y-TZP is no longer used in orthopedics, and major companies in this field have switched to alumina-zirconia composites. In dentistry, zirconia is used in the monolithic phase as 3Y-TZP. Polycrystalline tetragonal zirconia stabilized by yttria (3 mol%) results in a ceramic material with high toughness and hardness [21]. In recent years, zirconia dental abutment implants have been favored over titanium implants, especially in the anterior part of the oral cavity, for implant-supported prostheses [22,23] due to their excellent strength and toughness but also due to their esthetic properties, translucency, ability to be colored, the availability of new powders with superior aging resistance and ability to be manufactured by computer-aided design and manufacturing procedures. Even though a few general papers devoted to dental zirconia have underlined the fact that some forms of zirconia are susceptible to aging and that processing conditions can play a critical role in the LTD of zirconia [21], this problem has not received sufficient attention to date.




4. Problems of Dental Abutment Implant Surfaces


Corrosion is the deterioration a metal undergoes as a result of interactions with the surrounding medium (electrochemical attack), which causes the release of ions into the environment. It is important to mention that no metal or alloy is entirely inert in vivo. And corrosion phenomena at the surface interface are particularly important in the evolution of both dental and orthopedic implants and are possible causes of implant failure after an initial success. The degradation of a metallic implant is undesirable because it negatively alters the structural integrity of the implant [24]. Treatments of Ti-based implants give rise to an outer rutile layer that improves corrosion resistance and reduces the friction coefficient of rubbing contact [25,26]. By definition, rutile is a mineral composed primarily of titanium dioxide, TiO2. These surfaces improve osteoblast adhesion in vitro and increase the percentage of bone-to-implant contact in vivo [27,28]. Rutile debris are expected to arise from these modified surfaces after long-term functional loading. Valles et al. [29] investigated whether human osteoblasts were able to absorb rutile particles compared with their intake of titanium particles. The dry rutile and titanium particles used in the experiment were different in size (rutile of 0.9–1.6 mm in diameter and commercially pure titanium (Ti) particles of 0.20 mm in diameter). Cell treatments were performed with equivalent amounts of each type of material. In principle, the osteoblasts should have received a substantially higher number of rutile particles than titanium particles. However, examination of the particles as suspensions in the culture media before being applied to the cells revealed the formation of micrometric aggregates in both cases. Therefore, the cells were actually in contact with agglomerates of rutile or titanium particles of a similar size range rather than with individual particles, and the rutile particles induced a lower response in vitro, as defined by their ability to induce the secretion of inflammatory cytokines (TNF-a, IL-6 and IL-1b) in macrophage cultures of different sources. Other authors have noted that sub-micrometric dry alumina particles aggregate to the same extent as micrometric dry titanium particles and have previously detected agglomerations of other kinds of particles in culture media. Treatment with titanium or rutile particles does not result in osteoblast death. Similar doses of titanium particles are not cytotoxic for human osteoblast-like MG-63 cells [30], but they severely decreased the viability of rat osteoblasts [31], suggesting that species-specific characteristics modulate the sensitivity of osteoblasts to particles generated by wear. These works collectively show that corrosion is not a local problem because the particles produced as a result can migrate to distant sites. If these particles can reduce the viability of osteoblasts in animals, it is possible that they could also cause chronic inflammation because the macrophages that phagocytose these particles cannot digest them, so they get released in the middle of their transport. Other macrophages will phagocytose these particles again, and the cycle will repeat. Interestingly, treating human primary macrophages with Ti particles releases much higher levels of inflammatory cytokines (TNF-a, IL-6 and IL-1b) than rutile, which only stimulates marginally detectable levels of secretion. These results support the higher biocompatibility of titanium-based implants modified to create an outer layer of rutile on their surfaces.



In relation to zirconia, most of the research on zirconia dental ceramics today focuses on the mechanical properties of the devices [32], their fatigue resistance [33] and surface modifications [34] that could enhance bone in-growth and, in cases of dental implants, reduce bacterial adhesion and favor the growth of epithelial cells on abutment surfaces [35]. Recently, Chevalier et al. [18] evaluated the resistance of biomedical-grade yttria-stabilized zirconia samples coated with a porous zirconia layer that was processed via two slightly different routes to environmental degradation. In one group, the porous surface was coated onto a pre-sintered ceramic piece. In the other group, the porous surface was coated and sintered together with the ceramic piece. The results showed that the two groups exhibited totally different degrees of LTD resistance. With the other coating process, we would expect full transformation of the porous layer after 5 years in vivo in the worst-case scenario. Standard steam sterilization at 134 °C for just 1 h would lead to a significant transformation of this layer. The only change was the sequence by which the porous surface was sprayed onto the surface. This result was very important because it confirmed the strong variability of 3Y-TZP with regard to LTD resistance and the critical role of the manufacturing process. It is therefore essential to more systematically evaluate the resistance of any new dental device dedicated to clinical use to LTD to avoid critical issues such as those encountered in orthopedics some years ago. The search for aging-resistant zirconia and standardized LTD evaluations should be a priority in implant research to ensure the long-term success of zirconia as a dental material.




5. Dental Abutment Implants and Periodontal Tissue


Despite the widespread use of titanium and the substantially growing research on the development of new surfaces and/or modifications of existing surfaces, a detailed understanding of the relationship among surfaces, cells and bacteria adhesion is still lacking. The soft tissue around dental implants serves as a protective barrier between the oral environment and the underlying peri-implant bone, and one factor proposed to be of importance for the long-term success of implant therapy is the development of a good seal between the abutment and soft-tissue [36]. Modifications of abutment implants to improve esthetics should not be made at the expense of biological compatibility. Placement of an abutment is followed by a sequence of biological events: covering the surfaces with a pellicle of proteins and glycoproteins derived from saliva and gingival crevicular fluid; the adherence, migration and proliferation of cells; and the secretion of microbial products [37]. The composition, as well as the configuration and density, of the proteins in the pellicle, are largely dependent on the physical and chemical nature of the underlying surface. It follows that the properties of the surface influence bacterial adhesion through pellicle protein adsorption and the adherence, migration and proliferation of cells. Improved understanding of these sequences would aid in the selection of an optimal surface texture.



In relation to cell attachment, smooth, turned titanium, nanoporous TiO2-coated and anodized Ca2+-modified surfaces have all been shown to be suitable for soft-tissue healing [38,39]. Fröjd et al. [39] investigated how different implant surfaces (turned titanium, sol-gel nanoporous TiO2-coated surfaces and anodized Ca2+-modified surfaces) affect biofilm formation by two early colonizers of the oral cavity. Nano-topographical modification of smooth titanium surfaces did not cause significantly greater bacterial adhesion and biofilm formation in vitro than turned surfaces or surfaces treated with Ca2+ incorporation during anodic oxidation. In the presence of saliva, adhesion increased by more than ten-fold compared with without saliva, and yet, no differences were observed among the surfaces. These data suggest that modification with sol-gel-derived nanoporous TiO2, which has been shown to improve soft-tissue healing in vivo, does not lead to greater bacterial adhesion and initial biofilm formation by the two commensal species tested compared with other surfaces [40]. However, it cannot be discounted that greater differences in biofilm formation on the different surfaces could be observed over a longer time period in the presence of other bacterial species. According to Abrahamsson et al. [36], abutments made of titanium or highly sintered aluminum-based ceramic (Al2O3) allowed the formation of a mucosal attachment that included epithelial and connective tissue that were approximately 2 and 1.5 mm thick, respectively. In contrast, with porcelain dental implants, no mucosal attachment formed at the abutment level; instead, the soft tissue margin receded, and bone resorption occurred. The mucosal barrier was thus partially established at the fixture portion of the implant. Mustafa et al [14]. investigated the attachment and proliferation of human oral fibroblasts in densely sintered aluminum oxide specimens. The authors concluded that the initial attachment and spreading of human gingival fibroblasts were influenced by the surface texture of the ceramic abutments. Fibroblasts spread and grew effectively on sintered surfaces that had their roughness (Sa) increased to 0.34 mm by milling. Other studies have shown statistically significant differences between peri-implant soft tissues around titanium and zirconium oxide healing caps, with an overall lower inflammatory level in tissues surrounding the latter [41]. To understand these results, it is necessary to understand the relationship between periodontal tissue and prosthetic components of implants. The biological extension around natural teeth has been reported to be approximately 2 mm, 1 mm of which corresponds to epithelial attachment mediated by the junctional epithelial (JE) and 1 mm of which corresponds to gingival connective tissue attachment [42]. Several studies have described that the peri-implant JE is approximately 2 mm long [43]. This value can usually be increased because conventional implant surfaces cannot deter the formation of a “long” epithelial attachment. However, as long as the JE stays restricted to the region of the prosthetic components and not the implants, it will not cause damage. In other studies, the peri-implant epithelium (PIE) appeared to lean on the abutment implant, but was structurally very different from the JE, showing slower cell proliferation and no evidence of direct adhesion on the implant surface [44]. Poor adhesion of the PIE may contribute to the formation of inflammatory lesions and bone loss around the implants, which has become a common clinical problem [45,46]. It is possible that low PIE adhesion allows for apical migration of plaque biofilms and could, therefore, directly explain the inflammation and bone loss around bone-level dental implants.




6. Dental Abutments Implants and Bacteria Adhesion


It is known that bacterial plaque plays a prominent role as an etiologic factor in implant loss after osseointegration due to the presence of high levels of bacteria in peri-implant sites [47,48,49]. As observed for teeth, the microorganisms need to interact with the abutment implant surface for the formation and growth of a biofilm. Firstly, this interaction occurs through non-specific physicochemical mechanisms. Bacterial adhesion involves the superficial free energies and interaction surfaces theory in which adhesion is regarded as the interaction of the van der Waals forces and electrostatic phenomena. After the interactions of the biomaterial surfaces with biological systems in vitro or in vivo, the proteins present in the biological medium immediately coat the surfaces [50]. In sequence, the acquired salivary pellicle formation takes place as the first step in biofilm formation. Early colonizers create an environment that favors late colonizers. Several studies have suggested that some restorative materials may have antibacterial activity, while others may induce bacterial growth [51,52,53,54]. With regard to the influence of surface roughness on biofilm formation, previous reports have shown that protein adsorption and bacterial adhesion in vivo appear to require a threshold surface roughness of 0.2 μm [55,56]. Burgers et al. [57] evaluated the initial biofilm formation on different titanium surfaces in vitro and in vivo and correlated these findings with different surface properties. Before biofilm formation, the authors determined the surface roughness and the surface free energy of the samples. Their results showed that the initial bacterial adhesion to differently textured titanium surfaces was primarily influenced by surface roughness values. According to these authors, the parts of an implant that are exposed to the oral cavity should be polished to prevent plaque accumulation. Another crucial element that directly influences bacterial adhesion is surface hydrophobicity [58] because a very hydrophobic surface may prevent water from wetting the available surface, and thus prevent protein interaction with it. Alternatively, an increase in the surface hydrophilicity may reduce the hydrophobic interaction between proteins and the surface, causing a lower adsorption affinity.



From the literature, it is still uncertain what the ideal abutment implant surface should be to reduce bacterial adhesion [52,53,54,59,60,61,62,63,64] (Table 1).



Table 1. Studies presenting data on microbiology associated with abutments dental implants.







	
Authors

	
Kinds of study

	
Surface studied

	
Predominant microbes

	
Methods used

	
Results






	
Rimondini et al. [59] 2002

	
In vivo

	
Titanium and Zirconia

	
S. mutans, S. sanguis, A. viscosus, A. naeslundii, and P. gingivalis

	
Quantification of bacteria

	
Zirconia accumulates fewer bacteria than titanium.




	
Al-Ahmad et al. [52] 2010

	
In vivo

	
Machined Ti, modified Ti, modified Zr machined alumina-toughened Zr, sandblasted alumina-toughened Zr, machined Zr, Ti, Zr

	
S. spp., V. spp., F. nucleatum, and A. naeslundii

	
Fluorescence in situ hybridization and confocal laser scanning microscopy

	
There was no difference in bacteria adhesion between titanium and zirconia




	
van Brakel et al. [54] 2011

	
In vivo

	
Titanium and Zirconia

	
A. actinomycetemcomitans, P. gingivalis, P. intermedia, T. forsythia, P. micros, F. nucleatum, T. denticola

	
Quantification by means real-time PCR

	
There was no difference in bacteria adhesion between titanium and zirconia




	
Lee et al. [60] 2011

	
In vitro

	
Titanium and Zirconia

	
S. sanguis

	
Quantification by means scanning electron microscope, crystal violet staining and measurement of fluorescence intensity

	
There was no difference in bacteria adhesion between titanium and zirconia




	
Salihoglu et al. [61] 2011

	
In vivo

	
Titanium and Zirconia

	
A. actinomycetemcomitans, P. gingivalis

	
Bacterial detection and quantification by means real-time PCR

	
There was no difference in bacteria adhesion between titanium and zirconia




	
Al Radha et al. [62] 2012

	
In vitro

	
Titanium, Zirconia, Titanium blasted with zirconia, Titanium blasted with zirconia/acid etched

	
P. nigrescens, S. mitis

	
Fluorescence microscopy; the area covered by bacteria was calculated using Image-J software

	
Zirconia and Titanium blasted with zirconia showed superior effect reducing the adhesion of bacteria




	
Yamaneet al. [63] 2013

	
In situ

	
Titanium, gold-platinum alloy, zirconia, alumina, and hydroxyapatite

	
S. mutans

	
Quantification by means PCR

	
There was no difference in bacteria adhered and the tested materials




	
Oliveira1et al. [64] 2012

	
In vivo

	
Titanium and Zirconia

	
A. actinomycetemcomitans, P. gingivalis

	
Quantification by means real-time PCR

	
There was no difference in bacteria adhesion between titanium and zirconia




	
Do Nascimento et al. [53] 2013

	
In vitro

	
Machined titanium, cast titanium and zirconia abutments

	
F. nucleatum, N. mucosa, P. aeruginosa, P. anaerobios, S. aureus, S. gordonii, S. parasanguinis, T. forsythia

	
Biofilm percentage was calculated using the relation between biofilm area and total surface area of specimens.

	
Zirconia accumulates fewer bacteria than titanium










Some in vitro and in vivo studies have confirmed differences in biofilm formation among different types of materials. According to some authors, the biomaterial-related properties of zirconia are more advantageous than titanium. Bacterial adhesion has been shown to be satisfactorily low in zirconia restorations, which is important in maintaining periodontal health [52]. Scarano et al. [23] studied discs attached to a device worn intraorally and reported a degree of coverage by bacteria of 12.1% on zirconia discs compared with 19.3% on titanium discs. This difference was attributed to the fact that zirconia had a lower electrical conductivity. Rimondini et al. [59] confirmed these results in an in vivo study that showed that zirconia surfaces accumulated fewer bacteria than titanium due to their chemical properties after correcting for the standard roughnesses of surfaces for all of the samples of the same group but with different materials. In concordance, other authors evaluated biofilm formation on various types of titanium and zirconia abutment surfaces in vivo and concluded that oral biofilm accumulation was lower on zirconia surfaces compared with titanium surfaces [52]. At the same time, inflammatory infiltration, microvessel densities and vascular endothelial growth factor expression were found to be higher around titanium caps than zirconia caps [65]. In addition, patients have reported allergic reactions and sensitivities to titanium [39,66]. The material composition of transgingival implant components appears to influence the formation of epithelial attachment. The shape and profile of the implants are able to guide gingival contouring and, together with the color of the material, strongly influence the final esthetic results of dental implant restorations. Zirconia can be suitable for making implant abutments, but more clinical trials and mechanical testing are necessary for a fuller understanding of the behavior of zirconia abutments over a long time period.





In recent years, some new studies have attempted to compare the adhesion of aerobic bacteria (in vitro) and anaerobic bacteria (in situ) on titanium and zirconia abutments, and many of them have found no differences in the quantity of cells adhered to different surfaces [53,54,67]. Salihoglu et al. [61] compared zirconium dioxide (zirconia) and titanium alloys with respect to the adhesion and colonization of two periodontal pathogens on both hard surfaces and on soft tissues in vivo. The results showed no statistically significant differences in probing depths, number of DNA copies of A. actinomycetemcomitans or P. gingivalis, and total bacteria counts between titanium alloys and zirconium oxide surfaces and between the biopsy specimens obtained from their buccal gingival. With respect to the surface free energy, zirconia abutments showed lower surface free energies than titanium abutments. According to these authors, zirconia surfaces have comparable properties to titanium alloy surfaces with respect to the adhesion and colonization of two periodontal pathogens on both hard surfaces and in soft tissues [61]. Therefore, future research should focus on improving epithelial attachment on implants and reducing biofilm adhesion, especially on different abutments.




7. Conclusions


Implant surfaces are composed of chemical elements, which may degrade under different temperatures or suffer damage from the forces applied to them. The release of such chemical elements may result in inflammation of the periodontal tissue. At the same time, the surface characteristics may be altered, thus favoring biofilm development, which will further increase inflammation. If not treated, this inflammation may cause the loss of the implant. Today, it is already known that implant surfaces should be modified not just to reduce microbial adhesion but also to reduce the chemical elements released by the surfaces over time. Further research is necessary to create an abutment surface that can achieve all of these goals, which is currently the biggest challenge in oral rehabilitation with dental implants.







Acknowledgements


We are grateful to Alex Fok, Director of the Minnesota Dental Research Center for Biomaterials and Biomechanics Department of Restorative Sciences, for his critical revisions to the manuscript.




Conflicts of Interest


The authors declare no conflicts of interest.




References


	1. 
Isidor, F. Loss of osseointegration caused by occlusal load of oral implants. A clinical and radiographic study in monkeys. Clin. Oral Implants Res. 1996, 7, 143–152. [Google Scholar] [CrossRef] [PubMed]

	2. 
Esposito, M.; Thomsen, P.; Ericson, L.E.; Lekholm, U. Histopathologic observations on early oral implant failures. Int. J. Oral Maxillofac. Implants 1999, 14, 798–810. [Google Scholar] [PubMed]

	3. 
Piattelli, A.; Vrespa, G.; Petrone, G.; Iezzi, G.; Annibali, S.; Scarano, A. Role of the microgap between implant and abutment: A retrospective histologic evaluation in monkeys. J. Periodontol. 2003, 74, 346–352. [Google Scholar] [CrossRef] [PubMed]

	4. 
Albrektsson, T.; Wennerberg, A. Oral implant surfaces: Part 1—A review focusing on topographic and chemical properties of different surfaces and in vivo responses to them. Int. J. Prosthodont 2004, 17, 536–543. [Google Scholar] [PubMed]

	5. 
Ellingsen, J.E.; Thomsen, P.; Lyngstadaas, S.P. Advances in dental implant materials and tissue regeneration. Periodontol. 2000 2006, 41, 136–156. [Google Scholar] [CrossRef] [PubMed]

	6. 
Branemark, P.I.; Adell, R.; Breine, U.; Hansson, B.O.; Lindstrom, J.; Ohlsson, A. Intra-osseous anchorage of dental prostheses. I. Experimental studies. Scand. J. Plast. Reconstr. Surg. 1969, 3, 81–100. [Google Scholar] [CrossRef] [PubMed]

	7. 
Esposito, M.; Hirsch, J.M.; Lekholm, U.; Thomsen, P. Biological factors contributing to failures of osseointegrated oral implants. (II). Etiopathogenesis. Eur. J. Oral Sci. 1998, 106, 721–764. [Google Scholar] [CrossRef] [PubMed]

	8. 
Lindquist, L.W.; Carlsson, G.E.; Jemt, T. A prospective 15-year follow-up study of mandibular fixed prostheses supported by osseointegrated implants. Clinical results and marginal bone loss. Clin. Oral Implants Res. 1996, 7, 329–336. [Google Scholar] [CrossRef] [PubMed]

	9. 
Chiapasco, M.; Gatti, C.; Gatti, F. Immediate loading of dental implants placed in severely resorbed edentulous mandibles reconstructed with autogenous calvarial grafts. Clin. Oral Implants Res. 2007, 18, 13–20. [Google Scholar] [PubMed]

	10. 
Hauser-Gerspach, I.; Vadaszan, J.; Deronjic, I.; Gass, C.; Meyer, J.; Dard, M.; Waltimo, T.; Stubinger, S.; Mauth, C. Influence of gaseous ozone in peri-implantitis: Bactericidal efficacy and cellular response. An in vitro study using titanium and zirconia. Clin. Oral Investig. 2012, 16, 1049–1059. [Google Scholar] [CrossRef] [PubMed]

	11. 
Park, J.H.; Olivares-Navarrete, R.; Baier, R.E.; Meyer, A.E.; Tannenbaum, R.; Boyan, B.D.; Schwartz, Z. Effect of cleaning and sterilization on titanium implant surface properties and cellular response. Acta Biomater. 2012, 8, 1966–1975. [Google Scholar] [CrossRef] [PubMed]

	12. 
Kononen, M.; Hormia, M.; Kivilahti, J.; Hautaniemi, J.; Thesleff, I. Effect of surface processing on the attachment, orientation, and proliferation of human gingival fibroblasts on titanium. J. Biomed. Mater. Res. 1992, 26, 1325–1341. [Google Scholar] [CrossRef] [PubMed]

	13. 
Kohal, R.J.; Bachle, M.; Att, W.; Chaar, S.; Altmann, B.; Renz, A.; Butz, F. Osteoblast and bone tissue response to surface modified zirconia and titanium implant materials. Dent. Mater. 2013, 29, 763–776. [Google Scholar] [CrossRef] [PubMed]

	14. 
Mustafa, K.; Oden, A.; Wennerberg, A.; Hultenby, K.; Arvidson, K. The influence of surface topography of ceramic abutments on the attachment and proliferation of human oral fibroblasts. Biomaterials 2005, 26, 373–381. [Google Scholar] [CrossRef] [PubMed]

	15. 
Christel, P.; Meunier, A.; Heller, M.; Torre, J.P.; Peille, C.N. Mechanical properties and short-term in vivo evaluation of yttrium-oxide-partially-stabilized zirconia. J. Biomed. Mater. Res. 1989, 23, 45–61. [Google Scholar] [CrossRef] [PubMed]

	16. 
Denry, I.L.; Holloway, J.A.; Tarr, L.A. Effect of heat treatment on microcrack healing behavior of a machinable dental ceramic. J. Biomed. Mater. Res. 1999, 48, 791–796. [Google Scholar] [CrossRef] [PubMed]

	17. 
Clarke, I.C.; Manaka, M.; Green, D.D.; Williams, P.; Pezzotti, G.; Kim, Y.H.; Ries, M.; Sugano, N.; Sedel, L.; Delauney, C.; et al. Current status of zirconia used in total hip implants. J. Bone Joint Surg. Am. 2003, 85, S73–S84. [Google Scholar]

	18. 
Chevalier, J. What future for zirconia as a biomaterial? Biomaterials 2006, 27, 535–543. [Google Scholar] [CrossRef] [PubMed]

	19. 
Pae, A.; Lee, H.; Kim, H.S.; Kwon, Y.D.; Woo, Y.H. Attachment and growth behaviour of human gingival fibroblasts on titanium and zirconia ceramic surfaces. Biomed. Mater. 2009, 4. [Google Scholar] [CrossRef]

	20. 
Lughi, V.; Sergo, V. Low temperature degradation-aging-of zirconia: A critical review of the relevant aspects in dentistry. Dent. Mater. 2010, 26, 807–820. [Google Scholar] [CrossRef] [PubMed]

	21. 
Denry, I.; Kelly, J.R. State of the art of zirconia for dental applications. Dent. Mater. 2008, 24, 299–307. [Google Scholar] [CrossRef] [PubMed]

	22. 
Holst, S.; Blatz, M.B.; Hegenbarth, E.; Wichmann, M.; Eitner, S. Prosthodontic considerations for predictable single-implant esthetics in the anterior maxilla. J. Oral Maxillofac. Surg. 2005, 63, 89–96. [Google Scholar] [CrossRef] [PubMed]

	23. 
Scarano, A.; Piattelli, M.; Caputi, S.; Favero, G.A.; Piattelli, A. Bacterial adhesion on commercially pure titanium and zirconium oxide disks: An in vivo human study. J. Periodontol. 2004, 75, 292–296. [Google Scholar] [CrossRef] [PubMed]

	24. 
Olmedo, D.G.; Tasat, D.R.; Duffo, G.; Guglielmotti, M.B.; Cabrini, R.L. The issue of corrosion in dental implants: A review. Acta Odontol. Latinoam. 2009, 22, 3–9. [Google Scholar] [PubMed]

	25. 
Guleryuz, H.; Cimenoglu, H. Effect of thermal oxidation on corrosion and corrosion-wear behaviour of a Ti-6Al-4V alloy. Biomaterials 2004, 25, 3325–3333. [Google Scholar] [CrossRef] [PubMed]

	26. 
Garcia-Alonso, M.C.; Saldana, L.; Valles, G.; Gonzalez-Carrasco, J.L.; Gonzalez-Cabrero, J.; Martinez, M.E.; Gil-Garay, E.; Munuera, L. In vitro corrosion behaviour and osteoblast response of thermally oxidised Ti6Al4V alloy. Biomaterials 2003, 24, 19–26. [Google Scholar] [CrossRef] [PubMed]

	27. 
Saldana, L.; Vilaboa, N.; Valles, G.; Gonzalez-Cabrero, J.; Munuera, L. Osteoblast response to thermally oxidized Ti6Al4V alloy. J. Biomed. Mater. Res. 2005, 73, 97–107. [Google Scholar] [CrossRef]

	28. 
Saldana, L.; Mendez-Vilas, A.; Jiang, L.; Multigner, M.; Gonzalez-Carrasco, J.L.; Perez-Prado, M.T.; Gonzalez-Martin, M.L.; Munuera, L.; Vilaboa, N. In vitro biocompatibility of an ultrafine grained zirconium. Biomaterials 2007, 28, 4343–4354. [Google Scholar]

	29. 
Valles, G.; Gonzalez-Melendi, P.; Gonzalez-Carrasco, J.L.; Saldana, L.; Sanchez-Sabate, E.; Munuera, L.; Vilaboa, N. Differential inflammatory macrophage response to rutile and titanium particles. Biomaterials 2006, 27, 5199–5211. [Google Scholar] [CrossRef] [PubMed]

	30. 
Tugulu, S.; Lowe, K.; Scharnweber, D.; Schlottig, F. Preparation of superhydrophilic microrough titanium implant surfaces by alkali treatment. J. Mater. Sci. Mater. Med. 2010, 21, 2751–2763. [Google Scholar] [CrossRef] [PubMed]

	31. 
Wennerberg, A.; Albrektsson, T. On implant surfaces: A review of current knowledge and opinions. Int. J. Oral Maxillofac. Implants 2010, 25, 63–74. [Google Scholar] [PubMed]

	32. 
Manicone, P.F.; Rossi Iommetti, P.; Raffaelli, L. An overview of zirconia ceramics: basic properties and clinical applications. J. Dent. 2007, 35, 819–826. [Google Scholar] [CrossRef] [PubMed]

	33. 
Studart, A.R.; Filser, F.; Kocher, P.; Gauckler, L.J. Fatigue of zirconia under cyclic loading in water and its implications for the design of dental bridges. Dent. Mater. 2007, 23, 106–114. [Google Scholar] [CrossRef] [PubMed]

	34. 
Kohal, R.J.; Weng, D.; Bachle, M.; Strub, J.R. Loaded custom-made zirconia and titanium implants show similar osseointegration: An animal experiment. J. Periodontol. 2004, 75, 1262–1268. [Google Scholar] [CrossRef] [PubMed]

	35. 
Chevalier, J.; Loh, J.; Gremillard, L.; Meille, S.; Adolfson, E. Low-temperature degradation in zirconia with a porous surface. Acta Biomater. 2011, 7, 2986–2993. [Google Scholar] [CrossRef] [PubMed]

	36. 
Abrahamsson, I.; Berglundh, T.; Glantz, P.O.; Lindhe, J. The mucosal attachment at different abutments. An experimental study in dogs. J. Clin. Periodontol. 1998, 25, 721–727. [Google Scholar] [CrossRef] [PubMed]

	37. 
Bowers, K.T.; Keller, J.C.; Randolph, B.A.; Wick, D.G.; Michaels, C.M. Optimization of surface micromorphology for enhanced osteoblast responses in vitro. Int. J. Oral Maxillofac. Implants 1992, 7, 302–310. [Google Scholar] [PubMed]

	38. 
Wennerberg, A.; Albrektsson, T. Effects of titanium surface topography on bone integration: a systematic review. Clin. Oral Implants Res. 2009, 20, S172–S184. [Google Scholar] [CrossRef]

	39. 
Frojd, V.; Franke-Stenport, V.; Meirelles, L.; Wennerberg, A. Increased bone contact to a calcium-incorporated oxidized commercially pure titanium implant: An in vivo study in rabbits. Int. J. Oral Maxillofa.c Surg. 2008, 37, 561–566. [Google Scholar] [CrossRef]

	40. 
Frojd, V.; Linderback, P.; Wennerberg, A.; Chavez de Paz, L.; Svensater, G.; Davies, J.R. Effect of nanoporous TiO2 coating and anodized Ca2+ modification of titanium surfaces on early microbial biofilm formation. BMC Oral Health 2011, 11. [Google Scholar] [CrossRef]

	41. 
Degidi, M.; Artese, L.; Scarano, A.; Perrotti, V.; Gehrke, P.; Piattelli, A. Inflammatory infiltrate, microvessel density, nitric oxide synthase expression, vascular endothelial growth factor expression, and proliferative activity in peri-implant soft tissues around titanium and zirconium oxide healing caps. J. Periodontol. 2006, 77, 73–80. [Google Scholar] [CrossRef] [PubMed]

	42. 
Vacek, J.S.; Gher, M.E.; Assad, D.A.; Richardson, A.C.; Giambarresi, L.I. The dimensions of the human dentogingival junction. Int. J. Periodontics Restor. Dent. 1994, 14, 154–165. [Google Scholar]

	43. 
Rompen, E.; Domken, O.; Degidi, M.; Pontes, A.E.; Piattelli, A. The effect of material characteristics, of surface topography and of implant components and connections on soft tissue integration: A literature review. Clin. Oral Implants Res. 2006, 17, S55–S67. [Google Scholar] [CrossRef]

	44. 
Fujiseki, M.; Matsuzaka, K.; Yoshinari, M.; Shimono, M.; Inoue, T. An experimental study on the features of peri-implant epithelium: immunohistochemical and electron-microscopic observations. Bull. Tokyo Dent. Colloid 2003, 44, 185–199. [Google Scholar] [CrossRef]

	45. 
Roos-Jansaker, A.M.; Renvert, H.; Lindahl, C.; Renvert, S. Nine- to fourteen-year follow-up of implant treatment. Part III: Factors associated with peri-implant lesions. J. Clin. Periodontol. 2006, 33, 296–301. [Google Scholar] [CrossRef] [PubMed]

	46. 
Koldsland, O.C.; Scheie, A.A.; Aass, A.M. Prevalence of peri-implantitis related to severity of the disease with different degrees of bone loss. J. Periodontol. 2010, 81, 231–238. [Google Scholar] [CrossRef] [PubMed]

	47. 
Botero, J.E.; Gonzalez, A.M.; Mercado, R.A.; Olave, G.; Contreras, A. Subgingival microbiota in peri-implant mucosa lesions and adjacent teeth in partially edentulous patients. J. Periodontol. 2005, 76, 1490–1495. [Google Scholar] [CrossRef] [PubMed]

	48. 
Salvi, G.E.; Furst, M.M.; Lang, N.P.; Persson, G.R. One-year bacterial colonization patterns of Staphylococcus aureus and other bacteria at implants and adjacent teeth. Clin. Oral Implants Res. 2008, 19, 242–248. [Google Scholar] [CrossRef] [PubMed]

	49. 
Pye, A.D.; Lockhart, D.E.; Dawson, M.P.; Murray, C.A.; Smith, A.J. A review of dental implants and infection. J. Hosp. Infect. 2009, 72, 104–110. [Google Scholar] [CrossRef] [PubMed]

	50. 
Bakker, D.P.; Postmus, B.R.; Busscher, H.J.; van der Mei, H.C. Bacterial strains isolated from different niches can exhibit different patterns of adhesion to substrata. Appl. Environ. Microbiol. 2004, 70, 3758–3760. [Google Scholar] [CrossRef] [PubMed]

	51. 
Elter, C.; Heuer, W.; Demling, A.; Hannig, M.; Heidenblut, T.; Bach, F.W.; Stiesch-Scholz, M. Supra- and subgingival biofilm formation on implant abutments with different surface characteristics. Int. J. Oral Maxillofac. Implants 2008, 23, 327–334. [Google Scholar] [PubMed]

	52. 
Al-Ahmad, A.; Wiedmann-Al-Ahmad, M.; Faust, J.; Bachle, M.; Follo, M.; Wolkewitz, M.; Hannig, C.; Hellwig, E.; Carvalho, C.; Kohal, R. Biofilm formation and composition on different implant materials in vivo. J. Biomed. Mater. Res. Appl. Biomater. 2010, 95, 101–109. [Google Scholar] [CrossRef]

	53. 
do Nascimento, C.; da Rocha Aguiar, C.; Pita, M.S.; Pedrazzi, V.; de Albuquerque, R.F., Jr.; Ribeiro, R.F. Oral biofilm formation on the titanium and zirconia substrates. Microsc. Res. Tech. 2013, 76, 126–132. [Google Scholar]

	54. 
van Brakel, R.; Cune, M.S.; van Winkelhoff, A.J.; de Putter, C.; Verhoeven, J.W.; van der Reijden, W. Early bacterial colonization and soft tissue health around zirconia and titanium abutments: An in vivo study in man. Clin. Oral Implants Res. 2011, 22, 571–577. [Google Scholar]

	55. 
Quirynen, M.; Bollen, C.M. The influence of surface roughness and surface-free energy on supra- and subgingival plaque formation in man. A review of the literature. J. Clin. Periodontol. 1995, 22, 1–14. [Google Scholar] [CrossRef] [PubMed]

	56. 
Bollen, C.M.; Lambrechts, P.; Quirynen, M. Comparison of surface roughness of oral hard materials to the threshold surface roughness for bacterial plaque retention: A review of the literature. Dent. Mater. 1997, 13, 258–269. [Google Scholar] [CrossRef] [PubMed]

	57. 
Burgers, R.; Eidt, A.; Frankenberger, R.; Rosentritt, M.; Schweikl, H.; Handel, G.; Hahnel, S. The anti-adherence activity and bactericidal effect of microparticulate silver additives in composite resin materials. Arch. Oral Biol. 2009, 54, 595–601. [Google Scholar] [CrossRef] [PubMed]

	58. 
Teughels, W.; Van Assche, N.; Sliepen, I.; Quirynen, M. Effect of material characteristics and/or surface topography on biofilm development. Clin. Oral Implants Res. 2006, 17, S68–S81. [Google Scholar] [CrossRef]

	59. 
Rimondini, L.; Cerroni, L.; Carrassi, A.; Torricelli, P. Bacterial colonization of zirconia ceramic surfaces: An in vitro and in vivo study. Int. J. Oral Maxillofac. Implants 2002, 17, 793–798. [Google Scholar] [PubMed]

	60. 
Lee, B.C.; Jung, G.Y.; Kim, D.J.; Han, J.S. Initial bacterial adhesion on resin, titanium and zirconia in vitro. J. Adv. Prosthodont 2011, 3, 81–84. [Google Scholar] [CrossRef] [PubMed]

	61. 
Salihoglu, U.; Boynuegri, D.; Engin, D.; Duman, A.N.; Gokalp, P.; Balos, K. Bacterial adhesion and colonization differences between zirconium oxide and titanium alloys: An in vivo human study. Int. J. Oral Maxillofac. Implants 2011, 26, 101–107. [Google Scholar] [PubMed]

	62. 
Al-Radha, A.S.; Dymock, D.; Younes, C.; O'Sullivan, D. Surface properties of titanium and zirconia dental implant materials and their effect on bacterial adhesion. J. Dent. 2012, 40, 146–153. [Google Scholar] [CrossRef] [PubMed]

	63. 
Yamane, K.; Ayukawa, Y.; Takeshita, T.; Furuhashi, A.; Yamashita, Y.; Koyano, K. Bacterial adhesion affinities of various implant abutment materials. Clin. Oral Implants Res. 2013, 24, 1310–1315. [Google Scholar] [CrossRef] [PubMed]

	64. 
De Oliveira, G.R.; Pozzer, L.; Cavalieri-Pereira, L.; de Moraes, P.H.; Olate, S.; de Albergaria Barbosa, J.R. Bacterial adhesion and colonization differences between zirconia and titanium implant abutments: An in vivo human study. J. Periodontal Implant Sci. 2012, 42, 217–223. [Google Scholar]

	65. 
Quirynen, M.; van Steenberghe, D. Bacterial colonization of the internal part of two-stage implants. An in vivo study. Clin. Oral Implants Res. 1993, 4, 158–161. [Google Scholar] [CrossRef] [PubMed]

	66. 
Bollen, C.M.; Papaioanno, W.; Van Eldere, J.; Schepers, E.; Quirynen, M.; van Steenberghe, D. The influence of abutment surface roughness on plaque accumulation and peri-implant mucositis. Clin. Oral Implants Res. 1996, 7, 201–211. [Google Scholar] [CrossRef] [PubMed]

	67. 
Scotti, R.; Kantorski, K.Z.; Monaco, C.; Valandro, L.F.; Ciocca, L.; Bottino, M.A. SEM evaluation of in situ early bacterial colonization on a Y-TZP ceramic: A pilot study. Int. J. Prosthodont 2007, 20, 419–422. [Google Scholar] [PubMed]





© 2013 by the authors; licensee MDPI, Basel, Switzerland. This article is an open access article distributed under the terms and conditions of the Creative Commons Attribution license (http://creativecommons.org/licenses/by/3.0/).







media/file4.png





nav.xhtml


  materials-06-05951


  
    		
      materials-06-05951
    


  




  





media/file3.png
X 20,000

|
15.0kV SEI

lum
SEM

IO-UNESP 11/7/2012
WD 8.6mm 11:21:00






media/file1.png
e lpm  IQ-UNESP 11/1/2012
X 20,000 15.0kV SEI SEM WD 7.8mm 11:03:41






media/file0.jpg
— pn  Ig-UNESP  11/1/2012
X 20,000 15.0kv SEI _ SEM WD 7.8mm 11:03:41






media/file2.jpg
X 20,000

e
15.0kv sET

1m
sm1

To-uNESE.

WD 8. 6

11/1/2012

11:21:00)






