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Abstract:

 Shiga toxin-producing Escherichia coli O157:H7 (STEC) cause food-borne illness that may be fatal. STEC strains enumerate two types of potent Shiga toxins (Stx1 and Stx2) that are responsible for causing diseases. It is important to detect the E. coli O157 and Shiga toxins in food to prevent outbreak of diseases. We describe the development of two multi-analyte antibody-based lateral flow immunoassays (LFIA); one for the detection of Stx1 and Stx2 and one for the detection of E. coli O157 that may be used simultaneously to detect pathogenic E. coli O157:H7. The LFIA strips were developed by conjugating nano colloidal gold particles with monoclonal antibodies against Stx1 and Stx2 and anti-lipid A antibodies to capture Shiga toxins and O157 antigen, respectively. Our results indicate that the LFIA for Stx is highly specific and detected Stx1 and Stx2 within three hours of induction of STEC with ciprofloxacin at 37 °C. The limit of detection for E. coli O157 LFIA was found to be 105 CFU/mL in ground beef spiked with the pathogen. The LFIAs are rapid, accurate and easy to use and do not require sophisticated equipment or trained personnel. Following the assay, colored bands on the membrane develop for end-point detection. The LFIAs may be used for screening STEC in food and the environment.
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1. Introduction


Worldwide, a large number of foodborne outbreaks are attributable to the consumption of contaminated food due to Shiga toxin-producing Escherichia coli (STEC) [1,2,3]. The clinical spectrum of STEC-associated human disease varies considerably, from diarrhea to hemorrhagic colitis (HC), to life threatening hemolytic uremic syndrome (HUS), particularly in children and elderly. While a large fraction of reported STEC infections is attributable to E. coli O157:H7, six serogroups (O26, O45, O103, O111, O121, and O145) account for approximately 70% of non-O157 STEC infections in the United States [3]. Recently, Food Safety and Inspection Services of the U.S. Department of Agriculture have declared these STEC strains to be adulterants in meat [4]. Since cattle are the primary reservoirs of STEC, it is now required that all ground meat samples be tested for STEC O-groups and Shiga toxins (Stx) as these organisms are shed in feces and contaminate the environment for prolonged period of time [5]. Because of regulations imposed, STEC can cause significant economic loss, especially to the beef industry, due to product embargoes, voluntary destruction of product, and nationwide product recalls. STEC strains produce potent Shiga toxins (Stx), a family of related toxins, which is composed of two major toxin types, Stx1 and Stx2, that have 56% homologous nucleotide sequence and are grouped into several allelic types [6]. Stx2 is more potent and have been found to be associated with strains that have caused outbreak of diseases [7]. The stx genes are encoded by prophages, and are induced by antibiotics such as ciprofloxacin [8]. Stx may also play a role by inducing mucosal inflammation due to stimulation of proinflammatory cytokines by epithelial cells [9]. The toxins have an active N-4 glycosidase A-subunit associated with five identical B-subunits. Because Stx is highly potent, the presence of stx genes is tested routinely for distinguishing the virulent strains from commensal strains for epidemiological studies, outbreak investigations and food monitoring. E. coli O157 and other STEC strains are detected by microbiological procedures and multiplex PCR [10,11,12,13]. The process takes a long time, as the cells have to be grown for several hours before testing can be conducted. While many of the strains may carry the stx gene, the expression of Shiga toxins varies considerably. The immunological techniques currently available [14,15,16,17,18] for the detection of O-groups and Stx1 and 2 require knowledgeable scientists to carry out the experiments and cannot be applied for rapid on-site detection. In the present study, we report the development of two simple and sensitive lateral flow devices that can detect E. coli O157 and Stx1 and 2 rapidly and accurately without using sophisticated instrumentation. The lateral flow immunoassay (LFIA), is a solid-phase immunoassay, combining the principles of thin layer chromatography and immune recognition reaction that has been effectively used in many fields [19]. They are low cost, user-friendly and stable in a wide range of applications, for the detection of pathogens and diseases [20,21,22,23,24,25,26,27], and various environmental and agricultural contaminations [28,29,30,31]. In this paper, we describe the development of two easy to use multi-analyte antibody-based LFIAs, one for the detection of Stx1 and 2 and another for E. coli O157 that may be used simultaneously for detecting pathogenic E. coli O157. The LFIA devices can be used with little training and require only an assessment of colored lines on the membrane for end-point detection.




2. Results and Discussion


The LFIAs described were developed such that the target antigen (Stx or E. coli O157), when present in the sample, will be captured by colloidal gold-labeled antibody in the conjugation pad, would migrate to the test line and generate a red signal following the formation of antigen-antibody complex in the nitrocellulose membrane as diagrammatically represented in Figure 1. Test lines would exhibit red color indicating the presence of Stx1 and/or Stx2 (Figure 1(A1–A3)). The intensity of the color depicted in test lines would be proportional to the amount of Shiga toxin in the sample. When the target molecule in the sample is below the detection limit, the test signal will not appear showing the result to be negative (Figure 1(A4)). If the control line does not form, the test is invalid (Figure 1(A5–A7)).


Figure 1. Diagrammatic representation of Lateral Flow Immunoassay Device. (A) The results expected to be generated following assay (B) The LFIA device.
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Detection of Stx1 and 2 by ELISA and LFIA: Following induction of E. coli O157:H7 with ciprofloxacin, production of Stx1 and Stx2 were assessed after different time periods using ELISA (Figure 2A). Based on the standard curve generated for quantifying of Stx1 and Stx2 expressed, using pure toxins (Figure 2B), Stx1 production was found to be maximum (about ~90 ng) after 4 h of induction by ELISA (Figure 2(Aa)). Stx2, on the other hand, was found to be expressed more (~700 ng) after 3 h of induction in ELISA (Figure 2(Ab)). Using LFIA and ELISA, Shiga toxin (Stx1 and 2) production could be detected after 3 h of induction. The LFIA test strips could detect both Stx1 and Stx2 simultaneously as colored bands as shown in Figure 2C. The specificity of LFIA was evaluated by using strains that produced Stx, such as STEC belonging to E. coli O26, O45, O103, O111, O121, O145 and O157 versus those that did not produce any Stx as determined by the absence of stx genes by PCR (Table 1). The results indicated that the strains that produced Stx1 and Stx2 exhibited colored lines at the expected positions in LFIA, whereas there were no lines observed for the stx negative strains, while both STEC and non-STEC strains exhibited the control lines reflecting the tests were valid. Some of the Stx2 producing strains were found to carry stx2 variant genes stx2a and stx2c as shown in Table 1. The Shiga toxins produced by these strains could be detected by both ELISA and LFIA reflecting the antibodies were effective against some of the alleles of Stx2 reflecting high sensitivity and specificity (Table 2).


Figure 2. Comparison of Stx ELISA and LFIA. (A) ELISA for the detection of Stx1 (a) and Stx2 (b) following 1 to 6 h of induction of E. coli O157:H7; (B) Standard Curve to quantify Stx1 and Stx2; (C) Detection of Stx1 and 2 by LFIA of E. coli O157 following 1 to 6 h of induction.
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Table 1. Bacterial strains used in this study.











	Serial #
	Bacteria
	ID#/ECRC #
	Serotype
	stx1
	stx2 (Type)
	Expression of Stx





	1
	E. coli
	0.1304
	O157:H7
	+
	−
	+



	2
	E. coli
	90.2281
	O157:H7
	+
	−
	+



	3
	E. coli
	96.0428
	O157:H7
	+
	−
	+



	4
	E. coli
	0.1288
	O157:H7
	+
	+ (a,c)
	+



	5
	E. coli
	0.1292
	O157:H7
	+
	+ (a)
	+



	6
	E. coli
	3.0190
	O157:H7
	+
	−
	+



	7
	E. coli
	0.1302
	O26:NM
	+
	−
	+



	8
	E. coli
	5.2217
	O26:H11
	+
	−
	+



	9
	E. coli
	7.3964
	O26:H11
	+
	−
	+



	10
	E. coli
	8.0176
	O26:H30
	+
	−
	+



	11
	E. coli
	77.0044
	O26:HNM
	+
	−
	+



	12
	E. coli
	10.2529
	O103:H2
	+
	−
	+



	13
	E. coli
	6.1623
	O103:H36
	+
	+ (a,c)
	+



	14
	E. coli
	3.2605
	O103:H2
	+
	−
	+



	15
	E. coli
	9.0108
	O103:H2
	+
	−
	+



	16
	E. coli
	85.1983
	O103:H21
	+
	−
	+



	17
	E. coli
	0.0320
	O111:H?
	+
	−
	+



	18
	E. coli
	0.1079
	O111:NM
	+
	−
	+



	19
	E. coli
	0.1481
	O111:H?
	+
	−
	+



	20
	E. coli
	5.0959
	O121:H19
	−
	+ (a)
	+



	21
	E. coli
	7.1636
	O121:H19
	−
	+ (a)
	+



	22
	E. coli
	6.1598
	O145:H+
	−
	+ (a)
	+



	23
	E. coli
	95.1167
	O145:HNM
	−
	+ (c)
	+



	24
	E. coli
	K12
	
	−
	−
	−



	25
	Citrobacter freundii
	ATCC 8090
	
	−
	−
	−



	26
	Enterobacter cloacae
	15.0057
	
	−
	−
	−



	27
	Hafnia alvei
	ATCC 29926
	
	−
	−
	−



	28
	Klebsiella pneumoniae
	ATCC 27736
	
	−
	−
	−



	29
	Proteus vulgaris
	15.0061
	
	−
	−
	−



	30
	Salmonella enterica sv Enteritidis
	15.0060
	
	−
	−
	−



	31
	Salmonella enterica sv Typhi
	15.0056
	
	−
	−
	−



	32
	Serratia marcescens
	ATCC 13880
	
	−
	−
	−



	33
	Shigella boydii
	15.0055
	
	−
	−
	−



	34
	Shigella flexneri
	15.0059
	
	−
	−
	−







#: Number; +: Positive; −: Negative.








Table 2. Diagnostic sensitivity and specificity of the assays.



	
Assay

	
Status

	
Reference Specimen of Known Status

	
Sensitivity

	
Specificity




	
Positive (n)

	
Negative (n)






	
Stx1 and Stx2

	
Positive

	
23

	
0

	
23/23 = 100%

	
11/11 = 100%




	
Negative

	
0

	
11




	
O157

	
Positive

	
10

	
0

	
10/10 = 100%

	
184/184 = 100%




	
Negative

	
0

	
184










ELISA and LFIA for E. coli O157 was also found to be consistent and the limit of detection (LOD) was found to be 105 CFU/mL for both ELISA and LFIA (Figure 3A,B). The ELISA and LFIA were found to be highly sensitive and specific when tested against E. coli O157 positive and negative strains (Table 2). The specificity against all non-O157 O groups, as well as non-E. coli strains listed in Material and Methods were also tested.


Figure 3. Comparison of E. coli O157 ELISA and LFIA. Bacteria were grown in LB media and detected at different concentrations. (A) ELISA for the detection of E. coli O157 at different concentrations; (B) LFIA at different concentrations of E. coli O157 (104 CFU/mL, 105 CFU/mL, 106 CFU/mL and 108 CFU/mL). Control “C”: Negative-non-E. coli O157 at 108 CFU/mL; “T”: E. coli O157.
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The LFIA of Stx and E. coli O157 in beef spiked with 10 CFU/mL of E. coli O157 and grown overnight as described in methods, exhibited positive results 3 h after induction at a bacterial concentration of 105 CFU/mL.



Currently, there are some commercial products available for E. coli O157 and Stx that are similar to the ones described in this paper, but the cost of the products is expensive. Recently, lateral flow assays for Shiga toxins [21] and E. coli O157 [20] were reported. LFIA for Stx described [21], used several monoclonal antibodies for Stx1 and Stx2 that captured both Stx1 and Stx2 epitopes, and was not designed to distinguish the two types, Stx1 and Stx2. The LFIA described for E. coli O157 [20] which is signal-amplified is more sensitive (1.14 × 103 CFU/mL). The LFIA for O157, described in this report, has utilized antibodies to lipid A as the capture antibody for E. coli, making it novel that has not been used by other investigators. Since lipid A is highly conserved, this method can be used to develop LFIA for other STEC O groups. The two LFIAs for the detection of both E. coli O157 and Stx may be used simultaneously to detect pathogenic E. coli O157. With the development of highly specific antibodies against Shiga toxins and E. coli O157, more sensitive LFIA could be developed in the future. The LFIAs developed in this report, were found to be very accurate with no false negative or false positive results making this method very useful for screening Stx and E. coli O157 in food and the environment. The LFIAs were rapid tests that took only a few minutes to exhibit colored reactions, are simple to use and did not require expensive equipment or trained personnel to interpret the results. These LFIA devices therefore, may be used to detect Stx and E. coli O157 in samples from various sources like water, meat or any other food that require screening for STEC. Rapid detection technology is an important tool in the fight against food-borne disease. Unlike ELISA or PCR methods, the colloidal gold technology can be used for point-of-care applications and screening as they require only assessment of colored red lines for end-point detection.




3. Materials and Methods


Bacteria: Bacterial strains used for the study were from the culture collection of the E. coli Reference Center at the Pennsylvania State University. To validate the specificity of the Stx LFIA, clinical isolates of STEC belonging to serogroups O26 (n = 5), O103 (n = 5), O111 (n = 3), O121 (n = 2), O145 (n = 2) and O157 (n = 6) and control strain E. coli K12 (n = 1) (Table 1) that were characterized for the presence of stx1 and 2 genes by PCR were included. For assessing the specificity of E. coli O157 LFIA, E. coli O157 (n = 10) and 174 E. coli standard reference strains were utilized that belonged to serogroups O1-O181, excluding O31, O47, O67, O72, O94, and O122, since these serogroups have not been designated [32]. Ten strains representative of other bacterial genera, Citrobacter freundii, Enterobacter cloacae, Hafnia alvei, Klebsiella pneumoniae, Proteus vulgaris, Salmonella enterica sv Enteritidis and Salmonella enterica sv Typhi, Serratia marcescens, Shigella boydii, and Shigella flexneri were also used to test the specificities of both Stx and O157 LFIAs. All of the bacteria were grown in Luria Bertani (LB) broth or on LB agar plates at 37 °C.



Preparation of Shiga toxin: Single colony of E. coli O157:H7 strain was inoculated in LB medium and incubated at 37 °C overnight on a rotating shaker set at 150 rpm. Overnight-grown culture was inoculated into fresh LB medium (5 mL) containing ciprofloxacin (100 ng/mL) (Fluka, Ronkonkoma, NY, USA) to a final concentration of OD600 ~0.2. The culture was grown at 37 °C for 1–6 h with continuous shaking. The cell culture was harvested by centrifugation at 6000× g for 10 min and the cell supernatant (100 μL) was passed through 0.2 μm hydrophobic polytetrafluoroethylene syringe filter (Millipore Corporation, Billerica, MA, USA) and used for the detection of Shiga toxin. The supernatant was stored at −20 °C until further used. For detecting E. coli O157:H7, the cultures were serially diluted in phosphate buffered saline (PBS) for enumeration. Antigens were derived from bacteria (at concentrations 108, 106, 105 and 104 CFU/mL) by boiling for 30 min at 100 °C and the heat-inactivated antigen (100 μL) was utilized for the detection. The same procedure was employed for generating antigens from all bacteria.



Antibodies: Four purified monoclonal antibodies (MAbs), designated as Stx1-1, Stx1-2, Stx2-5 and Stx2-7, kindly donated by Dr. Xiaohua He, Western Regional Research Center, USDA, Albany, CA, USA [17] were used for the development LFIA devices. Rabbit anti-mouse IgG and bovine serum albumin fraction V were purchased from Roche (Roche Diagnostics, Indianapolis, IN, USA), mouse monoclonal antibody to lipid A was purchased from Abcam (Cambridge, MA, USA) and rabbit anti-mouse IgG peroxidase conjugate was purchased from Sigma (Sigma-Aldrich, St. Louis, MO, USA).



Purification of the rabbit anti-O157 IgG: E. coli O157 antigen was prepared as described earlier [14] and injected in New Zealand rabbits by Cocalico Biologicals Inc. (Reamstown, PA, USA). The IgG was purified from antisera using NAb™ Spin Kits (Pierce Biotechnology, Rockford, IL, USA) according to manufacturer’s protocol. Concentration of purified IgG was determined in a spectrophotometer (Nanodrop, Wilmington, DE, USA) at 280 nm and by SDS-polyacrylamide gel electrophoresis.



Detection of Stx and E. coli O157 by ELISA: The sandwich ELISA for Stx was performed as described previously with modifications [15]. Polystyrene microtiter plates were coated with 100 µL of ceramide trihexoside (2.5 µg/mL) (Matreya, Bellefonte, PA, USA) in methanol that was allowed to evaporate overnight at room temperature. Wells were filled with 200 μL of blocking solution (4% BSA in 0.01 M phosphate buffered saline (PBS) containing 0.05% Tween-20) and incubated at 4 °C overnight, followed by two washes with distilled water. The plates were stored at −20 °C until use. After induction with ciprofloxacin, bacterial cell supernatants containing Shiga toxin (100 μL) were dispensed in triplicate wells and incubated with shaking at 37 °C for 1 h, followed by washing three times with 200 µL distilled water. Primary antibodies generated against for Stx1 or Stx2 (Santa Cruz Biotechnology, Dallas, TX, USA) were diluted (1 µg/mL) in 0.01 M PBS containing 4% BSA, 0.05% Tween-20. Diluted antibodies (100 μL) were dispensed in each well and incubated for 1 h at 37 °C. The wells were washed three times with 200 μL of distilled water after removing the contents of the wells. Secondary antibody-peroxidase conjugate (1 µg/mL) (100 μL), prepared in 0.01 M PBS containing 4% BSA and 0.05% Tween-20, was added to each well and the plates were incubated for 1 h at 37 °C. The washing step was repeated and finally, one-step ultra TMB (100 µL) was added to each well and the plates were incubated for 15 min at room temperature. An equal volume of stopping solution (1 M HCl) was added and the optical density was read at 450 nm using a plate reader. Wells containing all components of the assay but without antigen, served as negative controls for determining the background noise. The background OD450 ranged from 0.071 to 0.103. All background readings were subtracted, and the averages of triplicate readings were resolved. An OD450 of 0.29–0.3 above the background was considered positive for Shiga toxins. The assays were repeated three times and the average is presented. Detection of E. coli O157 by ELISA was carried out following our laboratory protocol described earlier [14].



Preparation of colloidal gold: Colloidal gold was prepared according to the method described [31] with some modifications. Gold suspension HAuCl4·3H2O (2 mL of 1% solution) (Sigma Chemical Co., St. Louis, MO, USA) was added to boiling deionized water (200 mL) and heated to 100 °C for 4 min, 1% sodium citrate (2 mL) solution was then added rapidly with constant stirring. The solution changed its color from pale yellow to brilliant red, which indicated complete reduction of the gold chloride. The solution was kept at 100 °C for another 10 min, the heating mantle was then removed, and stirring was continued for 15 min until the solution reached room temperature. Distilled water was then added to make the total volume of 200 mL. The average particle diameter was ~40 nm as checked in spectrophotometer.



Conjugation of antibodies and colloidal gold: The colloidal gold nanoparticles were conjugated to antibodies, Stx1-1 and Stx2-5 by optimizing the pH and determining the concentrations of antibodies for optimal binding. Different volumes of 0.1 M K2CO3 were added to 1 mL colloidal gold suspension and 12 µL volume was judged to be optimum for conjugation. Different concentrations of antibodies were added and 6 µg of MAb was found to be optimum as determined by spectrophotometric analysis of the suspension in the absorbance range 450 nm to 600 nm. The conjugates were eventually blocked by 1% bovine serum albumin (BSA) for 30 min at room temperature. The labeled conjugate was centrifuged at 1000× g for 5 min and the supernatant further centrifuged at 4 °C for 15 min at 12000× g. The pellet containing the colloidal gold particle conjugated with antibodies, was resuspended in one tenth of initial volume of a solution Tris-HCl (0.05 M, pH 8.0) containing BSA (2%) and PEG 20000 (0.5%) and stored at 4 °C.



Immobilization of reagents: Stx1-2, Stx2-7 MAbs and rabbit anti-O157 IgG (detection antibodies) were diluted to 1 mg/mL concentrations with PBS (pH 7.4) and used for printing the test line to detect antigen. The polyclonal rabbit anti-mouse IgG antibody (Sigma Chemical Co.) diluted to 0.5 mg/mL with PBS (pH 7.4) was used as the control line. The optimal conditions for printing the antibodies were found to be optimum at 6 volts at a speed of 0.35 mL/minute. The gap between the two test lines for Stx1 and Stx2 was designed to be 0.4 cm and the gap between the test line and the control line was designed to be 0.6 cm. These antibodies were printed by lateral flow reagent dispenser on a nitrocellulose membrane (NC) (Claremont Biosolutions, Upland, CA, USA) following the manufacturer’s protocol using different voltage and different rates of flow. Following printing the NC membranes were dried at room temperature.



Fabrication of LFIA: The strip was composed of three pads, sample, conjugate and absorbent and NC membrane. They were pasted to an adhesive plastic backing plate 4 mm wide. The NC membrane containing immobilized antibodies was pasted in the center of the backing plate. Long strips (10 cm × 0.5 cm) of glass fiber conjugate pads were dipped in 250 μL of gold-labeled capture antibody solutions and dried for 1 h at 37 °C. The conjugate pad containing gold-labeled antibodies were pasted by overcrossing 2 mm with the NC membrane. The sample pad was also pasted by over-crossing 4 mm with conjugate pad. The absorbent pad was pasted on the other side of the plate. The whole assembled unit was 5 × 70 mm in dimension.



Sensitivity and specificity of the assays for Shiga toxins and E. coli O157: The sensitivity of the assay was determined by detecting Stx generated from E. coli O157:H7 and other STEC strains (Table 1) that were induced for different time periods by ELISA and compared with LFIA. The quantity of the Stx produced by ELISA was assessed in standard curves generated by absorbance at 460 nm with pure Stx1 and Stx2 toxins at different concentrations. The assays were repeated three times. The specificity of the assays was examined by detecting the Stx produced by STEC and non-STEC strains (Table 1) by ELISA and compared with LFIA. The limit of detection, defined as the minimum CFU required to produce a signal in ELISA and LFIA for E. coli O157 was determined at different concentrations of the bacteria (108, 106, 105, and 104 CFU/mL). Antigens were prepared from cultures at each dilution, and assays were performed as described [14]. The experiment was repeated three times.



Detection of E. coli O157 and Shiga toxin in artificially inoculated ground beef samples: Ground beef (25 g) samples purchased from a local store were individually spiked with 1–10 CFU of E. coli O157:H7 and propagated in 250 mL of Tryptic Soy Broth medium. All samples were pre-enriched by incubating static for 6 h at 37 °C in the presence of vancomycin (16 mg/L). Following pre-enrichment, the cultures were supplemented with rifampicin (2 mg/L), and potassium tellurite (1 mg/L), and incubation continued for 18 h at 42 °C on a shaker. An un-inoculated ground beef sample was enriched similarly and used as control. Subsequently, the samples were passed through qualitative filter paper, the bacteria (1 mL) were harvested by centrifugation at 6000× g for 10 min, re-suspended in PBS (1 mL) and boiled for 30 min at 100 °C to generate antigens, and 100 μL of supernatant was used for detecting Shiga toxin.







Acknowledgments


The authors acknowledge the support from Research Applications for Innovations (RAIN) grant provided by the College of Agricultural Sciences at Penn State for conducting the research in 2015.




Author Contributions


J.W., N.H., E.L.R. conducted the experiments, R.K. and L.L. analyzed and interpreted the data, V.K .and C.D. conceived and designed the experiments and procured support.




Conflicts of Interest


The authors declare no conflict of interest.




References


	1. 
Mead, P.S.; Slutsker, L.; Dietz, V.; McCaig, L.F.; Bresee, J.S.; Shapiro, C.; Griffin, P.M.; Tauxe, R.V. Food-related illness and death in the United States. Emerg. Infect. Dis. 1999, 5, 607–625. [Google Scholar] [CrossRef] [PubMed]

	2. 
Scallan, E.; Hoekstra, R.M.; Angulo, F.J.; Tauxe, R.V.; Widdowson, M.A.; Roy, S.L.; Jones, J.L.; Griffin, P.M. Foodborne illness acquired in the United States-major pathogens. Emerg. Infect. Dis. 2011, 17, 7–15. [Google Scholar] [CrossRef] [PubMed]

	3. 
Brooks, J.T.; Sowers, E.G.; Wells, J.G.; Greene, K.D.; Griffin, P.M.; Hoekstra, R.M.; Strockbine, N.A. Non-0157 Shiga toxin producing Escherichia coli infections in the United States, 1983–2002. J. Infect. Dis. 2005, 192, 1422–1429. [Google Scholar] [CrossRef] [PubMed]

	4. 
USDA Food Safety and Inspection Service. Risk Profile for Pathogenic Non-O157 Shiga Toxin-Producing Escherichia coli (Non-O157 STEC); USDA Food Safety and Inspection Service: Washington, DC, USA, 2012.

	5. 
Fremaux, B.; Prigent-Combaret, C.; Vernozy-Rozand, C. Long-term survival of Shiga toxin-producing Escherichia coli in cattle effluents and environment: An updated review. Vet. Microbiol. 2008, 132, 1–18. [Google Scholar] [CrossRef] [PubMed]

	6. 
Gyles, C.L. Shiga toxin-producing Escherichia coli: An overview. J. Anim. Sci. 2007, 85, E45–E62. [Google Scholar] [CrossRef] [PubMed]

	7. 
Orth, D.; Grif, K.; Khan, A.B.; Naim, A.; Dierich, M.P.; Wurzner, R. Shiga toxin genotype rather than the amount of Shiga toxin or the cytotoxicity of Shiga toxin in vitro correlates with the appearance of hemolytic uremic syndrome. Diagn. Microbiol. Infect. Dis. 2007, 59, 235–242. [Google Scholar] [CrossRef] [PubMed]

	8. 
Zhang, X.; McDaniel, A.D.; Wolf, L.E.; Keusch, G.T.; Waldor, M.K.; Acheson, D.W. Quinolone antibiotics induce Shiga toxin-encoding bacteriophages, toxin production, and death in mice. J. Infect. Dis. 2000, 181, 664–670. [Google Scholar] [CrossRef] [PubMed]

	9. 
Thorpe, C.M.; Hurley, B.P.; Lincicome, L.L.; Jacewicz, M.S.; Keusch, G.T.; Acheson, D.W.K. Shiga toxins stimulate secretion of interleukin-8 from intestinal epithelial cells. Infect. Immun. 1999, 67, 5985–5993. [Google Scholar] [PubMed]

	10. 
DebRoy, C.; Roberts, E.; Valadez, A.M.; Dudley, E.G.; Cutter, C.N. Detection of Shiga toxin-producing Escherichia coli O26, O45, O103, O111, O113, O121, O145, and O157 serogroups by multiplex PCR of the wzx gene of the O-antigen gene cluster. Foodborne Pathog. Dis. 2011, 8, 651–652. [Google Scholar] [CrossRef] [PubMed]

	11. 
Shridhar, P.B.; Noll, L.W.; Shi, X.; An, N.; Cernicchiaro, N.; Renter, D.G.; Nagaraja, T.G.; Bai, J. Multiplex quantitative PCR assays for the detection and quantification of the six major non-O157 Escherichia coli serogroups in cattle feces. J. Food Prot. 2016, 79, 66–74. [Google Scholar] [CrossRef] [PubMed]

	12. 
Margot, H.; Cernela, N.; Iversen, C.; Zweifel, C.; Stephan, R. Evaluation of seven different commercially available real-time PCR assays for detection of Shiga toxin 1 and 2 gene subtypes. J. Food Prot. 2013, 76, 871–873. [Google Scholar] [CrossRef] [PubMed]

	13. 
Kehl, K.S.; Havens, P.; Behnke, C.E.; Acheson, D.W. Evaluation of the premier EHEC assay for detection of Shiga toxin-producing Escherichia coli. J. Clin. Microbiol. 1997, 35, 2051–2054. [Google Scholar] [PubMed]

	14. 
Hegde, N.V.; Hulet, R.; Jayarao, B.M.; Muldoon, M.; Lindpaintner, K.; Kapur, V.; DebRoy, C. Detection of the top six non-O157 Shiga toxin-producing Escherichia coli O groups by ELISA. Foodborne Pathog. Dis. 2012, 9, 1044–1048. [Google Scholar] [CrossRef] [PubMed]

	15. 
Ashkenazi, S.; Cleary, T.G. Rapid method to detect Shiga toxin and Shiga-like toxin I based on binding to globotriosyl ceramide (Gb3), their natural receptor. J. Clin. Microbiol. 1989, 27, 1145–1150. [Google Scholar] [PubMed]

	16. 
Teel, L.D.; Daly, J.A.; Jerris, R.C.; Maul, D.; Svanas, G.; O’Brien, A.D.; Park, C.H. Rapid detection of Shiga toxin-producing Escherichia coli by optical immunoassay. J. Clin. Microbiol. 2007, 45, 3377–3380. [Google Scholar] [CrossRef] [PubMed]

	17. 
Skinner, C.; Patfield, S.; Stanker, L.H.; Fratamico, P.; He, X. New high-affinity 4 monoclonal antibodies against Shiga toxin 1 facilitate the detection of hybrid Stx1/Stx2 in vivo. PLoS ONE 2014, 9. [Google Scholar] [CrossRef] [PubMed]

	18. 
He, X.; McMahon, S.; Skinner, C.; Merrill, P.; Scotcher, M.C.; Stanker, L.H. Development and characterization of monoclonal antibodies against Shiga toxin 2 and their application for toxin detection in milk. J. Immunol. Methods 2013, 389, 18–28. [Google Scholar] [CrossRef] [PubMed]

	19. 
Ching, K.H. Lateral Flow Immunoassay. Methods Mol. Biol. 2015, 1318, 127–137. [Google Scholar] [PubMed]

	20. 
Chen, M.; Yu, Z.; Liu, D.; Peng, T.; Liu, K.; Wang, S.; Xiong, Y.; Wei, H.; Xu, H.; Lai, W. Dual gold nanoparticle late flow immunoassay for sensitive detection of Escherichia coli O157:H7. Anal. Chim. Acta 2015, 876, 71–76. [Google Scholar] [CrossRef] [PubMed]

	21. 
Ching, K.H.; He, X.; Stanker, L.H.; Lin, A.V.; McGarvey, J.A.; Hnasko, R. Detection of shiga toxins by lateral flow assay. Toxins 2015, 7, 1163–1173. [Google Scholar] [CrossRef] [PubMed]

	22. 
Schramm, W.; Angulo, G.B.; Torres, P.C.; Burgess-Cassler, A. A simple saliva-based test for detecting antibodies to human immunodeficiency virus. Clin. Diagn. Lab. Immunol. 1999, 6, 577–580. [Google Scholar] [PubMed]

	23. 
Fernandez-Sanchez, C.; McNeil, C.J.; Rawson, K.; Nilsson, O. Disposable noncompetitive immunosensor for free and total prostate-specific antigen based on capacitance measurement. Anal. Chem. 2004, 76, 5649–5656. [Google Scholar] [CrossRef] [PubMed]

	24. 
Elkjaer, M.; Burisch, J.; Hansen, V.V.; Kristensen, B.D.; Jensen, K.S.; Munkholm, P. A new rapid home test for faecal calprotectin in ulcerative colitis. Ailm. Pharmacol. Ther. 2010, 31, 323–330. [Google Scholar] [CrossRef] [PubMed]

	25. 
Laderman, E.I.; Whitworth, E.; Dumaual, E.; Jones, M.; Hudak, A.; Hogrefe, W.; Carney, J.; Groen, J. Rapid sensitive, and specific lateral-flow immunochromatographic point-of-care device for detection of herpes simplex virus type 2-specific immunoglobulin G antibodies in serum and whole blood. Clin. Vaccine Immunol. 2008, 15, 159–163. [Google Scholar] [CrossRef] [PubMed]

	26. 
Cui, S.; Chen, C.; Tong, G. A simple and rapid immuno-chromatographic strip test for monitoring antibodies to H5 subtype avian influenza virus. J. Virol. Methods 2008, 152, 102–105. [Google Scholar] [CrossRef] [PubMed]

	27. 
Khreich, N.; Lamourette, P.; Boutal, H.; Devilliers, K.; Creminon, C.; Volland, H. Detection of Staphylococcus enterotoxin B using fluorescent immunoliposomes as label for immunochromatographic testing. Anal. Biochem. 2008, 377, 182–188. [Google Scholar] [CrossRef] [PubMed]

	28. 
Zhou, P.; Lu, Y.T.; Zhu, J.; Hong, J.B.; Li, B.; Zhou, J.; Gong, D.; Montoya, A. Nanocolloidal gold-based immunoassay for the detection of the N-methylcarbamate pesticide carbofuran. J. Agric. Food Chem. 2004, 52, 4355–4359. [Google Scholar] [CrossRef] [PubMed]

	29. 
Delmulle, B.S.; Saeger, S.D.; Sibanda, L.; Barna-Vetro, I.; Peteghem, C.H.V. Development of an immunoassay-based lateral flow dipstick for the rapid detection of aflatoxin B1 in pig feed. J. Agric. Food Chem. 2005, 53, 3364–3368. [Google Scholar] [CrossRef] [PubMed]

	30. 
Molinelli, A.; Grossalber, K.; Führer, M.; Baumgartner, S.; Sulyok, M.; Krska, R. Development of qualitative and semiquantitative immunoassay-based rapid strip tests for the detection of T-2 toxin in wheat and oat. J. Agric. Food Chem. 2008, 56, 2589–2594. [Google Scholar] [CrossRef] [PubMed]

	31. 
Zhu, J.; Chen, W.; Lu, Y.; Cheng, G. Development of an immunochromatographic for the rapid detection of bromoxynil in water. Environ. Pollut. 2008, 156, 136–142. [Google Scholar] [CrossRef] [PubMed]

	32. 
Ørskov, I.; Ørskov, F.; Jann, B.; Jann, K. Serology, chemistry and genetics of O and K antigens of Escherichia coli. Bacteriol. Rev. 1977, 41, 667–710. [Google Scholar] [PubMed]

















© 2016 by the authors; licensee MDPI, Basel, Switzerland. This article is an open access article distributed under the terms and conditions of the Creative Commons by Attribution (CC-BY) license (http://creativecommons.org/licenses/by/4.0/).







media/file4.png





nav.xhtml


  toxins-08-00092


  
    		
      toxins-08-00092
    


  




  





media/file3.png
Absorbance 450nm
b L
A

02—
5 B S
107 10% 1085 108 103 Control

(A)

10M4CFU 10A5CFU 1076CFU 1078CFU
(B)






media/file0.png
L 1
! 1! 1!
! 1! !

Con‘crole_—I
I 11 1

Stx2 ! — !
b I
Stx1 Z=| : ! —

Positive Negative Invalid
(A)

Sample pad Conjugate pad Nitrocellulose membrane Absorbent pad

Control line

Stx1-2 Mab Stx2-7 Mab

(B)





media/file1.png
Absorbance 450 nm

o

0.44 1.0
£

< 0.8+
0.3 2
o

2 064
T
2
5

0.2 £ 04

—- Stx-1
—{J Control 0.24
0.14
0.0
T T T T - T T T T
3 4 5 6 1 2
Induction time (h) Induction time (h)
(A)
5
4.5

ABSORBANCE (450NM)
N
« @

62.5 125 250 500 1000
—Stx1 Stx2

PURIFIED TOXIN (NG/ML)






media/file2.png
«— Control line

- Stx2

Stx 1
—

Hours after induction

©





