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Abstract

:

We introduce a new mechanism and control system for wireless assistive finger training. The proposed mechanism and control system can provide natural finger flexion and extension via magnetic force and torque between a driving coil and a multi-link magnetic assist device placed on the fingers. The proposed mechanism is designed to allow normal movement while maintaining a natural finger shape, even when multiple magnets are applied to the fingers. Anatomical features were considered in the design to accommodate the angular changes between the fingers during hand extension and flexion. The magnetic force between the control system and the device on the hand allows extension and flexion of the fingers without the use of wires and electrical motors. The performance of the driving system and the magnetic device were verified through various simulations and experiments. A control program with motion tracking is also developed using LabView software. Hence, a wireless assistive finger training system is successfully realized.
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1. Introduction


Hand injury is one of the major symptoms of strokes and, in post-stroke care, rehabilitation training is the most important treatment for significant improvement in the patient’s condition [1,2,3]. Various assistive devices or systems, which can be classified as active or passive, have been developed for application to hand rehabilitation. As regards active devices, many stroke patients cannot freely perform finger movements and, therefore, most assistive devices apply external forces on the patient’s fingers. To date, various mechanisms for external force generation have been developed and applied, such as those employed in robot hands [4,5,6,7,8]. In general, mechanical devices for hand training have the advantage of generating relatively large forces because of their configuration components, such as electrical motors, wires, and mechanical elements. However, these devices also have various disadvantages, such as complex mechanical structures, large volumes, limited degrees of freedom (DOFs), and poor wearability on the hand [9,10,11,12,13,14]. To avoid these problems, soft-actuator-based training devices have been developed [15,16,17,18], wherein the soft-actuators are arranged in relatively simple configuration and are controlled by pneumatics [19]. However, their control method or control system is complex. As regards passive training devices, flexible gloves are one example [20,21]. Patients wear the gloves to train their hands using computer graphics or a virtual reality system (VR), with no external force [22,23,24]. Therefore, passive devices are inapplicable to patients who cannot move their hands independently. A rehabilitation device that can detect the finger position using an EMG sensor and generate an external force at the same time has been developed [25,26]. However, poor usability still remains a problem to be solved.



To solve these problems, we propose a new method and mechanism for wireless active finger training or rehabilitation, which uses magnetic forces and is based on wireless operation. In our previous study, we realized a wireless driving method involving magnets applied to the fingers [27]. However, because of magnetic interaction force between the magnets on the fingers, the four fingers (excluding the thumb) could not be trained simultaneously [28]. Thus, in this study, we present a new magnetic device for installation on the fingers. The developed device has various advantages, e.g., a simple structure and configuration (minimized mechanical element), high DOF, and good wearability. In particular, the proposed mechanism and configuration allow both active and passive actuations. The developed system consists of a multi-link magnetic assist device for finger flexion and extension, assistive magnet array in the driving coil and on the palm, and a coil-based control system (bipolar controller, DC power supply, cooling system, and 3-DOF armrest). For motion control, we employ a newly developed vision-based motion tracking system using LabView software (Austin, TX, USA).



The developed multi-link magnetic assist device is comprised of permanent magnets, bearings, and links, and must prevent strong attractive or repulsive force between the permanent magnets to achieve extension and flexion movements. Assistive magnet arrays in the coil and on the palm enhance extension and flexion, respectively. A vision-based motion tracking program is developed, and motion analysis is performed to verify assistive finger movement achieved via the magnetic force. Hence, the proposed method and system are verified. Section 2 mainly deals with the mechanism and operation principle of the proposed device, the control method, and the analysis of the drive system. In Section 3, the proposed method was verified by analyzing the relationship between the hand trajectory according to the change in current and the change in force and hand angle. In Section 4, the main characteristics are reviewed, and future research plans are discussed.




2. Magnetic Mechanism and Control System for a Wireless Operation


2.1. Principle of Wireless Manipulation for Finger Training


The proposed wireless manipulation method for finger flexion and extension using a magnetic control system exploits the magnetic force between an electromagnet and permanent magnets. The principles are shown in Figure 1. For finger flexion and extension, a magnet array (M1) is attached to the fingers, and attractive and repulsive forces are generated between the magnets and driving coil according to the coil-generated magnetic field direction. Figure 1a shows the basic configuration, consisting of the driving coil and three magnet arrays: M1, M2, and M3, on the fingers and palm, and in the driving coil, respectively. M1 facilitates the main finger actuation; M2 and M3 allow maximum flexion and extension through the FM1,2 and FM1,3 magnetic forces, respectively (the magnetic forces between M1 and M2 and M3, respectively). Figure 1b illustrates the finger flexion method. The green arrow indicates the magnetic field direction. For +H, repulsive FM1,E is generated towards M1, corresponding to finger flexion. Hence, M1 comes close to M2 on the palm and an attractive force that enhances the finger flexion occurs between M1 and M2. The proposed multi-link assist device containing multi-magnets (M1 array) maintains a stable posture for four-finger flexion. For a −H field direction at the driving coil, attractive FM1,E occurs between M1 and the coil. Because of force direction, the device generates finger extension. When M1 is close to M3, the two magnet arrays enhance the finger extension (Figure 1c). Hence, we can define the forces acting to generate flexion and extension as follows: Flexion = FM1,E + FM1,2 and Extension = FM1,E + FM1,3.




2.2. Magnetic Device Mechanism for Finger Movement and Overall System Configuration


For wireless finger training, we propose a multi-link magnet device a with wireless control method. Figure 2a1,a2 show the designed and fabricated magnet assist device, respectively; this device works to maintain the posture by limiting excessive magnetic attraction and repulsion through the magnetic forces of the inner-magnet. The multi-link magnet device consists of four containers, six links (l1 to l6), and 12 bearings (B1 to B9). Bearings B1, B4, and B7 are composed of pairs (two bearings) to connect link l1 and l2, l3 and l4, and l5 and l6, respectively. Their role is to maintain the angles between the fingers (β) that occur when the fingers are stretched and bent (extension and flexion), as shown `in Figure 2a3,a4. The fabricated links are different lengths because of the different finger lengths: l1, l3, and l5 are 34.72 mm in length, while l2, l4, and l6 are 30.21 mm. The device is lightweight, weighing only 90.3 g. Individuals have differently sized hands and, thus, the β values differ. Therefore, in the fabricated device, an inter-link angle (α) of a minimum of 15° to a maximum of 130° can be maintained by bearings B1, B4, and B7. When the hands are stretched, β is smaller than α. Therefore, the bearings B2, B3, B5, B6, B8, and B9 cause link rotation and produce natural hand movements. Because the inner diameter and depth of the fabricated four containers are 20 mm and 9 mm, respectively, we can mount up to three disc-type permanent magnets with diameters and thickness of up to 20 and 3 mm, respectively. The magnet type is N27 and remanence Br is 1.07 T. One, three, one, and three magnets are installed in each container, considering the force between the magnets. Figure 2b shows the overall control–system configuration. The system consists of the driving coil, 3-axis armrest, DC power supply, control circuit, and cooling system. As noted above, we developed a LabView-based control program for real-time observation of the driving coil and for hand motion analysis. Figure 2c shows the graphical user interface (GUI) developed using LabView. A gesture is tracked via a video camera for trajectory determination. Using the GUI, the hand movement speed and magnetic field strength can be controlled. Figure 2d shows the control block diagram. It is divided into three parts: control, power circuit, and cooling. The control part performs signal generation with control and image processing. The power circuit part converts unipolar current to bipolar current signal for the actuations.



When providing up to 25 A of current, the coil generates heat in excess of 100 °C. When the cooling system is set to a cooling temperature of 5 °C, a constant driving coil temperature guarantees a constant current supply and magnetic field, which are very important for generation of continuous changes in the magnetic field intensity in the working space; hence, finger flexion and extension are achieved. Figure 2e shows the signal converting process from unipolar current to bipolar current signal using solid-state relay (SSR) control with unipolar power supply. As DC power supply cannot change the direction of the current, the absolute value of the generated function is sent to the input signal of the power supply. The power supply outputs the same current waveform as the input signal. However, the polarity of the coil must be changed for extension and flexion movements. Therefore, a bipolar circuit is used to reverse the direction of the current. To generate a bipolar signal, we designed a bipolar circuit in which an SSR is incorporated into the control circuit, as shown in Figure 2e. The bipolar circuit was fabricated with four SSRs. The current direction can be changed by controlling the four SSRs. When SSR1,3 is turned on, the positive current flows up to 25 A at the driving coil. When SSR2,4 is turned on, the negative current flows up to −25 A at the driving coil. The control circuit with DC power supply provides up to 25 A to the driving coil. Through the SSR bipolar circuit and control of the unipolar DC power supply, we generated and controlled a sinusoidal wave.




2.3. Analysis of the Electromagnetic Control System


For wireless assistive finger movement, we developed an electromagnetic control system. The proposed driving system consists of a driving coil and permanent magnet array (M3) to generate the driving magnetic force. M3 was positioned in the inner space of the driving coil. Figure 3a shows the results of a COMSOL magnetic simulation of the combined magnetic field distribution from the magnets with the coil at the driving current of ± 25 A. When a 25 A current is applied, the coil becomes an electromagnet with the top and bottom as the N and S poles, respectively. Thus, the electromagnet polarity is opposite to that of M3, and there is a very low-strength magnetic field in the M3 region. However, the overall magnetic field distribution is directed upward of the coil, causing the finger flexion. When a −25 A current is applied, the polarity direction is the same for both the electromagnet and the magnet array.



In this case, the flux is directed from the coil top to the bottom and the field direction causes finger extension. Through the magnetic simulation performed in this study, we could predict the field distributions generated in the working space by the coil and magnet array. In conjunction with the simulation, we measured the actual magnetic field distributions using a gauss meter (F.W. Bell 5180 Milwaukie, OR, USA). Note that we developed a tailored measurement system involving both hardware and software, as shown in Figure 3b. The employed hardware was a 3-axis auto-scanning machine, in which the measuring probe could be moved with a minimum measurement distance of 1 mm. In this measurement, the XY plane was measured at 5 mm intervals, and the height (Z-axis) was measured at 10 mm intervals from the surface to a maximum of 100 mm. The measured data were transformed into a three-dimensional magnetic field distribution in the measurement program. In this system, the hand is positioned at a 66 mm height from the coil because this corresponds to the hand rest height. Therefore, the highest possible point of the finger trajectory was 100 mm. Figure 3c shows magnetic field distributions obtained for −25 A and 25 A applied currents at a height of 66 mm from the driving coil. It is apparent that the −25 A and 25 A currents generate average field strengths of 31.877 and 19.635 kA/m, respectively, in the working space.



As designed, the negative current in the driving coil generates a magnetic field in the same direction as that from the magnet array, whereas the positive current generates a magnetic field in the opposite direction to that of the magnet array. Therefore, the field distribution of 25 A is lower than that of −25 A. The applied −25 and 25 A currents induce maximum extension and flexion, respectively. Figure 3d shows magnetic field distributions at 96 mm height when the applied currents were −25 and 25 A, respectively, yielding average field strengths of 17.367 and 14.769 kA/m, respectively. The 66 and 96 mm heights correspond to maximum finger extension and flexion, respectively. Thus, the magnetic field strength due to the two maximum currents (±25 A) correspond to the maximum system driving range.




2.4. Interactions between Magnets in the Multi-Link Magnet Device


The magnetic forces between the multiple magnets in the four containers can facilitate and determine the natural finger movements (flexion and extension). Note that up to three disk magnets (3 mm thickness) can be installed in the fabricated containers. Although the fabricated multi-links maintain the finger positions, the magnets installed in the container can generate attractive or repulsive forces that disrupts natural flexion and extension. Therefore, we investigated interactions between magnets by conducting magnetic simulations and observing the field distributions, as shown in Figure 4. In the simulations, we examined the distribution and field strength according to changes in distance between the containers, as shown in Figure 4a.



Here, the containers contained (3, 3), (3, 2), and (3, 1) magnets, and the maximum separation distance was 30 mm, which was approached in 5 mm intervals. The results revealed that each paired magnet produces decoupled field distributions in accordance with the magnetic pole directions. When the two magnet sets in the fabricated device are closest to each other for finger flexion, their separation is approximately 8 to 10 mm. The simulation results indicate a 10 mm separation distance between two magnet sets, with the (3, 3), (3, 2), and (3, 1) containers producing field strengths of 195.79, 178.42, and 150.34 kA/m, respectively. The decoupled fields generated a repulsive force between magnet sets, as shown in Figure 4b. Note that excessive repulsion interferes with the natural grasping motion of the hand. For grasping, β should be minimized, but this angle is maintained by the repulsive force. The experiment revealed that the decoupled field distributions at 10 mm separation generate repulsive forces of 3.144, 2.25, and 1.04 N, respectively. If the repulsive force exceeds 2 N, the patient cannot generate a natural gripping motion because of the magnet repulsive force. Therefore, one, three, one, and three magnets are installed in four different containers.





3. Magnetic Device Analysis and Results


3.1. Validation of Multi-Link Magnet Device for Wireless Training


To verify the proposed mechanism, we performed various magnetic simulations using COMSOL software. We also performed multiple experiments. In the simulations, the finger position changes and the M1 driving currents were the same as in the actual experiments, as shown in Figure 5. Figure 5a–d show the finger flexion process up to a 25 A driving current. The generated magnetic field is directed upward as a result of the positive current. In the case shown in Figure 5a, M1 and M3 generate an attractive force and their flux direction is opposite to the field generated by the driving coil (16 A). In particular, FM1,3 is stronger than that between M1 and the electromagnet (FM1,E) at maximum extension.



When the driving current is 20 A, the generated magnetic field from the coil pushes M1. Under that condition, we can observe that the magnetic fluxes from M1 and the coil repel each other. In that case, FM1,E is stronger than FM1,3. The increased driving currents further increase the bending of the finger via the stronger FM1,E. At this time, M1 is close to M2, which is on the palm, and an attraction force FM1,2 is generated between M1 and M2, yielding the maximum grasping motion, as shown in Figure 5c,d. In that case, the 25 A driving current generates a maximum flexion angle of 180°. For finger extension, we changed the driving current from 25 to −25 A. In Figure 5e, the field generated by the coil exhibits initial extension due to strong FM1,2 between M1 and M2 at a −16 A driving current. In that case, the driving magnetic force FM1,E is stronger than FM1,2. Because of downward field from the negative current, M1 moves in the field direction (finger extension), as shown in Figure 5f–h. Moreover, when M1 is close to M3, FM1,3 can enhance the finger stretching motion, as shown in Figure 5h. Therefore, through simulation, we successfully confirmed the magnetic coupling condition according to changes in the M1 position due to variations in the driving current for flexion and extension. In particular, the magnetic axial coupling between M1 and M2 or between M1 and M3 enhances the finger movement induced by FM1,2 and FM1,3.



In addition, the magnetic device generates magnetic torque in the applied magnetic field. Figure 6 shows the calculated maximum magnetic torque at the positive and negative driving currents of ± 25 A. For torque calculation, we used the measured magnetic field flux density using the device in Figure 3b. There are a total of eight cylindrical permanent magnets built into the multi-link magnet device. When wearing a multi-link magnet device, all fingers are restricted to moving together, so the torque generated by each magnet was calculated and all the results were summed. A magnetic torque can be expressed as follows:


   τ  =  m  ×  B   



(1)




where m is the magnetic moment and B is the external magnetic field. The magnetic moment value of the permanent magnet can be calculated from the residual magnetic flux density Br by the following equation:


   m  =    1    μ 0       B r   V    



(2)




where    μ 0    is the permeability of vacuum (  H / m  ) and V is the volume of the magnet. During the flexion and extension movement, the position of the device produces maximum torque at a height of 66 to 96 mm from the coil surface. In this height range, it can be confirmed that the angle between the magnetic field and the magnetic moment is 90 degrees. During the extension movement, magnetic torque is 0.245 and 0.1533 N·m at 66 and 96 mm, respectively, whereas the flexion movement shows a maximum torque of 0.168 and 0.124 N·m at 66 and 96 mm, respectively. In the results, the average decrease in magnetic torque is 0.014 N·m according to changes in height during flexion motion, whereas the extension motion represented an average decrease of 0.03 N·m. In the case of the maximum extension torque, the directions of total magnetic field are same between the magnetic field from the coil and the magnetic field from M3. In the case of the maximum flexion torque, the applied total magnetic field density is lower than the extension motion because the applied magnetic field directions from the driving coil and M3 is different. Therefore, the maximum flexion torque is lower than that of the extension motion.




3.2. Motion Analysis of Multi-Link Magnet Device


Using the designed multi-link magnet device, we performed motion analysis based on video tracking according to changes in the driving current, considering two cases. That is, finger movements with and without the M2 auxiliary magnet on the palm were observed for comparison for a 0.4 Hz driving frequency, as shown in Figure 7. First, we observed finger flexion and extension without M2, as shown in Figure 7a. In that case, the maximum movement range was found to be −15 to 150° at a driving range of −25 to 25 A. Figure 7b shows the motion trajectory for flexion and extension without M2, while Figure 7b1–b12 show the finger positions according to the driving current variations. The black and red dotted lines in Figure 7b indicate finger flexion and extension, respectively. For finger flexion, the driving current varied from 0 A to 25 A. With no current, the fingers have initial and maximum angles of 38° and 155°, respectively, with a maximum current of 25 A, corresponding to the position shown in Figure 7b1–b3. Figure 7b4–b8 corresponds to the extension trajectories for driving-current variation from 25 A to −25 A. The finger angle decreases from 155° to 60° while the driving current reduction from 25 to 0 A (Figure 7b4–b7). For −8.3 A driving current, a maximum stretched finger angle of approximately −7° appears; this is maintained up to −25 A because of FM1,3. Although the driving current is positive to approximately 16.5 A, the attractive force FM1,3 maintains the extended position. At 17.2 A, the finger angle increases rapidly to 56.6° (Figure 7b10). Above 17 A, the finger movement changes rapidly from extension to flexion (16–25 A), as shown in Figure 7b10–b12. In the second experiment, flexion and extension motions were observed for a device containing M1, M2, and M3, as shown in Figure 7c.



In this configuration, FM1,E between M1 and the driving coil generates basic finger flexion and extension, while FM1,2 and FM1,3 enhance the flexion and extension and maintain the maximum flexion and extension, improving the training effect. Because of the effect of FM1,2, a maximum flexion angle of approximately 170° appears, which is maintained at 146.8° until a −16.5 A driving current, as shown in Figure 7d1–d6. Next, M1 on the finger accelerates under the influence of FM1,E and FM1,3, and the two forces produce a rapid stretching motion for a small −8 A current variation, as shown in Figure 7d6–d8. In particular, FM1,3 maintains stretching motion, which can improve the training effect up to a driving current of approximately 18 A, as shown in Figure 7d8–d10. In this case, although the driving current is positive, the generated FM1,E is weaker than FM1,3 such that the stretching motion is maintained. A bending motion occurs when the driving current exceeds 18 A, and the motion changes occur quickly in response to the stronger FM1,E with the assisting force FM1,2, as shown in Figure 7d10–d12. A comparison of the two methods examined in the above experiments reveals that the use of auxiliary magnets M2 and M3 yields greater finger movement. Note that the experimenter’s hand muscle strength was not used, and the hand was actively moved by magnetic forces only. Furthermore, both FM1,2 and FM1,3 can manually improve hand muscle strength without an external magnetic field because the two forces interfere with finger movement.



Thus, through magnetic simulation and motion analysis, we confirmed active extension and flexion for wireless training using magnetic coupling. Furthermore, we observed the force generated during hand movement according to changes in the driving current and finger angle, as shown in Figure 8. For the force analysis, we analyzed the results for the maximum bending point by dividing them into sections to match the trajectory of motion. As mentioned above, Figure 8a,b shows the trajectories for the divided sections obtained with and without M2. The results indicate that, when the driving current is changed from 25 to −16 A in Section A1, the finger angle (finger device) is maintained at approximately 170° and the generated force changes from 0.651 to 0.034 N, as shown in Figure 8c1. The applied positive current produces two forces that can be summed (FM1,2 + FM1,E) in Section A1, whereas the negative current causes the decreased driving force because of the corresponding force difference (FM1,2–FM1,E). Note that, because of the bending-motion holding section according to changes in the driving current, the acting force tends to gradually decrease as the current changes. Section A2 corresponds to the range in which the bending motion changes to a stretching motion, as the driving current moves from −16 to −25 A. In this section, the change in motion (finger angle) is very fast compared to the change in driving current because of the driving force variations, as shown in Figure 8c2.



When the finger angle is 170° to 50°, the rate of change of FM1,E is low and the average force is approximately 0.252 N. However, when the angle is less than 40°, the driving force increases rapidly to 2.634 N, due to the combined forces (FM1,3 + FM1,E). Section A3 and B2 correspond to the maximum maintained hand stretching induced by driving current variations from −25 to 15 A. Because the stretched finger angle is maintained, the acting force gradually decreases from 2.643 to 0.083 N according to the driving current, as shown in Figure 8c3. Thus, the applied negative current induced a combined force of FM1,3 + FM1,E, while the −25-A driving current generates a maximum force of 2.643 N. The applied positive current from 0 to 16 A induced an acting force of FM1,3–FM1 and the applied current of 16 A generates a 0.083 N force. Section A4 shows the variations in force for flexion from 16 to 25 A. In this case, when the finger angle reaches approximately 40°, the driving force depends on FM1,E. At approximately 16 A, because the finger bends momentarily and shakes, the force distribution rapidly increases and decreases with angle changes from 0° to 40°. In the angle range exceeding 40°, the finger is stably bent, and the two forces (FM1,2 + FM1,E) are added as the driving current increases, as shown in Figure 8c4. The force acting on the finger device under the maximum driving current reaches 0.764 N. Figure 8b shows the trajectory of motion and sections for the device without M2. In this case, we established three sections labeled B1 to B3, corresponding to the extension, the maintained stretched motion, and the flexion, respectively. Although Sections A1 and B1 both correspond to the flexion section, B1 differs from A1 as the former is not influenced by M2. Changes in finger angle from 155° to 40° depend on the influence of FM1,E and the variations in force are not large (average 0.12 N). In contrast, the finger angle from 40° or lower depends on FM1,3 + FM1,E because of the negative current, as shown in Figure 8c5. Under these conditions, the force for maximum stretching is 2.64 N, and the maximum change in force in the extension section differs by 22 times; that is, the average and maximum forces are 0.12 and 2.64 N, respectively. In Section B3, the driving-force rate of change is large at 10°. This is because the bending motion occurs instantaneously with the increase in FM1,E due to the driving current of approximately 17 A. After a 40° finger angle has been reached, however, the driving force stabilizes, as shown in Figure 8c6. Although Section B3 and A4 are similar, the former depends only on FM1,E from finger angles of 40° to 155°.





4. Discussion and Conclusions


The developed devices and control system generate magnetic force and torque for wireless assistive finger training. In our previous work, we focused on the development of the wireless driving method, but the resultant system could not exercise multiple fingers simultaneously. In this study, we used the wireless driving concept developed in the previous study to verify the proposed device and their performance. Hence, it was confirmed that the device can move four fingers simultaneously for flexion and extension motion. The fabricated device has the advantage of generating natural finger movement. To validate the developed driving system, we developed a device and measurement software that can scan and measure the magnetic field in three dimensions. In addition, by using a video-based real-time observation system, we can observe movement trajectories during hand movements for quantitative motion analysis.



The device was designed to prevent interference between the magnets on the fingers and generate natural finger movement. In particular, in the fabricated multi-link magnet device, the magnets are installed inside four containers; therefore, the coupling between these magnets is very important. To determine the appropriate setup, the numbers of magnets installed in the various containers were determined through simulation and experiment. Note that the natural hand motion (flexion) is disturbed if the magnetic force between the containers is large. However, it was confirmed that the proposed structure, mechanical elements, and the balanced magnetic coupling maintain a natural finger posture. Stroke patients have difficulty maintaining natural finger posture. Thus, the proposed device is very important. Furthermore, the device provides natural flexion and extension according to changes in magnetic field strength and direction, allowing wireless operation. In addition, the overall system configuration allows application as a passive training device. That is, if the patient’s hand has muscle strength, they can exercise this strength using the magnetic coupling force FM1,2 and FM1,3 without FM1,E, i.e., applying the system as a passive training device.



The developed devices are lightweight, have very simple structures and configuration, and have good wearability on the hand as they do not act as a load. In fact, these features are most important for training or rehabilitation devices or systems. In particular, the magnetic force and torque can provide wireless actuation of the two devices because of these features. Finally, because of the height of the hand rest, the magnetic force for the flexion motion was decreased. By reducing the height of the hand rest or increasing the driving current, we can increase the magnetic force for finger flexion (FM1,E). We have proposed devices and a control system (including a motion tracking system) for wireless finger training. In the proposed control system, the hand position must be fixed for finger training because a single driving coil is used. Therefore, we are developing a three-axis coil-based control system for more convenient assistive finger training. By sensing the hand position, the control system will automatically change the driving coil or the current phase to generate a magnetic field suitable for the flexion and extension of the hand in the given position.
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Figure 1. Principles of wireless assistive finger training: (a) overall configuration for finger movement; (b) finger flexion method using positive driving current, where FM1,2 is the magnetic force between M1 and M2 and FM1,E is the magnetic force between M1 and the electromagnet (driving coil); (c) finger extension method using negative driving current, where FM1,E is the magnetic force between M1 and the electromagnetic and FM1,3 is the magnetic force between M1 and M3. 
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Figure 2. (a) Configuration and mechanism of multi-link magnet assist device for flexion and extension. (b) Control system configuration. (c) Developed control software: the software can control the magnetic field strength and speed and observe and display the trajectory of motion using a video camera and monitor. (d) Total control diagram for the system. (e) Configuration of the driving circuit for current direction control at the driving coil and SSR control sequence for generation of sine wave current. 






Figure 2. (a) Configuration and mechanism of multi-link magnet assist device for flexion and extension. (b) Control system configuration. (c) Developed control software: the software can control the magnetic field strength and speed and observe and display the trajectory of motion using a video camera and monitor. (d) Total control diagram for the system. (e) Configuration of the driving circuit for current direction control at the driving coil and SSR control sequence for generation of sine wave current.



[image: Applsci 11 06762 g002]







[image: Applsci 11 06762 g003 550] 





Figure 3. Control–system analysis using a magnetic simulation and magnetic field measurement: (a) simulation results including M3 at 25 and −25 A; (b) developed 3-axis measurement system and LabView-based instrumentation software; (c) measured magnetic field distributions with −25 and 25 A driving currents at 66 mm high initial hand position (the −25 A case produced a stronger field distribution because of the M3 direction); (d) field distributions for −25 and 25 A at 96 mm height (the height indicates the finger position at 90°). 
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Figure 4. (a) Magnetic field distribution according to the magnet number installed in containers and (b) magnetic force measurement according to magnet numbers for the equivalent condition of (a). 
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Figure 5. Magnetic simulation results according to changes in finger positions due to driving current variation. (a–d) Finger flexion: actual positions for driving currents of 16, 20, 23 and 25 A, and their magnetic couplings in magnetic simulations. (e–h) Extension motion due to negative driving currents from −16 to −24 A and their magnetic couplings in magnetic simulations. 
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Figure 6. Magnetic torque calculation according to height, with the negative driving currents represented by black bars and the positive by red bars. 






Figure 6. Magnetic torque calculation according to height, with the negative driving currents represented by black bars and the positive by red bars.



[image: Applsci 11 06762 g006]







[image: Applsci 11 06762 g007 550] 





Figure 7. Observation of motion trajectory (the red line is an extension motion trajectory and the black line is a flexion motion trajectory): (a) device configuration and total range of movement; (b) trajectory of motion from −25 A to 25 A; (b1–b12) finger positions without M2 on palm; (c) device configuration and total range of movement including M2; (d) trajectory of motion for overall system, where d1–d3 show the finger positions according to variations in the driving current. 
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Figure 8. (a) Trajectory of motion and Section A1 to A4, classified according to combination of M1, M2, and M3. (b) Trajectory of motion and the divided section from B1 to B3 without M2. (c) Variations in acting forces: (c1) and (c2) show the force acting in Section A1 and A2, respectively; (c3) shows the acting forces in Sections A3 and B2; (c4) shows the acting force in Section A4; (c5) and (c6) show the variations in the acting forces of Section B1 and B3, respectively. 






Figure 8. (a) Trajectory of motion and Section A1 to A4, classified according to combination of M1, M2, and M3. (b) Trajectory of motion and the divided section from B1 to B3 without M2. (c) Variations in acting forces: (c1) and (c2) show the force acting in Section A1 and A2, respectively; (c3) shows the acting forces in Sections A3 and B2; (c4) shows the acting force in Section A4; (c5) and (c6) show the variations in the acting forces of Section B1 and B3, respectively.



[image: Applsci 11 06762 g008]













	
	
Publisher’s Note: MDPI stays neutral with regard to jurisdictional claims in published maps and institutional affiliations.











© 2021 by the authors. Licensee MDPI, Basel, Switzerland. This article is an open access article distributed under the terms and conditions of the Creative Commons Attribution (CC BY) license (https://creativecommons.org/licenses/by/4.0/).






nav.xhtml


  applsci-11-06762


  
    		
      applsci-11-06762
    


  




  





media/file8.jpg
3 §\\\ 2 J}
ﬁ\: }vﬂ i
| _JW‘ il )





media/file11.png
66

B - 25A(Extension motion)
B + 25A(Extension motion)

76 86
Distance [mm]






media/file6.jpg
Magnetic feld [kAm]

300

3 Magnets
2 Magnets
1 Magnets

0 15 20
(@) Distance [mm)

2

£

(b) Distance [mm)





media/file1.png
N
=
S

M1 2 N
e

‘- Fyge
- M ‘ M% Flexion
Electromagnet ' =—* ﬁhl

[__ (Driving Cotl)

Home-position  (a) ﬁtension _y -

-

i






media/file13.png
(bl) 38° (b2) 90.2 ° (b3) 119.3° (b4) 147.2°

[A]i iiiu[A] 17 [A] & 20[A]

(b5) 144.3° (b6) 66.3° (b7) 11.1° (b8) —2°
17.5[A] : 0[A] =5 [A]

$o
¥ 1

S

=25 [A]
180 -
@ 160 4 —=— Flexion (b5) (hf) ‘
D 140 Extension —
® (o TN
9120—_ (h3)::.-‘ | (b12)
c 1004 (b2)ey |
2 80 . 7 Ao : = o o
g 283 (b6) =» -_..- _4_(1)]0) (b9) o) (b10) 56.6 (b11) 94.1 (b12) 144.8. :
EEY ! Start \ 4 ‘ _
@ -20—_ "——---w'-n—-l-n.q‘ S ! |
GNP R ()
. 25 20 15 10 5 0 5 10 15 20 25 -
(b) Current [A]
*

(d1) 38° (d2) 86.4 °

| @5)1622° _* (d6) 146.8° *, @nso° (d8)-6.7°
0A] ’ : :

200 ]—=— Flexion 5 d12)(d4
1801 Extension (di ) ( i( )

140 '\(d()-)
] «—(d7) |

o0 (d11) 70 °

~ 21 [A]

(@9)-175° (d10)0°
0]A] 18 [A]

(d1)
Start-’

(d8)

Trajectory of motion [Degrees)]

-26-20-15-10 -5 0 &5 10 15 20 25
(d) Current [A]





media/file10.jpg
]

- 25A(Extension motion)

m
o
N
a

= - +25A(Extension motion)
- 0.20
; 0.15+
3

=5

o 0.104
=

g 0.05+
£

x

X 0.00
=

D|stance mm]





media/file7.png
Magnetic field [KA/m]

300 -
250-
200-
150
100—-

50

B % 3 Magnets
B 3 x 2 Magnets [
B 3 © 1 Magnets

o 10
(a) Distance [mm]

15 20 25 30

—

|Force| [N

ol sl = =
o O © O
TR I T

2.5

© O =2 2N
o O ©o O O
| T I TR N TR N S

—u— 3 x 3 Magnets 3
—e— 3 x 2 Magnets
—A—3 x 1] Magnets

I x2

)

10

15 20
(b) Distance [mm]





media/file12.jpg





media/file9.png
B,
B /|






media/file14.jpg
Witk st gt n the e

- Section (A1)
5
e Fus> P

(111777

30) Wit st magactson the palm

Secon (3)

o TR

Gy m e

AR > SN

RN P
(€1) oy oy i R o
e b [——
2ol Posfur Section (49

2, 2.

£ | W

@) G (e oo Do

s Secton 1) &

P Secan )

il e
0" 7 Vi e





media/file5.png
kA/m
70

etk CM P

Rl
L Pl do
i puth ardl hare
[SrSe— |

[

tva nreve

T ptoeatic Furction 1,
] o

e
L smiionn) X9 @ 1xauar
2 i £

g
@z

e

at 66 mm Aycrage 31.877 kA/m

30-
E 20
g
£ 10
108 =25 A" 100

e
100 100
Y [mm] X [mm]

at 66 mm ;
30- Average 19.635 kA/m

at 96 mm
30-

IHI [KA/m]

Y [mm]

Average 17.367 kA/m

25 A= 100

100 100

(d)

X [mm]






media/file15.png
3.0

With assist magnets on the palm
2.5+
Section (A1)
2.0
Z i
= 1.5+
O _
£ 1.0
Fano>Fy g
0.5
200 ]—s=— Current Increase
180 - —e— Current Decrease
T 160 = 125 20 15 10 5 0 -5 -10 -15
S 140+ C Current [A :
8 120 (AD) ( ) 25A [A] »— 16A
S 100 !
$ ol A 30
5 401 (A4) Section (A3) and (B2)
ﬂgJ, 20 ] (13(3) Fih 5 .
T 04, _ \iYJ) |
< ] ¥ - 515 miztFane| L Fans — Fang
( 25-20-15-10 -5 0 5 10 15 20 25 = - ]
a) Current [A] — 15
@
&
o
180° ¢ 90° =
o'.-.'t.
0.5
0.0

180 -
160
140 5

s— Current Increase
e  Current Decrease

-

Mo

o
L

1001
80 -
60-
40-
20

0-

204

(BI)

&
|[Force| [N]
o

Range of motion [Degree]

2520 -15 10 -5 0 5
Current [A]

10 15 20 25

(b)

(CS)O 20 40 60 80

-10 -5 0 ) 10 15
Current [A]

-20 -15

Without assist magnets on the palm

-\ Section (B1)
\

‘\"n
o |EW'I,3 T FM'I,E’

100 120

140
Angle [Degrees]

25A

3.0 With assist magnets on the palm
251 \".\ Section (A2)
2.0-
= - Py + Py g
o Y "
g |
£ 1.0-
' Fyn e
0.5-
. )
0.0-
’ 0 20 40 60 80 100 120 140 160 180
(C ) Angle [Degree]
—25A" — 16A
3.0
251 With assist magnets on the palm
20 Section (A4)
Z :
— 1.5 '
s : |
S 10l Fwe Fyno+Fy g
0.5

0 20 40 60 80 100 120 140 160 180

(04) Angle [Degrees]
16A " 25A
3.0
Without assist magnets on the
2.5-
_ palm Section (B3)
2.0-
Z ]
— 1.5-
8
2 104 Fy e )
0.5
0.0-
60 20 40 60 80 100 120 140
(C ) Angle [Degrees]
(c) 16A > 25A





media/file3.png
{ 3-axis al;mrest

(@)

(a2)

(a3)

Speed

d

Angle [degrees] g

Angle Graph

CRL

s ¥ B3

- ‘Sxtension

(a4)

Electromagnetic Finger Rehabilitation Control System
Output Power

Ikt "

—
XIJ 1 11me lsl

Control Circuit Cooling
>| LabVIEW | > VISA |—» Power > Thermistor |
supply l
Function generation . :{ SSR | | Chiller |
(waveform, frequency, amplitude) 1
| Coil | 1
’ Microcontroller } i" |« | water |
Image ) | Finger p Magnetic |
processing ) | Rehabilitation field
. (d)
F generation 30 Cpi ; i ' z ;
STEP 1 STEP 3 Positive current | Negative current
: 207 | Switching -
[ I | : point
1 | 1 ] —
11 2 = (a) ' (b)
Power input signal [ ® 97 SSR 1,3 ON i
™
STEP 2 ' ' G -0 SSR240FF
- Switching Point | 20 ¢ :
T 2 = 0.5 1 I 1.5 2 2.5
e 8] . Time [s] '
Bipolar circuit
Direction of current
Positive Direction : +
Negative Direction C 0mma_nd_ _SSR1_ _ _ 1t Il S SSR2
L Tngger Tri
unult circuit Unipolar
- S—Sl:4 _____________ Power
—————————————————— supply
LR -
circuit






media/file4.jpg





media/file0.jpg
g )

Fistomagt
(Drving Coy

©





media/file2.jpg





