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Abstract

:

We propose and evaluate a procedure for the explainability of a breast density deep learning based classifier. A total of 1662 mammography exams labeled according to the BI-RADS categories of breast density was used. We built a residual Convolutional Neural Network, trained it and studied the responses of the model to input changes, such as different distributions of class labels in training and test sets and suitable image pre-processing. The aim was to identify the steps of the analysis with a relevant impact on the classifier performance and on the model explainability. We used the grad-CAM algorithm for CNN to produce saliency maps and computed the Spearman’s rank correlation between input images and saliency maps as a measure of explanation accuracy. We found that pre-processing is critical not only for accuracy, precision and recall of a model but also to have a reasonable explanation of the model itself. Our CNN reaches good performances compared to the state-of-art and it considers the dense pattern to make the classification. Saliency maps strongly correlate with the dense pattern. This work is a starting point towards the implementation of a standard framework to evaluate both CNN performances and the explainability of their predictions in medical image classification problems.
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1. Introduction


Breast cancer is the most frequently diagnosed cancer among women worldwide and it is the second leading cause of death [1]. It has been shown that one woman in eight is going to develop breast cancer in her life and early diagnosis is one of the most powerful instruments we have in fighting the disease [2]. Full Field Digital Mammography (FFDM) is a non-invasive highly sensitive method for early stage breast cancer detection and diagnosis, and represents the reference imaging technique to explore the breast in a complete way [3,4]. One of the major issues in cancer detection is due to the presence of breast dense tissue. Breast density is defined as the amount of fibroglandular parenchyma or dense tissue with respect to the fat one as seen on a mammographic exam [5]. Since X-ray absorption coefficient for dense and cancerous tissues are similar, a mammogram with a very high percentage of fibroglandular tissue is less readable. In order to have a sufficient sensitivity in denser breasts, a higher radiation dose has to be delivered to the patient [6]. Moreover, breast density is an intrinsic risk factor in developing the disease [7,8,9]. For these reasons, a density standard has been established by the American College of Radiology (ACR) in 2013 [5] and it is reported on the Breast Imaging Reporting and Data System (BI-RADS) Atlas. The standard defines four qualitative classes: almost entirely fatty (A), scattered areas of fibroglandular density (B), heterogeneously dense (C) and extremely dense (D). Since mammographic density assessment made by radiologists suffers from a non-negligible intra and inter-observer variability [10], some automatic methods have been developed in order to make the classification reproducible. Many approaches use a two-step classification [11,12,13,14]: first, either they extract features from the images or apply a segmentation method and, afterwards, they train a classifier with a Support Vector Machine or other machine learning methods. In [15], a fully automated algorithm has been developed: the breast is segmented, density features are extracted and used to train and evaluate SVM classifiers with an accuracy of 84.47% on the miniMIAS dataset. In [16], Petroudi et al. conceived a method based on the statistical distribution of rotationally invariant filter responses in a low dimensional space, following the Third Edition of the BI-RADS standard (1998). In the last few years, deep learning-based methods have been developed with success in a wide range of medical image analysis problems [17]. The main advantage of deep learning-based classifier stands in their capability of analyzing data from different sources and automatically extracting image related features. Since features represent image properties that cannot be analytically described, they are not easily intelligible. Moreover, it is not straightforward to explain how such algorithms perform the classification. The detailed study of deep learning applications to medical images and their explainability is a challenge that can help medical physicists on tasks such as the data quality control and validation [18]. Explaining a deep learning based classifier is crucial in order to understand whether the classification is correct. In fact, since Convolutional Neural Networks are trained directly on images, it may happen that they focus their attention on uncorrelated or wrong parts of the images [19], introducing a bias in the classification. Moreover, there exists no standard to quantify when an algorithm is well explained or not. For this reason, we propose the Spearman’s rank correlation coefficient in order to verify at least the monotonic dependence between the pixel and the activation maps intensity. The lack of huge public labeled mammographic dataset is a major issue when dealing with deep machine learning models applied to mammography, because it implies the impossibility of comparing models using the same data [18]. As an example, one of the most used public analogic datasets of mammograms, called miniMIAS [20], is labeled by three qualitative classes that are Fatty (F), Fatty-Glandular (G) and Dense-Glandular (D), which are now obsolete. In this work, we trained a residual Convolutional Neural Network (CNN) [21] classifier and applied a widely used explanation method to assess which are the main factors affecting the classifier performance not only in terms of accuracy but also in terms of a posteriori explanation and, consequently, interpretation of the AI model. The classifier has been trained to classify breast density according to the fifth edition of the BI-RADS standard. We considered both the figures of merit and the saliency maps produced by the grad-CAM algorithm, then interpreted the goodness of our model by computing the Spearman’s rank correlation between the input images and their saliency maps. This method has never been used on natural images that are three-channel images; on the contrary, a mammogram can be interpreted as a result of a pre-processed signal. The classification performances have been studied considering different proportions of density class labels in the train and test datasets and different pre-processing pipelines.




2. Materials and Methods


2.1. Data


Due to the lack of public research databases populated with digital mammograms to use in AI applications devoted to density class identification [20,22], we analyzed Full-Field Digital Mammograms (FFDM) collected within the RADIOMA project and described in [23]. This private repository includes data from 1662 subjects (6648 images) acquired at the University Hospital of Pisa (Azienda Ospedaliera Universitaria Pisana AOUP, Pisa, Italy). Informed consent was obtained from all the participants included in the present study. The team, which included Physicists, Radiologists and a Radiology Technician, that worked at the data collection has implemented and applied the following inclusion criteria to select images from the wider clinical database available:




	
All exam reports were required to be negative. Whenever possible, a later mammographic exam in medical records has been examined to verify the current state of health of women.



	
Badly exposed X-ray mammograms were not collected.



	
Only exams including all the four projections usually acquired in mammography (cranio-caudal—CC—and medio-lateral oblique—MLO—of left and right breast) were chosen.








The exams were acquired with the GE Senograph DS imaging systems available at the University Hospital. For each exam, data annotation, which is the assessment of density class, has been performed by a Radiologist with specific expertise in mammography, who relied on the medical report already available within the routine clinical evaluation. The distribution of the 1662 exams over the 4 density classes is reported in Table 1, where the average age is reported for each class.




2.2. Methods


Fully understanding a CNN behavior is a non-trivial problem and there are currently no protocols or guidelines establishing a strict and robust validation method. Furthermore, most datasets used in published works are not accessible and, hence, comparisons among different methods and algorithms are hampered. Lastly, two of the most used data sets, miniMIAS [20] or the CBIS-DDSM [22] contain only digitized analog mammograms. Using different datasets in a reproducibility test does not guarantee the achievement of the same results. To further test the consistency of AI-based results, it is advisable to investigate which characteristics of the images, of the acquisition protocols and of the manipulation pipelines sensibly affect the performances of deep learning algorithms. Studying the roboustness of algorithms is important in order to understand the boundaries in which the classifier can be applied. Since the data set of this study has been collected from a clinical database, it is crucial to study whether and under which conditions it may be applied on a screening population. To this purpose, we trained from scratch a residual CNN to classify breast density in four categories, according to the Fifth Edition of BI-RADS standard, and systematically evaluated the impact on the CNN performance of:




	
The different proportion of mammograms belonging to the four density categories in the training and test sets;



	
Either including or not an image pre-processing step.








The effect of the latter on the model interpretability is also studied and discussed. Finally, a simple metric to quantify the appropriateness of the chosen explainability framework is proposed. The choice of a CNN to perform the classification was due to the change of the BI-RADS classes definition from the 4th Atlas to the 5th one. In fact in the last edition, the definition through the quantification criteria based on the percentage of dense and fat tissue has been abandoned and the classes were defined through image examples and textual description. In order to capture this new definition, the deep learning based methods seem to be the most appropriate.



2.2.1. Data Preparation and Pre-Processing


Mammograms have been extracted from the DICOM files using DICOM-ToolKit, since they were stored in a jpeg lossless compression format. The CNN training procedure with Keras requires 8-bit images; therefore, we had to convert the 12-bit mammograms into this format. By visually inspecting the dataset, we found out that the images acquired have some burnt pixels that always assume the maximum grayscale value, while most of the signal is in another part of the histogram. Furthermore, having the dataset been extracted from a clinical sample instead of a screening one, we found clips, that are used after a biopsy, represented in many images. These clips appear whiter than the expected maximum breast signal intensity. As we could not normalize the mammograms to the maximum intensity values, we set a maximum threshold to 3500 for the pixel value, then we linearly scaled the image pixel values between the minimum intensity and the maximum of 3500; finally the values have been converted to 8 bits and the exams have been stored in the Portable Network Graphics (PNG) format. All the PNG images have been inspected one by one in order to eliminate some problematic images which were not correctly acquired.




2.2.2. Standard Image Pre-Processing Step


The GE Senograph mammograms are 1914 × 2294 pixel images, where the breast representation often occupies about half of the image width. To limit the data processing time (i.e., to minimize the number of input nodes of the CNN and thus the weights to be learned during the training process) we decided to crop the images according to the minimum bounding box enclosing the breast view. To this purpose, we attempted to recognize the skin line of the breast using a marching-square algorithm for 2D images [24,25], available within the scikit-learn Python package [26]. To properly identify the breast margin, we set the starting threshold at the intensity level of 50 while leaving the other parameters to default values; then we cropped the images to the minimum bounding box including the margin, as shown in Figure 1.




2.2.3. Additional Pre-Processing Step: Pectoral Muscle Removal


As an additional pre-processing step, we designed an algorithm to remove the pectoral muscle that appears on medio-lateral oblique projections. First, all the medio-lateral oblique projections have been oriented in the same way, i.e., left ones have been flipped horizontally. Then we chose a square which contains the pectoral muscle and cropped the image. A Gaussian filter has been applied to all the selected regions in order to reduce noise. For each image, the regions have been binarized with an adaptive threshold method based on inverted binary thresholding and Otsu’s binarization and the mask containing the pectoral muscle (white) and the rest of the breast (black) have been produced. The coordinates of the points at the edge of the pectoral muscle have been fitted with a linear function and the values of all the pixels above the edge have been replaced with the mean gray level of the breast. In Figure 2, we reported an example of these operations.



This procedure works for 80% of the images of our dataset. In Figure 3, we reported an example of a mammogram on which the pectoral muscle segmentation did not achieve a good result. On problematic images, segmentations have been manually fixed, being the robustness of the pectoral muscle segmentation algorithm not one of the main objectives of this work.




2.2.4. Data Augmentation for CNN Training


The last step of the pre-processing of images for the CNN consists of data augmentation [27]. In fact, although our dataset contains about 6600 images, this amount may not be sufficient to avoid overfitting and to achieve, at the same time, good performances in terms of accuracy [28]. We used the Keras built-in class ImageDataGenerator which applies random transformations to the input data at runtime. The transformations we chose are:




	
Random zoom in a range of 0.2;



	
Width shift in a range of 0.2 of the whole input image;



	
Height shift in a range of 0.2 of the whole input image;



	
Random rotations with a range of 10 degrees.









2.2.5. Classifier Training


In order to train, fit and evaluate the CNN, Keras -a Python API- with Tensor-flow in backend [29] has been used. We implemented a model based on a very deep residual convolutional neural network [30]. The architecture of our model [21] is made of 41 convolutional layers, organized in residual blocks, and it has about 2 million learnable parameters. The input block consists of a convolutional layer, a batch normalization layer [31], a leakyReLU as activation function and a 2D-max pooling. The output of this block is fed into a series of four blocks, each made of 3 residual modules. In Figure 4, the architecture of one of the four block is shown.



The input of each of the four blocks is shared by two branches: in the first, it passes through several convolutional, batch normalization, activation and max pooling layers while in the other branch it passes through a convolutional layer and a batch normalization. The outputs of these two branches are then added together to constitute the residual block [30]. The sum goes through a non-linear activation function and the result passes through two identical modules. The architecture of the left branch of these last modules is the same as the first one. In the right branch, instead, no operation is performed. At the exit of the module, the two branches are summed together. At the end of the network, the output of the last block is fed to a global average pooling and to a fully-connected layer with softmax as activation function. We split the data randomly into training set (80%), validation set (10%) and test set (10%). To evaluate the performance, we computed, on the test set, the accuracy, the recall and the precision as figures of merit. They are defined as follows:


  A c c u r a c y =   T P + T N   T P + T N + F P + F N    



(1)






  P r e c i s i o n =   T P   T P + F P    



(2)






  R e c a l l =   T P   T P + F N    



(3)




where   T P   is the number of true-positive,   T N   the number of true-negative,   F P   the number of false-positive and   F N   the number of false-negative detections. The CNN has been trained for 100 epochs and the reported results refer to the epoch with the best validation accuracy. The main hyperparameters are:




	
Forty-one convolutional layers organized in 12 similar blocks;



	
Training performed in batches of four images;



	
Loss function: Categorical Cross-Entropy;



	
Optimizer: Stochastic Gradient Descent (SGD);



	
Regularization: Batch Normalization;



	
Learning rate = 0.1, Decay = 0.1, Patience = 15, Monitor = validation loss.








In order to consider all the four projections related to a subject, four CNNs have been separately trained on each projection, on a K80 Nvidia GPU. Finally, the classification scores (i.e., the CNN output) have been averaged separately for right and left breast and, in case of asymmetry, the higher class has been assigned since breast density is an overall evaluation of the projections and, in clinical practice, the radiologist assigns the higher class to subjects with density asymmetry.




2.2.6. Model Explanation


We aimed to characterize the models in a transparent modality and wanted to create an explanation framework for the outcome of a deep CNN to identify which pixels and salient regions in the image influence the most the final prediction. This was done through off-line visualization techniques, which means analyzing an already trained model without altering its architecture. We used the visualizecam utility function, provided by Keras, to generate a gradient based class activation map that maximizes the outputs of filters within a specified layer and returns an image indicating the regions of the input whose changes would most contribute towards maximizing the output. This function implements a way of visualizing attention over input, which is known as grad-CAM. The basic idea of class activation mapping technique is to identify the importance of image regions by projecting back the weights of the output layer onto the convolutional feature maps. A weighted sum of the feature maps of the last convolutional layer is computed to obtain class activation maps. Grad-CAM uses the gradient information flowing into the last convolutional layer of the CNN to assign importance values to each neuron for a particular decision of interest. In order to obtain the class-discriminative localization map Grad-CAM    L  G r a d − C A M  c  ∈  R  u × v     of width u and height vs. for any class c, we first compute the gradient of the score for class c,   y c   (before the softmax), with respect to feature map activations   A k   of a convolutional layer, i.e.,    ∂  y c    ∂  A k    . These gradients flowing back are global-average-pooled over the width and height dimensions (indexed by i and j, respectively) to obtain the neuron importance weights   α k c  :


   α k c  =  1 Z   ∑ i   ∑ j    ∂  y c    ∂  A  i j  k    .  



(4)




This weight highlights the ‘importance’ of a feature map k for a target class c. Then, a weighted combination of forward activation maps, followed by a ReLU results in:


   L  G r a d − C A M  c  = R e L U  (  ∑ k   α k c   A k  )  .  



(5)




To sum up, knowing where the gradient is large allows us to define regions with a high impact on the final score decision.




2.2.7. Evaluation of the Explanation Framework


There is no standard procedure to quantify the quality of the saliency maps. The grad-CAM algorithm is usually used to visually assess the correctness of the classification. This means that it is used as an observer-dependent measure. Since the breast density classification is an intensity-based classification, it is possible to directly study the correlation between the mammograms and the saliency maps in order to quantify at least whether there is a monotonic dependence between the images and their explanation. For this reason, we computed the Spearman’s rank correlation between the pre-processed images, which actually contain the information strictly related to the breast density provided in input to the CNN, and their relative saliency maps. Since mammograms are gray-scaled we computed the Spearman’s rank correlation between the pixel intensities and the gray-scaled map intensity values to test whether they are in an increasing monotonic relationship, as we would expect. The value for the perfect increasingly monotonic relationship between two variables is 1.






3. Results


3.1. Evaluation of the Effect of Sample Composition on CNN Training


First, we trained the CNN model with different dataset distributions in order to understand whether it is possible to use the maximum available number of images and how much the probability distribution of classes affects the results. Three different distributions have been considered: the native one of the dataset (A: 12%, B: 29%, C: 48%, D: 11%), which is the distribution of the classes in the original dataset as collected from the AOUP; the BIRADS one (A: 10%, B: 40%, C: 40%, D: 10%), the density class distribution provided in the BIRADS Atlas; and a uniform one (A: 25%, B: 25%, C: 25%, D: 25%), i.e., a distribution including the same proportion of the four density classes. The CNN was trained and tested on samples with these three different distributions of class labels. In Table 2, the performance metrics results are shown.



From Table 2, we can observe that the best accuracy, precision and recall in the classification are achieved by training the CNN on the BIRADS distribution of samples (A: 10%, B: 40%, C: 40%, D: 10%) and testing it on the same BIRADS distribution. Moreover, this distribution is the closest to the real data distribution. In fact, it is the one reported in the BIRADS Atlas made on more than 3,800,000 screening examinations and so it is the most representative of what we can observe in clinical practice. Moreover, in our dataset, we have a small number of mammograms of class D. This means that we should have a dataset with a very small total size to have a uniform distribution, and this size is too small to train our deep network. The best performance is achieved when the classifier is trained on a set of images with the BIRADS distributions of classes and tested on a set with the same distribution. Although maintaining the proportion among classes reported in the BIRADS Atlas, representative of the screening practice, forced us to use a reduced dataset size, this did not penalize the results. However, training the network on a dataset with a uniform distribution of the classes, therefore with an even smaller size, gives worse results. We can conclude that the dataset size does affect the obtained results and the probability distribution of classes is an influencing factor as well.




3.2. Implementation and Visual Assessment of the Grad-CAM Technique


Second, the heatmaps obtained through the grad-CAM technique have been used to establish if the classifier effectively makes its predictions based on the presence of dense areas in the mammogram. This fits into the more general purpose of assessing trust in predictions from our algorithm. The heatmap evaluation has been done qualitatively, which means by visually estimating if the highlighted regions in the heatmap correspond to the denser regions in the original image. The analysis consisted in visualizing and comparing the maps generated using the input images of the four classes. The maps have been produced for all the images in the test set and for all the four projections constituting the mammographic exam. In Figure 5, an example of a comparison of the heatmaps of the four density classes obtained from a model trained on right cranio-caudal projections is reported.



The activated regions in the maps match reasonably well with the dense regions in the original mammogram for B, C and D classes. The grad-CAMs prove that the “attention” of the classifier is focused on the dense region as we expected. An important remark resulting from analyzing all the maps is that for class A mammograms the active area is almost always at the edge of the breast. This is reasonable because the A class is the one corresponding to the lowest density and it seems as if the classifier, not recognizing any dense region, focuses its attention on a different feature, such as the edge.




3.3. Evaluation of the Impact of Pectoral Muscle Removal


Third, we trained the CNN model with and without the pectoral muscle. The images with the pectoral muscle removed have been obtained after applying the algorithm described in Methods section. This algorithm was efficient on 80% of the available exams. The 20% of exams on which the segmentation algorithm failed, i.e., the muscle edge was not correctly identified in at least one projection, were manually segmented. By grad-CAM visualization, we noticed that, for some MLO projection images, the related maps activate at the pectoral muscle visible in these projections. We then trained the CNN on MLO projections with the muscle removed, to check if in this case the classifier performance and the heatmaps improve. In terms of performance metrics, training the model with and without the pectoral muscle gave the results reported in Table 3.



Grad-CAM maps have been generated in the two cases and they have been compared. In most cases, muscle removal helps in guiding the network to focus on the right breast area and after segmentation the pixels forming part of the muscle are no longer highlighted and activated (Figure 6). Therefore, segmentation and removal of pectoral muscle in the image pre-processing phase help in the performance improvement.




3.4. Quantitative Evaluation of the Explanation Framework


From a visual inspection of a number of examples, including those shown in Figure 6, it seems that to predict the breast density category the CNN is actually “looking” at the appropriate image information, namely the higher-intensity regions of the mammograms. A possibility could be to quantitatively compare the area of the saliency map over a predefined threshold and a hand-crafted pixel-wise ground truth for dense areas generated by a radiologist. That would be an extremely time-consuming task; thus, we discarded this option and proposed a straightforward method to evaluate whether the maps and the higher-density breast areas are spatially correlated. Moreover, for this classification task it is not fair to use pixel wise ground truth since the class assessment by physicians is made by observing the entire image and not pixel wise. It is apparent from a visual inspection of a number of examples, including those shown in Figure 6, that to predict the breast density category the CNN actually relies on an intelligible and appropriate image information, namely the higher-intensity regions of the mammograms. To quantify the extent of this hypothesized direct relationship, we computed the Spearman’s rank correlation coefficient r between the grey-scale image and the grad-CAM map converted into a grey-scale image. The box plots obtained for the correctly classified mammograms in the test set of the four density categories are shown in Figure 7 separately for the CC and MLO projections.



We performed the Kruskal–Wallis test [32], which is a non-parametric ANOVA test, to measure whether there is a significant difference in the Spearman’s rank correlations among the four classes separately for CC and MLO projections. We obtained a p-value less than 0.05 for both tests and, hence, we can affirm that there is a significant difference among the classes. However, the Kruskal–Wallis test does not state if all the groups are significantly different. For this reason we computed the Dunn test [33] with correction for multiple comparisons, which is the post hoc analysis for Kruskal–Wallis test. The Dunn test showed a significant difference among A, B and C classes, while this is not true for the D class (Table 4).



From the boxplots, it can be noticed that high median values of r are generally obtained on mammograms belonging to higher density classes. For the C class the correlation values show the highest median value and the most compact distribution, thus indicating that the CNN classifier is actually considering the higher density areas as the ones to take into account to assign the mammogram to a breast density category. For mammograms of the D class (i.e., those with higher density) this is not always true. The grad-CAM is not in general activated consistently with the higher-density areas of the breast, as depicted in the mammograms. However, the large spread of the r values for this category hampers drawing generalized conclusions. For mammograms of the B categories a positive median r values still indicates a systematic overlap between the higher-intensity areas of the grad-CAM maps and the mammograms. By contrast, the situation is controversial for the mammograms belonging to the A category. In that case, the median r value for CC projection is positive (about 0.25), thus suggesting a systematic overlap between the higher-intensity areas of maps and mammograms, whereas the median r value for MLO projection is negative (about −0.20), thus indicating an opposite relationship. Namely, as visible in the line corresponding to the A example of Figure 6, the grad-CAM map activates in the breast areas complementary to the high-intensity ones. The hypothesized direct monotonic relationship between the pixel intensity values between the original pre-processed breast mammograms and the saliency maps is thus verified in most cases, namely for the higher-density categories (B, C and D) with median r values above 0.25. For the lower-density A category, the behavior of the CNN seems instead to be different in the interpretation of CC and MLO mammograms, exploiting, in the latter case, the complementary density information.





4. Discussion


As regards the comparison with the previous classifier [21] where no pre-processing was implemented, we obtained better results in terms of the figures of merit and activation maps. In fact, the CNN reaches an accuracy of 82.0%. Moreover, the CNN compares very well with the literature [34] where an accuracy of 77% is obtained with a classifier trained on about 60,000 exams. Compared to [12,13], the CNN based classifier achieves better performances in terms of accuracy (respectively 47% and 71.4%). As regards the study by Oliver et al. [14], our classifier works better also in terms of Cohen (Kappa) coefficient on the four classes problem, since we reach a k equal to 0.76 with respect to 0.67. Other studies [35,36] reach better accuracy on the classification of two classes: dense versus non-dense and BI-RADS 2 versus BI-RADS 3, respectively. It is, hence, not possible to compare our results with theirs. In [37], the accuracy on the 4 BI-RADS classes is equal to 98.75% which is higher than the accuracy reached in this work. However, their method is not explained and not explainable. As a general consideration, the comparison with other different methods is not performed on the same dataset, making it not completely fair. Since our breast density classifier was trained on digital mammograms, the method cannot be applied to MIAS and DDSM which contain analog digitized mammograms. Moreover, analog mammography is not used in hospitals anymore.



We found that pre-processing has a crucial impact not only on the accuracy, but also on the explainability of the classifier. In fact, the grad-CAM activation maps showed a good localization capability once the pectoral muscle has been removed from the image. For this reason, we believe that CNN classifiers should be trained on real medical images paying particular attention not only to the classification performances but also to obtaining reasonable activation maps.



As regards the training on different sample compositions, the discussion on the more appropriate strategy to be used in training ML algorithms in case of unbalanced data set is highly debated [38]. Both the balanced and the natural distribution approach can be actually used [39]. We found out that the CNN performs better on the BI-RADS distribution in terms of accuracy, precision and recall. This distribution is the closest to the natural one reported on the BI-RADS Atlas. This result was not unexpected as the native distribution is strongly unbalanced over the density classes, while the uniform one forces us to use far fewer images than the other two. We then visualized the saliency maps computed on the test set to check whether the classifier is looking at the dense part of the breast to perform the classification. We found out that for the medio-lateral oblique projections the saliency maps highlighted more the regions of the pectoral muscle than the dense parenchyma. For this reason, we segmented the pectoral muscle and retrained the classifier. Then, we compared the saliency maps obtained with and without the muscle and we found out that segmentation helps in identifying the correct dense region as shown in Figure 6. Furthermore, the performance in terms of figures of merit increases for the classifier trained with the segmentation. Finally, we computed the Spearman’s rank correlation to assess whether the pre-processed images and the relative saliency maps are in a direct monotonic relationship. We found out a correlation for the B, C and D classes while we obtained a controversial result for the A class. The visual inspection of saliency maps and Spearman’s rank correlation computed for different classes show a mutual accordance with our hypothesis. We underline that it is important to evaluate both visually and quantitatively the maps to reach an optimal performance.




5. Conclusions


In this study, we presented a detailed study of a CNN trained on mammograms in an explainable way. We trained a CNN classifier on a wide set of clinical mammograms to classify them according to breast density and then we implemented an explanation algorithm to explore the CNN behavior on different input data. We evaluated the CNN performance using different distributions of class labels in the training and test sets, and different pre-processing steps, taking into account the accuracy, precision and recall figures of merit, and the saliency maps obtained with the grad-CAM algorithm. This approach can be extended to other medical images in the attempt to provide clinicians with reliable and explainable AI-based decision support tools.
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The following abbreviations are used in this manuscript:



	FFDM
	Full Field Digital Mammography



	ACR
	American College of Radiology



	BI-RADS
	Breast Imaging Reporting and Data Systems



	SVM
	Support Vector Machine



	CNN
	Convolutional Neural Network



	grad-CAM
	grad Class Activation Map



	RADIOMA
	Ionizing Radiation in MAmmography



	AOUP
	Azienda Ospedaliero Universitaria Pisana



	CC
	Cranio-Caudal (projection)



	MLO
	Medio Lateral-Oblique (projection)



	DICOM
	Digital Imaging and COmmunication in Medicine



	PNG
	Portable Network Graphics
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Figure 1. Left: original image. Center: the blue line shows the contour identified by the marching-square algorithm. Right: cropped image according to the bounding box enclosing the breast view. 
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Figure 2. Main steps describing the pectoral muscle segmentation pipeline. 
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Figure 3. Example of a mammogram on which the pectoral muscle segmentation did not work properly. The algorithm considers the very first points of the muscle and, as a result, the segmentation does not include the muscle below. 






Figure 3. Example of a mammogram on which the pectoral muscle segmentation did not work properly. The algorithm considers the very first points of the muscle and, as a result, the segmentation does not include the muscle below.



[image: Applsci 12 00148 g003]







[image: Applsci 12 00148 g004 550] 





Figure 4. One of the four blocks made of 3 residual modules. 
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Figure 5. Comparison of heatmaps of the four density classes (A–D) with one example per class, obtained from a CNN trained on right CC projections. From left to right, the input image, the grad-CAM, the overlay of the map on the input image, the overlay of edges of red activated areas in the map on the input image. 
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Figure 6. Example of comparison between grad-CAM maps obtained with the original image (on the left) and with the segmented image (on the right) for various density classes. 
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Figure 7. Box plots of the Spearman’s rank correlation coefficients r obtained for the correctly classified mammograms across the four density categories. The correlation values obtained on the cranio-caudal (CC) and medio-lateral-oblique (MLO) projections are separately shown. The box plots are centered on the median and the boxes represent the interquartile range. 
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Table 1. Dataset population and age distribution (described in terms of the mean, standard deviation and median values) of the exams over the four BI-RADS density classes (A, B, C, D).
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	A
	B
	C
	D





	N. of exams
	200
	473
	804
	185



	Average age (years)
	61
	57
	51
	46
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Table 2. Final results of CNN trained on different training set and tested on different test sets.
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AOUP

	
BIRADS

	
Uniform




	

	

	
Test Set

	
Test Set

	
Test Set






	
BIRADS Training set

	
test accuracy (%)

	
79.1

	
83.1

	
73.6




	
recall (%)

	
75.2

	
80.1

	
73.6




	
precision (%)

	
82.6

	
87.9

	
79.0




	
AOUP Training set

	
test accuracy (%)

	
78.5

	
79.7

	
73.6




	
recall (%)

	
74.2

	
77.9

	
73.6




	
precision (%)

	
81.2

	
83.0

	
79.4




	
Uniform Training set

	
test accuracy (%)

	
72.8

	
72.9

	
77.8




	
recall (%)

	
78.9

	
79.9

	
77.8




	
precision (%)

	
69.5

	
68.8

	
78.0
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Table 3. Performances of the CNN trained with images with (with PM) and without the pectoral muscle (without PM).
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	Precision
	Recall
	Accuracy





	with PM
	81.1%
	78.1%
	79.9%



	without PM
	83.3%
	80.3%
	82.0%
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Table 4. Top: results of the Dunn test, corrected for multiple comparison, computed on CC projections. Bottom: results of the Dunn test, corrected for multiple comparison, computed on MLO projections.
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	A
	B
	C
	D





	A
	1
	p = 0.43
	p < 0.05
	p = 0.12



	B
	p = 0.43
	1
	p  < 0.05
	p = 0.16



	C
	p < 0.05
	p < 0.05
	1
	p < 0.05



	D
	p = 0.12
	0.16
	p < 0.05
	1



	
	A
	B
	C
	D



	A
	1
	p < 0.05
	p < 0.05
	p < 0.05



	B
	p < 0.05
	1
	p < 0.05
	p < 0.05



	C
	p < 0.05
	p < 0.05
	1
	p = 0.20



	D
	p < 0.05
	p < 0.05
	p = 0.20
	1
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