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Abstract

:

The precise knowledge of the magnetic field produced by dipole magnets is critical to the operation of a synchrotron. Real-time measurement systems may be required, especially in the case of iron-dominated electromagnets with strong non-linear effects, to acquire the magnetic field and feed it back to various users. This work concerns the design and implementation of a new measurement system of this kind currently being deployed throughout the European Organization for Nuclear Research (CERN) accelerator complex. We first discuss the measurement principle, the general system architecture and the technology employed, focusing in particular on the most critical and specialized components developed, that is, the field marker trigger generator and the magnetic flux integrator. We then present the results of a detailed metrological characterization of the integrator, including the aspects of drift estimation and correction, as well as the absolute gain calibration and frequency response. We finally discuss the latency of the whole acquisition chain and present an outline of future work to improve the capabilities of the system.
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1. Introduction


In synchrotrons, precise knowledge of the average bending field in the dipole magnets is essential for transversal and longitudinal beam control [1]. At CERN, six machines, namely the Low Energy Ion Ring (LEIR), Proton Synchrotron (PS), PS-Booster (PSB), Super Proton Synchrotron (SPS), Antiproton Decelerator (AD) and Extra Low ENergy Antiproton deceleration ring (ELENA), employ a so-called B-train for determining the dipole field. The name derives from the discrete positive and negative pulse trains used to incrementally distribute the measured field in legacy systems, developed as far back as the 1950s [2]. The B-train measures the average field of a reference magnet and distributes the result in real-time to various other synchrotron sub-systems as part of a feedback control loop or for diagnostic purposes. As an example, the ELENA ring and its B-train reference magnet are shown in Figure 1. The typical range of the magnetic field measured goes from about 50  m  T  to 2  T . The need for a real-time measurement system stems from the difficulty to predict an accurate value of the average field, a consequence of non-linear effects such as eddy currents, saturation and hysteresis inherent to iron-dominated magnets, which are dependent upon the magnetic properties of the iron core and the history of the excitation current. The most critical user of the B-train is the Radio Frequency (RF) subsystem, which uses RF cavities to generate the electric field that accelerates or decelerates the beam. The instantaneous magnetic field must be known with high precision to lock the RF frequency to the particle energy, keeping the beam centred in the vacuum chamber. While the pass-band of the bending magnets does not usually exceed a few hundred hertz, the RF system requires a much faster data rate to ensure smooth feedback, e.g., 250  k  Hz  in the PS. The use of B-train systems is not unique to CERN: for instance, similar designs are implemented at ion therapy centres such as the National Centre of Oncological Hadrontherapy (CNAO) [3], MedAustron [4] and the Heidelberg Ion-Beam Therapy Centre (HIT) [5]. For such applications, real-time feedback control of the magnetic field is instrumental, for example, to reduce dead times that would be otherwise spent pre-cycling the magnets to improve their reproducibility. This paper presents a novel B-train system called FIRESTORM (Field In REal-time STreaming from Online Reference Magnets), developed to replace the existing systems in the context of a site-wide, long-term consolidation project. FIRESTORM has been designed to cope with the High-Luminosity Large Hadron Collider upgrade, which will require higher beam intensity and improved beam control throughout the injector chain [6]. After an extensive, successful test phase [7], deployment is currently ongoing across the CERN complex with the new systems expected to be fully operational for the upcoming LHC physics run. In Section 2 and Section 3 of this work, we discuss the broad measurement principle and overall architecture of the system. Section 4 describes the custom electronic components implemented. In Section 5, we present the results of a test campaign focused on the performance of the integrator, with measurements of the overall latency of the system given in Section 6. Finally, in Section 7, we provide our concluding remarks and outline future work.




2. Measurement Goals and Method


The main goal of a B-train system is to measure and distribute the average dipole magnetic field,   B ¯  , that bends the trajectory of the beam in a synchrotron ring. The magnetic field varies cyclically over time, as illustrated in Figure 2, being proportional to the momentum of the beam particles as they are first injected into the ring, then accelerated and finally ejected. Typical requirements include a measurement uncertainty of   100  ppm   relative to the peak field during a cycle, a bandwidth from DC to   100  Hz  , and a maximum latency of   30    μ s   , which is critical especially for the RF subsystem. The measurement is carried out in a suitable reference magnet, which is ideally installed in a dedicated room outside of the synchrotron and is powered in series with the ring magnets. In this case, the absence of a vacuum chamber in the magnet gap leaves the freedom to install sensors along the magnet’s longitudinal axis, where the beam is supposed to circulate. When this is not practical, such as in the LEIR bending dipole, sensors must be installed within the accessible fringe field region. Along with   B ¯  , the system also distributes the rate of change of the magnetic field,    B ¯  ˙  . This is needed by some machines, such as the PS, which implement multiple excitation circuits that act in parallel on the same magnetic core in order to compensate for induced voltages stemming from inductive coupling effects [8].



2.1. Measurement Model


The setup for all B-train systems at CERN consists of the combination of two primary sensors [9,10], as shown schematically in Figure 3: an induction coil to measure the rate of change of the field according to Faraday’s law, and a so-called field marker to provide the necessary integration constant   B m  , according to Equations (1)–(3):


  Φ =     ∫   ∫    A   N T  B  d A =  B ¯   A c  ,  



(1)






   V c  = −   d Φ   d t   ,  



(2)






   B ¯   ( t )  =  B m  + Δ  B ¯   ( t )  =  B m  −  1  A c    ∫  t k *  t   V c   ( τ )   d τ ,  



(3)




where  Φ  is the total magnetic flux linked though the coil,   N T   is the number of coil winding turns,   A c   is the effective coil area, and   V c   is the coil output voltage.



The B-train system must operate uninterrupted over periods that may last for months. The integration process is seamlessly subdivided into a sequence of contiguous integration intervals matching the magnetic cycles    t k *  ≤ t <  t  k + 1  *   , with   k = 1 , 2 , … ,   where each   t k *   corresponds to a field marker trigger generated when the field crosses the given threshold   B m  , practically resetting the process with a new integration constant. By far, the most important error source in Equation (3) is the drift of the integral due to a small, but unavoidable, voltage offset added to the coil output. The problem of voltage offsets in integrators is well-known not only for induction coils but also in different measurement domains, such as inertial sensor [3,11,12]. The offset, which typically ranges in value from a few to a few hundred  μ  V , is generated by a number of different mechanisms such as thermoelectric voltages due to temperature gradients along wires; thermocouple voltages at the connections; rectification by non-linear circuit elements of radiated EM noise; or bias currents due to the imbalance in discrete or IC components. While some degree of mitigation can be afforded by the thermalization of the whole setup and by careful EMI shielding, the offset can never be eliminated completely [11].



Even if, in principle, the integration constant could be set just once at the beginning of the process, the use of repeated resets effectively prevents the build-up of integrator drift; methods to control the drift within each integration interval are discussed in Section 4.3. The value of   B m   is often chosen so that a reset happens just before the injection of particles into the synchrotron, when high measurement accuracy is required to capture the incoming beam and preserve its quality. If a reset does occur when the beam is already circulating,   B m   must not be assigned to    B ¯   (  t k  )    abruptly but rather in a gradual manner over a suitable interval, of the order of 10  m  s , to prevent any discontinuity that may be harmful. During a magnetic cycle, any given field value   B m   will be crossed twice: once on the up-ramp and once on the down-ramp, thus generating two separate field marker triggers. However, in the current implementation of FIRESTORM, the field marker signal is gated by a specific time window to avoid spurious noise-induced triggers, thereby generating only one reset trigger per cycle. It is worth noting that two fully independent markers can be assigned to any integration channel, allowing for the reset timing to be optimised, as dictated by the beam quality requirements. A typical application of this feature consists of adding a second marker at high field, just at the beginning of the beam ejection plateau, as depicted in Figure 2.




2.2. Induction Coil


The induction coil provides the dynamic component of the field with intrinsically high linearity and bandwidth. Induction coils for accelerator magnets typically consist of multiple loops of single- or multi-filament strands wound around a long, rectangular core [10], where the polarity of the coil’s output is chosen in such a way as to be consistent with the sign of the magnetic field, as given by (3). Since the main quantity of interest for beam control is the longitudinal integral of the magnetic field, the length of the coil is ideally that of the iron yoke, plus the whole fringe field region (typically, 3 to 4 times the gap height at each end) [13]. In some of the systems at CERN, where this is not possible due to space constraints, a much shorter coil is used instead; this is the case in the PS and LEIR, where the coils used are, respectively, about   0.3    m  and   0.1    m  long, compared with iron yoke lengths of approximately 5  m . In such a case, the average field is assumed to be proportional to the local field seen by the coil. Methods to assess and reduce the error of this approximation due to non-linear effects, such as saturation, hysteresis and eddy currents, are currently under study [14]. The effective area of the coil can be calibrated within a typical uncertainty of 100 ppm by means of the classical flip-coil method, i.e., by immersing it in a sufficiently uniform magnetic field B perpendicular to its surface, turning it over by   180 ∘   and measuring the flux change   Δ Φ  , corresponding to twice the magnetic flux through the coil   Φ =  A c  B  . Alternatively, the flux measured by pulsing the field when the coil is kept fixed can be compared to another reference method, such as a single stretched wire [10]. It is important to stress that, for synchrotron control applications, the absolute calibration of the measurement is of secondary importance with respect to its reproducibility. In fact, during the accelerator setup phase, the relationship between the bending field and RF frequency is always adjusted to compensate for many sources of systematic errors, including possible errors in the magnetic field measurement itself, provided these remain reasonably small [15]. Once the operational settings have been fixed, however, they are expected not to change over periods of time of the order of one year, which is normally the interval between major maintenance stops.




2.3. Field Marker


The field marker serves two critical roles in the system: providing the integration constant in (3) and periodically resetting the measurement to prevent the accumulation of drift. The marker itself is composed of a magnetic sensor, together with detection electronics (described in Section 4.2). It generates a digital trigger pulse whenever the field crosses a pre-set value   B m  . As such, this device has an inherently dynamic nature; detection can only occur on a field ramp. A variety of different sensors can be used for this purpose. The simplest option is a Hall probe combined with a voltage comparator. Even though this method is used with success at CNAO [16] and HIT [12], the long-term stability of the offset and gain of Hall probes may be problematic and entail frequent interruptions for recalibration, which are not acceptable for the CERN accelerator chain. The old PS B-train worked satisfactorily over as many as five decades with a so-called peaking strip, described in [17]. However, this marker operates at a very low field of   5    m T    and cannot be scaled easily to higher levels. Instead, the FIRESTORM B-train implements magnetic resonance sensors, which have been extensively tested and proven to meet all requirements [18,19,20]. These sensors are based on the precession frequency of the elementary magnetic moments (protons or electrons) in a small sample of suitable material. The sample is immersed in a background field B and irradiated with electromagnetic waves at a frequency f so that at resonance, it absorbs and re-emits at the frequency   f = γ B  , where  γ  is the gyromagnetic ratio. In continuous–wave (CW) mode, the RF excitation frequency is kept fixed, and a sharp peak is produced in the output voltage as the background field sweeps through the resonance. Two different types of CW setups have been developed (see Figure 4):




	
The earliest solution is based on a commercially available instrument: the Nuclear Magnetic Resonance (NMR) teslameter Metrolab PT2025 [17,21,22]. The probe contains a cylindrical sample with a volume of 226  m   m 3   made of a hydrogen-rich substance, water or rubber, where resonance is induced in the hydrogen nuclei based on the gyromagnetic ratio of the proton,   γ p   = 42.57747892(29) MHz/T. This instrument represents a reference standard in magnetometry, as it provides the modulus of the magnetic field with an absolute accuracy of about 5 ppm provided that the field is sufficiently uniform (tolerated relative gradient   ≈ 1 % / m  ) and stable. NMR probes have been used with success as markers in the PSB and SPS systems since the 1980s. In FIRESTORM, a stable excitation frequency is provided by an Aim-TTi Function/Pulse Generator [23], while the teslameter unit demodulates the probe’s RF output to obtain its amplitude envelope. Figure 4 depicts the output waveform from the teslameter, with the resonance point defined as the first negative peak [22]. Typically, the peak-to-peak amplitude of the signal ranges from 50  m  V  up to 1  V , depending on probe type, field uniformity and field ramp rate. The measurement range covers magnetic field levels from 50  m  T  to well above 10  T , with field ramp rates up to   0.1    T / s . The effective reproducibility in operation, as derived from jitter measurements at a given field ramp rate under reproducible cycling conditions, is of the order of 5  μ  T .



	
The most recent design is represented by Ferrimagnetic Resonance (FMR) devices, based on ⌀  0.3    m  m  Yittrium–Iron–Garnet (YIG) ferrite spheres (for a volume of   0.014    m   m 3  ) as the resonating element [20]. FMR is a form of Electron Paramagnetic Resonance, implying that the precession frequency is three orders of magnitude higher than NMR, about 28  G  Hz / T . YIG has a narrow resonance peak even at field ramp-rates as high as 5  T / s , with typical quality factors ranging in the hundreds. Another advantage of FMR lies in the small size of the YIG sphere, which makes the resonator compatible with high-gradient fields such as those found in the PS combined-function magnets, where the poles are shaped to add a quadrupole field component with a relative gradient   | ∇ B / B |   =   4.6    m −1 [24]. A prototype system based on a commercially available RF filter has been installed there since 2012, and a series of tests have shown that the resonance peak remains well defined for absolute gradients up to 12  T / m . On the downside, the anisotropy of conventional mono-crystalline YIG introduces a degree of dependence upon temperature and field direction, with equivalent errors up to 40  μ  T /    ∘  C   and 20  μ  T / m  rad , respectively. These errors can be reduced by careful mechanical alignment of the YIG sphere and by thermalization of the resonator. Further reduction could be achieved using paramagnetic materials [25], which, however, have a lower Signal-to-Noise ratio. For FIRESTORM, lumped-element and waveguide resonators have been developed in-house and are now being implemented. The existing resonators cover a measurement range from 36  m  T  to 110  m  T . Overall, the effective reproducibility of the marked field can be as low as 1  μ  T  under optimal conditions [7]. Prototypes of single-chip integrated microwave oscillators [25] working up to 700  m  T  are currently being tested; such higher field levels, however, correspond to a frequency range about 20  G  Hz , which requires complex electronics for the detection.








Figure 4 depicts the setup of the two field markers, along with their conditioners and typical examples of output signals. The NMR probe output is demodulated in the teslameter unit, whereas the FMR resonance signal is first amplified and then amplitude-demodulated with a Schottky diode.




2.4. Field Marker Calibration


In all types of field markers described above, the sensing element has a very small volume, which represents a problem since the quantity of interest is the average of the field along the whole magnet. As discussed in detail in [14], the ratio of average to local field at the location of the sensor can be considered a constant only within a typical approximation of a few percent due to magnetic hysteresis and eddy current effects. Since explicit modelling of these non-linear effects is very complex, our calibration procedure takes a different approach, by linking   B m   directly to the average magnetic field at the time of triggering. In practice, we dynamically measure the average field    B ¯   ( t )    during any given magnetic cycle waveform, and for a given excitation frequency f of the resonator (i.e., local field value   B = f / γ   ), we directly obtain    B m  =  B ¯   (  t *  )    as the average field upon reception of the marker trigger. The dynamic measurement can be performed with a fixed induction coil, provided the initial value of the field    B ¯   ( 0 )    is known and integrator drift can be corrected sufficiently well. For example, after a degaussing procedure consisting of low-frequency AC excitation with an exponentially decaying amplitude, the remanent field is of the order of a few   μ T  , and one can safely take    B ¯   ( 0 )  = 0   [14].





3. Hardware Architecture of the FIRESTORM System


Figure 5 shows the architectural layout of the new system. Unlike previous ones, which contained a large number of custom components with many slight differences, FIRESTORM adopts a modular architecture based upon common hardware and parametric firmware. This implementation allows for each setup to be adapted efficiently based on the different sensor configurations required by the synchrotrons. The simplest case is the SPS B-train, where a long integral coil with one low-field marker provides input to a single integration channel. The ELENA system has also one integral coil but two field markers, each used on different magnetic cycles: a high-field marker for cycles where antiprotons are decelerated and a low-field marker for special test cycles that accelerate protons and   H −   ions (in both cases, the marker is triggered just before injection). Yet another example is given by the combined-function PS magnets; these consist of two halves: one with a focusing and the other with a defocusing gradient, which must in principle be treated as two independent magnets. As such, each half requires a dedicated coil and integration channel. At present, the configuration has only one low-field marker implemented on each channel. Nevertheless, the system allows for the addition of a second pair of high-field markers, which, in upcoming operating scenarios, will be triggered sequentially on the same magnetic cycle in order to achieve higher accuracy both at beam injection and extraction.



A flexible architecture is therefore necessary to deal with these different requirements effectively, as well as the adaptations and improvements that we anticipate during the 20- to 30-years lifespan of the system. The modular approach taken by the design, together with the remote configurability and diagnostics capabilities made possible by the tight integration of the software within the site-wide accelerator control system, is expected to improve both the maintainability and longevity of the system.



The key functions of the FIRESTORM B-train are implemented by a set of modules based upon off-the-shelf PCIe FPGA carrier cards (Simple PCI Express Carrier, or SPEC) hosted in an industrial Front End Computer (FEC). Each SPEC card hosts a custom-made FPGA Mezzanine Card (FMC) that implements analogue and digital I/O. This architecture allows splitting out the different functions with a fine level of granularity, improving both the flexibility and the maintainability of the final system. All design elements, including PCB layouts and firmware, are released on the Open Hardware Repository (OHWR) [26], a CERN initiative aimed primarily at the High Energy Physics community to stimulate collaboration, as well as the commercialization of the designs by industrial partners. These cards are linked to the magnetic sensors through the B-train crate, acting as a central hub. The final design element is a fibre-optic Ethernet-based network called White Rabbit (WR) [27], which is used to distribute the measured field with high speed and noise immunity [28]. The use of an Ethernet frame allows for the transmission of the measured magnetic field alongside various ancillary signals, metadata and, crucially, three other versions of the field itself. These are: the field measured by the legacy system, where available; a copy of the nominal field obtained from the magnetic cycle database (simulated field, see Section 4.4); and a mathematical model of the field based on the magnet excitation current (predicted field, see Section 4.5. This is currently only at the prototype stage and is not implemented in the deployed systems). Access to these high-resolution, synchronized versions of the magnetic field is expected to greatly facilitate system diagnostics and to enhance operational flexibility in certain situations, e.g., when the measured field is not the most appropriate feedback source for the users (see Section 4.4).



In the following subsections, we describe in detail the design and function of all system elements.



3.1. Front End Computer and Software


The core of the FIRESTORM system is the FEC, shown in Figure 6, an industrial diskless rack-mounted PC hosting the main electronic components [29]. About 2000 FECs are deployed throughout CERN for interfacing with devices that are involved in synchrotron control, such as RF and vacuum control systems, beam diagnostics instrumentation as well as the B-train systems. The current generation of FEC is the Siemens SIMATIC IPC847E with up to 11 free PCIe slots. The operating system is 64-bit CentOS7 Linux [30], and the software is based on a distributed, real-time C++ class framework called Front End Software Architecture (FESA), which is at the heart of accelerator controls at CERN and GSI [31]. FESA abstracts the interface between the high-level accelerator control infrastructure and the local hardware, which is accessed via user-written device drivers. Tools are provided to help with the generation and debugging of C++ code. Automatic mechanisms are provided to store and retrieve class properties representing configuration parameters from a common database, as well as broadcasting measurement and diagnostic data vectors across the complex in quasi-real-time, i.e., with a latency of the order of a full magnetic cycle, which is adequate for many non-critical tasks. All communication happens on the Technical Network, a segregated Ethernet network secured against intrusion that is used to control and monitor all accelerator systems.



FESA is tightly integrated with the hardware timing system, which is used to synchronize the accelerators and their subsystems within a few microseconds [32]. This system consists physically in a network of coaxial cables, independent for each accelerator, distributing several hundreds of trigger pulses that represent timing events relevant for beam or equipment monitoring and control. A separated serial channel for each accelerator (the so-called Machine Telegram) distributes information, including the type of magnetic cycle being run, the destination of the beam and the type of the next synchrotron cycle that will be run. The framework has recently been fully endowed with so-called Pulse-to-Pulse Modulation (PPM) capabilities, which enable or disable specific actions, such as class property setting and broadcasting, according to cycle type. PPM is a novel, crucial functionality that allows for the automatic adaptation of sensor calibration parameters to the magnetic characteristics of the synchrotron cycle; in particular, this applies to the field marker level   B m  , which for the best accuracy should be calibrated independently for each cycle type. Compared to the manual updating carried out in the older B-train systems, this mechanism dramatically improves the flexibility and reliability of the configuration process. At present, the FIRESTORM FESA software comprises four different classes: the B-train class, which interfaces with all sub-systems that produce the measured field   B ¯  ; the FSBT_BTG class, specifically for controlling the simulated field; the CosmosCheckWRS, which monitors the status of the White Rabbit network; and the Comet_EVM for environmental monitoring. Altogether, the FESA framework allows for the adjustment of more than 200 different configuration variables, inherent to the operation of the B-train, as well as access to over a 100 acquisition parameters, including internal registers and measurement values.




3.2. SPEC—Simple PCIe Carriers


The SPEC (see Figure 7) is a general-purpose FMC carrier card with ready-made drivers ("spec-sw" on OHWR) that encapsulate the complexity of the host bus communication protocol, thus greatly simplifying the whole development cycle [33]. Several bus variants are available on the market, including VME, PXIe as well as PCIe interfaces, along with various types of FPGA modules.



The 4-lane PCIe version implemented in the FIRESTORM B-train is based on a 250  M  Hz  Xilinx Spartan-6 LXT FPGA [34], offering 101,261 logic cells and   4 . 824    k  b  memory. Currently, at most, 50% of the gate resources are used up in any module, which leaves considerable room for future improvements. The FPGA implements a finite state machine that defines the logical behaviour of each component and a number of DSP cores that carry out the real-time signal processing tasks in 32-bit fixed-point representation (matching the WR distribution data format). Additional connectivity features include a Small Form-factor Pluggable (SFP) fibre optic port that can be used for WR distribution (see Section 4.6), a low-pin count connector (LPC) as the FMC interface, plus standard SATA, mini-USB and JTAG (for FPGA programming) connectors.



The internal memory structure of the FPGA and its external interface are defined with the help of Wishbone, an open-source core-to-core logic bus [35]. A tool (wbgen2 on OHWR [36]) is available to generate semi-automatically VHDL or Verilog cores that implement registers, memory blocks, FIFOs and interrupts, along with the corresponding C header files. In this way, FESA software components can easily access and manipulate related variables and data structures. In particular, the transfer of large memory blocks representing the waveforms of various acquired or processed data is transferred via DMA through the PCIe bus to be broadcasted across the network. We note that, in the current implementation of the system, only one SPEC card at a time is allowed to have DMA to ensure stability. All the basic functionalities of the SPEC, including configuration, initialization, etc., are managed automatically by the FESA framework.




3.3. FMC—FPGA Mezzanine Cards


The FIRESTORM B-train design includes four different types of FMC conforming to the FPGA Mezzanine Card ANSI/VITA 57 standard [37], which decouples I/O functions from the FPGA and allows simpler, modular designs. Except for the CERN-standard Central Timing Receiver (CTRI) card, which realizes the interface to the timing system, the other three cards were developed for the specific functions of the field marker trigger generator, magnetic flux integrator, White Rabbit I/O, simulated and predicted field features, all described in detail in Section 4. The last three functions require no specialized hardware, so they share the same FMC card design. The FMC designs are based on a small form factor that connects to the FPGA via a 160-pin LPC interface, which allows a theoretical bandwidth up to 40  G / s  with negligible latency and no protocol overhead. The major drawback of this choice is the difficulty of transmitting clock signals from the carrier to the mezzanine, thus preventing true hardware synchronization between the different cards. At present, this does not represent a limitation, as the overall latency meets the requirements (see Section 6.2). Both the integrator and trigger generator FMC cards implement small-footprint, ultra-low phase noise Crystek CCHD-575 oscillators to generate locally a 80  M  Hz  clock with   ± 20   ppm worst-case frequency stability.



Communication between the FMC cards, the B-train crate and the WR transmitter is provided by a daisy chain of standard HDMI cables with 19-pin mini-HDMI connectors, chosen for their small size and robustness. Each HDMI cable carries a 250  M  Hz  Low Voltage Differential Signal (LVDS) link, which allows bi-directional, self-clocked Manchester-encoded serial transmission with a theoretical 250  M  b / s  throughput. Transmission latency is typically less than 1  μ  s , mainly due to the serialization/serialization steps. In parallel, eight conductors are dedicated to differential   2.5    V  logic Digital I/O (DIO) channels, which allow the relaying of various kinds of trigger pulses with no protocol overhead.



An important goal of the LVDS links is to convey the different versions of the magnetic field to the White Rabbit frame assembler (see, Section 4.6), bypassing the PCIe bus with its associated programming complexity and uncontrolled latency. The daisy chain starts with the integrator module (which was the first component to be designed during the development phase), proceeds through the Simulated Field module and terminates at the WR transmitter. As discussed in Section 6.2, this arrangement results in a slight increase in the overall measurement latency while still remaining acceptable. A separate LVDS link allows the direct exchange of data between the integrator and the trigger generator card.




3.4. B-Train Crate


The B-train crate, as shown in Figure 8, is the external interface of the FIRESTORM system, working as a hub for routing internal and external signals. The crate includes analogue and digital interface modules that allow local diagnostic access to all sensor outputs, the field marker triggers as well as the distributed magnetic field. In particular, a module is designed to accept the incremental pulse distribution of the legacy B-trains as input based on two parallel 24 V pulse trains, which represent, respectively,   ± 10    μ  T  field increments, accumulate the field value it and send via LVDS to the Integrator module for inclusion in the output stream.



The analogue outputs are duplicated on the back-plane of the crate in order to feed OASIS, a distributed acquisition system that allows monitoring, with some bandwidth and resolution limitations, all of CERN’s operation-related equipment signals [38]. The front panel hosts a set of HDMI connectors that allow to make the links between the FMC cards or to break them to access individual signals for diagnostics. Finally, a large LCD multi-screen panel is provided to display real-time status information, such as the measured field   B ¯  , sensor calibration parameters and other FPGA registers.





4. Functional SPEC Modules


In this section, we describe in detail the design and functions of the six kinds of SPEC/FMC modules used in the FIRESTORM B-train.



4.1. Central Timing Receiver


The Central Timing Receiver card is a CERN-standard component installed in all FECs, where it receives and decodes General Machine Timing (GMT) events that contain information on the cycle being performed in each accelerator [39]. The FIRESTORM system utilises the CTRI for generating two critical local timing TTL triggers:




	
the “C0” trigger, which signals the start of a new accelerator cycle and is used as an internal reference for various time-related functions, such as the integrator calibration procedures and the field marker gating function described below. Optionally, C0 can be used to enforce a restart of the flux integration process to a given preset value. This is useful, for example, when a field marker malfunction is suspected.



	
the “ZERO” cycle trigger, which signals the start of special cycles where no beam is circulating, and the magnet excitation current is kept at a low (or zero) level. ZERO cycles are run from time to time in some (but not all) of CERN synchrotrons, either as low-power fillers in the machine schedule or to allow capacitive-discharge magnet power supplies time to recharge. Whenever available, ZERO cycles are used for self-calibration of the integrators, as described in Section 4.3.








These triggers are distributed through standard coaxial cables to the B-train crate, where they are first converted to   2.5    V  pulses and then relayed to the integrator and the other FMCs via the HDMI DIO lines.




4.2. Field Marker Trigger Generator Module


The Field Marker Trigger Generator module has the goal of detecting the resonance peak in the output   V m   of an NMR or FMR resonator and to generate a TTL trigger pulse accordingly. The module has a dual-channel design that allows, for example, having a high-field and low-field marker acting at different times on the same integration channel (as in ELENA [7]) or two markers acting in parallel on two separate integration channels (as in the PS). We recall that the B-train crate has a number of connectors sufficient to handle up to four field marker signals, corresponding to up to two SPEC/FMC cards operating in parallel in the same FEC. The field marker output is initially routed through a signal conditioner board in the B-train crate. This removes the DC component, allowing for the subsequent comparison to a known threshold and then optionally amplifies the signal (this is necessary only for the FMR sensor, not the NMR) [20]. In the following, we describe in detail the hardware of the Field Marker FMC and the peak detection algorithm implemented in the FPGA.



4.2.1. Field Marker FMC


The Field Marker FMC (EDA-02514, see Figure 9) includes two fully independent, parallel acquisition channels based on a 16-bit,   10  MSamples / s   AD7626 ADC with a   ± 4    V  differential input range. The analogue input stage includes a low-pass filter that is essential for removing the noise generated by the sensor or picked up along the way, thus avoiding spurious triggers. The cut-off frequency is usually set around 2  k  Hz , which corresponds to a detection delay of the order of 100  μ  s ; being systematic, this has negligible impact on the calibration of   B m  , at least as long as the field ramp rate at the time of triggering is constant [22]. No additional anti-aliasing filter is necessary.



I/O connectors include dual LEMO inputs for analogue field marker signals, a LEMO analogue output for the on-board DAC and two mini-HDMI sockets for the input and output LVDS DIO. The generated 1  m  s  trigger pulse is transmitted on the LVDS output to the Integrator module, from which it is propagated down to the WR module to be written into the distributed WR Ethernet frame (see Section 4.6). In addition, we find four diagnostic status LEDs that signal, on any given machine cycle, the detection of the high- and low-field marker triggers or the lack thereof within the allowed time window.




4.2.2. Peak Detection Algorithm


The resonance peak is defined as the first zero-crossing of the derivative of   V m   and the corresponding time    t *  =  t j    is defined by:


  j = m i n  ( i )  :       t 1  ≤  t i  ≤  t 2         |  V  m , i   |  ≥  V ¯        s i g n  (   V ˙   m , i   )  ≠ s i g n  (   V ˙   m , i − 1   )       ,  



(4)




where i is the running index of the waveform samples;   [  t 1  ,  t 2  ]   is a pre-defined gating window, typically 20  m  s  long, that prevents spurious triggers to happen too far from the expected time during a cycle;    V ˙  m   is the time derivative of the sensor output, calculated with a seven-point finite-difference scheme; and   V ¯   represents a voltage threshold, set independently for each system above the residual noise level after filtering. As the zero-crossing can happen anywhere within the   [  t  i − 1   ,  t i  ]   interval, this simple algorithm has an uncertainty of   ± 50    n  s , which is negligible. We recall that all the algorithm’s parameters are stored in FPGA registers loaded at run time by the FESA software, which can be adapted automatically to the type of cycle being run via the PPM mechanism.





4.3. B-Train Integrator Module


The dual-channel B-train Integrator module has the primary role to determine the value of the average field   B ¯   that is distributed to the B-train users. In addition, it has the capability of accepting the incremental pulse distribution of the legacy B-trains as input based on two parallel 24 V pulse trains that represent, respectively,   ± 10    μ  T  field increments, to accumulate it and to distribute the result alongside the FIRESTORM measurement. The main issue affecting this measurement is the drift caused by a voltage offset   δ V   superposed to the coil output   V c  . We observed that the offset has a spectrum akin to   1  /  f   pink noise, with a slowly drifting, almost systematic component superposed to random fluctuations with periods of the order of a few seconds to a few minutes, comparable with the duration of most accelerator cycles [40]. Such an offset can be mitigated, for example, by choosing high-quality discrete components causing imbalances in the analog input stages, by reducing thermal gradients leading to thermoelectric voltages and, in general, by ensuring long-term thermal stability via adequate ventilation. With respect to other voltage integrators described in the literature [3,12,41], the specificity of our design lies in the method used to estimate it and correct in real-time. For simplicity, we assume that throughout each integration interval (or, equivalently, accelerator cycle),   δ V   is a constant and re-evaluate it periodically. In the following subsections, we discuss in detail the hardware of the mezzanine card, the integration and error correction algorithms.



4.3.1. Integrator FMC


The Integrator FMC (EDA-02512) is shown in Figure 10. The core of each FMC integration channel is a high-linearity 18-bit,   2  MSamples  /s AD7986 SAR ADC with a 0  V – 5  V  differential input range. Each channel includes the following conditioning stages:




	
A three-way selection switch with a 200  μ  s  settling time for the auto-calibrating function, as explained below.



	
An input buffer with a 27  M  Hz  bandwidth and a   R in   =   2  M Ω    impedance. The impedance stems from a compromise between the need to limit signal attenuation for high-resistance input loads and the need to limit the offset voltages arising due to input bias currents. For a typical measurement coil resistance on the order of   R c   =   1  k Ω   , the low-frequency attenuation can be easily calculated from     R c    R c  +  R in     ≈ 500  ppm   and corrected in the post-processing stage. As the specified input signal bandwidth is just 100  Hz , a more rigorous dynamic study of the parasitic capacitive effects was not considered a priority at this stage.



	
A two-stage pre-amplifier that scales the nominal   ± 10    V  induction coil signal to the   ± 5    V  differential input range of the ADC. First, a voltage divider realized with high-precision discrete resistors attenuates the signal by a factor of   5 / 8  ; then, a fully differential funnel amplifier AD8475 with the attenuation factor is   4 / 5   and nominal passband 15  M  Hz  prepares the signal for the ADC while ensuring that the total attenuation factor is   1 / 2  .



	
An AD5291 digital potentiometer providing a programmable voltage source with 1  m  V  range and about 1  μ  V  resolution, injected between the two attenuation stages and used for fine offset compensation.



	
A simple first-order RC anti-aliasing filter with a 1  M  Hz  cutoff frequency, which gives a nominal 100 ppm maximum error at the upper end of the 100  Hz  signal bandwidth.








The board includes also a multi-purpose AD5791 DAC with a ∼ 1  μ  s  settling time, whose output can be applied to the integrator input by switching the input selector to the position 2, as shown in Figure 11. This is used both for the periodic gain self-calibration and to generate various kinds of analogue output signals as may be needed for diagnostics (e.g., an image of the measured field   B ¯   to be visualized on the spot with an oscilloscope) or for special purposes (e.g., an image of the field derivative    B ¯  ˙   that is used to compensate eddy current effects in the PS magnets). Three mechanical potentiometers are also included to adjust manually the offset, positive and negative range of the DAC as needed for gain calibration, as explained below. I/O connectors include, besides the dual ADC input and the DAC output, two TTL/LVDS DIO connectors for the daisy chaining and diagnostics of the card’s output. Finally, four diagnostic status LEDs signal, on any given machine cycle, the reception or lack thereof of a high- or low-field marker trigger.




4.3.2. Integration Algorithm


The integrator implements two identical acquisition and computation chains in parallel, which are combined linearly to provide the final output:


   B ¯  =  k 1    B ¯  1  +  k 2    B ¯  2  .  



(5)







This implementation provides the flexibility to use only one set of sensors or to mix two sets according to the circumstances, as is required, for example, in the PS B-train system. In the following, we describe in detail the operation of a single channel, dropping for simplicity the index from all related variables. The data-flow is represented schematically in Figure 11, where the analogue pre-processing and signal digitization performed by the FMC is on the left, while the numerical processing carried out by the FPGA is on the right.



In our calibration model, we assume that the differential voltage   Δ  V in    at the input of the conditioning stage is the sum of the coil output voltage   V c   and the offset   δ V  :


  Δ  V in  =  V c  + δ V .  



(6)







In other words, we only consider the sources of offset internal to the card (e.g., due to discrete component imbalances) and neglect the external ones, such as thermoelectric gradients on the cabling between the induction coil and the card. This approximation is usually sufficient to obtain good results, as shown in Section 5.3.



The differential voltage   Δ  V in ′    at the input of the ADC can be expressed as:


  Δ  V in ′  = 0.8  0.625 Δ  V in  + Δ  V 2   =  1 2  Δ  V in  +  4 5  Δ  V 2  ,  



(7)




where   Δ  V 2    is the programmable offset added by the digital potentiometer. The sampled voltage is first corrected according to Equation (8):


   V out  =  G cc   V ADC  + Δ  V 1  ,  



(8)




where    G cc  ≈ 1   is the internal gain correction factor, and   Δ  V 1    represents the coarse offset correction. To remain within the FPGA resource limits with a reasonable margin, all variables in Equation (8) are represented in 18-bits, with an effective resolution of   1  LSB ≈ 76  μ V   . The change in magnetic flux   Δ Φ   is integrated according to:


  Δ  Φ i  =  τ s   ∑  j =  i k *   i   V  out , j   ,  



(9)




where j is a running sample index,   i k *   marks the start of the current integration interval upon reception of the k-th field marker trigger, and    τ s   = 500  n s    is the sampling time. The calculations in Equations (8) and (9) are carried out with a 56-bit depth to avoid overflow, and the flux change   Δ  Φ i    is represented with a depth of 32-bits (  1  LSB ≈ 5  n V s   ) to match the format of the final output. Finally, the average magnetic field is computed according to Equation (10):


    B ¯  i  = γ  (  B m  − α   Δ  Φ i    A c   )  ,  



(10)




where the non-dimensional coefficients  γ  and  α  represent correction factors, accounting, respectively, for the difference between the reference magnet and the average of those in the accelerator and any error in the effective area or the position of the coil, as discussed in [14].




4.3.3. Drift Correction


Drift correction relies on the availability of beam-less ZERO cycles during which the integrator input can be safely short-circuited (position 3 of the input switch in Figure 11), and the observed drift can be attributed entirely to the voltage offset  δ V. Since sometimes the accelerators operate with many, closely spaced ZERO cycles, we impose a dead time of 5 minutes between corrections, which, in practice, was found to help us avoid possible instability. During the correction process, the distributed field values will of course be meaningless and must be disregarded by the users; in particular, the power converters feeding PS and PSB magnets must open their control loops to avoid runaway instability.



The estimation and compensation of the voltage offset are carried out in two stages. The first stage is purely numerical and occurs in the FPGA, where the coarse offset correction   Δ  V 1    is derived by averaging the voltage during a portion of a ZERO cycle:


  Δ  V 1  = − δ V = −   Δ  Φ 0     n 0   τ s    = −  1  n 0    ∑  i =  i 0     i 0  +  n 0  − 1    V  out , i   ,  



(11)




where the index   i 0   marks the start of the short-circuit measurement,   n 0   represents its duration in samples, and   Δ  Φ 0    is the measured flux drift. The duration of this measurement should be as long as possible to improve the accuracy of the computed average, which scales as   n 0  − 1  /  2   ; however, it is important to leave some margin at the start of the cycle for the control loop of the power converters to be opened. As an example, in the PS system, we set   i 0   = 400  k  S  or, equivalently, 200  m  s  after C0 and    n 0  =   200  k  S , corresponding to a 100  m  s  duration.



Since the resolution of   Δ  V 1    is limited to 1 LSB = 76  μ  V , we decided to implement an additional correction stage, adding a much finer offset   Δ  V 2    to the signal in the analogue input stage. This offset can be set with a 1  μ  V  resolution over a range of   ± 500    μ  V . Different strategies are currently being evaluated to set an optimal   Δ  V 2   , including differentiation followed by low-pass filtering of the measured flux or an iterative binary search strategy that aims at zeroing the measured drift. As this feature is still at the prototype stage, all the results reported in Section 5.3 have been obtained by setting   Δ  V 2  = 0  .




4.3.4. Gain Correction


The linear gain correction procedure is also performed during a ZERO cycle immediately after the offset calibration described above, except that the input is switched in position 2 of Figure 11. This applies to the input of the acquisition chain and the output of the high-precision DAC, used as a voltage reference in the range between   ±  V ref   , with    V ref  =     8.75    V . In this range, which covers the majority of cases, the DAC shows a very good linearity; moreover,   V ref   has an exact hexadecimal representation in the VHDL code, which improves the accuracy of the gain correction. The DAC itself is calibrated manually at least once, as part of the production tests, with an external Agilent 34401A multimeter [42]. The three mechanical potentiometers installed on the FMC are used, respectively, to remove first any offset at 0  V  and then to adjust the values of   ±  V ref   . This calibration procedure can be repeated during operation if deemed necessary. The gain correction procedure consists of applying to the input first   +  V ref    and then   −  V ref   , over two sequences of   n 1   samples each, during which the FPGA computes the average of the sampled voltage. Taking into account the scaling done by the conditioning module in Equation (7), the gain correction factor is then computed as:


   G cc  =  1 2    V ref    1  n 1    ∑  i =  i 1     i 1  +  n 1  − 1    V i  −  1  n 1    ∑  i =  i 2     i 2  +  n 1  − 1    V i    ≈ 1 ,  



(12)




where    i 1  =  i 0  +  n 0  + Δ n   is the starting sample of the   +  V ref    acquisition,   Δ n   = 1 kS is an interval of   0.5    m  s  introduced to give the input time to stabilize,    n 1  = 300    k S    corresponds to the duration of the acquisition of 150  m  s , and    i 2  =  i 1  +  n 1  + Δ n   is the starting sample of the   −  V ref    acquisition.





4.4. Simulated Field Module


The simulated field module, schematically represented in Figure 12, generates a high-resolution image of the nominal, pre-programmed magnetic cycle in real-time as it is stored on the centralized LHC Software Architecture (LSA) database [43]. The role of this feature is twofold:




	
As a normal part of the accelerator restart sequence, when the accelerating RF cavity control system needs a realistic value of the field to be input via the B-train for its own frequency program, even when no beam is circulating yet and the magnets are not powered.



	
Under certain special circumstances, when the magnetic field measurement feedback is not the best option. For instance, machine operators may want to replace the measured field temporarily with the simulated one as a beam diagnostic tool. As another example, in the case of a power converter trip, the value fed back to the RF cavities must switch automatically from the measured to the simulated field in order to avoid large, potentially harmful discontinuities. Even more crucially, in the specific case of the AD, the simulated field is always preferred because the machine is magnetically very reproducible, and the RF system is adversely affected by the noise inherent in the measured field.








4.4.1. Vector Cycle Representation


The image of each cycle is stored in the LSA as a two-column vector table, where the first column represents time and the second, in general, the magnetic field. One exception to this rule is provided once more by the AD, where the LSA image contains the magnet excitation current waveform, and the B-train software must apply a given analytical relationship to derive the magnetic field. (This involved procedure is not necessarily more precise than a measurement, but the accelerator was finely adjusted accordingly in the 1990s, and today, there is hardly reason to change).



The vector cycle representation is very compact, with most cycles being described accurately by a few dozen to a few hundred vectors. A finer resolution is generally required at high field, where the current-to-field relationship is non-linear due to iron saturation, or to smooth out discontinuities at the junction of current ramps and plateaus. A maximum number of 7025 vectors can be accommodated in the SPEC’s on-board RAM, which is more than enough for any present or anticipated need. A small memory footprint is also critical to pre-fetch the table quickly from LSA for the next cycle while the current cycle is still running. The telegram provides an advance of at least   1.2    s , i.e., one basic accelerator period, which is largely sufficient for the FESA software running on the FEC to interrogate the database, download the data via the Technical Network and transfer it onto the Simulated Field card. (By default, all external data is transferred onto the Integrator module via PCIe DMA, and from there it gets handed to the other modules down the LVDS daisy chain. The only exception to this is the AD system, where there is no Integrator module and DMA is implemented directly in the Simulate Field module FPGA). This new strategy, unlike the legacy B-train systems, which kept in memory the full high-resolution time series corresponding to a few cycle types, is way more efficient and general as it can adapt transparently to any of the thousands of cycles already stored or expected in future.




4.4.2. Magnetic Cycle Interpolation


The table of vectors is interpolated to the desired resolution (by default, 4  μ  s ) in real-time in the FPGA using Bresenham’s line algorithm. Practical details are different, according to the accelerator. Implementation is simpler for the accelerators in the PS complex (LEIR, PSB and PS), where the cycle length can only be one, two or three basic   1.2    s  periods. Conversely, in the antiproton decelerators (AD and ELENA), cycle vectors are not necessarily known a priori but are defined at run time by specific start and stop timing events, triggered manually by operators in the Control Room. This mechanism provides the possibility to prolong a plateau for an arbitrary duration, up to a couple of minutes, as required for beam electron cooling or to accumulate antimatter for various experiments. During these pauses, the interpolation is temporarily stopped and the B-train outputs a constant value. The possibility of pausing a cycle on the flat-top by means of a specific set of timing events is also implemented in the SPS, where it used to adjust beam extraction for ion-beam momentum slip stacking [44].




4.4.3. Simulated/Predicted/WR FMC


The FMC of the Simulated Field module (EDA-03557), which is physically the same for the Predicted Field and WR modules, is shown in Figure 13. On it, we find two input and two output mini-HDMI connectors for LVDS DIO: one SFP optical port for WR and one coaxial output for the on-board AD5791 DAC.





4.5. Predicted Field Module


The Predicted Field module, which at the time of writing is at an early prototype stage, implements a mathematical model to derive the magnetic field in real-time from the excitation current. This can be useful in a variety of scenarios, which overlap with the Simulated Field use-cases. For example, machine operators might want to switch temporarily from the measured to the predicted field as a diagnostic measure, whenever they suspect a sensor malfunction; or, the difference between measurement and expectation can be continuously monitored as a powerful real-time diagnostic tool. In the long-term, if proven to be sufficiently accurate, the prediction might replace the measurement altogether, drastically cutting the cost and complexity of the future B-train system.



Different categories of mathematical models are being considered as candidates for this functionality. At CERN, a semi-empirical analytical model called FIDEL [45] has been used with success since 2007 to derive offline the inverse field-to-current relationship of the superconducting LHC magnets, as needed for open-loop control with 100 ppm accuracy. This is possible thanks to the coil-dominated character of these magnets and to the very high field they reach, well above 8  T , which minimize the impact of non-linear effects, such as iron saturation, hysteresis and eddy or persistent currents. In the iron-dominated magnets below 2  T , such as those found in all other accelerators at CERN, these effects can affect the magnetic field much more severely, which makes the task more challenging.



This is especially true for history-dependent features, such as the remanent field or the response to minor hysteresis loops, as illustrated by the failure of an early linear dynamic model tested in the PSB [46]. Different classes of hysteresis models are discussed widely in the literature, including closed-form or differential analytic expressions, operator-based and neural network formulations, which have had some success, such as those in [47]. At present, these are still being evaluated to identify the most suitable one for real-time FPGA implementation.



FMC


The Predicted Field FMC carries no specialized hardware and is indeed the same as the one for the Simulated Field described above. The FMC can accept as an input the current measured with a high-precision Direct Current to Current Transformer (DCCT) and distributed by the controller of the power converters over a dedicated WR network, using a specific definition of Ethernet frame that also includes the status of the power supply and its output voltage. The frame rate, in this case, is much lower than for the B-train WR, i.e., usually   10  kfps  , which corresponds to the operational frequency of the digital controller of the power converter.





4.6. White Rabbit Module


White Rabbit, adopted as the IEEE 1588-2019 standard, is an Ethernet-based network for real-time, large-scale distributed control systems, featuring deterministic data delivery at gigabit speed with sub-nanosecond synchronization over multiple kilometers of optical fiber [28]. Originally developed at CERN, it is now openly accessible under the GNU general public license in the OHWR and is supported by National Instruments and many other vendors. Given the tight timing constraints and the requirement to distribute the actual value of the magnetic field serially, rather than just the increments as in the old systems, WR was a rather natural choice [48]. The added value of this solution resides in the improved maintainability of the network based on commercially available routers and switches. These components can be remotely configured and upgraded with a full suite of powerful remote debugging and diagnostic facilities that allow for the measurement of the transmission latency, warn of packet loss and more.



The measured, legacy, simulated and predicted fields are distributed through the LVDS daisy chain connections to the WR FMC card, which is physically identical to those of the simulated and predicted modules. The FMC offers physically the possibility of being used either as a receiver or a transmitter, the actual functionality being implemented in the SPEC gateware. In the FIRESTORM B-train, the FPGA handles the task to assemble the data in the so-called WR-Btrain frame, illustrated in Figure 14. The B-train frame is 26 bytes long and includes, in this order:




	
A 16-bit frame control header, consisting of an 8-bit frame type ID and various status and error flag bits, essential for remote diagnostics and calibration. In particular, there is a flag bit that signals if the current cycle is a ZERO cycle; and two additional flag bits, which are set to 1 to indicate the reception, respectively, of the C0 (cycle start) and field marker trigger pulses. Since the pulses have a nominal width of 1  m  s , each one of these two flags will normally be set on 250 consecutive frames.



	
The first part of the payload, comprising two 32-bit slots for the active   B ¯   and    B ¯  ˙   values. The active version of the magnetic field is selected among the four possibilities and is positioned in the first slot to ensure that all users read by default the same value. In signed fixed-point representation, the distributed field has a resolution ( 1 LSB) of 10  n  T  and a range of   ± 20    T , which is more than enough for all foreseeable applications. The second slot contains the numerical time derivative of the first one, with a resolution of 1  μ  T / s  and a range of   ± 2    k  T / s , also exceeding all foreseeable demands.



	
The second part of the payload, which includes four 32-bit slots for the measured, legacy, simulated and predicted field, with the same resolution as the active field slot. Repetition of the active field slot implies a redundancy of 4 bytes in the payload, which has negligible impact; in return, this guarantees that all users and diagnostic tools may conveniently access at any time the four versions of the field, at fixed slots within the frame.








The WR-Btrain frame is distributed as part of the larger streamer frame consisting of a 46-bytes payload, the minimum-length for an Ethernet frame. As padding is implemented to achieve the required payload size, this arrangement leaves five additional 32-bit slots free for future expansion [49]. Based on the frame size, this corresponds to a maximum theoretical rate of   1.4   Mfps over a gigabit optical link. At present, a steady transmission rate of 250 kfps is achieved reliably, while tests are ongoing to establish a practical upper limit.



To conclude, we remark that in the future, the same frame design could easily be adapted to distribute, in real-time, other multipolar field components in the accelerator ring, such as the gradient generated by the focusing and defocusing quadrupole magnets.





5. DC Performance


The accuracy of the integrator acquisition chain under DC input conditions has been evaluated by applying a known reference voltage to   V in   and comparing it to the measurement results. The voltage source used was a Data-Precision-8200 multifunction calibrator, which is characterised by a nominal resolution of 10  μ  V  and an output noise level of about 300  μ  V RMS. A total of 20 values in the range between   ± 8.75    V  were applied sequentially, while at the same time, the DAC output was measured with an Agilent 34401A multimeter [42,50]. In the following, we discuss separately the results concerning voltage, magnetic flux and integrator drift.



5.1. Voltage Measurement


The accuracy of the voltage measurement, including the in-built gain and the coarse offset corrections, has been determined by comparing the known input with the values of   V ADC   and   V out   taken from the internal FPGA registers. During the tests, the fine offset correction   Δ  V 2    has been set to zero, and the results are plotted in Figure 15. The error bars represent the repeatability,    σ V  =   400  μ  V , obtained from the standard deviation over 150 measurements, corresponding to about 5 LSB. For the most part, this scatter is due to the external source, as confirmed by performing the measurements with the input shorted, in which the intrinsic noise of the acquisition chain is about 100  μ  V  slightly more than 1 LSB.



The difference between   V ADC   and   V in   provides an indication of the error introduced by the conditioning and digitisation stages, which from Figure 15, is approximately linear. It can be seen in Table 1 that the slope and offset, as obtained from linear regression, are very close to the parameters determined by the in-built correction algorithms. Since these are more than one order of magnitude above the nominal ratings of the ADC, the error must be ascribed essentially to the analogue conditioning stage. From the difference between   V out   and   V in  , it is possible to determine the residual error following the in-built correction, which is random across the whole input range and has an RMS average of 135  μ  V , i.e., a little less than 2 LSB.




5.2. Flux Measurement


The accuracy of the flux measurement has been determined by integrating a constant input voltage   V in   in the range   ±  V ref    over a precisely set duration of   Δ t = 1 s  , taking a zero integration constant, and comparing the output   Δ Φ  , as read from the FPGA register, to the expected value    V in  Δ t  . The results, expressed in terms of the equivalent voltage difference:


  Δ  V e  = Δ Φ / Δ t  −   V in  ,  



(13)




are plotted in Figure 16. It can be seen that all measurements lie within the expected range of   ±  M  M  1  /  2   LSB from   V out  , with the error bars representing the standard deviation over 1000 consecutive repetitions. On RMS average, the repeatability thus evaluated is about 3  μ  V  or, equivalently,   0.04   LSB. The improvement compared to the voltage noise level can be attributed to the numerical integration suppressing high-frequency noise components. The RMS average of the mean errors across the whole input range is 141  μ  V , corresponding to about 2 LSB. This is consistent with the residual error of   V out   reported in Section 5.1.




5.3. Integrator Drift


The short- and long-term performances of the in-built offset voltage compensation method have been evaluated by first shorting the input, then retrieving the measured flux waveforms over integration periods of duration   Δ t = 1 s   and   Δ t = 120   s   . The shortest duration is representative of the typical cycle lengths in most of CERN accelerators; at the other extreme, two minutes is the longest expected in ELENA antiproton cycles. Measurements were repeated, respectively, 1000 and 8 times, and the results are plotted in Figure 17a,b. The average and standard deviation of the equivalent voltage offset   δ V = Δ Φ / Δ t   are given in Table 2 for each set of measurements. The overall RMS voltage offset after the in-built correction is about 8  μ  V , which under typical operating conditions, i.e., using a coil of area    A c  ≈   1  m , is equivalent to a measured field drift of the order of 8  μ  T / s . Such an error is usually acceptable for the shorter cycles but may not be so for longer ones; to cover for this case, a specific novel correction strategy is currently under development [40]. To conclude, we remark that the curves in Figure 17b illustrate the time evolution of the offset, which is observed to fluctuate with a scatter as large as   ∼ 50 %   of its mean value on a time scale of a few seconds.





6. Dynamic Performance


The amplitude transfer function and the latency of the whole acquisition chain were measured on a the test setup represented schematically in Figure 18, including: a signal generator, a complete FEC with Integrator, Simulated Field and WR output modules, an external WR switch (simulating the distribution network) and a WR receiver (simulating an end user). In the following subsection, the two tests are described in detail.



6.1. AC Amplitude Transfer Function


The gain response was measured as a function of frequency by injecting into the integrator for 1  s  sine waves of varying amplitudes, i.e., 1, 5 and 10  V pp, and then retrieving the   Δ Φ ( t )   waveform from the White Rabbit stream at the receiver’s end. For this test, the receiver used was a diagnostic system called a “WR Sniffer” [51], which is able to continuously stream multiple WR channels to disk at a peak aggregated rate of about 100 kfps. This entails an uncertainty of   ± 10  μ s    on any individual timing measurement, which can, however, be improved by averaging over a sufficiently high number of repetitions. The peak-to-peak amplitude of the response was then derived as the mean difference between successive maxima and minima, thereby cancelling out the effect of integrator drift. The amplitude response ratio is shown in Figure 19a along with the   − 20   dB/decade slope of an ideal integrator, while the difference between the two is magnified in Figure 19b. Below 100  Hz , mean errors are within the target tolerance of 100 ppm; whereas, starting from 1  k  Hz , the effect of the anti-aliasing filters starts to manifest, and the error increases by several hundred ppm. For frequencies below 100  Hz , the scatter of the results, about   200  ppm  , is comparable to the errors measured during the DC tests. At 1  k  Hz , the scatter is about one order of magnitude higher, which could be ascribed to the decreasing number of samples per period.




6.2. Latency Measurements


The latency of the whole measurement chain is of fundamental importance for the qualification of the system as a feedback source for the user control loops and, in particular, for the RF subsystem. We analysed the propagation of a step change in the input along the chain, thus determining the contribution of each processing and transmission stage. The schematic layout of the test setup is shown in Figure 20.



A constant voltage was applied to the integrator input to generate a constant-slope ramp in the measured field . The initial time reference was given by the C0 cycle start trigger provided by a Central Timing Card, via the B-train crate. (All triggers and DIO connections are done via the crate, which does not appear in the layout for the sake of simplicity). The C0 trigger was used in place of a field marker to reset the integration to zero, thus providing an easy-to-identify falling edge propagating through the chain.



At the end of the chain, we set up a WR receiver, which for this test, consisted of an additional SPEC/FMC module, specifically designed for diagnostics. A single WR switch was included to reproduce the configuration common to most deployed systems.



To measure the propagation delay between components, we used two different, complementary methods: (1) the time interval between TTL triggers and/or the diagnostic analogue output of the modules was measured with a NI 6366 USB DAQ, sampling at   10  MSamples  /s; (2) the timing information built in the WR stream was retrieved by means of the standard WR diagnostic facilities.



The tests were done at two different WR frame rates, i.e.,   250  kfps  , which is currently the default, and   100  kfps  , which is under consideration to match the control loop requirements of the RF subsystem in the AD, ELENA, LEIR and PSB accelerators. The output data rate of the integrator remained fixed at   250  kfps   in both cases.



The results obtained are summarized in Figure 20 and listed in detail in Table 3, Table 4 and Table 5, where we report their extrema, mean and standard deviation (jitter) over 10,000 repetitions.



We list below the different quantities that were measured and discuss the details of the procedure:




	
The overall mean propagation delay,   19.5 ± 2.3  μ s   (  2  σ  ) at   250  kfps  , was obtained from the time difference between C0 and a TTL trigger pulse emitted by the WR receiver as soon as it detected the field step change. The full statistics are reported in Table 3. This result is the most important, as it qualifies the whole acquisition chain. The accuracy of a single measurement is dominated by the frame period length in the WR stream, but due to the high number of repetitions, the uncertainty of the mean is as low as   0.02    μ  s .



	
The WR delay from transmitter to receiver was measured as the time difference between C0 and a second TTL trigger pulse emitted by the WR receiver. For this, we injected C0 directly in the WR module via one of the two DIO connections available. There, the WR core set to 1 the start cycle flag in the header of the frames transmitted throughout the duration of the pulse. At the other end, the WR receiver generated a pulse upon arrival of the first active flag. The average delay thus measured is   7.3 ± 1.2  μ s   @   250  kfps   (Table 3). The setup included a total fibre length of about 5  m , which adds a negligible delay, taking into account a typical propagation speed of 5  μ  s / k  m .



	
The WR delay was also cross-checked by subtracting the high-resolution, GPS- synchronized timestamps injected in every frame by the WR transmitter from the timestamp available at the receiver end. Again, the specific frame used was the first one to have its field marker flag set in the Frame Control header, thereby representing the rising edge of the field marker trigger pulse. The result obtained with this method is   3.9 ± 1.2  μ s   @   250  kfps   (Table 4), which is significantly lower than the previous result. This difference can be ascribed to the functional sequence of the operations executed in the modules since timestamping is the last one before transmission and the first one upon reception. The uncertainty of each single timestamp difference is equal to the WR frame period, i.e., 4  μ  s .



	
The delay due to the WR switch alone, i.e.,   2.4 ± 0.1  μ s   @   250  kfps  , was measured by repeating the previous test while bypassing the switch.



	
The details of the propagation through the FEC were measured by a different method based on generating an analog output image of the integrated field via the DAC built in the FMCs of the Integrator, the Simulated Field and the WR modules. (Since the Simulated Field module is by far the least computationally intensive of the three, its latency is very low, and the relative results were unstable, which is the reason why they are not reported here). The mean delays in the Integrator alone and in the whole chain up to the WR module are   4.4   and   10.9  μ s  , respectively, with a single-take uncertainty of 1  μ  s  due to the sampling rate of the DAC.








Discussion


The overall delay is well below the specified tolerance of 30  μ  s , even taking into account the possibility of multiple switches in the WR network, and of physical fibre lengths up to 100  m  as it applies to most installations. (In the SPS, the B-train measurement is transmitted about 3  k  m  away to the beam dump subsystem, where it is used by the safety interlock PLC. As this subsystem has a high tolerance of about 1  m  T , it is unaffected by the additional 15  μ  s  delay, even during fast field ramps).



When decreasing the WR frame rate to   100  kfps  , the overall latency increases by about 3  μ  s , which is half of what could have been expected from the 6  μ  s  frame period increase. However, this is consistent with the frame period itself being only a small component of the delay, which is dominated by the processing taking place in the three FEC modules in series.






7. Summary and Outlook


In this paper, we introduced the concepts behind the new FIRESTORM B-train systems at CERN, beginning with their role in a synchrotron, their method of operation, as well as the different sensors required for their implementation. The design of the systems was discussed, describing in detail the functions linked to magnetic flux integration, self-calibration and distribution over a White Rabbit network. We characterized experimentally the DC response of the system first, showing that after calibration, the voltage acquisition error across the   ± 10 V   input range has an arithmetic and an RMS mean of, respectively, 3 and 135  μ  V  (Section 5.1). We then integrated the same, known constant voltage inputs over one second and evaluated the equivalent voltage offset error, obtaining closely comparable results, thus proving the soundness of the integration stage (Section 5.2). Next, we carried out integration tests with the input shorted for up to 120  s , measuring an RMS average of an equivalent voltage offset of 8  μ  V . Under typical operational conditions, these errors lead to a measurement drift of the order of 8  μ  T  s . Such offset, while remaining high in absolute terms, is much lower than in our legacy systems and is well within the tolerance of all magnetic cycles being run at this time.



We then proceeded to characterize the response of the system to time-changing inputs. First, we evaluated the measurement gain as a function of frequency for sine-wave inputs of varying amplitudes, showing that errors remain below the specified   100  ppm   tolerance up to the required 100 bandwidth. Then, we quantified the contribution of all system components to the measurement latency, finding that overall, it remains always well below the specified 30  μ  s  tolerance. Therefore, we conclude that the new CERN B-train electronic acquisition system meets all its requirements, as it was also independently verified by running an extensive series of operational tests, as reported in detail in [7].



Nevertheless, certain improvements still seem necessary to guarantee compliance with upcoming, more challenging use cases. First of all, we are currently working on the algorithm to set optimally the fine offset correction   Δ  V 2    in (7), including the possibility of increasing the bit depth of the final flux integration stage so as to make the injection of an analogue voltage unnecessary (this would probably require newer, more capable FPGAs). An upgrade to the timing system is being considered to improve the internal LVDS transmission between SPEC modules in the FEC, which is currently a major limitation. For this, we need mechanisms to reduce the clock variation from board to board, either through adjustable oscillators or with the introduction of a master clock to synchronize the timing across all sub-systems. Finally, we look forward to implementing and testing different mathematical models in the prototype Predicted Field module during the upcoming operational run of the CERN complex.
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Figure 1. (a) The ELENA ring B-train reference magnet, equipped with an integral, curved induction coil and an NMR probe placed at the center of the magnet’s gap (shown in the inset). The magnetic field inside the gap is vertical and uniform to a very good approximation. (b) Schematic representation of CERN’s ELENA synchrotron ring. 
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Figure 2. Schematic example of a sequence of magnetic cycles in the Proton Synchrotron. 
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Figure 3. Functional scheme of the field measurement. 
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Figure 4. Field marker block diagram. 
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Figure 5. Block diagram of the main functions composing the FIRESTORM system. 
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Figure 6. The architecture of the FEC, depicting the software hierarchy as well the flow of data through the FEC. 
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Figure 7. SPEC Card with EDA-03557 FMC card installed. 
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Figure 8. The front side of the B-train crate, showing the various 3U Eurocard front panels associated with the FMC modules. 
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Figure 9. Field marker trigger generator FMC. 
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Figure 10. Integrator module FMC. 
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Figure 11. Schematic flowchart of the integrator, including offset and gain correction. The green blocks denote analogue processing steps, while the yellow ones represent processing in the digital domain. 
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Figure 12. Schematic representation of the Simulated Field dataflow. 
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Figure 13. EDA-03557 front view mounted on a SPEC card. 
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Figure 14. A functional diagram of the broadcast White Rabbit Ethernet frame. 
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Figure 15. The difference of FIRESTORM digital voltages with respect to the measured input value. 
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Figure 16. The mean and standard deviation of   Δ  V e    (13) over the full input dynamic range. 






Figure 16. The mean and standard deviation of   Δ  V e    (13) over the full input dynamic range.



[image: Electronics 10 02140 g016]







[image: Electronics 10 02140 g017 550] 





Figure 17. The results of integrator drift tests. 
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Figure 18. Schematic layout of the dynamic performance test setup. 
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Figure 19. AC gain response results. 
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Figure 20. Latency test of the different components of the acquisition and transmission chain @ 250 kfps. In red, TTL trigger pulses associated with the cycle start C0; in green, the analogue outputs of the SPEC modules; and in cyan, quantities derived from the WR frame. The horizontal axis is used to represent time differences (not to scale). 
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Table 1. A comparison between calibration methods.
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	Calibration Method
	   Δ  V 1     (  μ  V)
	    G cc  − 1    (ppm)





	In-built Correction
	381
	221



	Manual Linear Least-Squares Fit
	423
	220
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Table 2. The linearly estimated offset voltage.
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	Integration Period (s)
	Mean (  μ  V)
	  σ   (  μ  V)





	1
	7.7
	3.5



	120
	6.5
	3.6
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Table 3. The overall FIRESTORM latency at different transmission speeds.
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	Input to Output

at 250 kHz (  μ  s)
	Transmission

at 250 kHz (  μ  s)
	Input to Output

at 100 kHz (  μ  s)
	Transmission

at 100 kHz (  μ  s)





	Average
	19.5
	7.3
	22.6
	8.3



	Minimum
	15.6
	4.9
	15.7
	5.0



	Maximum
	23.8
	9.9
	29.7
	11.7



	  σ  
	2.3
	1.2
	3.6
	1.9
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Table 4. Delay across the White Rabbit network @ 250 kfps.
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	Without Switch (  μ  s)
	With Switch (  μ  s)





	Average
	1.53
	3.93



	Minimum
	1.52
	3.86



	Maximum
	4.32
	7.2



	  σ  
	0.13
	0.13
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Table 5. Internal FEC propagation time @ 250 kfps.






Table 5. Internal FEC propagation time @ 250 kfps.










	
	   C 0    to Integrator DAC (  μ  s)
	   C 0    to WR DAC (  μ  s)





	Average
	4.4
	10.9



	Minimum
	1.8
	8.4



	Maximum
	6.8
	13.3



	  σ  
	1.2
	1.7
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