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Abstract

:

A significant number of research papers regarding biosensor-related assays for key food safety pathogens based on the use of mammalian cells has been reported. In this study, the Salmonella typhimurium infection progression was monitored in the human colon cancer cell line Caco-2 and the mucus-secreting HT29-MTX-E12, after treatment with five different bacterial MOI for 30 min by comparing the alterations of frequencies recordings with impedance spectroscopy measurements. For this purpose, bacterial adhesion and invasion assays were initially performed. Then, the data obtained from impedance spectroscopy recordings were compared to cell viability data derived from the MTT uptake cell proliferation assay as well as from live cell analysis assays of mitochondrial membrane potential alterations. From our findings a concentration-dependent increase in bacterial colonies occurring from invaded cells was observed upon a higher multiplicity of infection (MOI) bacterial infection at both cell lines. On the contrary, the bacteria infection did not have any impact on the viability of the cells after 1 h of treatment. Differential results were obtained from the measurement of mitochondrial potential at both cell lines. Finally, the impedance values recorded from the 2D, and 3D cultures were concentration-dependent for both cell lines whereas a characteristic pattern specific to each cell line was revealed. Our results indicate that human cell-based bio-electric assays can be a valuable tool for obtaining a unique fingerprint for each bacterial infection in the near future.
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1. Introduction


During the last fifteen years, the number of reported bioassays and biosensor-related approaches in food safety applications based on the use of mammalian cells has steadily increased [1,2,3,4,5]. In many of the published studies, human intestinal cell lines such as Caco-2 and HT-29, both derived from colon adenocarcinomas, have been used to assess the degree of attachment and invasion of key food pathogens, such as Salmonella sp., Bacillus sp., and Listeria sp. [6,7,8]. Caco-2 cells, in particular, are quite useful for modeling bacteria-intestinal epithelium interactions in vitro, since they differentiate into polarized monolayers with a high resemblance to enterocytes in vivo [8,9,10,11,12,13]. Beyond the standard methods for determining cell viability and apoptosis, indirect adhesion assays [14], gentamicin-protective invasion assays [15], and ELISA-type assays [16], bioelectric approaches are being increasingly employed thanks to their usually non-invasive nature, real-time monitoring capability and lack of requirement for reagents and labels. For example, the measurement of transepithelial electrical resistance/impedance (TER/TEI) [17] has been a favorite tool for measuring the reduction of tight junctions in cultured epithelial cells following CaCo-2 (as well as other cell lines) invasion by Salmonella [6,18,19].



Bioelectric impedance spectroscopy (BIS) can be used as a powerful tool to fingerprint cell-to-compound and cell-to-cell interactions in a non-invasive manner, while scanning responses over a wide range of current frequencies provide unique insight into the nature of said interactions, for example, whether cytotoxic effects occur on the cell membrane or intracellularly. Different current frequencies correspond to different phase shifts, which in turn are dependent on the magnitude of the real (i.e., the energy dissipation of the current) and imaginary (i.e., the dielectric capacitance) components of the impedance of the assayed system. For cell assays, applied frequencies usually range between 10 Hz and 100 kHz [20]. It is conditionally assumed that contrary to the cytoplasm, the cell membrane with its lipid bilayer presents a minimum permeability and conductance. As soon as cells attach to the modified electrode’s surface, proliferation begins, and as a result of limited conductivity at low frequencies, leading to high values of the measured impedance directly proportional to the area of the electrode that is covered with cells. Upon cell apoptotic events, however, increased membrane porosity (due to reduced bilayer integrity and loss of tight junctions) will increase conductivity to cytoplasm levels. This simple principle is the basis upon which bioimpedance toxicity assays are being developed. While the measured impedance at the lower frequency range generally reflects the whole cell resistance to current (where membrane contribution to resistance is dominant), responses recorded at higher frequencies can reveal cell membrane-associated interactions (e.g., receptor binding, cellular adhesion, migration) due to the breakdown of dielectric capacitance [21]. That said, researchers have also reported the use of higher frequencies as an alternative approach for electromagnetic assays, i.e., based on the utilization of the electromagnetic spectrum (e.g., microwave emission) [22,23].



Our research group has previously employed this approach to characterize interactions between breast cancer cells and different chemotherapeutical agents [24,25] as well as neuronal cells and neurotransmitters [26]. In the present study, we compared the Salmonella infection progression in the human colon cancer cell line Caco-2 and the mucus-secreting HT29-MTX-E12, after treatment with a different bacterial multiplicity of infection (MOI) by assessing the alterations of frequencies recordings with impedance spectroscopy measurements. In addition, bacterial adhesion and invasion were also evaluated. Finally, the data obtained from impedance spectroscopy recordings were compared to cell viability data from live cell analysis assays.




2. Materials and Methods


2.1. Growth Conditions of Bacterial Strain and Preparation of MOI


The bacterial strain, Salmonella typhimurium (ATCC 14028) was grown in LB broth in a rotary shaker at 37 °C. An overnight culture of bacteria used for cell infection was centrifuged at 3600 g for 10 min at 4 °C, washed twice with phosphate buffer saline (PBS), and grown at 37 °C to reach a bacterial cell density of 108 colony-forming units (cfu) per mL. Then, bacterial cells were diluted in DMEM to yield MOI (multiplicity of infection) ranging from 0.1 to 10.




2.2. Intestinal Human Cell Culture


HT29-MTX-E12 cells (ECACC) were purchased at Sigma-Aldrich (Darmstadt, Germany) and Caco-2 (ATCC HTB-37) were obtained from LGC Standards (Wesel, Germany). Both cell lines were cultured in Dulbecco’s Modified Eagle Medium high glucose (L0103), supplemented with 10% fetal bovine serum and 1% penicillin/streptomycin. When cells reached 80–90% confluency, were subcultured by incubating with 0.25% trypsin and 0.2% EDTA in Ca2+- and Mg2+-free phosphate buffered saline (PBS, Sigma-Aldrich). Cultures were incubated at 37 °C in a humidified atmosphere of 95% air and 5% CO2.




2.3. Adhesion and Invasion Assay


Invasive and attachment capabilities of S. typhimurium were tested in Caco-2 and HT29-MTX-E12 cell lines. Cells were seeded in 96-plate (25,000 cells/well) to reach a monolayer and incubated with 50 μL S. typhimurium different MOI for 1 h at 37 °C. For adhesion assay, cells were washed trice with PBS and detached with trypsin. Adherent bacteria were seeded in LB agar plates and incubated for 24 h at 37 °C and colony-forming units were counted. For invasion assay, the same protocol was followed for cell infection and then cells were incubated with gentamycin 100 μg/mL for 1 h at 37 °C to kill extracellular bacteria. Intestinal cells were washed trice and then disrupted with 0.1% Triton X-100. Cell suspension was plated in LB agar plates and incubated for 24 h at 37 °C for colony-forming enumeration.




2.4. Cell Viability Assessment


Caco-2 and HT29-MTX-E12 cell viability was evaluated using 3-(4,5-dimethylthiazol-2-yl)-2,5-diphenyltetrazolium bromide (MTT) uptake, a marker for cell viability. In brief, Caco-2 cells were incubated with the tested MOI of S. typhimurium for 1 h at 37 °C in DMEM. After washing the cells with PBS, DMEM containing gentamicin at 100 μg/mL was added to kill the adherent bacteria. After 1 h of incubation, cells were washed with PBS, and MTT at 5 mg/mL was added for 1 h at 37 °C. Supernatants were then removed and DMSO was added to dissolve the formazan crystals. The absorbance of the reaction solution was measured at 570 nm using microplate reader (infinite 200M Pro, Tecan, Männedorf, Switzerland). Measurements were performed and % cell viability was determined as follows:


Cell viability (%) = Mean OD/Control OD × 100%.












2.5. Monitoring Mitochondrial Membrane Potential (ΔΨm) in Live Cells


Caco-2 and HT29-MTX-E12 cells were seeded at a density of 25,000 cells in 96-well plates containing complete DMEM medium without antibiotics and incubated at 37 °C in 5% CO2 for 24 h. After the removal of the medium, the cells were infected with the S. typhimurium at the tested MOI (0.1–10) suspended in complete DMEM without antibiotics for 1 h at 37 °C. After incubation, DMEM containing gentamycin at 200 μg/mL was added to each well, and cells were further incubated for 30 min. Cells were then washed twice with PBS and stained with 10 μΜ MitoTracker™ Red (Thermo Fisher Scientific, Waltham, MA, USA) and 10μΜ MitoTracker™ Green (Thermo Fisher Scientific, USA) for 30 min at 37 °C, following PBS washing and then imaged utilizing IncuCyte Live-Cell Imaging System (Sartorius, Göttingen, Germany). For the evaluation of intensity of fluorescence of MitoTracker™ Red/MitoTracker™ Green, four images were taken per well at phase contrast, Red and Green filters, and were analyzed with the IncuCyte ZOOM software (v2019B).




2.6. Electrode Preparation


In this study, in order to investigate the best cell adhesion option, cells were cultured on poly-L-lysine (PLL) pre-coated electrodes (220AT, Metrohm DropSens, Asturias, Spain), as well as in a collagen-based 3D culture biomatrix.



In order to achieve cell adherence on the electrode surface, the gold screen-printed electrodes were initially cleaned with distilled water that was evaporated with nitrogen gas flow. Then, the electrodes were incubated under UV light for 20 min in a laminar flow bench. Subsequently, 10 μL of 50 μg/mL PLL solution was added onto the working electrode surface and left on the laminar flow bench for 30 min. The electrodes were rinsed with sterilized distilled water and were allowed to dry for 1 h into the laminar flow bench.



(A) After this step, a drop of 25,000 cell suspension was added onto the gold working electrode’s surface to form cell monolayer and was incubated for 2 h in the cell culture chamber to obtain cell attachment on the PLL surface. Additional cell culture medium was supplemented, and the electrodes were left in the incubator until measurement (Figure 1A).



(B) For the preparation of the electrodes bearing 3D cell cultures, a stock solution containing 12.5% PBS, 1.25% NaOH 1M, 75% cell suspension in DMEM, and 50% of a collagen-based biomatrix in acetic acid, was used (collagen matrix formulation is subjected to patent submission). Onto each working electrode, 100 μL of the collagen formula was added containing (220AT, Metrohm DropSens, Asturias, Spain) 25,000 cells. The electrodes with the 3D cell cultures were incubated overnight at 37 °C and 5% CO2 (Figure 1B).




2.7. Impedance Measurements


For the measurements’ recordings, the PalmSens 4 potentiostat with the MUX8-R2 extension that allows the use of 8 different electrodes simultaneously was utilized. Five different bacterial MOI (0.1, 0.5, 1, 5, 10) were subjected to frequency scanning with impedance spectroscopy at 3 time intervals (0, 30, and 60 min) for the evaluation of the differential effects during the advancement of infection. The parameters that were used for each measurement are the following: t equilibration 4 s, E dc 0.5 V, t run 1.0 s, t interval 0.01 s, E ac 0.01 V, frequency type scan, number of frequencies 31 = 10/Dec, max–min frequency 10,000–10 Hz.



To test the response of the sensor, plain electrodes were measured. In addition, electrodes with only the different bacterial MOI concentrations, as well as electrodes bearing only cells in 2D and 3D formations served as control. All measurements were conducted with three biological replicates.



All graphic presentations were designed by SigmaPlot 12.0 software (Systat Software). The statistical analysis was conducted using the STATISTICA 12.0 software package (StatSoft Inc., Tulsa, OK, USA). Statistical significance was evaluated by one-way ANOVA at a 95% level of significance (p < 0.05).





3. Results


3.1. S. typhimurium Attachment and Invasion Effect on Caco-2 and HT29-MTX-E12 Cells


S. typhimurium attachment and invasion capacity were tested against Caco-2 and HT29-MTX-E12 cells after 1 h incubation with different MOI. MOI 10 showed a higher ability to adhere and invade both Caco-2 and HT29-MTX-E12 cells. Bacterial attached cell colonies were similar 1 h after cell infection for both colon cell lines following a linear increase according to different MOI (Figure 2A). Bacterial colonies occurring from invaded cells were highly increased upon higher MOI bacterial infection revealing statistically significantly greater invasion capacity against Caco-2 cells (Figure 2B).




3.2. Non-Cytotoxic Effect of S. typhimurium Infection on Caco-2 and HT29-MTX Cells


Caco-2 and HT29-MTX-E12 cell viability studies were performed to assess the potential cytotoxic effect of S. typhimurium infection with a range of different MOIs. None of the tested MOIs had any impact on the viability of Caco-2 and HT29-MTX-E12 cells after 1 h of the bacterial infection (Figure 3).




3.3. Effect of S. typhimurium on Mitochondrial Potential on Caco-2 and HT29-MTX Cells


To further determine the functional mitochondria of Caco-2 and HT29-MTX cells pre-treated with a range of MOIs of S. typhimurium, the ratio of the MitoTracker Red to MitoTracker Green fluorescence intensity was used (Figure 4). In comparison with the control Caco-2 cells, MOI of 0.1 and 0.5 of S. typhimurium exhibited notably decreased mitochondrial membrane potential (ΔΨm), whereas MOI of 1, 5, and 10 presented no statistical differences. Regarding HT29-MTX-E12 cells, none of the tested MOIs of the bacterial strain revealed statistically significant differences compared to the control cells.




3.4. Impedance Comparative Studies on the Effects of S. typhimurium on 2D and 3D Cell Cultures


During this evaluation stage, two experimental procedures have been followed. At the first experimental approach, the impedance analysis was recorded from cells that have been cultured onto the gold screen printed electrodes’ surfaces with PLL for enhancing cell attachment (2D cultures). In the second experimental approach, the cells were immobilized in a collagen-based gel matrix (3D cultures). Figure 5 depicts the mean impedance (n = 3) of the immobilized cells treated with five bacterial MOI (0.1, 0.5, 1, 5, and 10) for each frequency provided by the device. In all measurements, the notation (control) in the graphs indicates the nutrient medium. In the case of Caco-2 2D cultures (Figure 5A,B), a better resolution was obtained at the impedance values after the application of the frequency scan 30 min after treatment with the bacterial MOI. In the case of the 3D cultures (Figure 5C,D), a different pattern at the impedance values was obtained but the differential response was clearer 30 min post-treatment.



On the other hand, the 2D cultures of the HT29-MTX-E12 cells (Figure 6A,B) presented significantly higher impedance values in comparison with the control at both time intervals. At the 30 min treatment, a differential response was observed. The same pattern was observed with the 3D cultures (Figure 6C,D) but the differentiation between different concentrations was not very successful.





4. Discussion


Salmonella typhimurium infects both humans and animals by binding to host cells. In this detailed study, we tried to characterize S. typhimurium interactions with both the Caco-2 epithelial and the mucus-secreting HT29-MTX-E12 2D and 3D cell cultures through impedance recordings. The first cell line derives from human colon adenocarcinoma tissue and closely mimics the structural and functional characteristics of mature enterocytes in vitro [27]. The HT29-MTX-E12 model, also derived from a human colon adenocarcinoma, exhibits structural and functional similarities to mature human enterocytes. However, when cultured in the presence of glucose, it maintains a constant proliferation rate with practically no further differentiation [28]. Initially, no cytotoxicity of S. typhimurium was observed after 1 h treatment with five MOIs, showing that this concentration had no effect on mammalian cells. Thus, we proceeded to investigate bacterial adhesion and invasion.



The adhesion of pathogenic bacteria to the surfaces of host cells plays a crucial role in their survival and replication. This step is pivotal in pathogenesis, as it determines tissue tropism by binding to specific surface receptors and enhances resistance to physical removal from extracellular fluids at mucosal sites [29]. In this study, we observed that S. typhimurium adhered to both host cell surfaces, in a dose MOI concentration-dependent manner. Once attached to the host cell surface, bacteria can enter the cells either by binding to surface receptors or by directly transporting bacterial proteins into the host cell. The invasion of S. typhimurium into host cells is critical for its survival and establishment of infection in the host. Our findings indicate that the invasion efficiency of Salmonella both in Caco-2 and HT29 cells is related to the MOI concentration utilized.



Modern biosensor technologies offer a rapid means of detecting bacteria adhesion, biofilm formation, as well as the effects of antibiotics. Furthermore, these sensor technologies have wide detection limits, making them suitable for studying biological processes at the molecular scale. Usually, these measurements can be performed in real time without labeling. The development of novel sensors provides the potential to alter dramatically fundamental and applied research in biological sciences. Mechanical, optical, and electrical sensing technologies with specific capabilities can be utilized in bacteria monitoring. Electrochemical biosensors, and especially impedimetric sensors, have the potential to lead in the field of biomedical research and monitoring, but there are several important steps, including optimization, miniaturization, and clinical trials, that must be undertaken to ensure their readiness for market deployment and practical use in healthcare and research settings [30].



Impedance-based techniques are considered some of the most trustworthy and reproducible techniques for characterizing electrochemical systems and providing information about diffusive impedance, double-layer capacitance, etc. [31]. Impedance is convenient for system characterization such as fuel cells, semiconductors, batteries, and biosensors. Impedance (Z) measurements are recorded basically by the application of small voltage perturbations to a system and monitoring the respective current response. Hence, impedance is the simple expression of the quotient of the voltage–time function and the current–time function. Furthermore, the measurement of the current–voltage ratio can be easily performed by the electrochemical impedance spectroscopy (EIS) technique, in which the frequency of the applied sinusoidal voltage varies. In addition, electrochemical impedance spectroscopy (EIS), stands for the recording of the current as a function of an applied sinusoidal voltage of a given frequency. It is used very frequently for impedimetric analysis in biosensors because vast amounts of information can be acquired. An additional advantage of this technique is that it offers the ability to repeat a specific measurement over a variety of frequencies, indicating that the resulting data can be utilized for the investigation of several electrochemical phenomena [32]. The resulting data from EIS recordings can be plotted in several manners to extrapolate many parameters relevant to the system.



So far, in studies involving infections with S. typhimurium and similar enteric pathogens, there has been a historical focus on TEER measurements at later time points, possibly due to technological limitations that hindered the measurement of TEER changes during the initial stages of infection. This implies the need for advancements in technology or methods to better understand the early events in these infections and their impact on epithelial barrier function [33]. One exception is a study where MDCK I cells were infected with S. typhimurium and conductance was recorded in an Ussing chamber-type apparatus, [33]. Measurements of transepithelial electrical resistance (TEER) are a standard technical approach to assessing barrier properties and dynamics of various in vitro cell culture models. The existing systems for monitoring the barrier function present the disadvantage of low throughput. In addition, these systems are fabricated to utilize up to 24 membrane inserts which is definitely not enough for high-throughput screenings. Given that the impedance of a system depends on the applied frequency, generally a range of frequencies are scanned by the use of EIS.



We present the first example of an impedance study on the effect of S. typhimurium infection on human intestinal cells. Live-cell-based techniques provide more specific and accurate results, particularly in differentiating live pathogens from dead bacteria or background flora, which can be challenging with other diagnostic methods [34]. The infection of S. typhimurium in Caco-2 2D cultures gave a clearer differential response of the impedance values 30 min post-treatment in comparison with the 3D cultures. The behavior of the HT29-MTX-E12 in 2D cultures was different from Caco-2 cells with higher impedance values in comparison with the control at both time intervals with differential response observed at 30 min. The 3D cultures presented a similar pattern. Bacterial adhesion is considered an initial step in the infection process and suggests that this adhesion process has a significant impact on the rate at which bacteria induce changes in the surface properties of host cells. The data from the study apparently supports this hypothesis.



Originally, impedance spectroscopic methods were used for the investigation of biological phenomena of cell cultures either in suspensions or in conventional 2D cultures. Three-dimensional cultures provide a physiologically relevant microenvironment to the cell [35], leading researchers to numerous attempts to adapt IS to three-dimensional cultures. The conduction of typical in vitro tests in 3D cell models is more difficult and time-consuming than in 2D. More specifically, 3D cultures lead to scattering effects that limit the use of conventional optical techniques. On the contrary, impedance spectroscopy allows relatively non-invasive, real-time data into 3D cell cultures. Thus, a 3D cell morphology could partially explain the differential responses in the impedance values that we observed between 2D and 3D cultures.




5. Conclusions


In this work, human colon cancer cell cultures (2D and 3D) were applied onto gold screen-printed electrodes for impedance analysis. It must be emphasized that our study represents just the first step towards implementing impedance spectroscopy as a reliable way to study bacteria x intestinal cell interactions. Further research should focus on expanding the scope of cell types and bacteria species (possibly including members of the host microbiome) as well as establishing a set-up for long-term study of bacterial infection with the aid of bespoke microfluidics and additional measurement of infection-associated biomarkers. The final goal is the creation of a gut-like organ-on-chip system coupled with the dynamic capabilities of impedance spectroscopy as shown in the present study.
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Figure 1. Graphical representation of (A) 2D and (B) 3D cell culture onto the screen-printed electrode surface. 
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Figure 2. Adhesion (A) and invasion (B) of different MOI (0.1–10) of Salmonella typhimurium to Caco-2 and HT29-MTX-E12 cells. For adhesion assay (A) cells were detached after 1 h infection and the cell suspension was added. For the invasion assay (B), at 1 h post-infection, cells were incubated for further 1 h with 100 μg/mL gentamycin, washed thrice, and then disrupted with 0.1% Triton X-100 prior to plating of cell suspension. Results are shown as the mean ± SD; n = 4. Significant differences among treatments are indicated by different letters according to Duncan’s range test (p < 0.05). 






Figure 2. Adhesion (A) and invasion (B) of different MOI (0.1–10) of Salmonella typhimurium to Caco-2 and HT29-MTX-E12 cells. For adhesion assay (A) cells were detached after 1 h infection and the cell suspension was added. For the invasion assay (B), at 1 h post-infection, cells were incubated for further 1 h with 100 μg/mL gentamycin, washed thrice, and then disrupted with 0.1% Triton X-100 prior to plating of cell suspension. Results are shown as the mean ± SD; n = 4. Significant differences among treatments are indicated by different letters according to Duncan’s range test (p < 0.05).



[image: Chemosensors 11 00534 g002]







[image: Chemosensors 11 00534 g003] 





Figure 3. Relative viability of Caco-2 and HT29-MTX-E12 cells after 1 h treatment with different MOIs (0.1–10) of S. typhimurium by the MTT Assay. All values represent the mean ± SD; n = 5. No significant differences were observed among treatments according to Duncan’s range test (p < 0.05). 
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Figure 4. Evaluation of mitochondrial membrane potential of Caco-2 and HT29-MTX-E12 cells after 1 h incubation with MOI (0.1–10) of S. typhimurium. Cells were stained with MitoTracker Red and Green fluorescent dyes. Control cell monolayers received no treatment (control). Values are mean ± SEM (n = 4). Values followed by the same letter (a, b, c,) are not significantly different (p < 0.05) by Duncan’s multiple range test. 
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Figure 5. Bode diagram of the Caco-2 cells impedance responses (A) 2D cultures 30 min after bacteria application, (B) 2D cultures 60 min after bacteria application, (C) 3D cultures 30 min after bacteria application, (D) 3D cultures 60 min after bacteria application. Values are mean of three biological replicates (n = 3). 
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Figure 6. Bode diagram of the HT29-MTX-E12 cells impedance responses (A) 2D cultures 30 min after bacteria application, (B) 2D cultures 60 min after bacteria application, (C) 3D cultures 30 min after bacteria application, (D) 3D cultures 60 min after bacteria application. Values are mean of three biological replicates (n = 3). 
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