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Abstract

:

In the present study we report the development of an advantageous optical sensor for the speciation of Fe(III)/Fe(II). The sensor is based on the selective reaction of Fe(III) with a Desferal (Deferoxamine) reagent at pH = 2, while both Fe(III) and Fe(II) react with the reagent at pH = 5 using an acetate/glycine buffer. In this way, frequently used extra oxidation (H2O2) or reduction (ascorbic acid or hydroxylamine) steps are avoided. Both species can be determined in the range of 25 to 150 μM using a 96-well plate platform and the instrument-free detection of the colored complex with an overhead book scanner. The LOD is 4 μM, and an additional advantage is that a single calibration curve can be utilized for quantitation. The applicability of the sensor was demonstrated by analyzing commercially available pharmaceutical formulations for quality control purposes.
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1. Introduction


Desferal (Deferoxamine) is an iron-binding agent belonging to a wider class of pharmaceuticals that are known as heavy metal antagonists [1]. It is produced by the fermentation of Streptomyces pilosus and is used in the therapy of individuals with acute iron intoxication and to treat transfusional iron overload in patients with chronic anemia [2]. The human body does not have a mechanism for eliminating excess iron, and the metal accumulates in organs such as the heart and liver, with highly toxic effects [3]. Through a simple mechanism of action, Desferal chelates iron by forming a stable complex that is readily soluble and excreted through the renal system. It is administrated intramuscularly –typically as a single dose–and should be avoided in patients with renal disorders.



Although the chemistry of the formation of a colored complex by Desferal and Fe(II)/Fe(III) was investigated by Goodwin and Whitten quite a few years ago [4], non-medical applications and studies are rather limited in the international literature. For example, Illmer reported that Desferal could increase the mobility of iron in soils [2]. Alberti et al. studied the chemical functionalization of filter papers with Desferal as the basis of the formation of a sensing device for Fe(III) and V(V) [5], while Takagai et al. described the modification of an acrylic micro-polymer resin with Desferal and evaluated its adsorption property for the recovery of uranium(VI) [6]. From an analytical chemistry point of view, in a 2022 review article Alberti et al. discussed Desferal-based applications for the chelation and recognition of Fe(III) specifically [7], while Sanna et al. quite recently re-evaluated the potential of Desferal as a useful spectrophotometric reagent for the determination of iron, emphasizing its ability to quantify total iron at elevated pH values [8].



The speciation of iron (Fe(II)/Fe(III)) is quite important in numerous fields such as plant science, the environment, pharmaceutics, and biology, and an interested reader can find several applications in the international literature [9,10,11,12,13,14,15,16,17,18,19,20,21,22,23,24,25]. A screening of the recently published methods (2016 to date) revealed that the speciation of iron (and/or the determination of total iron) is based on more or less known red/ox pretreatment steps, followed by state-specific color-forming or fluorescent reactions. In brief, either Fe(II) or Fe(III) is determined in a first run, total iron is determined in a second run, and speciation is achieved by subtraction. An overview of the principles of such procedures can be found in Table 1. As can be seen from the methods included in Table 1, they can be categorized into three main groups: (i) methods that are based on the reduction of Fe(III), typically by ascorbic acid or hydroxylamine [9,10,12,13,14,15,17,19,20,24]; (ii) methods that are based on the oxidation of Fe(II) by H2O2 [11,16,18]; and (iii) methods where both Fe(II) and Fe(III) interact with the selected probe, offering the possibility to perform total iron quantification in a single run (no speciation is reported though) [21,22,23]. Alternatively, a less-applied recent procedure is the column-based separation of Fe(II)/Fe(III) using cation exchange chromatography followed by compatible ICP detection [25].



In the present work, we propose an interesting alternative for the instrument-free, high-throughput speciation of Fe(II)/Fe(III). Desferal reacts selectively with Fe(III) (in the presence of Fe(II) at pH = 2) to form a colored complex [4]. At a pH value of 5 in acetate/glycine buffer, we proved that Desferal reacts with both Fe(III) and Fe(II) forming complexes with identical spectra and intensities. From a mechanistic point of view, it has been suggested that at this pH value, Desferal oxidizes Fe(II) quantitatively in the presence of dissolved oxygen followed by the color-forming complexation. All reactions and procedures were rapid and were developed using a high-throughput 96-well plate format, combined with instrument-free detection using an overhead book scanner. A single calibration curve can be employed for quantitative measurements reducing the number of analytical steps required [26]. The developed sensor was validated and applied to the determination of iron in commercially available pharmaceuticals.




2. Materials and Methods


2.1. Reagents and Solutions


All experiments involved analytical-grade reagents that were supplied by either Sigma (Athens, Greece) or Fluka (Thessaloniki, Greece). Doubly de-ionized water was prepared using a Milli-Q system. Fe(II) (Iron(II) sulfate heptahydrate, 10 mM) and Fe(III) (Iron(III) nitrate nonahydrate, 10 mM) stock solutions were prepared daily in 5 mM HCl to avoid hydrolysis. The Desferal reagent was obtained from its commercially available pharmaceutical formulation, which is free excipients (Novartis, Athens, Greece) and its working solutions were prepared daily in water at the desired concentration levels. Working buffers were prepared using mixtures of glycine and ammonium acetate (50 mM each, pH = 2–5) and were standardized with HCl ([HCl] = 1 mol L−1).



Selectivity studies aiming at the pharmaceutical application of the method were based on the preparation of a placebo mixture containing pharmaceutical-grade excipients (lactose monohydrate, sodium docusate, maize starch, polyvidone, talc, microcrystalline cellulose, sodium lauryl sulfate, silica colloidal anhydrous and magnesium stearate). All excipients were kindly donated by Cosmopharm Ltd. (Corinth, Greece). Equal amounts of each excipient were mixed and homogenized to form a fine powder. An accurately weighed amount of the resulting placebo was dispersed in water, corresponding to a nominal concentration of 10 mg mL−1. The mixture was ultra-sonicated to ensure maximum dissolution, centrifuged, and filtered under vacuum (0.45 μm membrane filters) to obtain a clear solution [27,28].



The evaluation of the potential interfering effects of typical cations and anions was carried out using respective salts (nitrate, chloride, potassium and sodium salts) in aqueous solutions. All aqueous solutions of the salts were prepared at 10 mM levels unless stated otherwise.




2.2. Instrumentation


UV-vis transparent 96-well plates were kindly donated by Metrolab (Athens, Greece). Detection/image capturing was performed using an overhead book scanner (IRIScan-Desk 6 Pro). UV-vis spectra were obtained via a UV-Vis 1700 benchtop spectrophotometer (Shimadzu, Kyoto, Japan). Other typical lab equipment included centrifuges, pH meters, magnetic stirrers, balances, syringe filters (0.45 μM PTFE or Nylon), etc.




2.3. Analytical Procedure for the Speciation of Iron


The quantification of Fe(II)/Fe(III) in aqueous solutions included the following steps: First, 50 μL of Desferal (10 mM), 50 μL of buffer (Gly/Ac, 50 mM each, pH = 2 or 5) and 200 μL of Fe(III)/Fe(II) samples or standards were pipetted into each well of the 96-well plate. The reactions were allowed to proceed under gentle orbital shaking for 5–15 min (no strict monitoring of the reaction time was required). Images of the colored complexes in each plate were captured using the IRIScan overhead book scanner (the LED-based light of the scanner was turned off to avoid reflections on the well plate). Each picture was saved in the JPEG format and was processed via the freely available Image J software (RGB mode, Image → type → RGB stack → blue). In brief, the red-green-blue scale assigns an integer value from 0 to 255 for each of these three colors in a given tone, with [0, 0, 0] indicating absolute black and [255, 255, 255] corresponding to true white. Fe(III) was quantified at pH = 2, while total Fe [Fe(III) + Fe(II)] was quantified at pH = 5. A single calibration curve (e.g., for Fe(III)) was employed for all experiments.





3. Results and Discussion


Desferal is known to react with Fe(III) specifically under acidic conditions and this reaction was the basis for the development of an iron speciation method by Yegorov et al. who proposed a mixed reagent of 1,10-phenanthroline/Desferal for Fe(II)-Fe(II)+Fe(III) quantitation [29]. Goodwin and Whitten were the first to present data on the potential suitability of the reagent for the complexation of Fe(II) as well [4]. They concluded that–in the presence of oxygen—at pH ≥ 5, Fe(II) reacts with Desferal through oxidation by the reagent to Fe(III) and subsequent complexation. According to the authors, common reducing agents such as ascorbic acid and hydroxylamine that are widely used for iron speciation (see Table 1) do not have any effect on the reaction. It was therefore rather intriguing for us to take advantage of this interesting chemistry and try to develop a quantitative sensor for the speciation of iron by simply changing the pH of the reaction, employing a single reagent, and avoiding intermediate reducing/oxidizing steps.



3.1. Preliminary Experiments


In a series of preliminary experiments, we evaluated the ability of the overhead book scanner to efficiently scan the whole area of the 96-well plate. This is particularly important when developing high-throughput assays because all wells can be used for sample processing. In brief, the Desferal-Fe(III) complex was prepared in a 20-mL container, and 250 μL of the colored complex was pipetted into 58 representative wells covering all areas of the plate (see Figure S1 in the Supplementary Materials). The plate was scanned and the image was processed as described in Section 2.3. The statistical evaluation of the results confirmed the ability of the scanner to efficiently scan the whole area of the plate since the RSD of the intensities was 1.6% (n = 58).




3.2. Effect of the pH on the Development of the Sensor


As discussed previously, the main goal of this work was to be able to achieve Fe(III)/Fe(II) speciation by simply taking advantage of the different behaviors of the reagent as a function of the pH. On this basis, we investigated the effect of the pH in the range of 2–8 using two different buffers: Glycine/Acetate (50 mM each) in the range of 2–5 and Tris buffer (100 mM) in the range of 5–8. Reaction of Fe(II)/Fe(III) with Desferal at the table pH value of 5 was examined comparatively using both buffers to evaluate the potential effect of the species on the reaction. As can be seen graphically in Figure 1, the experimental results were quite interesting and, to some extend, rather unexpected. It should be noted that all experiments were carried out with 100 μM Fe(III)/Fe(II) and that the results were normalized setting Fe(III)/pH = 2 as the 100% level. The following conclusions were derived:




	(i).

	
Fe(III) had “uniform” behavior over almost the entire pH range regardless of the buffers used. A slight decrease of ca. 10% was observed at alkaline pH values of 8, which can be attributed to hydrolysis phenomena.




	(ii).

	
No practical reaction between Fe(II) and Desferal was recorded at acidic pH values of ≤ 3. In the Acetate/Glycine buffer, Fe(II) started reacting with Desferal at pH values of > 4, and the reaction was completed at pH = 5, yielding signals equal to Fe(III).




	(iii).

	
No Fe(II)-Desferal reaction was observed at pH = 5 using Tris buffer, indicating that besides the presence of dissolved oxygen, the species of the buffer plays an important role in the reaction. In Tris buffer, the reaction between Fe(II) and Desferal was evident for pH values > 7, which was in accordance with the findings of Yegorov et al., who used the same buffer at pH = 7.4 [29].









To further study the phenomena described above, off-line UV-vis spectra were recorded at pH values of 2 and 5 (acetate/glycine buffer), using equimolar concentrations of Fe(II) and Fe(III). This series of experiments confirmed that Fe(III)/pH = 2, Fe(III)/pH = 5, and Fe(II)/pH = 5 had identical spectra of equal intensities. No reaction was recorded for Fe(II) at pH = 2 (see representative spectra in Figure 2).




3.3. Effects of the Concentration of Desferal and the Reaction Time


The effect of the concentration of the complexing reagent is an important parameter to ensure an adequate excess of the reagent for quantitative purposes; it was therefore optimized in the range of 5–20 mM using 100 μM Fe(III) or Fe(II) at both pH values of 2 and 5. As can be seen from the graphical results in Figure 3, no practical variations were observed within the studied range, while no reaction of Fe(II) at pH = 2 was once again confirmed. Therefore, 10 mM Desferal was selected for subsequent experiments.



The sensor behaved similarly in terms of reaction time as well, since no variations were recorded between the practical time of 5 min and the highest examined value of 30 min. Therefore, no strict timing was adopted, with the scans being recorded anywhere between 5 and 15 min depending on the practical handling of the 96-well plate.




3.4. Speciation of Fe(III)/Fe(II) in Aqueous Solutions


To confirm that the speciation of Fe(III)/Fe(II) is feasible using the studied chemical system, calibration curves were obtained under different experimental conditions. The examined range was 25–150 μM for both Fe(II) and Fe(III), while three independent curves were plotted for each experimental set (n = 3 × 4 = 12). The results are included in Table 2, while a representative image is shown in Figure 4.



As can be derived from the data presented in Table 2, Fe(II) showed a negligible reaction under acidic conditions (calibration curve [C]), with the calculated slope being only 1.3% of the Fe(III) slope at the same pH (calibration curve [A]). The same behavior was recorded at pH = 2 even at higher Fe(II) concentrations of up to 1000 μM.



Calibration curves [A], [B], and [D] were further compared in pairs to evaluate potential statistical variations. The calculated p-values (95% confidence) were p = 0.161, 0.325, and 0.859 for the [A]/[B], [A]/[D], and [D]/[B] comparisons of the calibration curves, respectively, confirming the statistical equivalence of the curves. This feature is particularly important since it provides the potential to use a single calibration (e.g., Fe(III) at pH = 2) for all quantitative measurements.



In a final series of experiments, various mixtures of Fe(II) and Fe(III) were prepared and processed at pH = 2 and pH = 5 (each mixture was processed in triplicate (n = 3)). Quantification was performed using the Fe(III)/pH = 2 calibration curve, and the experimental results are tabulated in Table S1 (Supplementary Materials). The recovery percentages were satisfactory in all cases, as they were in the range of 90–114%.




3.5. Analytical Figures of Merit


Linearity was obeyed in the range of 25–150 μM Fe(II)/Fe(III). A representative regression equation corresponding to the reaction of Fe(III) at pH = 2 is


S = 1.4335 (±0.0380) × Fe(III) + 5.4 (±1.7)











The LOD/LOQ (Limits of detection and quantification) of the sensor were calculated using the standard deviation of the intercept approach and were 4 and 12 μM respectively. The within-day precision was estimated (i) using repeated scans of the same plate (scanner precision) and (ii) using a single scan of 50 μM Fe(III) and Fe(II) (pH = 2 and 5) prepared independently and placed at different wells. The precision of the scanning process was satisfactory with the RSD values being 2.5% for 50 μM Fe(III) (n = 24) and 1.4% for 100 μM Fe(III) (n = 24). The precision of the method was similar, with the RSD values being in the neighborhood of 1.5% in all cases. The day-to-day precision was validated by preparing aqueous calibration curves for Fe(II) at pH = 5 and for Fe(II) at pH = 2 (three curves were scanned per day for a time period of three consecutive days). For both species of iron the RSD values were in the range of 7—9%, and were quite satisfactory for this type of detection.




3.6. Effects of Interfering Compounds/Selectivity


A very detailed theoretical overview of the formation of complexes between Desferal and metal ions is included in the review article by Bellotti and Remelli [3]. From an analytical chemistry point of view, the effects of various anions and cations were evaluated for 100 μM Fe(III)/Fe(II) (the criterion for interference was a ±10% deviation from the signal of the aqueous standards):




	(i).

	
Mg(II), Ca(II), K(I), and Na(I) had no effect at the maximum ratio tested (100-fold excess).




	(ii).

	
The same results were obtained for Cl−, SO42−, NO3−, and HCOO−.




	(iii).

	
Phosphate ions were tolerable at 10-fold excess since their presence seemed to slow down the complexation reaction.




	(iv).

	
Al(III), Co(II), Ni(II), and Zn(II) were also adequately tolerated at 10-fold excess.










3.7. Analytical Application


Iron is a well-documented essential nutrient for human health but a proven potential toxicant to cells as well. A sufficient iron concentration is therefore critical for numerous biological functions, including electron transfer reactions, gene regulation, the binding and transport of oxygen, and the regulation of cell growth and differentiation [30]. At the same time, organisms have to be able to avoid the accumulation of excess iron in cells through specific mechanisms [31]. Too much iron is considered to be toxic, affecting many organs and functions in the human body. For example, side effects in the heart may vary from arrythmia (irregular heartbeat) to heart failure; elevated iron levels in the liver may lead to liver failure or even cancer; and additional health problems associated with iron overload include arthritis (joint damage), malfunction of the spleen or thyroid, disorders of the reproductive system in men, and early menopause in women. For these reasons, it is critical to monitor iron levels in blood/serum and to ensure the quality of popular pharmaceuticals that are used for iron supplementation.



As a proof of concept, the developed sensor was therefore applied to the determination of the iron in various commercially available pharmaceutical formulations intended for human use. Four representative commercially available formulations were purchased from local pharmacies. The selected products included capsules, tablets, oral powders, and sachets for dispersion in water. The real samples were stored as in everyday usage until processing (protected from direct sunlight and humidity). Sample preparation was based on the European Pharmacopoeia and involved treating the samples with sulfuric acid to liberate Fe(II)/Fe(III) [32]. Before analysis, the samples were diluted with doubly de-ionized water to lower the acidity and match the concentration of the analyte to the range of the calibration curve.



Prior to the analytical application, it was necessary to examine the potential effect of the pharmaceutical matrix (excipients) on the performance of the sensor. A placebo mixture was prepared as described in Section 2.1, and a nominal concentration of 1 mg mL−1 was spiked individually with Fe(III) and Fe(II) in the range of 25–150 μM. The matrix-matched curves were statistically compared with the aqueous one (see Table 2), with the p-values being 0.651 and 0.703, respectively.



Table 3 includes the results from the analysis of the real samples and related information (type of iron, nominal concentration and pharmaceutical form). The accuracy of the method was further validated by spiking the treated pharmaceuticals with 25 and 50 μΜ Fe(II) and Fe(III). As can be seen in Table 4, the recovery percentages were satisfactory in all cases, ranging between 92 and 112%.





4. Conclusions


The proposed optical sensor for the speciation of Fe(III)/Fe(II) is based on the tendency for Desferal to simultaneously oxidize and complex Fe(II) at pH = 5 in a glycine/acetate buffer. In this way, a very simple approach for iron speciation was developed by simply changing the pH of the reaction from 2 (Fe(III) determination) to 5 (total iron determination). Another important feature of the chemical system is the statistical equivalence of all calibration curves, offering the potential to use a single curve during all quantitation steps. Development using a 96-well plate platform enhanced the high-throughput character of the sensor, with the latter being further simplified using instrument-free detection via an overhead book scanner. The limits of detection at low micromolar levels may not be adequate for certain types of applications, but there is always the alternative of applying preconcentration steps to the colored complex prior to image capturing (cloud point extraction, dispersive liquid micro-extraction, etc.).
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Figure 1. Effect of the pH and the type of buffer on the reaction of Fe(III)/Fe(II) with Desferal. 
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Figure 2. Representative spectra of the reaction of Fe(III)/Fe(II) with Desferal at different pH values. 
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Figure 3. Effect of the concentration of Desferal on the sensitivity of the sensor at pH = 2 and 5. 
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Figure 4. Representative graphical depiction of the linearity of the method (Fe(III) at pH = 2); S = signal (arbitrary units); 1–3 = three independent curves ans F-A = 0–150 μM Fe(III). 






Figure 4. Representative graphical depiction of the linearity of the method (Fe(III) at pH = 2); S = signal (arbitrary units); 1–3 = three independent curves ans F-A = 0–150 μM Fe(III).



[image: Chemosensors 11 00577 g004]







 





Table 1. Overview of experimental strategies for the speciation of iron.
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	Method Principle
	Speciation of Iron (Fe(II)/Fe(III))
	LOD
	Ref.





	Color development in the nanospace of mesoporous silica MCM-41 and the chromogenic ligand bathophenathroline disulfonate (BPS)
	Reduction of Fe(III) by hydroxylamine
	0.5 μM
	[9]



	Ionic liquid-based in situ solvent formation micro-extraction after complexation of Fe(II) with 1,10-phenanthroline
	Reduction of Fe(III) by ascorbic acid
	0.3 μg L−1
	[10]



	Carbon-dot-based fluorescent probes containing phenol groups
	Oxidation of Fe(II) by H2O2
	0.17 μM
	[18]



	Flow-based photometric method using 1,10-phenanthroline
	Reduction of Fe(III) by ascorbic acid
	20 μg L−1
	[19]



	Complexation between Fe(II) and 2-(5-bromo-2-pyridylazo)-5-diethylaminophenol followed by cloud point extraction
	Reduction of Fe(III) by ascorbic acid
	—
	[20]



	Flow Injection analysis spectrophotometry based on the reaction of Fe(II) with 2-(5-bromo-2-pyridylazo)-5-(diethylamino)-phenol
	Reduction of Fe(III) by ascorbic acid
	110 μg L−1
	[21]



	Flow Injection spectrophotometry using 1,10-phenanthroline
	Reduction of Fe(III) by hydroxylamine
	22 μg L−1
	[22]



	Micelle-mediated extraction and photometric determination of iron using a newly synthesized salicylic acid derivative
	Oxidation of Fe(II) by H2O2
	1.2 μg L−1
	[23]



	Multi-pumping flow system based on the reaction between Fe(II) and 2-(5-bromo-2-pyridylazo)-5-(diethylamino)-phenol
	Reduction of Fe(III) by ascorbic acid
	34 μg L−1
	[24]



	In-syringe dispersive liquid–liquid micro-extraction after Fe(III) is complexed with 4,5-dihydroxy-1,3-benzendisulfonic acid
	Oxidation of Fe(II) by H2O2
	1 μg L−1
	[25]



	Sensor using micro-extraction via a high-density deep eutectic solvent after complexation of Fe(II) with ferrozine
	Reduction of Fe(III) by ascorbic acid
	1 μg L−1
	[11]



	Flow Injection photometric method with ferrozine as complexing reagent
	Reduction of Fe(III) by ascorbic acid
	0.65 nM
	[12]



	Fluorescent probe for total iron using benzothiazole biphenyl as the fluorophore and 2-hydroxyaniline as the complexation group.
	Both Fe(II) and Fe(III) react. No speciation is reported.
	1.2 μM
	[13]



	Reaction of Fe(II)/Fe(III) with Nitroso-R salt
	Both Fe(II) and Fe(III) react. No speciation is reported.
	45 nM
	[14]



	Sequential injection using Curcuma putii Maknoi and Jenjitt. extract as a natural reagent
	Both Fe(II) and Fe(III) react. No speciation is reported.
	110 μg L−1
	[15]



	PAD based on the colorimetric reaction between bathophenanthroline and Fe(II)
	Reduction of Fe(III) by hydroxylamine
	60 μg L−1
	[16]



	HPLC coupled to high-resolution inductively coupled plasma optical emission spectrometry
	Separation using a cation-exchange column containing pyridine–2,6–dicarboxylic acid
	40–50 mg kg−1
	[17]










 





Table 2. Fe(III)/Fe(II) aqueous calibration curves under various pH conditions.
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	Calibration Curve
	Experimental Conditions
	Slope
	S.D. a





	[A]
	Fe(III) at pH = 2
	1.4335
	0.0380



	[B]
	Fe(III) at pH = 5
	1.4974
	0.0220



	[C]
	Fe(II) at pH = 2
	0.0192
	0.0070



	[D]
	Fe(II) at pH = 5
	1.4892
	0.0400







a S.D.: standard deviation of the slopes from three independent calibration curves.













 





Table 3. Analysis of pharmaceutical formulations.
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	Sample
	Form
	Form of Iron
	Labeled Value of Fe(II)
	Fe(II) Found

(±SD, n = 3)
	R (%)





	1
	Capsule
	Iron sulfate
	47 mg/cap
	44 (±4)
	94



	2
	Tablet
	Iron sulfate
	80 mg/tab
	83 (±5)
	104



	3
	Powder
	Iron gluconate
	37.5 mg/dose
	38.5 (±4)
	103



	4
	Sachets
	Iron gluconate
	80 mg/sachet
	76 (±3)
	95










 





Table 4. Accuracy of the sensor for pharmaceuticals.
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	Sample
	Fe(III) Added

(μM)
	Fe(II) Added

(μM)
	Recovery

Fe(III)/%
	Recovery

Fe(II)/%





	
	
	
	
	



	[1]
	50
	0
	9