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Abstract

:

Volatile organic compounds (VOCs), as a biological element released from plants, have been correlated with disease status. Although analysis of VOCs using GC-MS is a routine procedure, it has limitations, including being time-consuming, laboratory-based, and requiring specialist training. Electronic nose devices (E-nose) provide a portable and rapid alternative. This is the first pilot study exploring three types of commercially available E-nose to assess how accurately they could detect mango twig tip dieback and Panama disease in bananas. The devices were initially trained and validated on known volatiles, then pure cultures of Pantoea sp., Staphylococcus sp., and Fusarium odoratissimum, and finally, on infected and healthy mango leaves and field-collected, infected banana pseudo-stems. The experiments were repeated three times with six replicates for each host-pathogen pair. The variation between healthy and infected host materials was evaluated using inbuilt data analysis methods, mainly by principal component analysis (PCA) and cross-validation. GC-MS analysis was conducted contemporaneously and identified an 80% similarity between healthy and infected plant material. The portable C 320 was 100% successful in discriminating known volatiles but had a low capability in differentiating healthy and infected plant substrates. The advanced devices (PEN 3/MSEM 160) successfully detected healthy and diseased samples with a high variance. The results suggest that E-noses are more sensitive and accurate in detecting changes of VOCs between healthy and infected plants compared to headspace GC-MS. The study was conducted in controlled laboratory conditions, as E-noses are highly sensitive to surrounding volatiles.
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1. Introduction


Detecting plant infections before visible symptoms appear is crucial for implementing effective management and pest control measures to curb disease spread [1,2]. However, it is often challenging to identify physical signs of infection in plants during the asymptomatic or early stages of infestation [3]. The conventional approaches for the diagnosis of plant diseases are laboratory-based methods, such as polymerase chain reaction (PCR), immunofluorescence (IF), fluorescence in situ hybridisation (FISH), enzyme-linked immunosorbent assay (ELISA) and flow cytometry (FCM) [4,5]. These techniques are expensive, time-consuming, require specialist training, and have limited application for monitoring large farms where several thousand plants are cultivated. To achieve mass monitoring, non-invasive technologies should be used [6]. Recent technology focusing on detecting VOCs released from plants has gained attention for its non-invasiveness and rapid results [7].



Plants emit many VOCs, which deliver functional information related to their growth, health, and disease [8]. As a defence mechanism, plants emit repellent VOCs to deter insect attacks. VOCs play significant roles in plant communication, promising enhanced crop protection [9,10]. Their composition varies based on damage type, such as pathogen infection or herbivore feeding [11]. VOC profiles, termed “VOC fingerprints”, indicate real-time physiological status and offer bio-information for early-stage diagnosis [12].



Generally, VOCs are detected and analysed using a combination of a collection method (e.g., Solid Phase Micro-Extraction—SPME) alongside an analytical chemistry method (e.g., GC-MS) [3]. SPME is a solvent-free sampling technique allowing non-exhaustive volatile extraction [13] and using a small analyte quantity compared to traditional solvent-based methods [14]. Analytes collected from SPME are analysed by GC-MS for the identities and quantities [15], displaying remarkable potential in plant diagnostic applications. Despite the accuracy of quantitative and qualitative analysis, GC-MS analysis is not always readily available and affordable [16].



However, GC-MS is time-consuming and requires laboratory-based testing, which limits its real-time in-field application. For effective disease management using plant VOC data, portable, user-friendly, real-time detection technology is needed. E-noses, or artificial intelligent noses (AI noses), are designed to mimic the functionality of a natural olfactory system. E-noses can provide a rapid and real-time approach to detecting VOCs [17]. They utilise different sensor arrays, signal conditioning modules, data acquisition units, and pattern recognition algorithms [18].



The E-nose does not provide quantification or identification of specific VOCs like GC-MS. Studies such as the characterisation of odour-active compounds in Californian chardonnay wines using GC-olfactometry and GC-mass spectrometry [19] and GC-MS analysis of breath odour compounds in liver patients [20] reveal the ability of GC-MS to identify specific VOCs that E-noses are not capable of. However, it is an easily operated, fast-turnaround tool for recognising differences among VOC samples (e.g., healthy vs infected), such as detecting and identifying fungal species [21]. Also, the same device can be used for many different applications, e.g., food freshness, quality, ripeness, and shelf-life [22].



E-noses have been used as a non-invasive technique and have been applied for food safety and quality analysis [23]. More recently, the devices have been used to detect fungi and oomycetes [24], and the early detection of Fusarium wilt of banana “Panama disease” [6] caused by the soil-borne fungus Fusarium odoratissimum (syn. F. oxysporum f.sp. cubense) The strain “Tropical Race 4” was first discovered in Darwin, Northern Territory (NT), in 1999 and Tully, Queensland, Australia, in 2015 [25].



Mango Twig Tip Dieback (MTTD) describes an apical necrosis of mango shoots. Severity varies from orchard to orchard across ages, with Kensington Pride (KP) and Nam Doc Mai cultivars being the most susceptible [Mango Twig Tip Dieback|Department of Industry, Tourism and Trade, https://industry.nt.gov.au/publications/primary-industry-publications/newsletters/regional-newsletters/rural-review/nt-rural-review-november-2021/mango-twig-tip-dieback, accessed on 5 January 2024]. Two bacterial pathogens, Pantoea sp. and Staphylococcus sp., have been associated with the disorder, but the exact aetiology of MTTD remains unknown.




2. Materials and Methods


A series of experiments were conducted to explore the capability of three E-nose devices to identify TR4 in banana pseudo-stems and MTTD in mango leaves. Inoculated substrates, samples from field collections, and healthy specimens with no observable symptoms were trialled with both E-noses and GC-MS analysis to confirm VOC fingerprints.



2.1. Electronic Nose Devices


The Cyranose 320 (C 320-Sensigent LLC, Baldwin Park, CA, USA) features the NoseChipTM with 32 polymer composite chemi-resistor sensors coated with conductive films arranged across electrodes. The Portable Electronic Nose 3 (PEN 3) by Win Muster Airsense (WMA) Analytics Inc. (Schwerin, Germany) combines a sampling apparatus, a detector unit with an array of sensors, and pattern recognition software (Win Muster v.1.6) for data recording and analysis. The MSEM 160 (Sensigent LLC, Baldwin Park, CA, USA) is a multi-sensor and portable instrument for measuring chemicals and odours. This instrument consists of nanocomposite sensors, metal oxide semiconductors (MOS), and electrochemical and photoionisation sensors. The MSEM 160 is controlled by an internal computer running the Windows or Linux operating system.




2.2. SPME Coupled with GC-MS


The experiments also utilised sampling with SPME portable Field Sampler, coating CAR/PDMS (Sigma, Bayswater, VIC, Australia) and GC/MS analysis: an Agilent88890 model with an Agilent 59777B single quadrupole electron ionisation mass selective detector using Agilent MassHunter Workstation GC/MS Data Acquisition (version 10.1.49) software. GC/MS data were analysed using Agilent MassHunter Workstation Qualitative Analysis (version 10.0) software. Chemical identification of VOC peaks detected was performed by searching the NIST/EPA/NIH Mass Spectral Library (Version 3.0). Identification was regarded as preliminary for spectra matched in the NIST library with a similarity above 70%. The preliminary identification was further confirmed by searching the literature that reported these compounds from similar sources (i.e., VOCs identified from mango and banana).




2.3. Assessing E-Nose Functions and Sampling on Known Volatiles


Isoamyl isovalerate (IAIV) and 3-methyl-2-butanol, 98% (3M2B) were obtained from Thermo Fisher Scientific Pty Ltd., Scoresby, VIC, Australia, and a dilution series of five concentrations (0, 1, 10, 100, 1000 ppm) prepared, using n-hexane, 95% as the solvent and the negative control. Mixtures of the two compounds (1 ppm and 100 ppm) were also prepared. Two ml of each was transferred into a 20 mL headspace glass vial and was allowed to saturate for six hrs before being assessed using the three E-nose devices. Five replicates were prepared for each mixture.



The experimental design shown in Figure 1 outlines the method applied in the differentiation of plant and pathogen VOC signatures using E-noses.




2.4. Pure Cultures of Plant Pathogens and Controls for Training


F. odoratissimum (TR4) was isolated from infected cavendish pseudo-stems and pure cultures were produced on potato dextrose agar (PDA). Pure cultures of F. odoratissimum were then subcultured to PDA, hyphal tip cultures were obtained, and identity was confirmed by PCR. Petri dishes were sealed with parafilm and incubated at 18 °C for seven days. Uninoculated PDA media in Petri dishes were prepared as the control. Two pathogens of MTTD 18—Pantoea sp. and MTTD 30—Staphylococcus sp. were recovered from mango twigs from Colton Road, Northern Territory, Australia. MTTD isolates were obtained on nutrient agar (NA) that were sub-cultured to obtain single colony cultures, and identity was confirmed by PCR. Petri dishes were sealed with parafilm and incubated at 18 °C for seven days. Uninoculated NA media in Petri dishes were prepared as the control. TR4 cultures grown on PDA, Pantoea sp. and Staphylococcus sp. cultures grown on NA in Petri dishes. Petri dishes were half-opened and secured with biofilm for rapid collection of VOCs into gas-collecting bags. VOCs were collected by inserting the SPME fibres into the bags in duplicates for 17 h. VOCs from uninoculated PDA and NA, clean Petri dishes and empty gas-collecting bags were also collected to quantify any background VOCs. Further SPME fibers were subjected to GC-MS analysis.



TR4 cultures on PDA were cut into thin strips, then placed in six septum sealable, 20 mL headspace glass vials and incubated for 24 h at room temperature. Headspace sampling of vials was conducted with three E-nose devices after 24 h of saturation. Procedures were repeated with two MTTD bacterial cultures, uninoculated NA and PDA media.




2.5. Sampling of Healthy and Infected Substrates


To infect mango leaves with MTTD pathogens, healthy ones were washed with running tap water and dried. The leaves were trimmed from the edge of the petiole to fit into a petri dish. Inoculation steps were carried out inside the laminar flow cabinet. The surface of each leaf was sterilised with 70% ethanol for one minute and then washed in distilled water for one minute. The leaves were dried with sterilised filter papers and kept inside clean Petri dishes. A surface sterilised, 12 mm cork borer was used to extract MTTD 18 and 30 from the petri dish and pushed into a mango leaf to make a wound in the epidermal tissue. Two punches were made on each leaf, and the leaves were placed in a clean Petri dish and wrapped with biofilm. Fifteen inoculated leaves in individual petri dishes were prepared separately for MTTD 18 and MTTD 30 and incubated at 25 °C for five days.



After five days of incubation, each petri dish was half-opened and enclosed in gas-collecting bags. Four petri dishes were included in each gas-collecting bag, and two gas-collecting bags were prepared. Bags were placed in the incubator for another 24 h at 25 °C. Sterilised distilled water was used as the control.



After 24 h of incubation, SPMEs were inserted into gas collecting bags for 17 h from the control and infected mango leaves with MTTD 18 and MTTD 30 and subjected to GC-MS analysis. Six mango leaves in the control set were sliced and placed individually in six 20 mL headspace vials with sealed septa. Before E-nose sampling, these vials were allowed to rest for 24 h at room temperature to saturate headspace. Procedures were repeated with infected mango leaves with two MTTD bacterial cultures. E-nose sampling was carried out for eighteen replicates of control and infected samples (Figure 2).



Thin strips of healthy banana pseudo-stems (received from the field) were placed in six replicates of 20 mL headspace glass vials. TR4 positive (according to the external appearance of purple lines along the vascular tissues and confirmed by sterile culturing) pseudo-stems followed the same procedure. All replicates were allowed to incubate for 24 h to saturate the headspace, and E-nose sampling was carried out on the three devices. Two pieces (10 cm × 3 cm each) of healthy banana pseudo-stems were placed in collecting gas-collecting bags following a heat seal of the opening in duplicates. The procedure was repeated for TR4-infected pseudo-stems. VOCS were collected using SPMEs, as explained in the earlier section and subjected to GC-MS analysis.




2.6. Data Analysis


Inbuilt statistical analysis methods were utilised for three E-noses: Win Muster v.1.6 in PEN 3, CDA software, v.2.39 in MSEM 160, and inbuilt PC nose software in C 320. These tools were employed for data analysis via principal component analysis (PCA), a common pattern recognition method in E-nose analysis. PCA transforms the original dataset of correlated variables into linearly uncorrelated principal components [26], effectively reducing dimensions while retaining valuable information [27].



CDA software in MSEM 160 instrument monitors changes in the electrical, physical, optical and/or chemical properties of the internal arrays of chemical sensors. Changes in the sensor properties were identified and qualified by the software and translated into metrics during operation according to the explanation in the MSEM 160 user manual.



PC nose software was employed for analysing C 320 data through cross-validation, which is a statistical technique used to evaluate and compare learning algorithms by dividing data into two segments: one for training the model and the other for validation. In typical cross-validation, the training and validation sets overlap in successive rounds, allowing each data point to be validated against others [28].





3. Results and Discussion


3.1. Discrimination Capability of Known Volatiles


The C 320 device was unsuccessful in differentiating between the concentration gradient of 3M2B and IAIV (Table 1), demonstrating how many replicates were identified successfully out of five samples for each subsequent concentration of both 3M2B and IAIV. Limitations in sensitivity resulted in poor discrimination in each subsequent concentration of the same compound.



A successful differentiation was observed between pure solutions of water, 95% n-hexane and 70% ethanol (Table 2). These results suggest that Cyranose 320 is more suitable for separating completely different samples than compounds with similar volatile characteristics.



The PEN 3 could differentiate all five classes of concentrations (0, 1, 10, 100, 1000 ppm) of both 3M2B and IAIV (Supplementary Material Figure S1A). Five separated clusters were clearly observed in the PCA plots, with a variance of 87.59% for 3M2B and 88.05% for IAIV. A standard pattern was created from Winmuster software by merging data for all five subsequent concentrations. This was called the “Total Concentration Series”. The two extreme concentrations (0 and 1000 ppm) were located apart from the total series with low percentages of variance. This was observed in both the 3M2B and IAIV series. This result identifies PEN 3 as more efficient than C 320 in differentiating consecutive concentrations of the same compound.



PEN 3 was then trialled to differentiate between two compounds, 3M2B and IAIV. A distinct separation of the two classes was observed with a high variance of 87.16% (Supplementary Material Figure S2A). PEN 3 could discriminate between not only the different compounds but also consecutive concentrations of the same compound. Mixtures of the compounds with optimum concentrations (1 ppm and 100 ppm) were successfully differentiated from pure compounds with a high variance of 86.43% (Supplementary Material Figure S2B).



The MSEM 160 was successful in discriminating consecutive concentrations of compounds (Supplementary Material Figure S3A). CD analysis was carried out to convert raw data into a score plot in PCA. Supplementary Figure S3B shows the ability of MSEM 160 to differentiate two compounds in the mixture of 1 ppm 3M2B and IAIV.




3.2. Efficacy of Discriminating Pure Cultures of Plant Pathogens and Controls


3.2.1. Electronic Noses


Twelve replicates of TR4 cultures were divided into two groups, “TR4–G 1” and “TR4–G 2”, with six replicates in each. C 320 successfully identified all 12 samples as TR4, although confusion between “G 1” and “G 2” occurred (Table 3). None of the replicates were failed to detect as TR4 and not presented as unknown. Results express that C 320 could differentiate the VOCs of F. odoratissimum cultures from PDA. C 320 was 77.78% successful in detecting eighteen replicates of MTTD cultures and controls. Table 4 demonstrates that all six controls were identified as NA-control while confusion occurred between two MTTD bacterial verities. Similar volatile characteristics of Pantoea sp. and Staphylococcus sp. might affect the indistinct separation of the two sample groups. The results indicate that C 320 is more convenient for detecting compounds with entirely different volatile profiles.



PCA projection plot in Figure 3 demonstrates that MTTD 18 and MTTD 30 have similar volatile characteristics, which differ from the uninoculated NA control. Therefore, samples of two MTTD varieties were clustered on the same plane opposite to the control samples.



PCA plot for TR4 culture and uninoculated PDA controls using PEN 3 exhibited a 72.45% variance in the first main axis but a low variance of 15.52% in the second main axis, as shown in Figure 4A. This demonstrates that PEN 3 was less capable of differentiating volatile organic compounds of TR4 cultures from uninoculated PDA. The results demonstrate that PDA volatiles have some impact on TR4 volatile characteristics, hence giving two overlapping clusters. Distinct separation was observed between three classes (NA control, MTTD 18 and MTTD 30) with a high variance of 92.26%, as shown in Figure 4B. Samples of the same class have been clustered together, showing similar patterns after analysing raw data through “Winmuster” software, v.1.6. Different volatile compounds between each class would lead to different patterns and, hence, distinct separation of the classes.



Figure 5A demonstrates that the MSEM 160 distinct separation between TR4 cultures and PDA controls. Two classes were separated and clustered independently, which provides statistical evidence for the high efficacy of MSEM 160. Figure 5B clearly shows the efficiency of the MSEM 160 in discriminating between MTTD 18 and MTTD 30 cultures and NA control.




3.2.2. GC-MS Analysis


Total ion chromatogram of the VOCs collected using SPMEs from an empty bag, media, bacterial cultures, infected and healthy banana pseudo-stems and mango leaves are presented in Figure 6 and Figure 7. Although all VOCs from all samples were collected over two trials, only the peaks of the healthy and infected samples are presented in the Figures. A summary of all the VOCs detected is given in Table 5.



Compounds 1 to 4 (Table 5; blue squares) are volatiles collected from empty plastic bags and were one of the most consistently recovered VOC across all samples. Interestingly, none of the VOCs from the media (PDA) and living cultures (Tc or Ms) appear in the infected plant samples. This indicates that the VOCs released by infected plants differ greatly from those of the bacteria that cause the disease.



Volatile 6 and 18 were unique to the pure culture of TR4 (Table 5; red squares). Ethylanisole and α-Cedrene were 2 of 6 VOCs produced by seven F. oxysporum strains [29]. The VOCs in infected and healthy banana pseudo-stems were similar (Table 5; green squares). However, compounds 14 and 29 (Copaene and Calamenene) were released in higher concentrations by infected samples compared to healthy samples.



Healthy and infected mango leaves also exhibit similar behaviour, with the VOCs released by healthy and infected mango leaves being similar, and the concentrations of compounds 30–32 were detected with high concentrations in the infected mango leaves (Table 5; brown squares). A group of sesquiterpenes was found to be common between healthy and infected banana pseudo-stems and mango leaves; for example, compounds 19, 21, 25 and 26 in Table 5 are present in all four samples (Table 5; yellow squares).





3.3. Differentiating Healthy and Infected Substrates


3.3.1. Electronic Noses


C 320 was only 54% accurate in identifying healthy and MTTD-infected leaves and 75% accuracy in differentiating healthy and TR4-positive pseudo stems (Table 6 and Table 7). None of the classes had obtained the correct total sample identification. This was out of six replicates for each class. The overall result suggests the suitability of the C 320 device for qualitative measurements rather than quantitative analysis.



C 320 was capable of differentiating healthy mango leaves from randomly collected MTTD-infected leaves. Figure 8A demonstrates how these samples are separated in a PCA plot. All healthy samples congregated into a cluster, while MTTD-infected samples were scattered in the plot. Figure 8B shows less capability of C 320 in discriminating healthy banana pseudo stems from TR4 infected samples.



The PEN 3 successfully differentiated three classes of MTTD 18 infected mango leaves, MTTD 30 infected mango leaves, and healthy/control leaves with a variance of 86.06%, which is an excellent value of separation. Figure 9A shows a variance of 71.59% in the first main axis and 14.47% in the second main axis within the three classes. The distance between the control and MTTD-infected samples was higher than the distance between two MTTD-infected varieties. This result suggests that infected samples have similar volatile characteristics, which are different from the volatiles of the control. The distinct separation of two classes, healthy and TR4 infected pseudo-stems, was observed in the PCA plot with a high variance of 84.96%, as shown in Figure 9B. The result demonstrates the high efficacy of the PEN 3 device in differentiating TR4 and MTTD infections from healthy samples and, hence, the suitability of the device in pathogen detection.



The distinct separation of three classes of leaf samples (control, MTTD 18 and MTTD 30) was observed in the PCA score plot by CD analysis, as shown in Figure 10A. The results suggest that MSEM 160 can identify and differentiate volatiles of healthy mango leaves from infected samples. Furthermore, the result provides adequate evidence for the high efficacy of the device in differentiating two infected MTTD varieties. Figure 10B shows significant discrimination of two classes, TR4 infected pseudo stems and healthy pseudo stem samples. PCA plot of MSEM 160 thoroughly demonstrates the capability of the device in advanced pathogen identification, hence suitable for further development of the technology to be used in the field.




3.3.2. GC-MS Analysis


The PCA resemblance plot of the VOCs identified by GC-MS analysis is shown in Figure 11. The VOCs were collected from two types of media and the M18c bacterial culture, segregated from the Tc-and M30c-cultures. For the infected plant substrates, GC-MS analysis clustered the health and infected plant samples of both mango and banana pseudo-stem together.






4. Conclusions


This is a pilot study of checking E-noses for disease identification in controlled laboratory conditions. Results from this study evaluate the capacity of three E-noses to discriminate between healthy and infected plants. C 320 was 54% accurate in identifying healthy and MTTD-infected leaves, and 75% accurate in differentiating healthy and TR4-positive pseudo stems. PEN 3 presented an 86.06% variance between two MTTD-infected and healthy leaves. Also, a variance of 84.96% between TR4 positive and healthy pseudo stems was observed. MSEM 160, as the advanced device, has demonstrated clear separation of individual samples into particular classes where they belong (TR4, PDA, MTTD, healthy, etc.). Of the three devices, the C 320 would be considered unsuitable for quantitative studies. However, it is a hand-held, portable unit that can be used in field applications. The PEN 3 and MSEM 160 have quantitative capabilities to differentiate between synthetic and natural volatiles associated with pure plant pathogens and infected plant material. The limitation of these units is that they are not portable, are suited to a laboratory set-up, and require a separate computer to process and visualise data by a trained specialist. GC-MS analysis confirmed unique VOC fingerprints of pure pathogen cultures and infected plant materials such as Ethylanisole and α-Cedrene, but the VOCs from infected and healthy plant material were found to be the same, although varied in concentration. GC-MS result indicates that the VOCs released by infected plants are very different from those of the bacteria that cause the disease.



Our results demonstrate that E-nose technology was more efficient and rapid than GC-MS in differentiating between healthy and diseased plant substrates. Although E-noses have a few limitations, such as sensitivity to undesired environmental odours and humidity, these devices appear to be more suitable for detecting pathogen and plant disease volatiles. Therefore, this technology can potentially increase the efficiency of pathogen and plant disease diagnosis in controlled conditions and would support rapid identification.
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The following supporting information can be downloaded at https://www.mdpi.com/article/10.3390/chemosensors12070117/s1: Figure S1. Linear Discriminant Analysis plot for individual classes of concentration and total concentration series data obtained from PEN 3 device. (A) 3-Methyl-2-butanol, (B) Isoamyl isovalerate. Figure S2. Linear Discriminant Analysis Plots of data obtained from the PEN 3 device. (A) 3M2B total series vs IAIV total series, (B) Mixture of 1 ppm 3M2B and IAIV against pure 3M2B and IAIV of 1 ppm. Figure S3. CD analysis score plots in PCA of data obtained from MSEM 160 device. (A) 3-Methyl-2-butanol total concentration series, (B) Mixture of 1 ppm 3M2B and IAIV.
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Figure 1. An overview of the experimental design. 
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Figure 2. Thin strips of substrates were placed in 20 mL headspace glass vials prior to E-nose sampling. (A) Healthy and TR4-infected banana pseudo stems and (B) healthy and infected mango leaf samples. 
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Figure 3. PCA plot for two MTTD bacterial varieties and NA control in C 320. 
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Figure 4. (A) PCA plot for TR4 culture and PDA control, (B) PCA plot for MTTD 18, MTTD 30 pure cultures and uninoculated NA control in PEN 3. 
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Figure 5. MSEM 160 PCA plot for (A) TR4 cultures and empty PDA control, (B) MTTD 18, MTTD 30 cultures and NA control. 
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Figure 6. Chromatogram of samples related to Panama disease (TR4) in banana pseudo-stems EB: Empty bag, Pm: PDA media, Tc: TR4 culture, IB: Infected banana pseudo-stems and HB: Health banana pseudo-stems. 
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Figure 7. Chromatogram of samples related to Mango Twig Tip Dieback disease (MTTD) in mango leaves. EB: Empty bag, Nm: NA media, M18c: MTTD18 culture, M30c: MTTD30 culture, HM: Health mango leaves, IM18: Infected mango leaves with MTTD18, IM30: Infected mango leaves with MTTD30. 
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Figure 8. PCA plot for (A) Healthy and MTTD infected mango leaves, (B) Healthy and TR4 positive banana pseudo stem samples in C 320. 
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Figure 9. PCA plot for (A) MTTD infected samples and healthy mango leaves, (B) TR4 positive banana pseudo-stem samples and healthy pseudo-stem samples in PEN 3. 
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Figure 10. PCA plot for MSEM 160 (A) MTTD 18, MTTD 30 and control/healthy mango leaves, (B) TR4 infected and healthy banana pseudo-stems. 
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Figure 11. PCA score plot of GC-MS VOCs identified in all the samples. Pm: PDA media, Tc: TR4 culture, HB: Health banana pseudo-stems, IB: Infected banana pseudo-stems, Nm: NA media, M18c: MTTD18 culture, M30c: MTTD30 culture, HM: Health mango leaves, IM18: Infected mango leaves with MTTD18, IM30: Infected mango leaves with MTTD30. 
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Table 1. Cross-validation results for each of the five replicates of different concentrations of 3M2B and IAIV in C 320.
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Trained as

	
0 ppm

	
1 ppm

	
10 ppm

	
100 ppm

	
1000 ppm

	
% Accuracy






	
No. of correct identification/5 (total no. of replicates)

	
3M2B

	
3

	
1

	
1

	
4

	
4

	
52




	
IAIV

	
0

	
4

	
0

	
3

	
3

	
40











 





Table 2. Cross-validation results for pure water, 95% n-Hexane and 70% ethanol in C 320.
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	Trained as
	Water
	95% n-Hexane
	70% Ethanol
	% Accuracy





	No. of correct identification/5 (total no. of replicates)
	5
	5
	5
	100










 





Table 3. C 320 cross-validation results for sampling two sets of TR4 cultures.
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Trained as

	
TR4–G 1

	
TR4–G 2

	
% Accuracy






	
No. of correct identification/6 (total no. of replicates)

	
TR4–G 1

	
5

	

	
83.33




	
TR4–G 2

	

	
5











 





Table 4. C 320 cross-validation results for sampling uninoculated NA, MTTD 18 and MTTD 30 cultures.
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	Trained as
	NA-Control
	MTTD-18
	MTTD-30
	% Accuracy





	No. of correct identification/6 (total no. of replicates)
	6
	4
	4
	77.78










 





Table 5. Summary of VOCs identified from samples by using SPME-GC-MS.






Table 5. Summary of VOCs identified from samples by using SPME-GC-MS.





















	RT(min).
	No.
	ID
	EB
	Pm
	Tc
	HB
	IB
	Nm
	M18c
	M30c
	HM
	IM18
	IM30





	4.7
	1
	Dimethylacetamide
	+
	
	
	
	
	
	
	
	
	
	



	6.9
	2
	Phenol
	+
	+
	+
	+
	
	+
	+
	+
	
	+
	



	7.7
	3
	2-Ethyl-p-xylene
	+
	
	+
	+
	+
	
	
	+
	+
	+
	



	8.8
	4
	p-(1-Propenyl)-toluene
	+
	
	
	
	
	
	
	+
	+
	+
	



	9.1
	5
	β-Phenylethanol
	
	
	
	
	
	
	+
	
	
	
	



	9.2
	6
	p-Ethylanisole
	
	
	+
	
	
	
	
	
	
	
	



	9.4
	7
	Cosmene
	
	
	
	+
	
	
	
	
	
	
	



	9.6
	8
	Neo-allo-ocimene
	
	
	
	+
	
	
	
	
	
	
	



	9.8
	9
	p-Vinylanisole
	
	
	+
	
	
	
	
	
	
	
	



	10.5
	10
	6-Methyl-3,5-heptadiene-2-one
	
	
	+
	
	
	
	
	
	
	
	



	10.5
	11
	Dodecane
	
	
	
	
	
	+
	
	
	
	
	



	12.0
	12
	Indole
	+
	
	
	+
	
	
	
	
	
	
	



	12.0
	13
	Tridecane
	
	
	
	
	
	+
	
	
	
	
	



	12.3
	14
	Copaene
	
	
	
	+
	++
	
	
	
	
	
	



	12.9
	15
	2,4-Toluene diisocyanate
	
	
	
	
	
	
	+
	
	
	
	



	13.8
	16
	Chrysanthenone
	
	
	
	+
	+
	
	
	
	
	
	



	13.8
	17
	α-Gurjunene
	
	
	
	
	
	
	
	
	+
	+
	+



	13.9
	18
	α-Cedrene
	
	
	+
	
	
	
	
	
	
	
	



	13.9
	19
	Caryophyllene
	
	
	
	+
	+
	
	
	
	+
	+
	+



	14.2
	20
	γ-Gurjunene
	
	
	
	
	
	
	
	
	+
	+
	+



	14.3
	21
	Humulene
	
	
	
	+
	+
	
	
	
	+
	+
	+



	14.3
	22
	Isoledene
	
	
	
	
	
	
	
	
	+
	+
	+



	14.5
	23
	2,6-Di-tert-butylbenzoquinone
	+
	
	
	
	
	
	
	+
	
	
	



	14.7
	24
	Bulnesene
	
	
	
	
	
	
	
	
	+
	+
	+



	14.9
	25
	Aromadendrene
	
	
	
	+
	+
	
	
	
	+
	+
	+



	15.0
	26
	Viridiflorene
	
	
	
	+
	+
	
	
	
	+
	+
	+



	15.1
	27
	BHT
	+
	+
	
	
	
	
	+
	
	
	
	



	15.1
	28
	Guaiene
	
	
	
	
	
	
	
	
	+
	+
	+



	15.3
	29
	Calamenene
	
	
	
	+
	++
	
	
	
	
	
	



	17.2
	30
	Cadalene
	
	
	
	+
	+
	
	
	
	+
	++
	++



	18.2
	31
	Guaiazulene
	
	
	
	
	
	
	
	
	+
	++
	++



	18.7
	32
	3-Isopropyl-1,1′-biphenyl
	
	
	
	
	
	
	
	
	+
	++
	++







EB: Empty bag, Pm: PDA media, Tc: TR4 culture, HB: Health banana pseudo-stems, IB: Infected banana pseudo-stems, Nm: NA media, M18c: MTTD18 culture, M30c: MTTD30 culture, HM: Healthy mango leaves, IM18: Infected mango leaves with MTTD18, IM30: Infected mango leaves with MTTD30. + indicates detection of the compound, and ++ indicates detection of high concentration.













 





Table 6. Cross-validation results of Healthy, MTTD 18 and MTTD 30-infected mango leaves using C320.
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	Trained as
	Healthy
	MTTD 18
	MTTD 30
	% Accuracy





	No. of correct identification/6 (total no. of replicates)
	4
	4
	5
	54.17










 





Table 7. Cross-validation results of Healthy banana pseudo-stem and TR4 infected pseudo-stem samples.






Table 7. Cross-validation results of Healthy banana pseudo-stem and TR4 infected pseudo-stem samples.





	Trained as
	Healthy
	TR4 Positive
	% Accuracy





	No. of correct identification/6 (total no. of replicates)
	4
	5
	75
















	
	
Disclaimer/Publisher’s Note: The statements, opinions and data contained in all publications are solely those of the individual author(s) and contributor(s) and not of MDPI and/or the editor(s). MDPI and/or the editor(s) disclaim responsibility for any injury to people or property resulting from any ideas, methods, instructions or products referred to in the content.











© 2024 by the authors. Licensee MDPI, Basel, Switzerland. This article is an open access article distributed under the terms and conditions of the Creative Commons Attribution (CC BY) license (https://creativecommons.org/licenses/by/4.0/).








Check ACS Ref Order





Check Foot Note Order





Check CrossRef













media/file13.jpg
=)

misc

m30c

mis1

wis2

[ maot

302

W1

HM2






media/file4.png
TR4 infected

Healthy

Infected






media/file18.png
2. Main axis (Variance 14.47%)

!
n's
..H
1.8 ] - l. PCA analysis
.f
- Matrix: Covariance —M
-2.0 |
Algorithm: PCA
22 1 Variance: 86.064%
2.4 |
-26 |
-2.8 |
-3.0 | | |
-3.2 | | |
n
3.4 | L
| |
-3.6 | |
-0'5 0?0 075 1 .ID 11.5 2?0 2Y5 30
1. Main axis (Variance 71.59% )
2. Main axis (variance 17.12%)
-1.8 ,
o | TR4 positive
¥ = .
‘ | PCA analysis:
-8
» Matrix: Covariance -M
1"...
-2.2
.y - Algorithm: PCA
T~ T _ Variance: 84.96%
- . | Health |
.. - ea
26 e ..h‘ . v
~— \ ~_
30 | e N
. a0®
-2.6 -2.4 -2.2 -2.0 -1.8 -1.6 -1.4
1. Main axis (variance 67.84% )






media/file21.jpg
PCO2 (16.8% of total variation)

5

8

°

8

To

M30c

Similarity
80

Pm

w1l

20 o 20
PCO1 (6% of total variation)

40 60






media/file3.jpg





media/file22.png
PCO2 (16.8% of total variation)

60 - Similarity
80
Tc
40 - b4
M30c
X
20
V'
0- HM-—\M18
X % Nm
X
20 y Pm
-20- M30 X
o M18c
X_~ %
40 -
[ [ [ [ [ | |
-60 -40 20 0 20 40 60

PCO1 (56% of total variation)






media/file19.jpg
Score plot in PCA space with auto scale

o 18
smmo30

ol

il
2
B
5 G 7
A
Score ot n PR spnce withauo scle
. Heathy






media/file7.jpg
e ——

1 s e 245%)

Fenmais

J—

2 Main axis (variance 16.35%)

26

P s
[ ——

Ao 7
Varince 52265

1. Main s (variance 75.91%)

06 o8 o2






media/file23.png





media/file10.png
Score plot in PCA space with Auto scale

TR4
PDA

1206%

PCY,

B

0

TR4 Training set

5
0
25
20
25~

0~ : : . 1 °
35 ~ . : \\" =4 .--/./

“"“1 : . " - — . . . -

45

100
R

o-NA control
=MTTD 18

~|¢-MTTD 30

|

PC3 11.09 %

b

PC216.26 % PC139.76 %






media/file14.png
ril® pET
HM-1 18021, 52825
L | R
ril® pE1
HM-2
[ B i, A l.- " &
D 7 & £5 7 13 E B3 & D 05 11 15 12 125 13 135 14 145 IEE 7 18 1ES L B 25

M18c

M30c

B ,I.Fl'n"-ﬂ_llﬂ'fﬂl-ﬂ Tad

IM18-1

a0

™ 'I.F-nﬂ.ﬂ .. .

IM18-2

M 'I.El-nﬂ.ﬂ BT N

IM30-1

-

IM30-2

Counis: vs. Acouiiien Tiee {min






media/file11.jpg





media/file6.png
NA-Control
MTTD 18

MTTD 30

NA control






media/file15.jpg
W






nav.xhtml


  chemosensors-12-00117


  
    		
      chemosensors-12-00117
    


  




  





media/file16.png
Healthy

? F3
MTTD
..
Fi F2

Healthy

TR4 positive






media/file2.png
Three E-nose devices

Validation

Diluted IAIV and 3M2B | 95% n-hexane as the

Pure IAIV and 3M2B Mixtures of diluted
98% series with n-hexane control concentrations
as the solvent
| Pass |
Pure cultures and controls
TR4 in PDA (potato dextrose agar) and clean PDA
(control)
Trialc with GC-MS
h oS an MTTD 18 and MTTD 30 in NA (nutrient agar) and sampling with
SRS TR clean NA (control) SPME
1. TR4 infected and healthy banana pseudo stems
GC-MS
Trials with : :
- — | sampling with
three E-noses 2. MTTD 18, MTTD 30 infected and healthy mango leaves SPME

l

Data Analysis and interpretation






media/file20.png
PC3 7.66 %
{

‘ Score plot in PCA space with auto scale

| PC229.14% l

O-MTTD 18
8. MTTD 30

@ Control

Control/healthy

PC1 50.08 %

PC3 10.64 %
e

| Score plot in PCA space with auto scale

Healthy

PC2 16.00 %

TR4 infected

PC157.09 %

@ ~TR4 infected

@ -Healthy






media/file5.jpg
mMTTD

NA control

NA-Control
MTD 18






media/file1.jpg
Three Enose devces

Vaigaion

P AV and SHZB | DIEeq 1A ang 326 95% mhexane 3sthe | Wiuresof Giuted
8% seies it nesane conror concentrations
a5 thesolvent
TREPOA (poato Gestrose gar)and iean FOA
(conron
Goms
TSR [+ WTTD 183raMITD 30 NA (ruiert aganiand | | samplingwith
thvee Enoses cean N (control) seme
T TRk nfecied and heathy barans pseudo e
Goms
e = —s | sampinguwitn
thvee Enoses 2 WITTD 18, MTTD 30 rected and helthy mango e