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Abstract

:

Ionogel are versatile materials, as they present the electrical properties of ionic liquids and also dimensional stability, since they are trapped in a solid matrix, allowing application in electronic devices such as gas sensors and electronic noses. In this work, ionogels were designed to act as a sensitive layer for the detection of volatiles in a custom-made electronic nose. Ionogels composed of gelatin and a single imidazolium ionic liquid were doped with bare and functionalized iron oxide nanoparticles, producing ionogels with adjustable target selectivity. After exposing an array of four ionogels to 12 distinct volatile organic compounds, the collected signals were analyzed by principal component analysis (PCA) and by several supervised classification methods, in order to assess the ability of the electronic nose to distinguish different volatiles, which showed accuracy above 98%.
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1. Introduction


Ionic liquids (ILs) are compounds widely studied in several areas of knowledge due to their low vapor pressure, high thermal and chemical stability, non-flammability, and high electrical conductivity [1]. These properties allow the use of ILs as solvents [2], catalysts [3], and electrolytes [4], among others [5]. However, the use of ILs in electronic devices, such as electrochemical sensors, is challenging due to their low-dimensional stability [6]. One way to overcome this problem is to immobilize the ILs in a solid three-dimensional matrix, which can be organic, inorganic, or hybrid (organic–inorganic), forming ionogels that preserve the main properties of the ILs but give them a quasi-solid behavior [6,7].



Ionogels are widely used in applications such as drug carriers [8], lithium batteries [9], fuel cells [10], solar cells [11], sensors [12,13], catalysts [14,15], and as active layers in chemiresistive gas sensors and electronic noses (e-noses) [16].



An e-nose is a device made of an array of gas sensors connected to a pattern recognition system capable of recognizing and analyzing volatiles of pure substances and even of complex mixtures [17]. These mixtures of volatile organic compounds (VOCs) are formed in many biological and chemical processes enabling the application of e-noses in many areas such as agriculture [18], food monitoring [19,20,21], environmental science [21], forestry [22], military [23], industry [24], bacterial detection [25], and disease diagnosis [26], especially through metabolomics [27].



Composite materials present improved characteristics compared to the original polymers, and also, new functionalities can be introduced. This makes them suitable for a wide range of applications, for instance, in aeronautic [28] and automotive [29] industries, and in gas sensing [30]. Some examples of their application in e-noses follow: Zheng et al. [31] developed an e-nose composed by functionalized carbon nanotubes added to three different polymeric matrixes. The sensors were employed in a wearable e-nose to identify human skin odors that can serve as “fingerprint” for individual identification. Swe et al. [32] applied nanocomposites in an e-nose for monitoring beef freshness level. The sensors based on polymeric matrix and single wall carbon nanotubes were capable of distinguishing the concentration of different volatile compounds exhaled from beef before and after spoilage.



Carvalho et al. [33] first described the use of ionogel in e-noses. Four ionogels, employing distinct ILs trapped in a single biopolymer (bovine gelatin), were used as active layers in gas sensors, forming an e-nose capable of distinguishing eight VOCs with fast response and good reproducibility. Netto et al. [16] reported an e-nose formed by an array of three gas sensors made of a single ionic liquid (EMIMDCA) and three different biopolymers (bovine gelatin, agar, and sodium alginate) and tested with five VOCs giving a hit rate > 96%. Gelatin ionogels have also shown the ability to encapsulate additional probes, such as liquid crystal droplets, to increase selectivity and sensitivity in gas sensing [34]. Some more application examples of this type of sensors are the quantification of ethanol in ethanol–gasoline fuel mixtures [34], Tilapia fish freshness monitoring [35], and a benzene and formaldehyde sensor [36].



In this work, we designed and developed a new composite material formed by a single gelatin–ionogel doped with iron oxide (Fe3O4) particles for application as sensitive layers in gas sensors for e-noses. First, we studied the influence of different concentrations of bare Fe3O4 particles on the electrical response of the material. Then, we kept the concentration constant and functionalized the particles with oleic acid, lauric acid, and anthracene carboxylic acid, aiming to increase the interaction between the ionogel and the VOCs. These ionogels were used as active layers in gas sensors for e-noses that were exposed to model VOCs, and the collected signals were examined by principal component analysis (PCA) and validation methods. It is worth mentioning that varying only the concentration of one of the components or its functionalization can greatly simplify the process of manufacturing gas sensors and e-noses.




2. Materials and Methods


2.1. Materials


1-Ethyl-3-methylimidazolium dicyanamide (EMIMDCA, >98%), type B bovine skin gelatin, lauric acid (LA, ≥99%), and anthracene carboxylic acid (AA, ≥99%) were purchased from Sigma Aldrich. Iron(II) chloride tetrahydrate (FeCl2.4H2O, ≥99%) was obtained from Vetec, iron(III) chloride hexahydrate (FeCl3.6H2O, >99%) was supplied by Acros Organic. Oleic acid (OA, ≥99%) was purchased from Carl Roth. Ammonium hydroxide solution and all organic solvents were purchased from Labsynth Produtos para Laboratórios Ltd.a and used as received. The interdigitated electrodes were manufactured by Micropress S. A. with 0.6 cm2 of interdigitated area and 200 µm spacings between the copper digits (Figure 1).




2.2. Preparation and Characterization of Iron Oxide Particles


Iron oxide particles were produced according to established methods [37]. In summary, 6.0 g of FeCl3.6H2O were dissolved in 100 mL of distilled water, and 2.7 g of FeCl2.4H2O were dissolved in 11 mL of distilled water. Both solutions were mixed and mechanically stirred under nitrogen atmosphere until homogenization. Then, 19 mL of ammonium hydroxide solution (25%) were quickly added to the mixture, which was allowed to react for 5 min. Stirring was discontinued, the mechanical stirrer was removed and the Fe3O4 particles were separated by magnetic decantation. The bare particles were washed with water several times and dispersed in water with a final concentration of 78 mg/mL.



To generate functionalized particles, 1.4 mmol aliquots of the bare particles dispersed in water were mixed with 4.1 mmol of OA in 8.0 mL n-hexane, with 4.1 mmol of LA in 8.0 mL of n-hexane or with 4.1 mmol AA in 8.0 mL of DMSO. The mixtures were mechanically stirred for 15 h under nitrogen atmosphere. The organic phase became black, while the aqueous phase became colorless, which is consistent with the migration of the hydrophobic functionalized particles from the aqueous to the organic layer. After separation of the organic phases containing OA and LA particles, the suspensions were stored. The AA particles were decanted magnetically, washed with distilled water, and dispersed in acetonitrile.



A Fourier transform infrared spectrometer (FTIR), PerkinElmer model Frontier FR-IR, was used to characterize the surface of the bare particles and AA, LA, and OA coated particles. The particles were ground and mixed with KBr to prepare the sample disks.



The hydrodynamic diameter of the bare particles was determined using a Malvern dynamic light scattering particle size analyzer (Zetasizer Nano Zs90) operating at 25 °C.




2.3. Ionogel Preparation


Control ionogels (without particles) were prepared as previously described [27]. In summary (Table 1, entries 1–4), 30 mg of bovine skin gelatin were added to 75 µL of EMIMDCA, followed by 40 µL of distilled water. The mixture was kept in an ultrasonic bath for 15 min. For the preparation of ionogels doped with bare particles, three different concentrations of a suspension of the particles in distilled water (25 mg/mL, 50 mg/mL and 75 mg/mL) were added, generating three different composites. To generate ionogels doped with functionalized particles (Table 1, entries 5–7), 40 µL aliquots of solutions (25 mg/mL) of the functionalized particles were added to the gelatin. The solvent was evaporated, and the doped gelatin was mixed with EMIMDCA as described above.




2.4. Sensor Preparation and Application in e-Nose


The sensors were divided into two sets: the first (A) formed by the pure ionogel and by doped ionogel with the three different bare particle concentrations (Table 1, entries 1–4); the second (B) formed by the doped ionogel (25 mg/mL) with bare and functionalized particles (Table 1, entries 2 and 5–7). Then, 40 µL of the ionogel were applied on the active part of the interdigitated electrode (Figure 1) and spin coated at 10,000 rpm for 5 s, forming a thin film. The sensors produced were dried in a desiccator under vacuum for 15 h.



The sensors were tested in an e-nose system with dynamic sampling built in our laboratory and shown, as a schematic representation, in Figure 2. A complete measurement cycle consisted of an exposure phase (pump 1 on, pump 2 off), where the sample headspace was transported to the sensors’ chamber, and a recovery phase (pump 2 on, pump 1 off), where ambient air passed directly through the sensors, removing volatiles and regenerating the sensors. Three non-return valves were used to ensure that air flow was always in the sensors’ direction. Each analyte was kept in the sample compartment thermostated at 30 °C throughout the experiment, and the airflow was maintained at 0.5 L/min. For all analytes, the exposure (5 s)/recovery (100 s) cycle was repeated 10 times, and the first two cycles were discarded to avoid the influence of volatiles from previous samples that could be still present in the system. The conductance was registered by a conductivity meter [38], operating with 80 mV peak-to-peak 2 kHz triangle wave ac voltage, and connected through a 10-bit analog-to-digital converter to a personal computer. The sensors did not require any cleaning or preparation between samples. The temperature and humidity of the laboratory were maintained at 23 °C and 60%, respectively, during all experiments.




2.5. Data Treatment


The VOCs used as model compounds were organic solvents with different functional groups, polarities, and boiling points: ethanol, acetone, chloroform, ethyl acetate, toluene, and hexane. Both sets of sensors (A and B) were tested with these solvents. The interaction of the solvents with the sensors led to changes in their electrical conductance. A typical conductance response of the sensors (set A) during the last 8 exposure (5 s)/recovery (100 s) cycles to ethanol vapors is shown in Figure 3.



The data were standardized calculating the relative responses (Ra) of all cycles of the tested solvents according to Equation (1), where G2 is the conductance at the end of the exposure period to the solvent vapor and G1 is the initial conductance before this exposure period.


Ra = (G2 − G1)/G1



(1)







These calculated Ra values for the last eight cycles of the sensors were used as input data in principal component analysis (PCA), generating clusters that can be associated with the analyzed volatiles. Then, supervised methods were applied to verify the prediction capability of the e-nose using the K-fold cross-validation method, with k value equal to 10. In this method, the data were divided into k groups, where k-1 groups were used to train the classifier and one group was used to test the accuracy. This process was repeated k times.





3. Results and Discussion


3.1. Characterization of Fe3O4


The bare particles were synthesized, using the co-precipitation method previously described by Palma et al. [37]. The average particle diameter (168 nm) and the polydispersity index (0.351) were obtained by means of dynamic light scattering (DLS).



Functionalizations were confirmed using infrared spectroscopy (FTIR KBr) (Figure 4). The absorptions of bare particles can be seen at 580 cm−1, corresponding to the Fe-O bond of the Fe3O4 crystalline structure, and at 1630 and 3405 cm−1, which correspond to hydroxyl groups present on their surface due to the synthetic method used to prepare them [39]. Comparatively, the spectrum of particles functionalized with AA shows bands at 2921 cm−1 (aromatic C-H stretch), at 1428 and 1385 cm−1 bending of the C-O-H group of the carboxylic acid), at 1318 and 1276 cm−1 (C-O stretch), and at 951 cm−1 (COH out of plane bending) [40,41]. The particles functionalized with LA and OA present similar spectra, with bands between 2925 and 2840 cm−1 (asymmetric and symmetric stretches of the C-H bond of CH2), and at 1522 and 1464 cm−1 (asymmetric and symmetric stretches of -COO bonds of the carboxyl group) [39]. In summary, characteristic aromatic C-H stretch bands are only present in the spectrum of AA-functionalized particles, as they are the only ones with aromatic rings (anthracene). On the other hand, aliphatic C-H stretch bands appear in the spectra of particles bound to LA and OA due to their long aliphatic chains, which do not exist in the other particles. Similar conclusions can be made when analyzing the other characteristic bands mentioned above.




3.2. The Sensors


The ionogel composite is formed by an organized polypeptide structure (gelatin), IL, water, and Fe3O4 particles. The IL is an important component responsible for electrical conductivity and solvation capacity. The fast response (5 s) and recovery (100 s) of the sensor suggests a fairly good solvation of the VOCs in the IL but with weak interactions, so that adsorption/desorption process can occur promptly [33,42]. The sensing mechanism can be attributed to changes in the IL viscosity. As the IL absorbs and dissolves a VOC, the latter inhibits cation–anion interactions, resulting in decreased IL viscosity, improving ionic mobility and consequently increasing conductance [43]. In addition, Fe3O4 affects the cation–anion interaction, leading to a change in ionic mobility and different response patterns depending on the Fe3O4 concentration.



Although the fast response of the ionogel indicates good solvation and adsorption of the analytes, there are some VOCs with greater affinity to the ionogel than others. This is because VOCs with medium to high dielectric constants are more miscible with IL than those with low dielectric constants [44,45], which generally show signals with much lower amplitudes. To overcome this limitation, we proposed to functionalize the Fe3O4 particles with molecules that have chemical structures similar to those of VOCs with a low dielectric constant, such as hexane and toluene, improving their adsorption on the sensor surface.




3.3. Effect of Particle Concentration in the Ionogels


We started by evaluating the amount of particles to be incorporated into the ionogel. Ionogels doped with bare particles in different concentrations (set A sensors) were prepared and used as gas sensors in a custom-made device (Figure 2). The histograms of mean Ra from this set of sensors for the six model VOCs tested are shown in Figure 5. It is possible to observe that the highest mean Ras are those of acetone and ethanol, which are the two most polar VOCs. Acetone has a higher dipole moment (2.88 D) than ethanol (1.69 D) and also a lower boiling point (56 °C; 78 °C for ethanol). This means that at the temperature of the experiment (30 °C), it has a higher vapor pressure and hence more acetone molecules/volume x time reach the sensors, causing higher responses. Looking at the two least responsive VOCs, hexane and toluene, the latter is less volatile but more polar, leading to responses of similar magnitudes. Regarding the concentration of Fe3O4 particles, the situation is more complex, which generates completely different response patterns for each VOC. It is noteworthy that this is highly desirable, as the ability of the electronic nose, formed by an array of these sensors, to correctly classify the VOCs is based on these response differences.




3.4. Effect of Particle Functionalization in Ionogels


As stated above, polar VOCs have higher responses than less polar ones, such as chloroform, ethyl acetate, toluene, and hexane, because of their lower dielectric constants. To increase the response of these VOCs, we functionalized the Fe3O4 particles with organic compounds that could facilitate the adsorption of these volatiles by the ionogel.



The concentration of the Fe3O4 particles was fixed at 25 mg/mL for all the set B ionogels. Figure 6 shows the histograms obtained with the bare and functionalized particles for the tested VOCs. Compared to Figure 5 (bare particles), there is an increase in the response to hexane, toluene, and chloroform, suggesting an improvement in the adsorption to these VOCs, and also a decrease in Ra for the LA ionogel sensor on exposure to acetone and ethanol indicating a decrease in the hydrophilicity of the ionogel. As in set A, each VOC induced a particular response pattern of the sensor set.




3.5. Ionogels in e-Nose to Classify Distinct VOCs


In order to assess the potential of the new ionogel sensors for the detection and discrimination of VOCs, e-nose experiments were performed with a wider set of model VOCs. Methanol, acetonitrile, dichloromethane, diethyl ether, pentane, and heptane were included in this study. The Ras of the signals obtained for the different VOCs were used as input variables in PCA in order to allow the generation of visualizations in three-dimensional space, since four sensors were used in each set, generating new orthogonal vectors, according with the number of initial dimensions, keeping as much information as possible from the original data [25]. The first three components comprised 99.9% of data coverage for both systems. Figure 6 shows the PCA graphs for both sets of sensors. The sensors composed only of bare particles (set A) were able to distinguish eight out of the 12 VOCs, namely ethyl acetate, acetone, acetonitrile, chloroform, ethanol, methanol, toluene, and diethyl ether (Figure 7A). Although the clusters of some VOCs are close to each other, such as toluene and chloroform, the region of the graph they occupy is quite distinct, without overlapping. The sensors doped with the functionalized particles (set B) were able to distinguish all 12 VOCs, as shown in Figure 7B. VOCs that have structural similarities such as pentane, hexane, and heptane; chloroform and dichloromethane; methanol and ethanol; were grouped in different regions of the graph, indicating the feasibility of the classification by predictive methods.



As mentioned earlier, the PCA generates orthogonal vectors from the input variables. The new coordinates generated by the orthogonal vectors are related to the initial variables by coefficients (loadings), which provide the contribution of each input variable. This means that one can evaluate how strongly a sensor is able to influence the principal components by plotting the loading of each sensor (Figure 8). For sensor set A (Figure 8A), all sensors contribute equally (loading of 0.52, 0.50, 0.47, and 0.52 for ionogel_0, ionogel_25, ionogel_50 and ionogel_75, respectively) to the first component, which has the highest variance. However, for the second component, ionogel_50 and ionogel_25 showed the biggest contribution (loading 0.80 and −0.57, respectively) and for the third component, ionogels 0 and 75 are the most important (loading −0.42 and 0.84, respectively). Analyzing the loading of sensor set B (Figure 8B), it is possible to observe a similar result as of set A for a first component, where all sensors contribute equally (loading 0.51, 0.48, 0.51, and 0.49 for ionogel_LA, ionogel_OA, ionogel_AA, and ionogel_25, respectively). For the second component, ionogels OA and 25 showed major contributions (loading −0.81 and 0.57, respectively) and for the third component, ionogels_AA and 25 are the most important (loading −0.65 and 0.63, respectively). It is worth mentioning that in the set of sensors B, the ionogel_25 presented almost the same contribution for the three components, while the other sensors contributed differently for each principal component.



Although the separation between the VOC clusters for both sets of sensors is clear in the PCA plots, it is necessary to use a validation method to assess the degree of accuracy in predictions. For this purpose, different classification methods were applied to the dataset, and then the accuracy was calculated for each algorithm and validated by the K-fold cross-validation method. Bayes Network, Linear Discriminant Analysis, Lazy Instance Based (Lazy IBK), Random SubSpace, and Logistic Model Trees (LMT) classifiers were selected using the WEKA software [46]. Set A consisted of 64 measurements in total, with eight repetitions for each VOC, and set B consisted of 96 measurements in total, with eight repetitions for each VOC. Cross-validation used 90% of the data in both sets to train the algorithms and 10% of the data for predictions. The k value of the K-fold method was 10. The correctness percentage for both sets was greater than 98% regardless of the classifier used, as shown in Figure 9. The accuracy of the classifiers for set A was 100% for all tested classifiers, while for set B, there was 100% for Bayes Network, LDA, and IBK classifiers, 97.9% for Random SubSpace, and 96.9% for Tree LMT.



Figure 9 shows the accuracy of each classifier, considering the entire dataset. Observing the degree of correctness for each VOC, it is possible to analyze which compounds can be assigned or classified incorrectly. Figure 10 shows the confusion matrix with the percentage of correctness of each VOC for the two sets of sensors studied, using the Random SubSpace classifier. As can be seen in Figure 10A, the hit rate was maximum in the classification of all eight VOCs by set A, while by set B (Figure 10B), it was maximum for 10 VOCs. Acetone and acetonitrile were confused with each other in 12.5% of the tests. Their clusters are fairly close on the PCA plot (Figure 7B), but there is no overlap. Although there is confusion for this classifier, it is important to note that three other classifiers indicated 100% of accuracy, showing that the mistake depends on the selected classifier.



Finally, it is important to mention that many e-noses are based on metal oxide semiconductors (MOS) or on conductive polymers (CP) or both as their sensing materials [47]. MOS-based sensors are versatile and cost effective but need high temperature to operate (up to 500 °C), which implies relative high power consumption and risk of explosion in contact with certain organic volatiles. On the other hand, CPs have the advantage of room temperature operation, are flexible, and can be adjusted to specific targets. However, their synthesis may be laborious, and they present sensitivity to moisture that has to be compensated. These are important disadvantages of these materials. The sensors based on ionogel composites, used in this study, operate at room temperature and are easy to be produced in only a few steps. Furthermore, the sensors are fast to respond and to recover.





4. Conclusions


E-noses were developed from a single ionogel doped with bare or functionalized iron oxide particles. The change in particle concentration produced four sensors that combined in an e-nose were able to detect and distinguish eight VOCs, while ionogels containing a fixed concentration of particles but functionalized with different compounds led to an e-nose capable of differentiating twelve VOCs. This second e-nose showed greater selectivity for less polar VOCs, while sensors with bare particles showed more affinity for polar VOCs. Using different machine learning algorithms and a K-fold cross-validation method, the degree of correctness of the e-noses was evaluated, obtaining accuracies above 98% for the two sets of sensors.



These results show that it is possible to fine-tune the e-nose response to the system that should be analyzed by choosing the compounds that will functionalize the Fe3O4 particles. This is an advantage since it allows keeping the number of sensors small and hence lowering the overall cost of the equipment. On the other hand, it means that for each type of application, one has to prepare specific sensors, which may be seen as a disadvantage. Probably, an alternative way to enhance the selectivity of the e-nose without increasing the number of sensors may be extracting more features besides the relative response (Ra) such as, for instance, the time that it takes to each sensor to reach half the maximum response, the first derivative of each response curve, etc.



Finally, low cost, ease of production, high selectivity, room temperature operation, low power consumption, and fast response (only 5 s exposure/100 s recovery times) are some of the advantages in the application of this kind of sensing materials. This paper is a proof-of-concept type paper providing preliminary results, since the e-noses were only tested with pure organic solvents as model VOCs. Other types of particle functionalization should be explored in the future to tune the affinity of the sensors for other analytes of interest.
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Figure 1. Interdigitated electrode used in the preparation of the gas sensors. 
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Figure 2. Schematic representation of the electronic nose assembled. 
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Figure 3. Response of set A sensors to eight exposure (5 s)/recovery (100 s) cycles to ethanol vapors, doped with different concentrations of Fe3O4: (blue) pure ionogels, (orange) 25 mg/mL, (green) 50 mg/mL and (red) 75 mg/mL. 
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Figure 4. FTIR spectra of bare Fe3O4 particles (magenta) and of functionalized Fe3O4 particles with AA (blue), OA (red), and LA (black). 
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Figure 5. Relative responses of set A sensors upon 10 cycles of exposure to VOCs. 
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Figure 6. Responses of set B sensors upon 10 cycles of exposure to VOCs. 
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Figure 7. PCA scatter plots indicating the variance of each component (in brackets) for the VOCs tested (PC = principal component); (A) with set A sensors and (B) with set B sensors. 
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Figure 8. Loading plot showing the contribution of each sensor in the both sets for the principal components, (A) with set A and (B) with set B. 
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Figure 9. Comparison of the accuracies of the different classifiers used for set A and set B sensors. 
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Figure 10. Confusion matrices of the Random SubSpace classifier applied in the predictions of VOCs (A) in set A sensors and (B) in set B sensors. 
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Table 1. Preparation of the ionogels.
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	Entry
	Sensor
	Fe3O4 conc. in Water

(mg/L)
	Fe3O4_coating conc.

in Organic Solvent

(mg/L)





	1
	Ionogel_0
	-
	-



	2
	Ionogel_25
	25
	-



	3
	Ionogel_50
	50
	-



	4
	Ionogel_75
	75
	-



	5
	Ionogel_AO
	0
	25



	6
	Ionogel_AL
	0
	25



	7
	Ionogel_AA
	0
	25
















	
	
Publisher’s Note: MDPI stays neutral with regard to jurisdictional claims in published maps and institutional affiliations.











© 2021 by the authors. Licensee MDPI, Basel, Switzerland. This article is an open access article distributed under the terms and conditions of the Creative Commons Attribution (CC BY) license (https://creativecommons.org/licenses/by/4.0/).






media/file13.jpg
(9%4'1) €24

[

0 1 2
PC1 (94.6%)

PC1 (94.6%)

Acetone
Acetonitrile
Chloroform
Ethanal
Ethyl acetate
Ethyl ether
Methanol
Toluene

ceeen

.

Methanol
Ethanol
Acetone.
Acetonitiie
Chioroform.
Ethyl ether
Heptane

Ethyl acetate
Toluene
Dichioromethane
pentane

Hexane





media/file4.png
Air pump 1 valves Flow meter

Sensors chamber Conductivity
meters

=

1500 ms

A "

1900 ms

¥ roas NN AN NNNN

1250

Airpump 2 Sample chamber
2000 ms

=
7 — N\

Acquisition board

Computer

Relays





media/file18.png
Accuracy (%)

100

80

60

40

20

BN Set A WEW Set B

Lazy IBK Random SubSpace Tree LMT

Classifiers






media/file3.jpg
Temney

Sensors chamber

Flow meter

Conductvty
meters

Acauisition board

Computer





media/file19.jpg
f“f @’v»‘ : = .
f‘ PN T TITT 7





media/file7.jpg
Transmittance (%)

4000

3500

3000

T T
2500 2000

‘Wavenumber /cm™

1500

1000

500





media/file10.png
[Bare Fe304]
(mg/mL)
- 0
. 25
. 50
. /5

i“.-l_-.

Acetone Chloroform  Ethanol Ethyl acetate Hexane Toluene






media/file14.png
(%%’ 1) £2d

(%' 1) £2d

(°/06 €) 24

(%6'€) ¢Od

0.4

| QOOOH

2
9
Y4

1 0 1

2

PC1 (94.6%)

3

Rab

it

3

c—

-4

-1 0
PC1 (94.6%)

-3 -2

B

Acetone
Acetonitrile
Chloroform
Ethanol

Ethyl acetate
Ethyl ether
Methanol

® Toluene

o ®© ® o ©

©

Methanol
Ethanol
Acetone
Acetonitrile
Chloroform
Ethyl ether
Heptane
Ethyl acetate
Toluene
Dichloromethane
Pentane
Hexane





media/file11.jpg
035 - LA Fes0,

. OA Fe304
0.30 . AA_Fe30s
= Bare_Fe;0,
0.25
020
g
<
go1s
=

0.10
0.05
0.00

Acetone  Chloroform  Ethanol Ethyl acetate Hexane  Toluene






media/file6.png
Conductance (

27501 —— lonogel 0 —— lonogel_50

2500 4 —— lonogel_25 —— lonogel_75

2250 A

2000 1

1750 -

o0 I\ NN NN NN
1250 -

200 300 400 500 600 700 800 900 1000
Time (s)





media/file15.jpg
FRMEIRON, o8 Benprs

20

10

00

10

——ci =2 mmec)

A

byt

20

10

os

00

——ci mmrc2 mmrcs

Loy

noge0  onagei 25 orogel 50 Bnogel7s
i

-10

oo LA onoge O noge A inegel 25





nav.xhtml


  chemosensors-09-00201


  
    		
      chemosensors-09-00201
    


  




  





media/file16.png
Contribution of sensors

2.0

1.5

1.0

0.5

0.0

A

m PC1 mmm PC2

I PC3

W

Tonogel_0

Ionogel_25 Ionogel_50

Sensors

Ionogel_75

Contribution of sensors

2.0

1.5

1.0

0.5

0.0

B

. PC1 s PC2 mmm PC3

Loy

Ionogel LA  Ionogel_ OA Ionogel AA  lonogel_25

Sensors






media/file2.png
EMIMDCA Gelatine






media/file20.png
Acetone

Acetonitrile

Chloroform

Ethanol

Ethyl acetate

Ethyl ether

Methanol

Toluene

Methanol

Ethanol

Acetone

Acetonitrile |

Chloroform |

Ethyl ether

Heptane

Ethyl acetate

Toluene

Dichloromethane |

Pentane

Hexane






media/file5.jpg
—— lonogel_0 —— lonogel_50
—— lonogel 25 —— lonogel_75

NN AN A NN
A A A A A A

200 300 400 500 600 700 800 900 1000
Time (s)






media/file1.jpg
EMIMDCA Gelatine






media/file12.png
0.35 B LA _Fe304
B OA_Fe304

Bl AA_Fes0q4
BN Bare_Fe;0y4

Acetone  Chloroform  Ethanol Ethyl acetate Hexane Toluene





media/file9.jpg
08

0.7

02

01

0.0

Acetone

[Bare Fe;0:]
(mg/mL)

-0
- 25
- 50
- 75

allu. .

Chloroform  Ethanol  Ethyl acetate Hexane Toluene






media/file0.png





media/file8.png
Transmittance (%)

f
4000

T
3500

|

T
3000

Ll ' Ll l Ll
2500 2000

Wavenumber /cm’

T
1500

T

T
1000

T

1
500





media/file17.jpg
Accuracy (%)

100

80

60

40

m—Set A W SetB

Bayes Network  LDJ Lazy IBK Random SubSpace Tree LMT

Classifiers






